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EPA Region 5 Records Ctr. 
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Laboratory 
Sample No. 

10160 - DaimlerChrysler Corporation 
SDG: DCD05 Dayton Thermal/Dayton, OH 

Sample Reference List for EDD File C3305540.TXT 

Sample Description Collected 

3305540 WL0010 Grab Water Sample 

3305541 WL0011 Grab Water Sample 

3305542 WLT011100 Trip Blank Grab Water Sample 

3305543 Water Storage Blank Grab Water Sample 

Site Code: SC001 RFA# 
YGQP9900272 8 
Site Code: SC001 RFA# 
YGQP9900272 B 
Site Code: SC001 RFA# 
YGQP9900272 
Site Code: SC001 RFA# 
YGQP9900272 

01/11/00 14:00 

01/11/00 14:20 

01/11/00 00:00 

01/11/00 00:00 

^ ^ cP ^ • ' ^ 

Lancaster Laboratories • 2425 New Holland Pike, PO Box 12425, Lancaster, PA 17605-2425 • 717-656-2300 Fax:717-656-2681 
A subsidiary of Thermo TerraTech Inc., a Thermo Electron Company 
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Wliere quality is a science 

LLI Sample No. WW 3305541 
Collected: ffl/ll/OO at 14:20 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOll Grab Water Sample 
Site Code: SCOOl RF/tf YGQP9900272 
Dayton Thermal/Dayton, OH 
WLOOl SD(^: DCD05-02 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. N99C403749-A 
Rel. YGQP9900272 

CAT 
NO. 

6291 
1751 
7035 
7036 
7046 
7049 
7053 
7055 
7066 
7072 
0259 
0937 
1316 
4678 
4679 
1123 
0200 
0430 

0496 

1121 

1122 

ANALYSIS NAME 

TCL by 8260 (water) 
Chromium 
Arsenic IR 
Selenium TR 
Barium IR 
Cadmium TR 
Copper TR 
Lead TR 
Silver TO 
Zinc TR 
Mercury 
TCL Pesticides in Waters 
AppendixIX Herbicides - Waters 
TCL SW846 Semi volatiles/Waters 
TCL SW846 Semi volatiles/Waters 
Cyanide (Reactivity) 
pH 
Flash Point for Liquids 
No flash observed below 150F. 
Test flame extinguished at 112F. 
Flash point was determined using 
Corrosivity 

AS RECEIVED 

RESULTS 

0.0275 J 
N.D. 
N.D. 
0.0468 
0.0031 
0.0241 
0.127 
N.D. 

5.74 
0.00012J 

N.D. 
10.6 

No Flash Observed 

METHOD 
DETECTION LIMIT UNITS 

0.0098 
0.0050 
0.0044 
0.00049 
0.00081 
0.0029 
0.0079 
0.0017 
0.0030 
0.00010 

100. 
0.010 

See Page 
mg/1 
mg/1 
mg/1 
mg/1 
mg/1 
mg/1 
mg/1 
mg/1 
mg/1 
mg/1 
See Page 
See Page 
See Page 
See Page 
mg/kg 

Degrees F 

Pensky Martens closed cup apparatus. 
See Below 1.0 See Below 

2 

3 
5 
6 
7 

^^B 22 ̂
dOQ 

Corrosivity: 
The pH of the sample was 10.57 indicating that the sample is not corrosive. 
A waste is corrosive if it exhibits a pH equal to or less than 2 
or equal to or greater than 12.5. 
Reactivity See Below See Below 
Reactivity: 
The sample was extracted by the interim method described in SW 846, 
Chapter 7.3. This solution was analyzed for cyanide and sulfide. 
This waste is not considered reactive and hazardous because it does 
not generate a quantity of hydrogen cyanide exceeding 250 mg/kg or 
hydrogen sulfide exceeding 500 mg/kg. These interim threshold limits were 
established by the Solid Waste Branch of EPA, July, 1992. These results 
do not reflect total cyanide or total sulfide. 
Sulfide (Reactivity) N.D. 39. mg/kg 

Additional sample volume received on 02/01/00 for PCBs/Pests. 

1 COPY TO Leggette. Brashears & Graham ATTN: Mr. Ken Vogel 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 
11:36:33 D 0001 4 140214 698882 
320 0.00 00156100 ASROOO 

^'s^\.hf^ 

Respectfully Submitted 
Duane A. Luckenbill, B.S. 
Group Leader, GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike ' 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-556-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23,'99 
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Where quality is a science. 

LLI Sample No. WW 3305541 
Collected: (Tl/ll/OO at 14:20 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOll Grab Water Sample 
Site Code: SCOOl RF/# YGQP9900272 
Dayton Thermal/Dayton, OH 
WLOOl SDG#: DC005-02 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

CAT 
NO. ANALYSIS NAME 

TCL by 8260 (water) 

5385 
5387 
5386 
5388 
5391 
6302 
6303 
5390 
5393 
5395 
5402 
6305 
5398 
5399 
5406 
5421 
5404 
6306 
5403 
5411 
5408 
5401 
6307 
5419 
6308 
6309 
5409 
5407 
5413 
5415 
5418 
6310 
5392 
5395 

Chloromethane 
Bromomethane 
Vinyl Chloride 
Chloroethane 
Methylene Chloride 
Acetone 
Carbon Disulfide 
1,1-Dichloroethene 
1,1-Dichloroethane 
Chloroform 
1,2-Dichloroethane 
2-Butanone 
1,1,1-Trichloroethane 
Carbon Tetrachloride 
Bromodi chloromethane 
1.1.2,2-Tetrachloroethane 
1,2-Dichloropropane 
trans-1,3 -Di chloropropene 
Trichloroethene 
Di bromochloromethane 
1,1,2-Trichloroethane 
Benzene 
ci s-1,3 -Di chloropropene 
Bromoform 
4-Methyl-2-pentanone 
2-Hexanone 
Tetrachloroethene 
Toluene 
Chlorobenzene 
Ethyl benzene 
Styrene 
Xylene (Total) 
trans-1,2-Di chloroethene 
cis-1,2-Dichloroethene 

AS RECEIVED 

RESULTS 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

320. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

76. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
3. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

80. 
10. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
3. 
N.D. 
N.D. 

METHOD 
DETECTION LIMIT UNITS 

3 
3 
2 
3 
2 
6 
3 
1 
2 
1 
2 
3 

• 1 

1 
1 
2 
1 
1 

J 1 
2 
2 
1 
1 
1 
5 
7 
1 
2 
1 
2 
1 

J 1 
2 
2 

Sufficient sample volume was not available to perform a MSD 
analysis. However, a MS was performed. 
performed to demonstrate precision and 

In addition, 
accuracy at 

a LCS/LC 
a batch 1 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

for this 
SD was 
evel. 

P.O. 
Rel. 

N99C403749-A 
YGQP9900272 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M B E R 

1 

Respectfully Submitted 
Duane A. Luckenbill, B.S. 
Group Leader, GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thernio Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-556-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



Page: 3 o f 16 

Where quality is a science. 

LLI Sample No. WW 3305541 
Collected: (Tl/ll/OO at 14:20 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOll Grab Water Sample 
Site Code: SCOOl RFPi YGQP9900272 
Dayton Thermal/Dayton, OH 
WLOOl SD(^: DCD05-02 

Account No: 10160 

CAT 
NO. ANALYSIS NAME 

TCL Pesticides in Waters 

1600 
1601 
1603 
1602 
1604 
1605 
1606 
1616 
1610 
1607 
1611 
1615 
1608 
1617 
1609 
0938 
1860 
1361 
1362 
1613 
1618 
1619 
1620 
1621 
1622 
1623 
1624 
1626 

Alpha BHC 
Beta BHC 
Delta BHC 
Ganma BHC - Lindan 
Heptachlor 
Aldrin 
Heptachlor Epoxide 
Endosulfan I 
Dieldrin 
DDE 
Endrin 
Endosulfan II 
DOD 
Endosulfan Sulfate 
DDT 
Endrin Ketone 
Methoxychlor 
Alpha Chlordane 
Ganma Chlordane 
Toxaphene 
Endrin Aldehyde 
PCB-1016 
PCB-1221 
PCB-1232 
PCB-1242 
PCB-1248 
PCB-1254 
PCB-1260 

DaimlerChrysler 
PO Box 537933 
Livonia MI 48153 

AS RECEIVED 
METHOD 

Corporation 

-7933 

ULTS DETECTION LIMIT UNITS 

N.D. 
N.D. 
N.D. 
0.0078 J 
N.D. 
N.D. 
0.0134 
0.0416 
N.D. 
0.038 
0.0131 J 
0.0099 J 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
0.0072 J 
N.D. 
N.D. 
0.0179 J 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

0.0019 
0.0019 
0.0056 
0.0019 
0.0019 
0.0019 
0.0019 
0.0019 
0.0039 
0.0039 
0.0039 
0.0039 
0.0039 
0.0039 
0.0039 
0.0039 
0.019 
0.0019 
0.0019 
0.29 
0.0039 
0.096 
0.096 
0.096 
0.096 
0.096 
0.096 
0.096 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

P.O. N99C403749-A 
Rel. YGQP9900272 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M B E R 

l y Submitted 
Lancaster Laboratories /Jen i fer /P. HeSS, B.S. 
2425 New Holland Pike //Group Leader Pesticides/PCBs 
PO Box 12425 / y 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Therfrio TerraTecf^lnc, a Thermo Electron Company. 
717-556-2300 Fax: 717-655-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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Where quality is a science. 

LLI S a m p l e N o . WW 3 3 0 5 5 4 1 
Collected: ffl/ll/OO at 14:20 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOll Grab Water Sample 
Site Code: SCOOl RF/# YGQP9900272 
Dayton Thermal/Dayton, OH 
WLOOl SDG#: DCD05-02 

CAT 
NO. 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. 
Rel. 

N99C403749-A 
YGQP9900272 

ANALYSIS NAME 

AS RECEIVED 
METHOD 

RESULTS DETECTION LIMIT UNITS 

TCL Pesticides in Waters 

The blank associated with this sample contained alpha-BHC at 0.003ug/l. 
This was not detected in the sample. 

The LCS/LCSD had recoveries above the QC limits for beta-BHC, delta-BHC, 
alpha chlordane, DDD, Methoxychlor, Endosulfan sulfate, and Endrin ketone. 
None of these components were detected above the LOQ in the sample. 

The blank, LCS/LCSD for this sample were injected in a bracket with eleven 
sample injections and with high response for DDD and Methoxychlor. These 
components were not found in the sample. 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax; 717-656-2681 

KesfiectfuVly Submitted 
^eM^fer W. Hess. B.S. 
G66up Leader Pesticides/PCBs 

Lancaster Laboratories is a subsidiary of Thermo nerraTech Inc., a Thermo Electron Company. 
See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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Where quality is a science. 

LLI Sample No. WW 3305541 
Collected: ffl/ll/OO at 14:20 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOll Grab Water Sample 
Site Code: SCOOl RF/tf YGQP9900272 
Dayton Thermal/Dayton, OH 
WLOOl' SDG#: DCD05-02 

CAT 
NO. 

Account No: 10160 

ANALYSIS NAME 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. 
Rel. 

N99C403749-A 
YGQP9900272 

RESULTS 

AS RECEIVED 
METHOD 

DETECTION LIMIT UNITS 

AppendixIX Herbicides - Waters 

0288 
1314 
0289 
1315 

2.4-D 
Dinoseb 
2,4,5-TP 
2,4,5-T 

0.67 
N.D. 
0.065 
N.D. 

0.095 
0.047 
0.0095 
0.080 

ug/1 
ug/1 
ug/1 
ug/1 

A disparity of >40t between the primary and confirmatory analysis occurred. 
Due to suspected interference, the lower result was reported for 2,4-D and 
2,4,5-TP. 

The X difference value for 2,4,5-T was outside the \SX criteria on the "A" 
column. Since the X difference value was low and 2,4.5-T was detected on 
the "B" column, the MDL and LOQ was raised above the detection amount found 
on the "B" column. 

Sufficient sample volume was not available to perform a MS/MSD for this 
analysis. Therefore, a LCS/LCSD was performed to demonstrate precision and 
accuracy at a batch level. 

The surrogate data is outside the QC limits due to unresolvable matrix 
problems evident in the sample chromatogram. 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax: 717-656-2581 See reverse side for explanation of symbols and abbreviations. 

spectfully Submtxced 
ifer E./Hess,^S. 

jroup Leader Pesticides/PCBs 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
2216 Rev. 3/23/99 
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Where quality is a science. 

LLI Sample No. WW 3305541 
Collected: (Tl/ll/OO at 14:20 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOll Grab Water Sample 
Site Code: SCOOl RF/# YGQP9900272 
Dayton Thermal/Dayton, OH 
WLOOl SDG#: DCD05-02 

CAT 
NO. ANALYSIS NAME 

TCL SW846 Semivolatiles/Waters 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. 
Rel. 

N99C403749-A 
YGQP9900272 

AS RECEIVED 
METHOD 

RESULTS DETECTION LIMIT UNITS 

3925 
3936 
3924 
3937 
3938 
3939 
4680 
4681 
4682 

3942 
3941 
3943 
3944 
3926 
3927 
3945 
3928 
3946 
3947 
3871 
3948 
3929 
3905 
3949 
3930 
3922 
3950 
3907 
3952 
3951 

Phenol 
bis(2-Chloroethyl)ether 
2-Chlorophenol 
1,3 -Di chIorobenzene 
1,4-Di chlorobenzene 
1,2-Dichlorobenzene 
2-Methylphenol 
2,2'-oxybis(l-Chloropropane) 
4-Methylphenol 

,100. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

3. 
N.D. 

750. 

10 

28 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

3-Methylphenol and 4-methylphenol cannot be resolved under the 
chromatographic conditions used for sample analysis. The result reported 
for 4-methylphenol represents the combined total of both compounds. 
N-Nitroso-di-n-propylamine 
Hexachloroethane 
Nitrobenzene 
Isophorone 
2-Nitrophenol 
2,4-Dimethylphenol 
bis(2-Chloroethoxy)methane 
2,4-Dichlorophenol 
1,2,4-Trichl orobenzene 
Naphthalene 
4-Chloroaniline 
Hexachlorobutadi ene 
4-Chloro-3-methylphenol 
2-Methylnaphthalene 
Hexachlorocyclopentadi ene 
2,4,6-Tri chlorophenol 
2,4,5-Tri chlorophenol 
2-Chloronaphthalene 
2-Nitroaniline 
Dimethyl phthal ate 
Acenaphthyl ene 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

5. 
N.D. 
N.D. 
N.D. 

3. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
2. 
1. 
1. 
5. 
2. 
2. 
1. 
2. 
2. 
1. 

ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

Respectfully Submitted 
Charles J. Neslund, B.S. 
Group Leader, GC/MS SVOA 

Lancaster Laboratories is a subsidiary of Thenrio TerraTech Inc, a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



Lancaster Laboratori 
Where quality is a science. 

Page: 7 of 16 

LLI Sample No. WW 3305541 
Collected: (Tl/ll/OO at 14:20 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOll Grab Water Sample 
Site Code: SCOOl RF/^ YGQP9900272 
Dayton Thermal/Dayton, OH 
WLOOl SDG#: DCD05-02 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

CAT 
NO. 

3908 
3954 
3931 
3932 
3879 
3955 
3953 
3958 
3957 
3956 
3909 
3933 
3960 

3961 
3962 
3934 
3963 
3964 
4684 
3965 
3966 
3967 
3969 
3972 
3970 
3973 
3971 
3974 
3975 
3976 
3977 
3978 
3979 
3980 

ANALYSIS NAME 

346 Semivo la t i l es /Wate rs 

3-Nitroaniline 
Acenaphthene 
2,4-Dinitrophenol 
4-Nitrophenol 
Dibenzofuran 
2,4-Dinitrotoluene 
2,6-Dinitrotoluene 
Diethylphthalate 
4-Chlorophenyl-phenylether 
Fluorene 
4-Nitroaniline 
4,6-Dinitro-2-methylphenol 
N-Ni trosodi phenyl ami ne 
N-nitrosodiphenyl amine decomposes 

AS RECEIVED 

RESULTS 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

2. 
i n the GC i n l e t 

METHOD 
DETECTION LIMIT UNITS 

2. 
1. 

19. 
10. 

1. 
1. 
2. 
2. 
1. 
1. 
2. 
5. 

J 1 . 
fo rming d ipheny l 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

amine. 
The result reported for N-nitrosodiphenylamine represents the combined 
total of both compounds. 
4-Bromophenyl-phenylether 
Hexachlorobenzene 
Pentachlorophenol 
Phenanthrene 
Anthracene 
Carbazole 
Di-n-butylphthal ate 
Fluoranthene 
Pyrene 
Butyl benzylphthalate 
3,3'-Dichlorobenzidine 
Benzo(a)anthracene 
bis(2-Ethylhexyl )phthalate 
Chrysene 
Di-n-octylphthalate 
Benzo(b)fluoranthene 
Benzo(k)f1uoranthene 
Benzo(a)pyrene 
Indeno(l,2.3-cd)pyrene 
Dibenz(a.h)anthracene 
Benzo(g,h,i)perylene 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

2. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

2. 
2. 
3. 
1. 
1. 
3. 
2. 
1. 
1. 
2. 
2. 
1. 

J 2 . 
1. 
2. 
1. 
1. 
1. 
1. 
1. 
1 . 

r 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

P.O. N99C403749-A 
Rel. YGQP9900272 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M B E R 

Respectfully Submitted 
Charles J. Neslund, B.S. 
Group Leader, GC/MS SVOA 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-656-2581 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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LABORATORY CHRONICLE 
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Where quality is a science. 

Page: 8 of 16 

LLI Sample No. WW 3305541 
Collected: (Tl/ll/OO at 14:20 by MP 

Submitted: 01/12/00 

WLOOll Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900272 
Dayton Thermal/Dayton, OH 
WLOOl s o d : DCD05-02 

Account No: 10160 
DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

CAT 
NO 

6291 

1751 
1848 
7035 
7036 
7046 
7049 
7053 
7055 
7066 
7072 

0259 
5713 

0816 
0817 
0937 
1316 

0813 
4678 
4679 

1123 

0200 
0430 
1121 
1122 

ANALYSIS NAME 

TCL by 8260 (water) 

Chromium 
WW SW846 ICP Digest (tot rec) 
Arsenic TR 
Selenium TR 
Barium TR 
Cadmium TR 
Copper TR 
Lead TR 
Silver TR 
Zinc TR 

Mercury 
WW SW846 Hg Digest 

Water Sample Herbicide Extract 
Water Sample Pest. Extraction 
TCL Pesticides in Waters 
AppendixIX Herbicides - Waters 

BNA Water Extraction 
TCL SW846 Semi vol atiles/Waters 
TCL SW846 Semi volatiles/Waters 

Cyanide (Reactivity) 

pH 
Flash Point for Liquids 
Reactivity 
Sulfide (Reactivity) 

METHOD 

SW-846 8260B 

SW-&46 6010B 
SW-846 3005A 
SW-846 6010B 
SW-846 6010B 
SW-&46 6010B 
SW-846 6010B 
SW-846 6010B 
SW-&46 6010B 
SW-846 6010B 
SW-846 6010B 

SW-846 7470A 
SW-846 7470A 

SW-846 8151A 
SW-846 3510C 
SW-846 8081A/8082 
SW-846 8151A 

SW-&46 3510C 
SW-846 8270C 
SW-&46 8270C 

SW-846 9012 

EPA 150.1 
A S ™ D 93-90 
SW-846 Chapter 7.. 
SW-&46 9034 

ANALYSIS 
JAL ID DATE AND TIME 

1 

01/16/00 2045 

01/19/00 0830 
01/15/00 1500 
01/19/00 0830 
01/19/00 0830 
01/19/00 0830 
01/19/00 0830 
01/19/00 0830 
01/19/00 0830 
01/19/00 0830 
01/19/00 1150 

01/14/00 1337 
01/13/00 2312 

01/13/00 0715 
02/02/00 1330 
02/03/00 1054 
01/20/00 1224 

01/18/00 0025 
01/20/00 1404 
01/20/00 1404 

01/19/00 1149 

01/14/00 2030 
01/14/00 0810 
01/18/00 0815 
01/18/00 0815 

ANALYST 

Ryan V. Nolt 

Brenda A. Weaver 
Christine M. Conlin 
Brenda A. Weaver 
Brenda A. Weaver 
Brenda A. Weaver 
Brenda A. Weaver 
Brenda A. Weaver 
Brenda A. Weaver 
Brenda A. Weaver 
Jennifer Garrett 

Rosalind D. Ernest 
Nelli S. Markaryan 

Joseph S. Feister 
John M. Becker 
Douglas D. Seitz 
Carolyn J. Koch 

Darin P. Wagner 
Joseph M. Gambler 
Joseph M. Gambler 

Bill L. Hamaker 

Daniel S. Smith 
Catherine L. Cairmauf 
Susan E. Hibner 
Susan E. Hibner 

M E M B E R 

Lancaster Laboratories 
2425 New Holland Pike 
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717-655-2300 Fax: 717-655-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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LLI Sample No. 3305541 

WLOOll Grab Water Sample 
Site Code: SCOOl RFNt YGQP9900272 
Dayton Thermal/Dayton, OH 

Group No. 698882 
DaimlerChrysler Corporation 

SAMPLE 
MDL 

SAMPLE 
UNITS BLANK 

DUP MS LCS LCS LCS LIMITS 
RPD MS MSD RPD LCS DUP RPD LOW HIGH 

6291 TCL by 8260 (water) 

5385 Chloromethane 
3. ug/1 

5387 Bromomethane 
3. ug/1 

5386 Vinyl Chloride 
2. ug/1 

5388 Chloroethane 
3. ug/1 

5391 Methylene Chloride 
2. ug/1 

6302 Acetone 
6. ug/1 

6303 Carbon Disulfide 
3. ug/1 

5390 1,1-Dichloroethene 
1. ug/1 

5393 1,1-Dichloroethane 
2. ug/1 

5396 Chloroform 
1. ug/1 

5402 1,2-Dichloroethane 
2. ug/1 

6305 2-Butanone 
3. ug/1 

5398 1,1.1-Trichloroethane 
1. ug/1 

5399 Carbon Tetrachloride 
1. ug/1 

5406 Bromodichl oromethane 
1. ug/1 

5421 1,1,2,2-Tetrachloroethane 
2. ug/1 

5404 1,2-Dichloropropane 
1. ug/1 

6306 trans-1,3-Dichloropropene 
1. ug/1 

5403 Trichloroethene 
1. ug/1 

5411 Dibromochloromethane 
2. ug/1 

5408 1,1,2-Trichloroethane 
2. ug/1 

5401 Benzene 
1. ug/1 

6307 cis-1,3-Dichloropropene 
1. ug/1 

Batch: K000161AA 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

102 

90 

91 

99 

113 

134 

99 

126 

112 

111 

111 

137 

117 

117 

108 

123 

109 

107 

113 

104 

113 

111 

107 

85 

86 

87 

90 

108 

108 

102 

105 

109 

11? 

12? 

114 

119 

117 

112 

105 

106 

102 

115 

107 

106 

106 

104 

80 

84 

84 

87 

104 

107 

98 

103 

106 

108 

119 

110 

114 

111 

108 

106 

105 

96 

114 

106 

107 

102 

100 

6 

2 

3 

4 

3 

0 

4 

2 

3 

4 

2 

3 

4 

5 

3 

1 

1 

5 

1 

1 

1 

4 

4 

57 

17 

63 

24 

84 

64 

70 

85 

86 

86 

81 

65 

82 

81 

86 

65 

86 

83 

89 

80 

86 

88 

83 

143 

129 

140 

133 

127 

126 

118 

135 

128 

125 

130 

139 

131 

129 

120 

133 

122 

119 

128 

122 

121 

125 

120 

M E M B 

Lancaster Laboratories 
p 2425 New Holland Pike 

PO Box 12425 
g j | Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thernno TerraTech Inc., a Thermo Electron Company. 

717-555-2300 Fax; 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2215 Rev. 3/23/99 
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LLI Sample No. 3305541 

WLOOll Grab Water Sample 
Site Code: SCOOl RF/# YGQP9900272 
Dayton Thermal/Dayton, OH 

Group No. 698882 
DaimlerChrysler Corporation 

SAMPLE SAMPLE 
MDL UNITS 

5419 Bromoform 
1. ug/1 

6308 4-Methyl-2-pentanone 
5. ug/1 

6309 2-Hexanone 
7. ug/1 

5409 Tetrachloroethene 
1. ug/1 

5407 Toluene 
2. ug/1 

5413 Chlorobenzene 
1. ug/1 

5415 Ethyl benzene 
2. ug/1 

5418 Styrene 
1. ug/1 

6310 Xylene (Total) 
1. ug/1 

5392 trans-1,2-Dichloroethene 
2. ug/1 

5395 cis-1,2-Dichloroethene 
2. ug/1 

1751 Chromium 
0.0098 mg/1 

7035 Arsenic JR 
0.0050 mg/1 

7036 Selenium JR 
0.0044 mg/1 

7046 Barium TR 
0.00049 mg/1 

7049 Cadmium TR 
0.00081 mg/1 

7053 Copper Tl? 
0.0029 mg/1 

7055 Lead TR 
0.0079 mg/1 

7066 Silver Tl̂  
0.0017 mg/1 

7072 Zinc TR 
0.0030 mg/1 

0259 Mercury 
0.00010 mg/1 

0937 TCL Pesticides in Waters 

1600 Alpha BHC 
0.0019 ug/1 

1601 Beta BHC 
0.0019 ug/1 

BLANK 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
Batch: 000151848005 

N.D. 
Batch: 000151848005 

N.D. 
Batch: 000151848005 

N.D. 
Batch: 000151848005 

N.D. 
Batch: 000151848005 

N.D. 
Batch: 000151848005 

N.D. 
Batch: 000151848005 

N.D. 
Batch: 000151848005 

N.D. 
Batch: 000151848005 

0.0031 J mg/1 
Batch: 000135713004 

N.D. 

Batch: 000320009A 

0.0032 J ug/1 

N.D. 

DUP 
RPD 

0 (1) 

0 (1) 

0 (1) 

2 

0 (1) 

0 (1) 

0 (1) 

0 (1) 

0 (1) 

0 (1) 

MS 

100 

134 

141 

106 

112 

104 

115 

105 

119 

114 

110 

108 

101 

102 

102 

101 

104 

104 

100 

103 

109 

M 

104 

101 

101 

101 

100 

102 

103 

100 

102 

93 

MS LCS LCS LCS LIMITS 
:RPD LCS DUP RPD LOW HIGH 

108 

114 

109 

115 

101 

100 

102 

97 

103 

103 

105 

3 106 

1 100 

1 100 

1 100 

1 102 

1 100 

1 102 

0 99 

1 103 

16 103 

104 

114 

108 

115 

97 

97 

98 

94 

98 

101 

102 

3 

1 

2 

0 

3 

2 

4 

3 

4 

2 

3 

65 

72 

64 

78 

89 

91 

91 

92 

92 

85 

89 

80 

80 

80 

80 

80 

80 

80 

80 

80 

80 

128 

131 

131 

144 

121 

120 

122 

120 

123 

130 

125 

120 

120 

120 

120 

120 

120 

120 

120 

120 

120 

129 118 9 49 151 

127 118 7 64 122 

(1) The result for one or both determinations was less than five times the LOQ. 

Lancaster Laboratories 
M E M B E R ^''^^ ''^^^ Holland Pike 
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LLI Sample No. 3305541 

WLOOll Grab Water Sample 
Site Code: SCOOl RF/^ YGQP9900272 
Dayton Thermal/Dayton, OH 

Group No. 698882 
DaimlerChrysler Corporation 

SAMPLE SAMPLE 
MDL UNITS 

1603 Delta BHC 
0.0056 ug/1 

1602 Gairnia BHC - Lindane 
0.0019 ug/1 

1604 Heptachlor 
0.0019 ug/1 

1605 Aldrin 
0.0019 ug/1 

1606 Heptachlor Epoxide 
0.0019 ug/1 

1616 Endosulfan I 
0.0019 ug/1 

1610 Dieldrin 
0.0039 ug/1 

1607 DDE 
0.0039 ug/1 

1611 Endrin 
0.0039 ug/1 

1615 Endosulfan I I 
0.0039 ug/1 

1608 DDD 
0.0039 ug/1 

1617 Endosulfan Sulfate 
0.0039 ug/1 

1609 DDT 
0.0039 ug/1 

0938 Endrin Ketone 
0.0039 ug/1 

1860 Methoxychlor 
0.019 ug/1 

1361 Alpha Chlordane 
0.0019 ug/1 

1362 Garmia Chlordane 
0.0019 ug/1 

1613 Toxaphene 
0.29 ug/1 

1618 Endrin Aldehyde 
0.0039 ug/1 

1619 PCB-1016 
0.096 ug/1 

1620 PCB-1221 
0.096 ug/1 

1621 PCB-1232 
0.096 ug/1 

1622 PCB-1242 
0.096 ug/1 

1623 PCB-1248 
0.096 ug/1 

1624 PCB-1254 
0.096 ug/1 

BL 

N.D. 

N.D. 

N.D. 

N.D. 
-

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

DUP 
RPD MS MSD 

MS 
RPD LCS 

158 

135 

106 

83 

127 

111 

110 

102 

139 

121 

162 

145 

160 

146 

203 

115 

100 

LCS 
DUP 

146 

124 

97 

76 

118 

99 

102 

94 

128 

112 

149 

135 

147 

135 

191 

107 

93 

LCS 
RPD 

8 

8 

9 

9 

8 

11 

8 

8 

8 

8 

8 

7 

8 

8 

6 

8 

8 

LCS LIMITS 
LOW HIGH 

64 

57 

38 

42 

52 

37 

50 

46 

68 

42 

60 

67 

34 

74 

72 

70 

60 

132 

143 

129 

• 1 1 2 

136 

146 

145 

140 

156 

143 

134 

132 

162 

115 

160 

117 

107 

92 69 29 52 142 

Lancaster Laboratories 
M E M B E R ^*^^ ̂ ^ ^ Holland Pike 

^ PO Box 12425 
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LLI Sample No. 3305541 

WLOOll Grab Water Sample 
Site Code: SCOOl RFfi i YGQP9900272 
Dayton Thermal/Dayton, OH 

Group No. 698882 
DaimlerChrysler Corporation 

SAMPLE 
MDL 

SAMPLE 
UNITS BLANK 

DUP 
RPD MS MSD 

MS LCS LCS LCS LIMITS 
RPD LCS DUP RPD LOW HIGH 

1626 PCB-1260 
0.096 ug/1 N.D. 

1316 AppendixIX Herbicides • Waters Batch: 000120012A 

0288 2,4-D 
0.095 ug/1 

1314 Dinoseb 
0.047 ug/1 

0289 2.4.5-TP 
0.0095 ug/1 

1315 2,4,5-T 
0.080 ug/1 

N.D. 

N.D. 

N.D. 

N.D. 

4678 TCL SW846 Semi volatiles/Waters Batch: 00018WAB026 

3925 Phenol 
10. ug/1 N.D. 

3936 bis(2-Chloroethyl)ether 
1. ug/1 N.D. 
2-Chlorophenol 
1. ug/1 N.D. 
1,3 -Di chlorobenzene 
1. ug/1 N.D. 
1,4-Dichlorobenzene 
1. ug/1 N.D. 
1,2-Dichlorobenzene 
1. ug/1 N.D. 
2-Methylphenol 
1. ug/1 N.D. 
2.2'-oxybis(l-Chloropropane) 
1. ug/1 N.D. 
4-Methylphenol 

ug/1 N.D. 
N-Nitroso-di-n-propylamine 
1. ug/1 N.D. 
Hexachloroethane 
1. ug/1 N.D. 
Nitrobenzene 
1. ug/1 N.D. 
Isophorone 

1. ug/1 N.D. 
2-Nitrophenol 
1. ug/1 N.D. 
2.4-Dimethylphenol 
1. ug/1 N.D. 
bi s (2 - Chl oroethoxy)niethane 
1. ug/1 N.D. 
2,4-Dichlorophenol 
1. ug/1 N.D. 

3924 

3937 

3938 

3939 

4680 

4681 

4682 

3942 

3941 

3943 

3944 

3926 

3927 

3945 

3928 

28. 

94 

38 

98 

96 

95 

37 

97 

95 

1 

3 

1 

1 

36 

14 

33 

59 

168 

108 

161 

156 

48 

97 

96 

84 

85 

88 

86 

110 

82 

102 

74 

98 

94 

102 

93 

94 

98 

48 

97 

95 

84 

85 

88 

85 

107 

81 

100 

73 

95 

92 

101 

92 

93 

98 

1 

1 

1 

0 

1 

1 

1 

3 

1 

1 

1 

2 

2 

1 

1 

1 

0 

47 

96 

95 

75 

77 

82 

86 

109 

81 

100 

59 

95 

91 

99 

93 

92 

95 

48 

97 

98 

81 

82 

86 

88 

106 

82 

100 

64 

95 

91 

101 

95 

93 

98 

1 

1 

3 

7 

6 

5 

2 

3 

2 

0 

8 

0 

1 

3 

2 

2 

2 

29 

61 

61 

43 

39 

48 

50 

54 

47 

52 

25 

58 

66 

61 

62 

57 

57 

64 

122 

123 

104 

109 

111 

117 

149 

112 

141 

96 

126 

123 

133 

124 

125 

122 

Lancaster Laboratories 
M E M B E R 2425 New Holland Pike 

l ^ p s PO Box 12425 
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LLI Sample No. 3305541 

WLOOll Grab Water Sample 
Site Code: SCOOl RF/# YGQP9900272 
Dayton Thermal/Dayton, OH 

SAMPLE 
MDL 

SAMPLE 
UNITS BLANK 

3946 1,2,4-Trichlorobenzene 
1. ug/1 

3947 Naphthalene 
1. ug/1 

3871 4-Chloroaniline 
1. ug/1 

3948 Hexachlorobutadiene 
2. ug/1 

3929 4-Chloro-3-methylphenol 
1. ug/1 

3905 2-Methylnaphthalene 
1. ug/1 

3949 Hexachlorocyclopentadiene 
5. ug/1 

3930 2,4.6-Trichlorophenol 
2. ug/1 

3922 2.4,5-Trichlorophenol 
2. ug/1 

3950 2-Chloronaphthalene 
1. ug/1 

3907 2-Nitroaniline 
2. ug/1 

3952 Dimethylphthal ate 
2. ug/1 

3951 Acenaphthylene 
1. ug/1 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

4679 TCL SW846 Semi volatiles/Waters Batch: 00018WAB026 

3908 3-Nitroaniline 
2. ug/1 

3954 Acenaphthene 
1. ug/1 

3931 2.4-Dinitrophenol 
19. ug/1 

3932 4-Nitrophenol 
10. ug/1 

3879 Dibenzofuran 
1. ug/1 

3955 2.4-Dinitrotoluene 
1. ug/1 

3953 2.6-Dinitrotoluene 
2. ug/1 

3958 Diethylphthalate 
2. ug/1 

3957 4-Chlorophenyl-phenylether 
1. ug/1 

3956 Fluorene 
1. ug/1 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

Group No. 698882 
DaimlerChrysler Corporation 

DUP 
RPD MS 

89 

93 

15 

65 

97 

92 

69 

103 

102 

94 

100 

26 

91 

MS 
MSD RPD 

89 

91 

0 

2 

22 37 

65 

97 

89 

68 

104 

104 

93 

101 

27 

91 

0 

0 

3 

2 

1 

1 

1 

1 

5 

0 

LCS 

82 

89 

59 

50 

96 

88 

63 

98 

100 

89 

99 

46 

88 

LCS 
DUP 

87 

92 

70 

56 

98 

90 

67 

103 

102 

93 

102 

46 

92 

LCS 
RPD 

6 

3 

18 

11 

2 

2 

6 

4 

1 

4 

2 

0 

4 

LCS LIMITS 
LOW 

47 

57 

30 

19 

63 

42 

6 

57 

61 

60 

49 

1 

62 

HIGH 

107 

113 

123 

95 

128 

131 

89 

134 

131 

116 

131 

103 

113 

33 

92 

89 

52 

94 

101 

104 

65 

96 

94 

38 

92 

89 

52 

95 

100 

105 

66 

97 

94 

13 

1 

0 

0 

0 

1 

0 

1 

1 

0 

57 

89 

90 

48 

91 

95 

100 

77 

92 

90 

66 

92 

99 

50 

94 

99 

103 

80 

96 

93 

14 

3 

9 

3 

3 

4 

4 

3 

3 

3 

26 

60 

18 

20 

71 

62 

68 

18 

60 

62 

141 

117 

135 

79 

113 

129 

126 

120 

121 

127 

Lancaster Laboratories 
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LLI Sample No. 3305541 

WLOOll Grab Water Sample 
S i te Code: SCOOl RF/^ YGQP9900272 
Dayton Thermal/Dayton, OH 

SAMPLE SAMPLE 
MDL UNITS 

3909 4-Nitroaniline 
2. ug/1 

3933 4,6-Dinitro-2-methylphenol 
5. ug/1 

3960 N-Nitrosodiphenyl amine 
1. ug/1 

3961 4-Bromophenyl -phenyl ether 
2. ug/1 

3962 Hexachlorobenzene 
2. ug/1 

3934 Pentachlorophenol 
3. ug/1 

3963 Phenanthrene 
1. ug/1 

3964 Anthracene 
1. ug/1 

4684 Carbazole 
3. ug/1 

3965 Di-n-butylphthalate 
2. ug/1 

3966 Fluoranthene 
1. ug/1 

3967 Pyrene 
1. ug/1 

3969 Butyl benzylphthal ate 
2. ug/1 

3972 3,3'-Dichlorobenzidine 
2. ug/1 

3970 Benzo(a)anthracene 
1. ug/1 

3973 bis(2-Ethylhexyl)phthalate 
2. ug/1 

3971 Chrysene 
1. ug/1 

3974 Di-n-octylphthalate 
2. ug/1 

3975 Benzo(b)fluoranthene 
1. ug/1 

3976 Benzo(k)fluoranthene 
1. ug/1 

3977 Benzo(a)pyrene 
1. ug/1 

3978 Indeno(l,2,3-cd)pyrene 
1. ug/1 

3979 Dibenz(a,h)anthracene 
1. ug/1 

3980 Benzo(g.h,i)perylene 
1. ug/1 

1123 Cyanide (Reactivity) 
100. mg/kg 

BLANK 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
Batch: 00019104101 

N.D. 

Group No. 698882 
DaimlerChrysler Corporation 

DUP 
RPD MS 

82 

94 

98 

96 

98 

104 

97 

98 

100 

89 

97 

97 

80 

38 

97 

109 

98 

114 

93 

99 

101 

101 

106 

102 

24 

MS 
MSD RPD 

84 

96 

98 

97 

98 

102 

96 

97 

100 

88 

97 

96 

78 

2 

1 

1 

1 

0 

2 

1 

2 

0 

1 

0 

1 

2 

45 18 

96 

108 

97 

113 

92 

100 

101 

101 

106 

102 

1 

1 

1 

0 

1 

1 

0 

0 

0 

0 

26 10 

LCS 

85 

98 

96 

95 

97 

. 99 

94 

95 

98 

93 

96 

93 

86 

65 

95 

104 

95 

109 

90 

98 

99 

96 

101 

97 

101 

LCS 
DUP 

89 

102 

98 

98 

101 

103 

97 

99 

100 

93 

98 

97 

86 

73 

97 

105 

98 

111 

93 

100 

101 

102 

105 

101 

LCS 
RPD 

4 

4 

2 

4 

4 

4 

3 

4 

3 

1 

2 

4 

0 

11 

3 

1 

3 

1 

4 

2 

2 

5 

4 

4 

LCS LIMITS 
LOW HIGH 

69 

31 

61 

65 

59 

36 

69 

67 

78 

58 

66 

63 

43 

15 

67 

64 

67 

68 

64 

68 

68 

65 

66 

66 

88 

121 

150 

125 

123 

129 

135 

121 

121 

115 

125 

124 

125 

126 

140 

120 

129 

121 

138 

120 

124 

124 

129 

128 

128 

121 

Lancaster Laboratories 
M E M B E R 2''^^ ^^ ' ^ Holland Pike 

PO Box 12425 
^ k C ^ ^ ^ P W Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Themio TerraTech Inc., a Thsrmo Electron Company. 
^ ^ ^ S ^ S ^ ^ 717-656-2300 Fax:717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



QUALITY CONTROL REPORT 
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Where quality is a science. 

LLI Sample No. 3305541 

WLOOll Grab Water Sample 
Site Code: SCOOl RF/# YGQP9900272 
Dayton Thermal/Dayton, OH 

Group No. 698882 
DaimlerChrysler Corporation 

SAMPLE SAMPLE 
MDL UNITS 

0200 pH 
0.010 

0430 Flash Point for Liquids 
Degrees F 

1121 Reactivity 
see below 

1122 SJIfide (Reactivity) 
39. mg/kg 

BLANK 

Batch: 000140237020000A 

Batch: 000140286043000A 

Batch: 000180416112100A 

Batch: 000180416112100A 
N.D. 

DUP 
RPD 

0 

0 (1) 

MS MSD 
MS 
RPD LCS 

100 

98 

LCS 
DUP 

100 

99 

LCS 
RPD 

0 

1 

LCS LIMITS 
LOW HIGH 

98 102 

97 103 

62 75 18 90 80 120 

(1) The result for one or both determinations was less than five times the LOQ. 

M E M B E R 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-655-2300 Fax: 717-655-2681 See reverse side for explanation of symbols and abbreviations. 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
2215 Rev. 3/23/99 



Lancaster Laboratories 
Where quality is a science. 

QUXLI X)NTROL REPORT 

Page: 16 of 16 

LLI Sample No. 3305541 

WLOOll Grab Water Sample 
Site Code: SCOOl RFM YGQP9900272 
Dayton Thermal/Dayton, OH 

Group No. 698882 
DaimlerChrysler Corporation 

0937 TCL Pesticides in Waters 

1316 AppendixIX Herbicides - Waters 

4678 TCL SW846 Semi volatiles/Waters 

4679 TCL SW846 Semi volatiles/Waters 

6291 TCL by 8260 (water) 

TKIAL ID 

SURROGATE SÛ t1ARY 

SURROGATE 

TCX 
DCB 

DCAA 

2-Flphenol 
Phenol-d6 
2,4,6-TBP 

Nitrobz-d5 
2-Fbiphnyl 
Tphenyldl4 

DBFM 
d4-1.2-DCA 
d8-toluene 
4-BFB 

RECOVERY X 

112 
59 

368 

65 
36 
103 

90 
82 
100 

105 
100 
95 
106 

SURROGATE 
LOW 

36 
19 

37 

15 
9 
32 

55 
57 
42 

86 
80 
88 
86 

LIMITS 
HIGH 

121 
153 

151 

113 
77 
157 

130 
117 
139 

118 
120 
110 
115 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
717-556-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



#Lancaster Laboratories 
Where quality is a science. 

FESi l a 2Q0Q Page: 1 of 18 

LLI Sample No. WW 3305540 
Collected: ffl/ll/OO at 14:00 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOIO Grab Water Sample 
Site Code: SCOOl RPy^ YGQP9900272 
Dayton Thermal/Dayton. OH 
WLOIO SDG#: DCD05-01 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. 
Rel. 

N99C403749-A 
YGQP9900272 

CAT 
NO. 

6291 
1751 
7035 
7036 
7046 
7049 
7053 
7055 
7066 
7072 
0259 
0937 
1316 
4678 
4679 
1123 
0200 
0430 

0496 

1121 

ANALYSIS NAME 

TCL by 8260 (water) 
Chromium 
Arsenic TR 
Selenium TR 
Barium TR 
Cadmium TR 
Copper TR 
Lead TR 
Silver TR 
Zinc TR 
Mercury 
TCL Pesticides in Waters 
AppendixIX Herbicides - Waters 
TCL SW846 Semi volatiles/Waters 
TCL SW846 Semi volatiles/Waters 
Cyanide (Reactivity) 
pH 
Flash Point for Liquids 
No flash observed below 150F. 
Test flame extinguished at 115F. 
Flash point was determined using 
Corrosivity 

AS RECEIVED 

RESULTS 

N.D. 
N.D. 
N.D. 
0.244 
N.D. 
0.0035 J 
0.012 
N.D. 
0.311 
N.D. 

N.D. 
9.18 

No Flash Observed 

METHOD 
DLItCTION LIMIT UNITS 

0.0098 
0.0050 
0.0044 
0.00049 
0.00081 
0.0029 
0.0079 
0.0017 
0.0030 
0.00010 

100. 
0.010 

Pensky Martens closed cup apparat 
See Below 

See Page 
mg/1 
mg/1 
mg/1 
mg/1 
mg/1 
mg/1 
mg/1 
mg/1 
mg/1 
mg/1 
See Page 
See Page 
See Page 
See Page 
mg/kg 

Degrees F 

IS . 
See Below 

2 

4 
6 
7 
8 

1122 

Corrosivity: 
The pH of the sample was 9.18 indicating that the sample is not corrosive. 
A waste is corrosive if it exhibits a pH equal to or less than 2 
or equal to or greater than 12.5. 
Reactivity See Below See Below 
Reactivity: 
The sample was extracted by the interim method described in SW 846, 
Chapter 7.3. This solution was analyzed for cyanide and sulfide. 
This waste is not considered reactive and hazardous because it does 
not generate a quantity of hydrogen cyanide exceeding 250 mg/kg or 
hydrogen sulfide exceeding 500 mg/kg. These interim threshold limits were 
established by the Solid Waste Branch of EPA. July. 1992. These results 
do not reflect total cyanide or total sulfide. 
Sulfide (Reactivity) N.D. 39. mg/kg 

Additional sample volume received on 02/01/00 for PCBs/Pests. 

1 COPY TO Leggette. Brashears & Graham ATTN: Mr. Ken Vogel 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 
11:31:02 D 0001 4 140214 698882 
320 0.00 00156100 ASROOO 

M E M B E R 

Respectfully Submitted 
Duane A. Luckenbill. B.S. 
Group Leader, GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Thenno TerraTech Inc., a Thermo Electron Company 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax: 717-655-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



4 ^ Lancaster Laboratories 
^ I r ^ ^ ^ i " ^ quality is a science. 

Page: 2 of 18 

LLI Sample No. WW 3305540 
Collected: 01/11/00 at 14:00 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOIO Grab Water Sample 
Site Code: SCOOl RF/ySt YGQP9900272 
Dayton Thermal/Dayton. OH 
WLOIO SDG#: DCD05-01 

CAT 
NO. ANALYSIS NAME 

TCL by 8260 (water) 

5385 
5387 
5386 
5388 
5391 
6302 
6303 
5390 
5393 
5396 
5402 
6305 
5398 
5399 
5406 
5421 
5404 
6306 
5403 
5411 
5408 
5401 
6307 
5419 
6308 
6309 
5409 
5407 
5413 
5415 
5418 
6310 
5392 
5395 

Chloromethane 
Bromomethane 
Vinyl Chloride 
Chloroethane 
Methylene Chloride 
Acetone 
Carbon Disulfide 
1.1-Dichloroethene 
1,1-Dichloroethane 
Chloroform 
1.2-Dichloroethane 
2-Butanone 
1,1,1-Trichloroethane 
Carbon Tetrachloride 
Bromodi chloromethane 
1,1,2.2-Tetrachloroethane 
1,2-Dichloropropane 
trans -1,3 -Di chloropropene 
Trichloroethene 
Di bromochloromethane 
1,1,2-Trichloroethane 
Benzene 
ci s-1.3 -Di chloropropene 
Bromoform 
4-Methyl-2-pentanone 
2-Hexanone 
Tetrachloroethene 
Toluene 
Chlorobenzene 
Ethyl benzene 
Styrene 
Xylene (Total) 
trans-1.2-Dichloroethene 
cis-1.2-Dichloroethene 

120 

Account No: 1016(J 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-

AS RECEIVED 

)LT 
METHOD 

7933 

5 DLIECTION LIMIT UNITS 

N.D. 15. 
N.D. 15. 
N.D. 10. 
N. 
. 
D. 15. 

10. 
N.D. 30. 
N.D. 15. 
N.D. 5. 
N.D. 10. 
N.D. 5. 
N.D. 10. 
N.D. 15. 
N. ). 5. 
N.D. 5. 
N.D. 5. 
N.D. 10. 
N.D. 5. 
N.D. 5. 
N.D. 5. 
N.D. 10. 
N.D. 10. 
N.D. 5. 
N. 3. 5. 
N.D. 5. 
N.D. 25. 
N.D. 35. 
N.D. 5. 
N.D. 10. 
N.D. 5. 
N.D. 10. 
N.D. 5. 
N.D. 5. 
N.D. 10. 
N.D. 10. 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

P.O. N99C403749-A 
Rel. YGQP9900272 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M 

Respectfully Submitted 
Duane A. Luckenbill. B.S. 
Group Leader. GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Themio TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-555-2300 Fax: 717-655-2681 See reverse side for explanation of symbols and abbreviations. 2215 Rev. 3/23/99 



#Lancaster Laboratories 
Where quality is a science. 

Page: 3 of 18 

LLI Sample No. WW 3305540 
Collected: 01/11/00 at 14:00 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOIO Grab Water Sample 
Site Code: SCOOl RVfii YGQP9900272 
Dayton Thermal/Dayton, OH 
WLOIO SDG#: DCD05-01 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. N99C403749-A 
Rel. YGQP9900272 

CAT 
NO. ANALYSIS NAME RESULTS 

AS RECEIVED 
METHOD 

DETECTION LIMIT UNITS 

TCL by 8260 (water) 

The quantitation limits for the GC/MS volatile compounds were raised due to 
the level of non-target compounds. 

Sufficient sample volume was not available to perform a MSD for this 
analysis. However, a MS was performed. In addition, a LCS/LCSD was 
performed to demonstrate precision and accuracy at a batch level. 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M B E R 

^WE 

Respectfully Submitted 
Duane A. Luckenbill. B.S. 
Group Leader, GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Thermo TerraTech inc., a Themio Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-656-2581 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



# 

Lancaster Laboratories 
Where quality is a science. 

Page: 4 of 18 

LLI Sample No. WW 3305540 
Collected: 01/11/00 at 14:00 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOIO Grab Water Sample 
Site Code: SCOOl R¥f>i YGQP9900272 
Dayton Thermal/Dayton, OH 
WLOIO SDG#: DCD05-01 

CAT 
NO. ANALYSIS NAME 

TCL Pesticides in Waters 

1600 
1601 
1603 
1602 
1604 
1605 
1606 
1616 
1610 
1607 
1611 
1615 
1608 
1617 
1609 
0938 
1860 
1361 
1362 
1613 
1618 
1619 
1620 
1621 
1622 
1623 
1624 
1626 

Alpha BHC 
Beta BHC 
Delta BHC 
Gamma BHC • Lindane 
Heptachlor 
Aldrin 
Heptachlor Epoxide 
Endosulfan I 
Dieldrin 
DDE 
Endrin 
Endosulfan II 
DDD 
Endosulfan Sulfate 
DDT 
Endrin Ketone 
Methoxychlor 
Alpha Chlordane 
Gamma Chlordane 
Toxaphene 
Endrin Aldehyde 
PCB-1016 
PCB-1221 
PCB-1232 
PCB-1242 
PCB-1248 
PCB-1254 
PCB-1260 

Account No: 10160 

DaimlerChrysler 
PO Box 537933 
Livonia MI 48153 

AS RECEIVED 

ULTS 

N.D. 
N.D. 
N.D. 
N.D. 
0.040 
N.D. 
N.D. 
0.166 
N.D. 
0.93 
0.281 
0.38 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
0.47 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

METHOD 

Corporation 

•7933 

DLIECTION LIMIT UNITS 

J 

J 

J 

0.038 
0.038 
0.11 
0.038 
0.038 
0.038 
0.038 
0.038 
0.076 
0.076 
0.076 
0.076 
0.076 
0.076 
0.076 
0.076 
0.38 
0.038 
0.038 
5.7 
0.076 
1.9 
1.9 
1.9 
1.9 
1.9 
1.9 
1.9 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

P.O. N99C403749-A 
Rel. YGQP9900272 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M B E R 

Respect ful1y Submi tted 
Jenifer E. Hess, B.S. 
Group Leader Pesticides/PCBs 

Lancaster Laboratories is a subsidiary of Themio TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



#Lancaster Laboratories 
Where quality is a science. 

Page: 5 of 18 

LLI Sample No. WW 3305540 
Collected: 01/11/00 at 14:00 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOIO Grab Water Sample 
Site Code: SCOOl RF^^ YGQP9900272 
Dayton Thermal/Dayton, OH 
WLOIO SDG#: DCD05-01 

CAT 
NO. ANALYSIS NAME 

TCL Pesticides in Waters 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. N99C403749-A 
Rel. YGQP9900272 

RESULTS 

AS RECEIVED 
METHOD 

DETECTION LIMIT UNITS 

The blank associated with this sample contained alpha-BHC at 0.003ug/l. 
This was not detected in the sample. 

The LCS/LCSD had recoveries above the QC limits for beta-BHC, delta-BHC, 
alpha chlordane. DDD, Methoxychlor. Endosulfan sulfate, and Endrin ketone. 
None of these components were detected above the LOQ in the sample. 

The blank. LCS/LCSD for this sample were injected in a bracket with eleven 
sample injections and with high response for DDD and Methoxychlor. These 
components were not found in the sample. 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M B E R 

Respectfully Submitted 
Jenifer E. Hess, B.S. 
Group Leader Pesticides/PCBs 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-555-2581 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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#LanQster Laboratories 
l/l//iere quality is a science. 

Page: 6 of 18 

LLI S a m p l e N o . WW 3 3 0 5 5 4 0 
Collected: (11/11/00 at 14:00 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOIO Grab Water Sample 
Site Code: SCOOl RVfi# YGQP9900272 
Dayton Thermal/Dayton, OH 
WLOIO SDG#: DCD05-01 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. N99C403749-A 
Rel. YGQP9900272 

CAT 
NO. ANALYSIS NAME 

AS RECEIVED 
METHOD 

RESULTS DETECTION LIMIT UNITS 

AppendixIX Herbicides - Waters 

0288 2.4-D N.D. 0.095 ug/1 
1314 Dinoseb N.D. 0.048 ug/1 
0289 2.4.5-TP 0.0200 J 0.0095 ug/1 
1315 2,4.5-T 0.0203 J 0.0095 ug/1 

Sufficient sample volume was not available to perform a MS/MSD for this 
analysis. Therefore, a LCS/LCSD was performed to demonstrate precision and 
accuracy at a batch level. 

A disparity of >40^ between the primary and confirmatory analysis occurred. 
Due to suspected interference, the lower result was reported for 2,4,5-TP. 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M B 

^ ^ 

E R 

1 
Respectfully Submitted 
Jenifer E. Hess, B.S. 
Group Leader Pesticides/PCBs 

Lancaster Laboratories is a subsidiary of Themio TerraTech Inc., a Themio Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax: 717-655-2581 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



#Lancaster Laboratories 
Where quality is a science. 

Page: 7 of 18 

LLI Sample No. WW 3305540 
Collected: 01/11/00 at 14:00 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOIO Grab Water Sample 
Site Code: SCOOl RF/# YGQP9900272 
Dayton Thermal/Dayton, OH 
WLOIO SDG#: DCD05-01 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

CAT 
NO. ANALYSIS NAME 

TCL SW846 Semi volatiles/Waters 

3925 
3936 
3924 
3937 
3938 
3939 
4680 
4681 
4682 

3942 
3941 
3943 
3944 
3926 
3927 
3945 
3928 
3946 
3947 
3871 
3948 
3929 
3905 
3949 
3930 
3922 
3950 
3907 
3952 
3951 

Phenol 
bis(2-Chloroethyl)ether 
2-Chlorophenol 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
1,2 -Di chlorobenzene 
2-Methylphenol 
2,2' -oxybisd-Chloropropane) 
4-Methylphenol 
3-Methylphenol and 4-methylphenol 

AS RECEIVED 

RESULTS 

17. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

METHOD 
DETECTION LIMIT UNITS 

J 6. 
5. 
5. 
5. 
5. 
5. 
5. 
5. 
14. 

cannot be resolved under the 
chromatographic conditions used for sample analysis 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

. The result reported 
for 4-methylphenol represents the combined total of both compounds 
N-Nitroso-di-n-propylamine 
Hexachloroethane 
Nitrobenzene 
Isophorone 
2-Nitrophenol 
2,4-Dimethylphenol 
bi s(2-Chloroethoxy)methane 
2,4-Dichlorophenol 
1,2,4-Trichlorobenzene 
Naphthalene 
4-Chloroaniline 
Hexachlorobutadi ene 
4-Chloro-3-methylphenol 
2-Methylnaphthalene 
Hexachlorocyclopentadi ene 
2.4,6-Trichlorophenol 
2.4.5-Trichlorophenol 
2-Chloronaphthalene 
2-Nitroaniline 
Dimethylphthalate 
Acenaphthylene 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

4,100. 
N.D. 
N.D. 
N.D. 

120. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

5. 
5. 
5. 
5. 
5. 
5. 
5. 
5. 
5. 
47. 
5. 
9. 
5. 
5. 
24. 
9. 
9. 
5. 
9. 
9. 
5. 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

P.O. N99C403749-A 
Rel. YGQP9900272 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

Respectfully Submitted 
Charles J. Neslund, B.S. 
Group Leader. GC/MS SVOA 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Themio Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-655-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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LLI Sample No. WW 3305540 
Collected: 01/11/00 at 14:00 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOIO Grab Water Sample 
Site Code: SCOOl R f f i i YGQP9900272 
Dayton Thermal/Dayton. OH 
WLOIO SDG#: DCD05-01 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. N99C403749-A 
Rel. YGQP9900272 

CAT 
NO. 

3908 
3954 
3931 
3932 
3879 
3955 
3953 
3958 
3957 
3956 
3909 
3933 
3960 

3961 
3962 
3934 
3963 
3964 
4684 
3965 
3966 
3967 
3969 
3972 
3970 
3973 
3971 
3974 
3975 
3976 
3977 
3978 
3979 
3980 

ANALYSIS NAME 

546 Semi vol atiles/Waters 

3-Nitroaniline 
Acenaphthene 
2.4-Dinitrophenol 
4-Nitrophenol 
Dibenzofuran 
2.4-Dinitrotoluene 
2.6-Dinitrotoluene 
Diethylphthalate 
4-Chlorophenyl-phenylether 
Fluorene 
4-Nitroaniline 
4.6-Dinitro-2-methylphenol 
N-Nitrosodiphenylamine 
N-nitrosodiphenylamine decomposes 

AS RECEIVED 

RESULTS 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

in the GC inlet 

METHOD 
DETECTION LIMIT UNITS 

9. 
5. 
95. 
47. 
5. 
5. 
9. 
9. 
5. 
5. 
9. 
24. 
5. 

forming diphenyl 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

amine. 
The result reported for N-nitrosodiphenylamine represents the combined 
total of both compounds. 
4-Bromophenyl-phenylether 
Hexachlorobenzene 
Pentachlorophenol 
Phenanthrene 
Anthracene 
Carbazole 
Di-n-butylphthalate 
Fluoranthene 
Pyrene 
Butyl benzylphthalate 
3.3'-Dichlorobenzidine 
Benzo(a)anthracene 
bis(2-Ethylhexyl)phthalate 
Chrysene 
Di-n-octylphthalate 
Benzo(b)f1uoranthene 
Benzo(k)fluoranthene 
Benzo(a)pyrene 
Indeno(1.2.3-cd)pyrene 
Dibenz(a.h)anthracene 
Benzo(g.h.i)perylene 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

9. 
9. 
14. 
5. 
5. 
14. 
9. 
5. 
5. 
9. 
9. 
5. 
9. 
5. 
9. 
5. 
5. 
5. 
5. 
5. 
5. 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

Respectfully Submitted 
Charles J. Neslund. B.S. 
Group Leader. GC/MS SVOA 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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LLI Sample No. WW 3305540 
Collected: 01/11/00 at 14:00 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOIO Grab Water Sample 
Site Code: SCOOl R F M YGQP9900272 
Dayton Thermal/Dayton, OH 
WLOIO SDG#: DCD05-01 

CAT 
NO. ANALYSIS NAME 

TCL SW846 Semi volatiles/Waters 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. N99C403749-A 
Rel. YGQP9900272 

RESULTS 

AS RECEIVED 
METHOD 

DETECTION LIMIT UNITS 

The quantitation limits for the GC/MS semivolatile compounds were raised 
due to the high concentration of target compounds. 

The percent recoveries for 4-Chloroaniline were outside QC limits in the 
LCS/LCSD associated with this sample. The analysis was repeated, and the 
QC observed for 4-Chloroaniline met criteria. The data reported here are 
from the initial extraction of the sample. Both sets of data are being 
submitted in the data package. Please refer to the case narrative for 
further details. 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M 

Respectfully Submitted 
Charles J. Neslund, B.S. 
Group Leader. GC/MS SVOA 

Lancaster Laboratories is a subsidiary of Themio TerraTech Inc., a Thermo Elearon Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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LLI Sample No. WW 3305540 
Collected: 01/11/00 at 14:00 by MP 

Submitted: 01/12/00 

WLOOIO Grab Water Sample 
Site Code: SCOOl RFA# YGQP9900272 
Dayton Thermal/Dayton, OH 
WLOIO SDG#: DCD05-01 

CAT 
NO 

6291 

1751 
1848 
7035 
7036 
7046 
7049 
7053 
7056 
7066 
7072 

0259 
5713 

ANALYSIS NAME 

TCL by 8260 (water) 

Chromium 
WW SW&46 ICP Digest (tot rec) 
Arsenic TR 
Selenium TR 
Barium TR 
Cadmium TR 
Copper TR 
Lead TR 
Silver TR 
Zinc TR 

Mercury 
WW SW846 Hg Digest 

METHOD 

SW-846 8260B 

SW-846 6010B 
SW-846 3005A 
SW-846 6010B 
SW-846 6010B 
SW-846 6010B 
SW-&46 6010B 
SW-846 6010B 
SW-&46 6010B 
SW-846 6010B 
SW-&46 6010B 

SW-846 7470A 
SW-846 7470A 

Account No: 10160 
DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

0816 Water Sample Herbicide Extract SW-846 8151A 
0817 Water Sample Pest. Extraction SW-846 3510C 
0937 TCL Pesticides in Waters SW-846 8081A/8082 
1316 AppendixIX Herbicides - Waters SW-846 8151A 

0813 BNA Water Extraction 
4678 TCL SW846 Semi volatiles/Waters 
4679 TCL SW846 Semi volatiles/Waters 

1123 Cyanide (Reactivity) 

0200 pH 
0430 Flash Point for Liquids 
1121 Reactivity 
1122 Sulfide (Reactivity) 

SW-846 3510C 
SW-846 8270C 
SW-846 8270C 

SW-846 9012 

EPA 150.1 
ASTM D 93-90 
SW-846 Chapter 7.3 
SW-846 9034 

ANALYSIS 
TRIAL ID DATE AND TIME ANALYST 

01/16/00 2152 Ryan V. Nolt 

01/19/00 0813 
01/15/00 1500 
01/19/00 0813 
01/19/00 0813 
01/19/00 0813 
01/19/00 0813 
01/19/00 0813 
01/19/00 0813 
01/19/00 0813 
01/19/00 0813 

01/14/00 1336 
01/13/00 2312 

01/13/00 0715 
02/02/00 1330 
02/03/00 1034 
01/20/00 1158 

01/12/00 1545 
01/20/00 1109 
01/20/00 1109 

Brenda 
Christi 
Brenda 
Brenda 
Brenda 
Brenda 
Brenda 
Brenda 
Brenda 
Brenda 

A. Weaver 
ne M. Conlin 
A. Weaver 
A. Weaver 
A. Weaver 
A. Weaver 
A. Weaver 
A. Weaver 
A. Weaver 
A. Weaver 

Rosalind D. Ernest 
Nelli S. Markaryan 

Joseph S. Feister 
John M. Becker 
Douglas D. Seitz 
Carolyn J. Koch 

Wanda F. Oswald 
Mark A. Ratcliff 
Mark A. Ratcliff 

01/19/00 1148 Bill L. Hamaker 

01/14/00 2030 
01/14/00 0810 
01/18/00 0815 
01/18/00 0815 

Daniel S. Smith 
Catherine L. Cammauf 
Susan E. Hibner 
Susan E. Hibner 

M E M B E R 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
2216 Rev. 3/23/99 
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LLI Sample No. 3305540 
WLOOIO Grab Water Sample 
Si te Code: SCOOl RF/4 YGQP9900272 
Dayton Thermal/Dayton, OH 

Group No. 698882 
DaimlerChrysler Corporation 

SAMPLE SAMPLE 
MDL UNITS 

6291 TCL by 8260 (water) 

5385 Chloromethane 
15. ug/1 

5387 Bromomethane 
15. ug/1 

5386 Vinyl Chloride 
10. ug/1 

5388 Chloroethane 
15. ug/1 

5391 Methylene Chloride 
10. ug/1 

6302 Acetone 
30. ug/1 

6303 Carbon Disulfide 
15. ug/1 

5390 1,1-Dichloroethene 
5. ug/1 

5393 1,1-Dichloroethane 
10. ug/1 

5396 Chloroform 
5. ug/1 

5402 1,2-Dichloroethane 
10. ug/1 

6305 2-Butanone 
15. ug/1 

5398 1,1,1-Trichloroethane 
5. ug/1 

5. ug/1 
5406 Bromodichloromethane 

5. ug/1 
5421 1,1,2,2-Tetrachloroethane 

10. ug/1 
5404 1,2-Dichloropropane 

5. ug/1 
6306 trans-1.3-Dichloropropene 

5. ug/1 
5403 Trichloroethene 

5. ug/1 
5411 Dibromochloromethane 

10. ug/1 
5408 1.1.2-Trichloroethane 

10. ug/1 
5401 Benzene 

5. ug/1 
6307 cis-1,3-Dichloropropene 

5. ug/1 

BLANK 

Batch: K000161AA 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

DUP 
RPD MS 

102 

90 

91 

99 

113 

134 

99 

126 

112 

111 

111 

137 

117 

117 

108 

123 

109 

107 

113 

104 

113 

111 

107 

MS LCS LCS LCS LIMITS 
MSD RPD LCS DUP RPD LOW HIGH 

85 

86 

87 

90 

108 

108 

102 

105 

109 

112 

122 

114 

119 

117 

112 

105 

106 

102 

115 

107 

106 

106 

104 

80 

84 

84 

87 

104 

107 

98 

103 

106 

108 

119 

110 

114 

111 

108 

106 

105 

96 

114 

106 

107 

102 

100 

6 

2 

3 

4 

3 

0 

4 

2 

3 

4 

2 

3 

4 

5 

3 

1 

1 

5 

1 

1 

1 

4 

4 

57 

17 

63 

24 

84 

64 

70 

85 

86 

86 

81 

65 

82 

81 

86 

65 

86 

83 

89 

80 

86 

88 

83 

143 

129 

140 

133 

127 

126 

118 

135 

128 

125 

130 

139 

131 

129 

120 

133 

122 

119 

128 

122 

121 

125 

120 

Lancaster Laboratories 
M E M B E R ^^^^ ^^ ' ^ Holland Pike 

PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
717-656-2300 Fax:717-556-2581 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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LLI Sample No. 3305540 
WLOOIO Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900272 
Dayton Thermal/Dayton, OH 

SAMPLE SAMPLE 
MDL UNITS 

5419 Bromoform 
5. ug/1 

6308 4-Methyl-2-pentanone 
25. ug/1 

6309 2-Hexanone 
35. ug/1 

5409 Tetrachloroethene 
5. ug/1 

5407 Toluene 
10. ug/1 

5413 Chlorobenzene 
5. ug/1 

5415 Ethyl benzene 
10. ug/1 

5418 Styrene 
5. ug/1 

6310 Xylene (Total) 
5. ug/1 

5392 trans-l,2-Dichloroethene 
10. ug/1 

5395 cis-1.2-Dichloroethene 
10. ug/1 

1751 Chromium 
0.0098 mg/1 

7035 Arsenic TR 
0.0050 mg/1 

7036 Selenium TR 
0.0044 mg/1 

7046 Barium TR 
0.00049 mg/1 

7049 Cadmium TR 
0.00081 mg/1 

7053 Copper TR 
0.0029 mg/1 

7055 Lead TR 
0.0079 mg/1 

7066 Silver TR 
0.0017 mg/1 

7072 Zinc TR 
0.0030 mg/1 

0259 Mercury 
0.00010 mg/1 

0937 TCL Pesticides in Waters 

1600 Alpha BHC 
0.038 ug/1 

1601 Beta BHC 
0.038 ug/1 

BLANK 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
Batch: 000151848005 

N.D. 
Batch: 000151848005 

N.D. 
Batch: 000151848005 

N.D. 
Batch: 000151848005 

N.D. 
Batch: 000151848005 

N.D. 
Batch: 000151848005 

N.D. 
Batch: 000151848005 

N.D. 
Batch: 000151848005 

N.D. 
Batch: 000151848005 

0.0031 J mg/1 
Batch: 000135713004 

N.D. 

Batch: 000320009A 

0.0032 J ug/1 

N.D. 

Group No. 698882 
DaimlerChrysler Corporation 

DUP 
RPD 

0 (1) 

0 (1) 

0 (1) 

2 

0 (1) 

0 (1) 

0 (1) 

0 (1) 

0 (1) 

0 (1) 

MS 

100 

134 

141 

106 

112 

104 

115 

105 

119 

114 

110 

108 

101 

102 

102 

101 

104 

104 

100 

103 

109 

M 

104 

101 

101 

101 

100 

102 

103 

100 

102 

93 

MS LCS LCS LCS LIMITS 
RPD LCS DUP RPD LOW HIGH 

108 

114 

109 

115 

101 

100 

102 

97 

103 

103 

105 

3 106 

1 100 

1 100 

1 100 

1 102 

1 100 

1 102 

0 99 

1 103 

16 103 

104 

114 

108 

115 

97 

97 

98 

94 

98 

101 

102 

3 

1 

2 

0 

3 

2 

4 

3 

4 

2 

3 

65 

72 

64 

78 

89 

91 

91 

92 

92 

85 

89 

80 

80 

80 

80 

80 

80 

80 

80 

80 

80 

128 

131 

131 

144 

121 

120 

122 

120 

123 

130 

125 

120 

120 

120 

120 

120 

120 

120 

120 

120 

120 

129 

127 

118 

118 

9 

7 

49 

64 

151 

122 

(1) The result for one or both determinations was less than five times the LOQ. 

Lancaster Laboratories 
M E M B E R ^''^^ f^^"" Holland Pike 

f W ! ^ PO Box 12425 
0 1 ^ Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thenrio Electron Company 

717-556-2300 Fax:717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



4 l ^ Lancaster Laboratories 
^ i r ^ ^ ^ 1 ^ ^ quality is a science. 

Page: 13 of 18 

LLI Sample No. 3305540 
WLOOIO Grab Water Sample 
Site Code: SCOOl RFA# YGQP9900272 
Dayton Thermal/Dayton. OH 

SAMPLE SAMPLE 
MDL UNITS 

1603 Delta BHC 
0.11 ug/1 

1602 Ganma BHC - Lindane 
0.038 ug/1 

1604 Heptachlor 
0.038 ug/1 

1605 Aldrin 
0.038 ug/1 

1606 Heptachlor Epoxide 
0.038 ug/1 

1616 Endosulfan I 
0.038 ug/1 

1610 Dieldrin 
0.076 ug/1 

1607 DDE 
0.076 ug/1 

1611 Endrin 
0.076 ug/1 

1615 Endosulfan II 
0.076 ug/1 

1608 DDD 
0.076 ug/1 

1617 Endosulfan Sulfate 
0.076 ug/1 

1609 DDT 
0.076 ug/1 

0938 Endrin Ketone 
0.076 ug/1 

1860 Methoxychlor 
0.38 ug/1 

1361 Alpha Chlordane 
0.038 ug/1 

1362 Gamma Chlordane 
^ 0.038 ug/1 

1613 Toxaphene 
5.7 ug/1 

1618 Endrin Aldehyde 
0.076 ug/1 

1619 PCB-1016 
1.9 ug/1 

1620 PCB-1221 
1.9 ug/1 

1621 PCB-1232 
1.9 ug/1 

1622 PCB-1242 
1.9 ug/1 

1623 PCB-1248 
1.9 ug/1 

1624 PCB-1254 
1.9 ug/1 

BL 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

Group No. 698882 
DaimlerChrysler Corporation 

DUP 
RPD MS MSD 

MS LCS LCS LCS LIMITS 
RPD LCS DUP RPD LOW HIGH 

158 

135 

106 

83 

127 

111 

110 

102 

139 

121 

162 

145 

160 

146 

203 

116 

100 

92 

146 

124 

97 

76 

118 

99 

102 

94 

128 

112 

149 

135 

147 

135 

191 

107 

93 

69 

8 

8 

9 

9 

8 

11 

8 

8 

8 

8 

8 

7 

8 

8 

6 

8 

8 

29 

64 

57 

38 

42 

52 

37 

50 

46 

68 

42 

60 

67 

34 

74 

72 

70 

60 

52 

132 

143̂  

129 

112 

136 

146 

145 

140 

156 

143 

134 

132 

162 

115 

160 

117 

107 

142 

Lancaster Laboratories 
M E M B E R ^^^^ '^sw Holland Pike 

PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thenrio TerraTech Inc., a Thermo Electron Company. 
717-655-2300 Fax:717-555-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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LLI Sample No. 3305540 
WLOOIO Grab Water Sample 
Site Code: SCOOl RFA# YGQP9900272 
Dayton Thermal/Dayton. OH 

Group No. 698882 
DaimlerChrysler Corporation 

SAMPLE 
MDL 

SAMPLE 
UNITS BLANK 

1626 PCB-1260 
1.9 ug/1 N.D. 

1316 AppendixIX Herbicides - Waters Batch: 000120012A 

0288 2.4-D 
0.095 ug/1 

1314 Dinoseb 
0.048 ug/1 

0289 2.4.5-TP 
0.0095 ug/1 

1315 2.4.5-T 
0.0095 ug/1 

N.D. 

N.D. 

N.D. 

N.D. 

4678 TCL SW846 Semi volatiles/Waters Batch: 00012WAD026 

3925 Phenol 
5. ug/1 N.D. 

3936 bis(2-Chloroethyl)ether 
5. ug/1 '̂ N.D. 

3924 2-Chlorophenol 
5. ug/1 N.D. 

3937 1.3-Dichlorobenzene 
5. ug/1 N.D. 

3938 1,4-Dichlorobenzene 
5. ug/1 N.D. 

3939 1,2-Dichlorobenzene 
5. ug/1 N.D. 

4680 2-Methylphenol 
5. ug/1 N.D. 

4681 2,2"-oxybisd-Chloropropane) 
5. ug/1 N.D. 

4682 4-Methylphenol 
14. ug/1 N.D. 

3942 N-Nitroso-di-n-propylamine 
5. ug/1 N.D. 

3941 Hexachloroethane 
5. ug/1 N.D. 

3943 Nitrobenzene 
5. ug/1 N.D. 

3944 Isophorone 
5. ug/1 N.D. 

3926 2-Nitrophenol 
5. ug/1 N.D. 

3927 2.4-Dimethylphenol 
5. ug/1 N.D. 

3945 bis(2-Chloroethoxy)methane 
5. ug/1 N.D. 

3928 2.4-Dichlorophenol 
5. ug/1 N.D. 

DUP 
RPD MS MSD 

MS 
RPD 

LCS LCS LCS LIMITS 
LCS DUP RPD LOW HIGH 

49 

106 

102 

78 

77 

81 

97 

126 

92 

108 

77 

101 

99 

101 

97 

96 

98 

52 

103 

102 

80 

79 

83 

97 

122 

92 

102 

81 

101 

97 

101 

98 

96 

97 

7 

3 

1 

4 

3 

2 

1 

4 

1 

6 

5 

0 

2 

0 

1 

0 

1 

94 

38 

98 

96 

51 

103 

101 

72 

74 

77 

95 

121 

90 

104 

73 

99 

96 

101 

97 

94 

98 

95 

37 

97 

95 

56 

100 

101 

80 

81 

82 

95 

116 

90 

100 

82 

100 

98 

105 

98 

95 

100 

1 

3 

1 

1 

10 

3 

0 

11 

9 

7 

0 

4 

0 

5 

12 

1 

2 

4 

1 

1 

2 

36 

14 

33 

59 

29 

61 

61 

43 

39 

48 

50 

54 

47 

52 

25 

58 

66 

61 

62 

57 

57 

168 

108 

161 

156 

64 

122 

123 

104 

109 

111 

117 

149 

112 

141 

96 

126 

123 

133 

124 

125 

122 

Lancaster Laboratories 
M E M B E R ^*25 '^^™ Holland Pike 

PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Themio TerraTech Inc., a Thermo Electron Company. 
717-656-2300 Fax:717-656-2581 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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LLI Sample No. 3305540 
WLOOIO Grab Water Sample 
Site Code: SCOOl RF^^ YGQP9900272 
Dayton Thermal/Dayton. OH 

Group No. 698882 
DaimlerChrysler Corporation 

SAMPLE SAMPLE 
MDL UNITS 

3946 1.2.4-Trichlorobenzene 
5. ug/1 

3947 Naphthalene 
47. ug/1 

3871 4-Chloroaniline 
5. ug/1 

3948 Hexachlorobutadiene 
9. ug/1 

3929 4-Chloro-3-methylphenol 
5. ug/1 

3905 2-Methylnaphthalene 
5. ug/1 

3949 Hexachlorocyclopentadiene 
24. ug/1 

3930 2.4,6-Trichlorophenol 
9. ug/1 

3922 2.4.5-Trichlorophenol 
9. ug/1 

3950 2-Chloronaphthalene 
5. ug/1 

3907 2-Nitroaniline 
9. ug/1 

3952 Dimethylphthal ate 
9. ug/1 

3951 Acenaphthyl ene 
5. ug/1 

4679 TCL SW846 Semi volatiles/Waters 

3908 3-Nitroaniline 
9. ug/1 

3954 Acenaphthene 
5. ug/1 

3931 2.4-Dinitrophenol 
95. ug/1 

3932 4-Nitrophenol 
47. ug/1 

3879 Dibenzofuran 
5. ug/1 

3955 2.4-Dinitrotoluene 
5. ug/1 

3953 2,6-Dinitrotoluene 
9. ug/1 

3958 Diethylphthal ate 
9. ug/1 

3957 4-Chlorophenyl-phenylether 
5. ug/1 

3956 Fluorene 
5. ug/1 

BLANK 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

Batch: 00012WAD026 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

DUP 
RPD MS 

78 

88 

29 

71 

101 

86 

70 

103 

95 

94 

93 

79 

94 

36 

96 

85 

51 

98 

102 

100 

97 

101 

102 

M 

84 

90 

41 

80 

102 

91 

74 

99 

94 

95 

95 

55 

96 

38 

98 

39 

40 

97 

106 

99 

88 

100 

103 

MS 
RPD 

8 

3 

35 

12 

1 

6 

6 

4 

1 

1 

2 

36 

2 

4 

2 

74 

24 

1 

4 

1 

9 

1 

1 

LCS 

74 

84 

24 

67 

100 

82 

65 

102 

93 

89 

96 

82 

93 

30 

96 

93 

55 

96 

103 

99 

99 

99 

100 

LCS 
DUP 

87 

92 

23 

84 

100 

92 

79 

105 

98 

97 

92 

54 

94 

27 

98 

89 

55 

96 

103 

97 

87 

104 

102 

LCS 
RPD 

16 

10 

5 

23 

0 

12 

20 

3 

6 

8 

4 

42 

2 

10 

2 

4 

1 

0 

0 

1 

13 

5 

2 

LCS LIMITS 
LOW HIGH 

47 

57 

30 

19 

63 

42 

6 

57 

61 

60 

49 

1 

62 

26 

60 

18 

20 

71 

62 

68 

18 

60 

62 

107 

113 

123 

95 

128 

131 

89 

134 

131 

116 

131 

103 

113 

141 

117 

135 

79 

113 

129 

126 

120 

121 

127 

Lancaster Laboratories 
M E M B E R ^^25 ' ^^^ Holland Pike 

PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
717-656-2300 Fax:717-656-2581 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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LLI Sample No. 3305540 
WLOOIO Grab Water Sample 
Site Code: SCOOl RFA# YGQP9900272 
Dayton Thermal/Dayton. OH 

SAMPLE SAMPLE 
MDL UNITS 

3909 4-Nitroaniline 
9. ug/1 

3933 4.6-Dinitro-2-methylphenol 
24. ug/1 

3960 N-Nitrosodiphenyl amine 
5. ug/1 

3961 4-Bromophenyl-phenyl ether 
9. ug/1 

3962 Hexachlorobenzene 
9. ug/1 

3934 Pentachlorophenol 
14. ug/1 

3963 Phenanthrene 
5. ug/1 

3964 Anthracene 
5. ug/1 

4684 Carbazole 
14. ug/1 

3965 Di-n-butylphthalate 
9. ug/1 

3966 Fl uoranthene 
5. ug/1 

3967 Pyrene 
5. ug/1 

3969 Butyl benzylphthalate 
9. ug/1 

3972 3.3'-Dichlorobenzidine 
9. ug/1 

3970 Benzo(a)anthracene 
5. ug/1 

3973 bis(2-Ethylhexyl)phthalate 
9. ug/1 

3971 Chrysene 
5. ug/1 

3974 Di-n-octylphthalate 
9. ug/1 

3975 Benzo(b)fluoranthene 
5. ug/1 

3976 Benzo(k)fluoranthene 
5. ug/1 

3977 Benzo(a)pyrene 
5. ug/1 

3978 Indeno(1.2.3-cd)pyrene 
5. ug/1 

3979 Dibenz(a.h)anthracene 
5. ug/1 

3980 Benzo(g.h,i)perylene 
5. ug/1 

1123 Cyanide (Reactivity) 
100. mg/kg 

BLANK 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
Batch: 00019104101 

N.D. 

Group No. 698882 
DaimlerChrysler Corporation 

DUP 
RPD MS 

89 

93 

104 

101 

105 

78 

103 

102 

107 

106 

106 

100 

104 

44 

99 

103 

102 

102 

94 

102 

104 

100 

105 

101 

24 

MS 
MSD RPD 

93 

68 : 

96 

98 

102 

70 

101 

100 

106 

103 

104 

97 

101 

38 

101 

102 

100 

98 

94 

100 

104 

102 

104 

102 

26 

4 

31 

7 

3 

2 

11 

2 

2 

1 

2 

1 

3 

3 

L5 

2 

0 

1 

4 

0 

2 

0 

2 

0 

1 

LO 

LCS 

86 

91 

98 

95 

100 

80 

99 

100 

105 

102 

103 

94 

98 

39 

97 

98 

97 

101 

94 

100 

102 

98 

101 

99 

101 

LCS 
DUP 

87 

98 

102 

99 

103 

84 

103 

103 

103 

105 

103 

104 

104 

35 

99 

104 

100 

105 

91 

101 

100 

96 

100 

94 

LCS 
RPD 

1 

8 

4 

4 

3 

4 

4 

3 

2 

3 

0 

9 

6 

9 

1 

7 

2 

4 

2 

1 

2 

3 

0 

5 

LCS 
LOW 

69 

31 

61 

65 

59 

36 

69 

67 

78 

58 

66 

63 

43 

15 

67 

64 

67 

68 

64 

68 

68 

65 

66 

66 

88 

LIMITS 
HIGH 

121 

150 

125 

123 

129 

135 

121 

121 

115 

125 

124 

125 

126 

140 

120 

129 

121 

138 

120 

124 

124 

129 

128 

128 

121 

Lancaster Laboratories 
M E M B E R 2425 New Holland Pike 

PO Box 12425 
W ^ i ^ ^ m a ^ Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

717-656-2300 Fax:717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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LLI Sample No. 3305540 
WLOOIO Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900272 
Dayton Thermal/Dayton, OH 

Group No. 698882 
DaimlerChrysler Corporation 

SAMPLE SAMPLE 
MDL UNITS 

0200 pH 
0.010 

0430 Flash Point for Liquids 
Degrees F 

1121 Reactivity 
see below 

1122 Sulfide (Reactivity) 
39. mg/kg 

Batch: 

Batch: 

Batch: 

Batch: 
N. 

BLANK 

000140237020000A 

000140286043000A 

000180416112100A 

000180416112100A 
D. 

DUP 
RPD 

0 

0 (1) 

MS MSD 
MS 
RPD 

LCS LCS LCS LIMITS 
LCS DUP RPD LOW HIGH 

100 100 0 98 102 

98 99 1 97 103 

62 75 18 90 80 120 

(1) The result for one or both determinations was less than five times the LOQ. 

Lancaster Laboratories 
M E M B E R 2*2^ ' ^^^ Holland Pike 

PO Box 12425 
Lancaster, PA 17605-2425 ^ ^ ^ H Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
717-656-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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LLI Sample No. 3305540 
WLOOIO Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900272 
Dayton Thermal/Dayton, OH 

0937 TCL Pesticides in Waters 

1316 AppendixIX Herbicides - Waters 

4678 TCL SW846 Semi volatiles/Waters 

4679 TCL SW846 Semi volatiles/Waters 

6291 TCL by 8260 (water) 

Group No. 698882 
DaimlerChrysler Corporation 

SURROGATE SUMMARY 

SURROGATE 

TCX 
DCB 

DCAA 

2-Flphenol 
Phenol-d6 
2,4,6-TBP 

Nitrobz-d5 
2-Fbiphnyl 
Tphenyldl4 

DBFM 
d4-l,2-DCA 
d8-toluene 
4-BFB 

RECOVERY X 

91 
93 

128 

71 
53 
95 

119 
101 
111 

106 
100 
97 
106 

SURROGATE 
LOW 

36 
19 

37 

15 
9 
32 

55 
57 
42 

86 
80 
88 
86 

LIMITS 
HIGH 

121 
153 

151 

113 
77 
157 

130 
117 
139 

118 
120 
110 
115 

Lancaster Laboratories 
M E M B E R ^''^^ ^ ^ ^ Holland Pike 

PO Box 12425 
Lancaster, PA 17605-2425 ^s 1 Lancaster Laboratories is a subsidiary of Themio TerraTech inc., a Thermo Electron Company. 
717-555-2300 Fax: 717-655-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



Where quality is a science. 
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LLI Sample No. WW 3305540 
Collected: (Jl/11/00 at 14:00 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOIO Grab Water Sample 
Site Code: SCOOl RF/^ YGQP9900272 
Dayton Thermal/Dayton, OH 
WLOIO SDG#: DCD05-01 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

CAT 
NO. 

6291 
1751 
7035 
7036 
7046 
7049 
7053 
7055 
7066 
7072 
0259 
0937 
1316 
4678 
4679 
1123 
0200 
0430 

0496 

1121 

P.O. N99C403749-A 
Rel. YGQP9900272 

1122 

ANALYSIS NAME 

TCL by 8260 (water) 
Chromium 
Arsenic TR 
Selenium TR 
Barium TR 
Cadmium TR 
Copper TR 
Lead TR 
Silver TR 
Zinc TR 
Mercury 
TCL Pesticides in Waters 
AppendixIX Herbicides - Waters 
TCL SW846 Semi volatiles/Waters 
TCL SW846 Semi volatiles/Waters 
Cyanide (Reactivity) 
pH 
Flash Point for Liquids 
No flash observed below 150F. 
Test flame extinguished at 115F. 
Flash point was determined using 
Corrosivity 

AS RECEIVED 

RESULTS 

N.D. 
N.D. 
N.D. 
0.244 
N.D. 

0.0035 J 
0.012 
N.D. 
0.311 
N.D. 

N.D. 
9.18 

No Flash Observed 

METHOD 
DETECTION LIMIT UNITS 

. 
0.0098 
0.0050 
0.0044 
0.00049 
0.00081 
0.0029 
0.0079 
0.0017 
0.0030 
0.00010 

100. 
0.010 

See Page 
mg/1 
mg/1 
mg/1 
mg/1 
mg/1 
mg/1 
mg/1 
mg/1 
mg/1 
mg/1 
See Page 
See Page 
See Page 
See Page 
mg/kg 

Degrees F 

Pensky Martens closed cup apparatus. 
See Below See Below 

2 

4 
6 
7 
8 

^esp 

Corrosivity: 
The pH of the sample was 9.18 indicating that the sample is not corrosive. 
A waste is corrosive if it exhibits a pH equal to or less than 2 
or equal to or greater than 12.5. 
Reactivity See Below See Below 
Reactivity: 
The sample was extracted by the interim method described in SW 846, 
Chapter 7.3. This solution was analyzed for cyanide and sulfide. 
This waste is not considered reactive and hazardous because it does 
not generate a quantity of hydrogen cyanide exceeding 250 mg/kg or 
hydrogen sulfide exceeding 500 mg/kg. These interim threshold limits were 
established by the Solid Waste Branch of EPA, July, 1992. These results 
do not reflect total cyanide or total sulfide. 
Sulfide (Reactivity) N.D. 39. mg/kg 

Additional sample volume received on 02/01/00 for PCBs/Pests. 

% 

1 COPY TO Leggette, Brashears & Graham ATTN: Mr. Ken Vogel 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 
11:31:02 D 0001 4 140214 698882 
320 0.00 00156100 ASROOO 

0>ii»di.if4^ 

Respectfully Submitted 
Duane A. Luckenbill, B.S. 
Group Leader, GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-656-2300 Fax: 717-555-2581 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



Where quality is a science. 
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LLI Sample No. WW 3305540 
Collected: (11/11/00 at 14:00 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOIO Grab Water Sample 
Site Code: SCOOl RF/^ YGQP9900272 
Dayton Thermal/Dayton, OH 
WLOIO SDG#: DCD05-01 

Account No: 10160 

CAT 
NO. ANALYSIS NAME 

TCL by 8260 (water) 

5385 
5387 
5386 
5388 
5391 
6302 
6303 
5390 
5393 
5396 
5402 
6305 
5398 
5399 
5406 
5421 
5404 
6306 
5403 
5411 
5408 
5401 
6307 
5419 
6308 
6309 
5409 
5407 
5413 
5415 
5418 
6310 
5392 
5395 

Chloromethane 
Bromomethane 
Vinyl Chloride 
Chloroethane 
Methylene Chloride 
Acetone 
Carbon Disulfide 
1,1-Dichloroethene 
1,1-Dichloroethane 
Chloroform 
1,2-Dichloroethane 
2-Butanone 
1,1,1-Tri chloroethane 
Carbon Tetrachloride 
Bromodi chloromethane 
1,1,2.2-Tetrachloroethane 
1,2-Dichloropropane 
trans -1.3-Di chloropropene 
Trichloroethene 
Dibromochloromethane 
1,1,2-Trichloroethane 
Benzene 
ci s-1,3-Di chloropropene 
Bromoform 
4-Methyl-2-pentanone 
2-Hexanone 
Tetrachloroethene 
Toluene 
Chlorobenzene 
Ethyl benzene 
Styrene 
Xylene (Total) 
trans -1,2-Di chloroethene 
cis-l,2-Dichloroethene 

120 

DaimlerChrysler 
PO Box 537933 
Livonia MI 4815: 

AS RECEIVED 

JLT 
METHOD 

Corporation 

!-7933 

S DLIECTION LIMIT UNITS 

N.D. 15. 
N.D. 15. 
N. D. 10. 
N.D. 15. 
). 10. 
N.D. 30. 
N.D. 15. 
N.D. 5. 
N.D. 10. 
N.D. 5. 
N.D. 10. 
N.D. 15. 
N.D. 5. 
N. 3. 5. 
N.D. 5. 
N.D. 10. 
N.D. 5. 
N.D. 5. 
N.D. 5. 
N.[ ). 10. 
N.D. 10. 
N.D. 5. 
N.D. 5. 
N.D. 5. 
N.[ ). 25. 
N.D. 35. 
N.D. 5. 
N.D. 10. 
N.D. 5. 
N.D. 10. 
N.D. 5. 
N.D. 5. 
N.D. 10. 
N.D. 10. 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

P.O. N99C403749-A 
Rel. YGQP9900272 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 0>3^ 'Ailif'^ 

M E M B 

Respectfully Submitted 
Duane A. Luckenbill, B.S. 
Group Leader. GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-555-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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Where quality is a science. 

LLI Sample No. WW 3305540 
Collected: (Tl/ll/OO at 14:00 by MP. 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOIO Grab Water Sample 
Site Code: SCOOl RF/^ YGQP9900272 
Dayton Thermal/Dayton, OH 
WLOIO SDG#: DCD05-01 

CAT 
NO. 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. 
Rel. 

N99C403749-A 
YGQP9900272 

ANALYSIS NAME 

AS RECEIVED 
METHOD 

RESULTS DETECTION LIMIT UNITS 

TCL by 8260 (water) 

The quantitation limits for the (3C/MS volatile compounds were raised due to 
the level of non-target compounds. 

Sufficient sample volume was not available to perform a MSD for this 
analysis. However, a MS was performed. In addition, a LCS/LCSD was 
performed to demonstrate precision and accuracy at a batch level. 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

^ J j f ^ 

M E M B E R 

Respectfully Submitted 
Duane A. Luckenbill, B.S. 
Group Leader, GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Bex 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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LLI S a m p l e N o . WW 3 3 0 5 5 4 0 
Collected: (Il/ll/OO at 14:00 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOIO Grab Water Sample 
Site Code: SCOOl RFf4 YGQP9900272 
Dayton Thermal/Dayton, OH 
WLOIO SDG#: DCD05-01 

Account No: 10160 

CAT 
NO. ANALYSIS NAME 

TCL Pesticides in Waters 

1600 
1601 
1603 
1602 
1604 
1605 
1606 
1616 
1610 
1607 
1611 
1615 
1608 
1617 
1609 
0938 
1860 
1361 
1362 
1613 
1618 
1619 
1620 
1621 
1622 
1623 
1624 
1626 

Alpha BHC 
Beta BHC 
Delta BHC 
Gaima BHC • Lindan 
Heptachlor 
Aldrin 
Heptachlor Epoxide 
Endosulfan I 
Dieldrin 
DDE 
Endrin 
Endosulfan II 
DDD 
Endosulfan Sulfate 
DDT 
Endrin Ketone 
Methoxychlor 
Alpha Chlordane 
Gamma Chlordane 
Toxaphene 
Endrin Aldehyde 
PCB-1016 
PCB-1221 
PCB-1232 
PCB-1242 
PCB-1248 
PCB-1254 
PCB-1260 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. 
Rel. 

N99C403749-A 
YGQP9900272 

AS RECEIVED 

>ULTS 

N.D. 
N.D. 
N.D. 
N.D. 
0.040 
N.D. 
N.D. 
0.166 
N.D. 
0.93 
0.281 
0.38 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
0.47 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

METHOD 
DETECTION 1 

0.038 
0.038 
0.11 
0.038 

J 0.038 
0.038 
0.038 

J 0.038 
0.076 
0.076 

J 0.076 
0.076 
0.076 
0.076 
0.076 
0.076 
0.38 
0.038 
0.038 
5.7 
0.076 
1.9 
1.9 
1.9 
1.9 
1.9 
1.9 
1.9 

-IMIT UNITS 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M 

, . ,-_-^-^..,lly Submitted 
Lancaster Laboratories /^ / / J e n i f e r / E . HeSS, B.S. 
^^25 New Holland Pike / ^^^^^1 ^ ^ ^ ^ ^ PeSt iCides/PCBs 
PO Box 12425 
Lancaster, PA 17505-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company 
717-555-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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Where quality is a science. 

LLI Sample No. WW 3305540 
Collected: dl/ll/OO at 14:00 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOIO Grab Water Sample 
Site Code: SCOOl RF/# YGQP9900272 
Dayton Thermal/Dayton, OH 
WLOIO SDG#: DCD05-01 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. N99C403749-A 
Rel. YGQP9900272 

CAT 
NO. ANALYSIS NAME 

AS RECEIVED 
METHOD 

RESULTS DETECTION LIMIT UNITS 

TCL Pesticides in Waters 

The blank associated with this sample contained alpha-BHC at 0.003ug/l. 
This was not detected in the sample. 

The LCS/LCSD had recoveries above the QC limits for beta-BHC, delta-BHC, 
alpha chlordane, DDD, Methoxychlor, Endosulfan sulfate, and Endrin ketone. 
None of these components were detected above the LOQ in the sample. 

The blank, LCS/LCSD for this sample were injected in a bracket with eleven 
sample injections and with high response for DDD and Methoxychlor. These 
components were not found in the sample. 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax: 717-656-2681 

spectfu,l/ly Submitted 
Hess, B.S. 

Pesticides/PCBs 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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Where quality is a science. 

LLI Sample No. WW 3305540 
Collected: 01/11/00 at 14:00 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOIO Grab Water Sample 
Site Code: SCOOl RFPi YGQP9900272 
Dayton Thermal/Dayton, OH 
WLOIO SDG#: DCD05-01 

CAT 
NO. 

Account No: 10160 

ANALYSIS NAME 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. N99C403749-A 
Rel. YGQP9900272 

AS RECEIVED 
METHOD 

RESULTS DETECTION LIMIT UNITS 

AppendixIX Herbicides - Waters 

0288 2,4-D N.D. 0.095 ug/1 
1314 Dinoseb N.D. 0.048 ug/1 
0289 2,4,5-TP 0.0200 J 0.0095 ug/1 
1315 2,4,5-T 0.0203 J 0.0095 ug/1 

Sufficient sample volume was not available to perform a MS/MSD for this 
analysis. Therefore, a LCS/LCSD was performed to demonstrate precision and 
accuracy at a batch level. 

A disparity of >A[iX between the primary and confirmatory analysis occurred. 
Due to suspected interference, the lower result was reported for 2,4,5-TP. 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

E M B 

omitted 
B.S. 

Pesticides/PCBs 
Lancaster Laboratories is a subsidiai7 of Thermo T^ r̂aTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-555-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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Where quality is a science. 
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LLI Sample No. WW 3305540 
Collected: (Tl/ll/OO at 14:00 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOIO Grab Water Sample 
Site Code: SCOOl RF/tf YGQP9900272 
Dayton Thermal/Dayton, OH 
WLOIO SDG#: DCD05-01 

CAT 
NO. ANALYSIS NAME 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

AS RECEIVED 
METHOD 

RESULTS DETECTION LIMIT UNITS 

P.O. N99C403749-A 
Rel. YGQP9900272 

TCL SW846 Semi volatiles/Waters 

3925 
3936 
3924 
3937 
3938 
3939 
4680 
4681 
4682 

3942 
3941 
3943 
3944 
3926 
3927 
3945 
3928 
3946 
3947 
3871 
3948 
3929 
3905 
3949 
3930 
3922 
3950 
3907 
3952 
3951 

Phenol 
bi s(2-Chloroethyl)ether 
2-Chlorophenol 
1,3-Dichlorobenzene 
1,4-Di chlorobenzene 
1,2-Dichlorobenzene 
2-Methylphenol 
2,2' -oxybisd-Chloropropane) 
4-Methylphenol 

17. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

5. 
5. 
5. 
5. 
5. 
5. 
5. 
5. 
14. 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

3-Methylphenol and 4-methylphenol cannot be resolved under the 
chromatographic conditions used for sample analysis. The result reported 
for 4-methylphenol represents the combined total of both compounds. 
N-Nitroso-di-n-propylamine 
Hexachloroethane 
Nitrobenzene 
Isophorone 
2-Nitrophenol 
2,4-Dimethyl phenol 
bis(2-Chloroethoxy)methane 
2,4-Dichlorophenol 
1,2,4-Trichlorobenzene 
Naphthalene 
4-Chloroaniline 
Hexachlorobutadiene 
4-Chloro-3-methylphenol 
2-Methylnaphthalene 
Hexachlorocyclopentadi ene 
2,4,6-Tri chlorophenol 
2,4,5-Trichlorophenol 
2-Chloronaphthalene 
2-Nitroaniline 
Dimethylphthalate 
Acenaphthylene 

4,100. 

120. 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
D. 
N.D. 
N.D. 
N.D. 
D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

5. 
5. 
5. 
5. 
5. 
5. 
5. 
5. 
5. 

47. 
5. 
9. 
5. 
5. 

24. 
9. 
9. 
5. 
9. 
9. 
5. 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M 

f/i/U/ 
Respectfully Submitted 
Charles J. Neslund, B.S. 
Group Leader, GC/MS SVOA 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thenrio Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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Where quality is a science. 

LLI Scimple N o . WW 3 3 0 5 5 4 0 
Collected: (Tl/ll/OO at 14:00 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOIO Grab Water Sample 
Site Code: SCOOl RFA# YGQP9900272 
Dayton Thermal/Dayton, OH 
WLOIO SDG#: DCD05-01 

Account No: 10160 

CAT 
NO. ANALYSIS NAME 

TCL SW846 Semivolatiles/Waters 

3908 
3954 
3931 
3932 
3879 
3955 
3953 
3958 
3957 
3956 
3909 
3933 
3960 

3961 
3962 
3934 
3963 
3964 
4684 
3965 
3966 
3967 
3969 
3972 
3970 
3973 
3971 
3974 
3975 
3976 
3977 
3978 
3979 
3980 

3-Nitroaniline 
Acenaphthene 
2,4-Dinitrophenol 
4-Nitrophenol 
Dibenzofuran 
2,4-Dinitrotoluene 
2,6-Dinitrotoluene 
Diethylphthal ate 
4-Chlorophenyl-phenylether 
Fluorene 
4-Nitroaniline 
4,6-Dinitro-2-methylphenol 
N-Ni trosodi phenyl ami ne 
N-nitrosodiphenylamine decomposes i 
The result reported for N-nitrosodi 
total of both compounds. 
4-Bromophenyl-phenylether 
Hexachlorobenzene 
Pentachlorophenol 
Phenanthrene 
Anthracene 
Carbazo\e 
Di-n-butylphthal ate 
Fluoranthene 
Pyrene 
Butyl benzyl phthalate 
3.3"-Dichlorobenzidine 
Benzo(a)anthracene 
bis(2-Ethylhexyl )phthalate 
Chrysene 
Di-n-octylphthalate 
Benzo(b)fluoranthene 
Benzo(k)fluoranthene 
Benzo(a)pyrene 
Indeno(1.2,3-cd)pyrene 
Dibenz(a,h)anthracene 
Benzo(g,h,i)perylene 

DaimlerChrysler 
PO Box 537933 

Corporation 

Livonia MI 48153-7933 

AS RECEIVED 

JLT 
METHOD 

5 DLIECTION LIMIT UNITS 

N.D. 9. 
N.D. 5. 
N.D. 95. 
N. 3. 47. 
N.D. 5. 
N. D. 5. 
N.D. 9. 
N.D. 9. 
N.D. 5. 
N.D. 5. 
N.D. 9. 
N.D. 24. 
N.D. 5. 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

ilet forming di phenyl amine. 
: r spresents the combined 

N.D. 9. 
N.D. 9. 
N.D. 14. 
N.D. 5. 
N.D. 5. 
N.D. 14. 
N.D. 9. 
N.D. 5. 
N.D. 5. 
N.D. 9. 
N.D. 9. 
N.[ D. 5. 
N.D. 9. 
N.D. 5. 
N.D. 9. 
N.D. 5. 
N.[ ). 5. 
N.D. 5. 
N.D. 5. 
N.D. 5. 
N.D. 5. 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

P.O. N99C403749-A 
Rel. YGQP9900272 

. 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M B E R 

Respectfully Submitted 
Charles J. Neslund, B.S. 
Group Leader. GC/MS SVOA 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 . 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-655-2681 See reverse side for explanation of symbols and abbreviations. 2215 Rev. 3/23/99 
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LLI Sample No. WW 3305540 
Collected: (Tl/ll/OO at 14:00 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOIO Grab Water Sample 
Site Code: SCOOl RFfi i YGQP9900272 
Dayton Thermal/Dayton, OH 
WLOIO SDG#: DCD05-01 

CAT 
NO. ANALYSIS NAME 

TCL SW846 Semi volatiles/Waters 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. 
Rel. 

N99C403749-A 
YGQP9900272 

AS RECEIVED 
METHOD 

RESULTS DETECTION LIMIT UNITS 

The quantitation limits for the GC/MS semivolatile compounds were raised 
due to the high concentration of target compounds. 

The percent recoveries for 4-Chloroaniline were outside QC limits in the 
LCS/LCSD associated with this sample. The analysis was repeated, and the 
QC observed for 4-Chloroaniline met criteria. The data reported here are 
from the initial extraction of the sample. Both sets of data are being 
submitted in the data package. Please refer to the case narrative for 
further details. 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M B E R 

(yijjr^yy 
Respectfully Submitted 
Charles J. Neslund, B.S. 
Group Leader, GC/MS SVOA 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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Where quality is a science. 

LLI Sample No. WW 3305540 
Collected: (Tl/ll/OO at 14:00 by MP 

Submitted: 01/12/00 

WLOOIO Grab Water Sample 
Site Code: SCOOl RF/# YGQP9900272 
Dayton Thermal/Dayton, OH 
WLOIO SDG#: DCD05-01 

Account No: 10160 
DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

CAT 
NO 

6291 

1751 
1848 
7035 
7036 
7046 
7049 
7053 
7055 
7066 
7072 

0259 
5713 

ANALYSIS NAME 

TCL by 8260 (water) 

Chromium 
WW SW846 ICP Digest 
Arsenic TR 
Selenium TR 
Barium TR 
Cadmium TR 
Copper TR 
Lead TR 
Silver TR 
Zinc TR 

Mercury 
WW SW846 Hg Digest 

METHOD 
ANALYSIS 

(tot rec) 

0816 Water Sample Herbicide Extract 
0817 Water Sample Pest. Extraction 
0937 TCL Pesticides in Waters 
1316 AppendixIX Herbicides - Waters 

0813 BNA Water Extraction 
4678 TCL SW846 Semi volatiles/Waters 
4679 TCL SW846 Semi volatiles/Waters 

1123 Cyanide (Reactivity) 

0200 pH 
0430 Flash Point for Liquids 
1121 Reactivity 
1122 Sulfide (Reactivity) 

SW-846 8260B 

SW 
SW 
SW 
SW 
SW 
SW 
SW 
SW 
SW 
SW 

SW 
SW 

SW 
SW 
SW 
SW 

SW 
SW 
SW 

-846 6010B 
846 3005A 
846 6010B 
846 6010B . 
846 6010B 
846 6010B 
846 6010B 
846 6010B 
846 6010B 
846 6010B 

846 7470A 
846 7470A 

846 8151A 
846 3510C 
846 8081A/8082 
846 8151A 

846 3510C 
846 8270C 
846 8270C 

SW-846 9012 

EPA 150.1 
ASTM D 93-90 
SW- 846 Chapter 7.3 
SW-846 9034 

JAL ID DATE AND TIME 

01/16/00 2152 

01/19/00 0813 
01/15/00 1500 
01/19/00 0813 
01/19/00 0813 
01/19/00 0813 
01/19/00 0813 
01/19/00 0813 
01/19/00 0813 
01/19/00 0813 
01/19/00 0813 

01/14/00 1336 
• 01/13/00 2312 

01/13/00 0715 
02/02/00 1330 
02/03/00 1034 
01/20/00 1158 

01/12/00 1545 
01/20/00 1109 
01/20/00 1109 

01/19/00 1148 

01/14/00 2030 
01/14/00 0810 
01/18/00 0815 
01/18/00 0815 

ANALYST 

Ryan V. Nolt 

Brenda A. Weaver 
Christine M. Conlin 
Brenda A. Weaver 
Brenda A. Weaver 
Brenda A. Weaver 
Brenda A. Weaver 
Brenda A. Weaver 
Brenda A. Weaver 
Brenda A. Weaver 
Brenda A. Weaver 

Rosalind D. Ernest 
Nelli S. Markaryan 

Joseph S. Feister 
John M. Becker 
Douglas D. Seitz 
Carolyn J. Koch 

Wanda F. Oswald 
Mark A. Ratcliff 
Mark A. Ratcliff 

Bill L. Hamaker 

Daniel S. Smith 
Catherine L. Cammauf 
Susan E. Hibner 
Susan E. Hibner 

M E M B E R 
Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 Lancaster Laboratories is a subsidiary of Themio TerraTech Inc., a Thermo Electron Company. 
717-656-2300 Fax: 717-555-2581 See reverse side for explanation of symbols and abbreviations. 2215 Rev. 3/23/99 
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LLI Sample No. 3305540 

WLOOIO Grab Water Sample 
Site Code: SCOOl RFt4 YGQP9900272 
Dayton Thermal/Dayton, OH 

Group No. 698882 
DaimlerChrysler Corporation 

SAMPLE 
MDL 

SAMPLE 
UNITS BLANK 

DUP MS LCS LCS LCS LIMITS 
RPD MS MSD , RPD LCS DUP RPD LOW HIGH 

6291 TCL by 8260 (water) 

5385 Chloromethane 
15. ug/1 

5387 Bromomethane 
15. ug/1 

5386 Vinyl Chloride 
10. ug/1 

5388 Chloroethane 
15. ug/1 

5391 Methylene Chloride 
10. ug/1 

6302 Acetone 
30. ug/1 

6303 Carbon Disulfide 
15. ug/1 

5390 1,1-Dichloroethene 
5. ug/1 

5393 1.1-Dichloroethane 
10. ug/1 

5396 Chloroform 
5. ug/1 

5402 1,2-Dichloroethane 
10. ug/1 

6305 2-Butanone 
15. ug/1 

5398 1,1,1-Trichloroethane 
5. ug/1 

5399 Carbon Tetrachloride 
5. ug/1 

5406 Bromodichloromethane 
5. ug/1 

5421 1,1,2,2-Tetrachloroethane 
10. ug/1 

5404 1,2-Dichloropropane 
5. ug/1 

6306 trans-1,3-Dichloropropene 
5. ug/1 

5403 Trichloroethene 
5. ug/1 

5411 Dibromochloromethane 
10. ug/1 

5408 1,1,2-Trichloroethane 
10. ug/1 

5401 Benzene 
5. ug/1 

6307 cis-1,3-Dichloropropene 
5. ug/1 

Batch: K000161AA 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

102 

90 

91 

99 

113 

134 

99 

126 

112 

111 

111 

137 

117 

117 

108 

123 

109 

107 

113 

104 

113 

111 

107 

85 

86 

87 

90 

108 

108 

102 

105 

109 

112 

122 

114 

119 

117 

112 

105 

106 

102 

115 

107 

106 

106 

104 

80 

84 

84 

87 

104 

107 

98 

103 

106 

108 

119 

110 

114 

111 

108 

106 

105 

96 

114 

106 

107 

102 

100 

6 

2 

3 

4 

3 

0 

4 

2 

3 

4 

2 

3 

4 

5 

3 

1 

1 

5 

1 

1 

1 

4 

4 

57 

17 

63 

24 

84 

64 

70 

85 

86 

86 

81 

65 

82 

81 

86 

65 

86 

83 

89 

80 

86 

88 

83 

143 

129 

140 

133 

127 

126 

118 

135 

128 

125 

130 

139 

131 

129 

120 

133 

122 

119 

128 

122 

121 

125 

120 

Lancaster Laboratories 
M E M B E R ^''^^ ' ^^^ Holland Pike 

PO Box 12425 
^ ^ ^ © S ^ W^ Lancaster, PA 17505-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

717-656-2300 Fax:717-556-2681 See reverse side for explanation of symbols and abbreviations. 2215 Rev. 3/23/99 
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LLI Sample No. 3305540 

WLOOIO Grab Water Sample 
Site Code: SCOOl RFf4 YGQP9900272 
Dayton Thermal/Dayton, OH 

Group No. 698882 
DaimlerChrysler Corporation 

SAMPLE 
MDL 

SAMPLE 
UNITS 

5419 Bromoform 
5. ug/1 

6308 4-Methyl-2-pentanone 
25. ug/1 

6309 2-Hexanone 
35. ug/1 

5409 Tetrachloroethene 
5. ug/1 

5407 Toluene 
10. ug/1 

5413 Chlorobenzene 
5. ug/1 

5415 Ethyl benzene 
10. ug/1 

5418 Styrene 
5. ug/1 

6310 Xylene (Total) 
5. ug/1 

5392 trans-1,2-Dichloroethene 
10. ug/1 

5395 cis-1,2-Dichloroethene 
10. ug/1 

1751 Chromium 
0.0098 mg/1 

7035 Arsenic TR 
0.0050 mg/1 

7036 Selenium TR 
0.0044 mg/1 

7046 Barium TR 
0.00049 mg/1 

7049 Cadmium TR 
0.00081 mg/1 

7053 Copper TR 
0.0029 mg/1 

7055 Lead TR 
0.0079 mg/1 

7066 Silver TR 
0.0017 mg/1 

7072 Zinc TR 
0.0030 mg/1 

0259 Mercury 
0.00010 mg/1 

0937 TCL Pesticides in Waters 

BLANK 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
Batch: 000151848005 

N.D. 
Batch: 000151848005 

N.D. 
Batch: 000151848005 

N.D. 
Batch: 000151848005 

N.D. 
Batch: 000151848005 

N.D. 
Batch: 000151848005 

N.D. 
Batch: 000151848005 

N.D. 
Batch: 000151848005 

N.D. 
Batch: 000151848005 

0.0031 J mg/1 
Batch: 000135713004 

N.D. 

Batch: 000320009A 

DUP 
RPD 

0 (1) 

0 (1) 

0 (1) 

2 

0 (1) 

0 (1) 

0 (1) 

0 (1) 

0 (1) 

0 (1) 

MS 

100 

134 

141 

106 

112 

104 

115 

105 

119 

114 

110 

108 

101 

102 

102 

101 

104 

104 

100 

103 

109 

H 

104 

101 

101 

101 

100 

102 

103 

100 

102 

93 

MS 
RPD 

3 

0 

1 

16 

LCS 

108 

114 

109 

115 

101 

100 

102 

97 

103 

103 

105 

106 

100 

100 

100 

102 

100 

102 

99 

103 

103 

LCS 
DUP 

104 

114 

108 

115 

97 

97 

98 

94 

98 

101 

102 

LCS 
RPD 

3 

1 

2 

0 

3 

2 

4 

3 

4 

2 

3 

LCS LIMITS 
LOW HIGH 

65 

72 

64 

78 

89 

91 

91 

92 

92 

85 

89 

80 

80 

80 

80 

80 

80 

80 

80 

80 

80 

128 

131 

131 

144 

121 

120 

122 

120 

123 

130 

125 

120 

120 

120 

120 

120 

120 

120 

120 

120 

120 

1600 Alpha BHC 
0.038 ug/1 

1601 Beta BHC 
0.038 ug/1 

0.0032 J ug/1 

N.D. 

129 

127 

118 

118 

9 

7 

49 

64 

151 

122 

(1) The result for one or both determinations was less than f ive times the LOQ. 

Lancaster Laboratories 
M E M B E R •^''^^ '^^^ Holland Pike 

PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company 
717-656-2300 Fax:717-555-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



QUALITY CONTROL REPORT 

Where quality is a science. 

Page: 13 of 18 

LLI Sample No. 3305540 

WLOOIO Grab Water Sample 
Site Code: SCOOl RF/^ YGQP9900272 
Dayton Thermal/Dayton, OH 

Group No. 698882 
DaimlerChrysler Corporation 

SAMPLE SAMPLE 
MDL UNITS 

1603 Delta BHC 
0.11 ug/1 

1602 Gamma BHC - Lindane 
0.038 ug/1 

1604 Heptachlor 
0.038 ug/1 

1605 Aldrin 
0.038 ug/1 

1606 Heptachlor Epoxide 
0.038 ug/1 

1616 Endosulfan I 
0.038 ug/1 

1610 Dieldrin 
0.076 ug/1 

1607 DDE 
0.076 ug/1 

1611 Endrin 
0.076 ug/1 

1615 Endosulfan II 
0.076 ug/1 

1608 DDD 
0.076 ug/1 

1617 Endosulfan Sulfate 
0.076 ug/1 

1609 DDT 
0.076 ug/1 

0938 Endrin Ketone 
0.076 ug/1 

1860 Methoxychlor 
0.38 ug/1 

1361 Alpha Chlordane 
0.038 ug/1 

1362 Gamma Chlordane 
0.038 ug/1 

1613 Toxaphene 
5.7 ug/1 

1618 Endrin Aldehyde 
0.076 ug/1 

1619 PCB-1016 
1.9 ug/1 

1620 PCB-1221 
1.9 ug/1 

1621 PCB-1232 
1.9 ug/1 

1622 PCB-1242 
1.9 ug/1 

1623 PCB-1248 
1.9 ug/1 

1624 PCB-1254 
1.9 ug/1 

BL 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

DUP 
RPD MS MSD 

MS 
RPD LCS 

158 

135 

106 

83 

127 

111 

110 

102 

139 

121 

162 

145 

160 

146 

203 

116 

100 

LCS 
DUP 

146 

124 

97 

76 

118 

99 

102 

94 

128 

112 

149 

135 

147 

135 

191 

107 

93 

LCS 
RPD 

8 

8 

9 

9 

8 

11 

8 

8 

8 

8 

8 

7 

8 

8 

6 

8 

8 

LCS LIMITS 
LOW HIGH 

64 

57 

38 

42 

52 

37 

50 

46 

68 

42 

60 

67 

34 

74 

72 

70 

60 

132 

143 

129 

112 

136 

146 

145 

140 

156 

143 

134 

132 

162 

115 

160 

117 

107 

92 69 29 52 142 

Lancaster Laboratories 
M E M B E R ^''25 ̂ ^ ^ Holland Pike 

PO Box 12425 
l l ^ ^ # « ^ I ® Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Themio TerraTech Inc., a Themio Electron Company. 

717-555-2300 Fax: 717-655-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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LLI Sample No. 3305540 

WLOOIO Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900272 
Dayton Thermal/Dayton, OH 

Group No. 698882 
DaimlerChrysler Corporation 

SAMPLE 
MDL 

SAMPLE 
UNITS BLANK 

DUP 
RPD MS MSD 

=MS LCS LCS LCS LIMITS 
RPD LCS DUP RPD LOW HIGH 

1626 PCB-1260 
1.9 ug/1 N.D. 

1316 AppendixIX Herbicides 

0288 2,4-D 
0.095 ug/1 

1314 Dinoseb 
0.048 ug/1 

0289 2,4,5-TP 
0.0095 ug/1 

1315 2,4,5-T 
0.0095 ug/1 

• Waters 

4678 TCL SW846 Semi volatiles/Waters 

Batch: 000120012A 

N.D. 

N.D. 

N.D. 

N.D. 

Batch: 00012WAD026 

3925 Phenol 
5. ug/1 N.D. 

3936 bis(2-Chloroethyl)ether 
5. ug/1 N.D. 

3924 2-Chlorophenol 
5. ug/1 N.D. 

3937 1,3-Dichlorobenzene 
5. ug/1 N.D. 

3938 1,4-Dichlorobenzene 
5. ug/1 N.D. 

3939 1,2-Dichlorobenzene 
5. ug/1 N.D. 

4680 2-Methylphenol 
5. ug/1 N.D. 

4681 2,2'-oxybi s(1-Chloropropane) 
5. ug/1 N.D. 

4682 4-Methylphenol 
14. ug/1 N.D. 

3942 N-Nitroso-di-n-propylamine 
5. ug/1 N.D. 

3941 Hexachloroethane 
5. ug/1 N.D. 

3943 Nitrobenzene 
5. ug/1 N.D. 

3944 Isophorone 
5. ug/1 N.D. 

3926 2-Nitrophenol 
5. ug/1 N.D. 

3927 2,4-Dimethylphenol 
5. ug/1 N.D. 

3945 bis(2-Chloroethoxy)methane 
5. ug/1 N.D. 

3928 2,4-Dichlorophenol 
5. ug/1 N.D. 

94 

38 

98 

96 

95 

37 

97 

95 

1 

3 

1 

1 

36 

14 

33 

59 

168 

108 

161 

156 

49 

106 

102 

78 

77 

81 

97 

126 

92 

108 

77 

101 

99 

101 

97 

96 

98 

52 

103 

102 

80 

79 

83 

97 

122 

92 

102 

81 

101 

97 

101 

98 

96 

97 

7 

3 

1 

4 

3 

2 

1 

4 

1 

6 

5 

0 

2 

0 

1 

0 

1 

51 

103 

101 

72 

74 

77 

95 

121 

90 

104 

73 

99 

96 

101 

97 

94 

98 

56 

100 

101 

80 

81 

82 

95 

116 

90 

100 

82 

100 

98 

105 

98 

95 

100 

10 

3 

0 

11 

9 

7 

0 

4 

0 

5 

12 

1 

2 

4 

1 

1 

2 

29 

61 

61 

43 

39 

48 

50 

54 

47 

52 

25 

58 

66 

61 

62 

57 

57 

64 

12? 

123 

104 

109 

111 

117 

149 

112 

141 

96 

126 

123 

133 

124 

125 

12? 

Lancaster Laboratories 
2425 New Holland Pike 
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LLI Sample No. 3305540 

WLOOIO Grab Water Sample 
Site Code: SCOOl R F M YGQP9900272 
Dayton Thermal/Dayton, OH 

SAMPLE 
MDL 

SAMPLE 
UNITS BLANK 

3946 1,2,4-Trichlorobenzene 
5. ug/1 

3947 Naphthalene 
47. ug/1 

3871 4-Chloroaniline 
5. ug/1 

3948 Hexachlorobutadiene 
9. ug/1 

3929 4-Chloro-3-methyl phenol 
5. ug/1 

3905 2-Methylnaphthalene 
5. ug/1 

3949 Hexachlorocyclopentadiene 
24. ug/1 

3930 2,4,6-Trichlorophenol 
9. ug/1 

3922 2,4,5-Trichlorophenol 
9. ug/1 

3950 2-Chloronaphthalene 
5. ug/1 

3907 2-Nitroamline 
9. ug/1 

3952 Dimethylphthalate 
9. ug/1 

3951 Acenaphthylene 
5. ug/1 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

4679 TCL SW846 Semi volatiles/Waters Batch: 00012WAD026 

3908 3-Nitroaniline 
9. ug/1 

3954 Acenaphthene 
5. ug/1 

3931 2,4-Dinitrophenol 
95. ug/1 

3932 4-Nitrophenol 
47. ug/1 

3879 Dibenzofuran 
5. ug/1 

3955 2,4-Dinitrotoluene 
5. ug/1 

3953 2,6-Dinitrotoluene 
9. ug/1 

3958 Diethylphthalate 
9. ug/1 

3957 4-Chlorophenyl-phenylether 
5. ug/1 

3956 Fluorene 
5. ug/1 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

Group No. 698882 
DaimlerChrysler Corporation 

DUP 
RPD MS 

78 

88 

29 

71 

101 

86 

70 

103 

95 

94 

93 

79 

94 

MS 
MSD : RPD 

84 

90 

8 

3 

41 35 

80 12 

102 

91 

74 

99 

94 

95 

95 

1 

6 

6 

4 

1 

1 

2 

55 36 

96 2 

LCS 

74 

84 

24 

67 

100 

82 

65 

102 

93 

89 

96 

82 

93 

/LCS 
DUP 

87 

92 

23 

84 

100 

92 

79 

105 

98 

97 

92 

54 

94 

LCS 
RPD 

16 

10 

5 

23 

0 

12 

20 

3 

6 

8 

4 

42 

2 

LCS 
LOW 

47 

57 

30 

19 

63 

42 

6 

57 

61 

60 

49 

1 

62 

LIMITS 
HIGH 

107 

113 

123 

95 

128 

131 

89 

134 

131 

116 

131 

103 

113 

36 

96 

85 

51 

98 

102 

100 

97 

101 

102 

38 

98 

39 

40 

97 

106 

99 

88 

100 

103 

4 

2 

74 

24 

1 

4 

1 

9 

1 

1 

30 

96 

93 

55 

96 

103 

99 

99 

99 

100 

27 

98 

89 

55 

96 

103 

97 

87 

104 

102 

10 

2 

4 

1 

0 

0 

1 

13 

5 

2 

26 

60 

18 

20 

71 

62 

68 

18 

60 

62 

141 

117 

135 

79 

113 

129 

126 

120 

121 

127 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster. PA 17605-2425 
717-655-2300 Fax: 717-656-2531 See reverse side for explanation of symbols and abbreviations. 
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LLI Sample No. 3305540 

WLOOIO Grab Water Sample 
Site Code: SCOOl RFfi i YGQP9900272 
Dayton Thermal/Dayton, OH 

Group No. 698882 
DaimlerChrysler Corporation 

SAMPLE SAMPLE 
MDL UNITS 

3909 4-Nitroaniline 
9. ug/1 

3933 4,6-Dinitro-2-methylphenol 
24. ug/1 

3960 N-Nitrosodiphenyl amine 
5. ug/1 

3961 4-Bromophenyl-phenylether 
9. ug/1 

3962 Hexachlorobenzene 
9. ug/1 

3934 Pentachlorophenol 
14. ug/1 

3963 Phenanthrene 
5. ug/1 

3964 Anthracene 
5. ug/1 

4684 Carbazole 
14. ug/1 

3965 Di-n-butylphthalate 
9. ug/1 

3966 Fluoranthene 
5. ug/1 

3967 Pyrene 
5. ug/1 

3969 Butyl benzylphthalate 
9. ug/1 

3972 3,3•-Di chlorobenzi di he 
9. ug/1 

3970 Benzo(a)anthracene 
5. ug/1 

3973 bis(2-Ethylhexyl)phthalate 
9. ug/1 

3971 Chrysene 
5. ug/1 

3974 Di-n-octylphthal ate 
9. ug/1 

3975 Benzo(b)fluoranthene 
5. ug/1 

3976 Benzo(k)fluoranthene 
5. ug/1 

3977 Benzo(a)pyrene 
5. ug/1 

3978 Indeno(1.2,3-cd)pyrene 
5. ug/1 

3979 Dibenz(a.h)anthracene 
5. ug/1 

3980 Benzo(g,h,i)perylene 
5. ug/1 

1123 Cyanide (Reactivity) 
100. mg/kg 

BLANK 

N.D. 

N.D. 

N.D. 

N.D. 

N.D, 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
Batch: 00019104101 

N.D. 

DUP 
RPD MS 

89 

93 

104 

101 

105 

78 

103 

102 

107 

106 

106 

100 

104 

44 

99 

103 

102 

102 

94 

102 

104 

100 

105 

101 

24 

K 

93 

68 

96 

98 

102 

70 

101 

100 

106 

103 

104 

97 

101 

38 

101 

102 

100 

98 

94 

100 

104 

102 

104 

102 

26 

. MS LCS LCS LCS LIMITS 
! RPD LCS DUP RPD LOW HIGH 

4 

31 

7 

3 

2 

11 

2 

2 

1 

2 

1 

3 

3 

15 

2 

0 

1 

4 

0 

2 

0 

2 

0 

1 

10 

86 

91 

98 

95 

100 

80 

99 

100 

105 

102 

103 

94 

98 

39 

97 

98 

97 

101 

94 

100 

102 

98 

101 

99 

101 

87 

98 

102 

99 

103 

84 

103 

103 

103 

105 

103 

104 

104 

35 

99 

104 

100 

105 

91 

101 

100 

96 

100 

94 

1 

8 

4 

4 

3 

4 

4 

3 

2 

3 

0 

9 

6 

9 

1 

7 

2 

4 

2 

1 

2 

3 

0 

5 

69 

31 

61 

65 

59 

36 

69 

67 

78 

58 

66 

63 

43 

15 

67 

64 

67 

68 

64 

68 

68 

65 

66 

66 

88 

121 

150 

125 

123 

129 

135 

121 

121 

115 

125 

124 

125 

126 

140 

120 

129 

121 

138 

120 

124 

124 

129 

128 

128 

121 
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LLI Sample No. 3305540 

WLOOIO Grab Water Sample 
Site Code: SCOOl RF/Mt YGQP9900272 
Dayton Thermal/Dayton, OH 

Group No. 698882 
DaimlerChrysler Corporation 

SAMPLE SAMPLE 
MDL UNITS 

0200 pH 
0.010 

0430 Flash Point for Liquids 
Degrees F 

1121 Reactivity 
see below 

1122 Sulfide (Reactivity) 
39. mg/kg 

BLANK 

Batch: 000140237020000A 

Batch: 000140286043000A 

Batch: 000180416112100A 

Batch: 000180416112100A 
N.D. 

DUP 
RPD 

0 

0 (1) 

MS MSD 

62 75 

MS : 
RPD 

18 

LCS 

100 

98 

90 

LCS 
DUP 

100 

99 

LCS 
RPD 

0 

1 

LCS LIMITS 
LOW HIGH 

98 102 

97 103 

80 120 

(1) The result for one or both determinations was less than five times the LOQ. 

Lancaster Laboratories 
M E M B E R ^''25 '^^^ Holland Pike 

PO Box 12425 
f W ^ ^ ^ ^ §M Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Themio TerraTech inc., a Thermo Electron Company. 
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LLI Sample No. 3305540 

WLOOIO Grab Water Sample 
Site Code: SCOOl RFf4 YGQP9900272 
Dayton Thermal/Dayton, OH 

Group No. 698882 
DaimlerChrysler Corporation 

SURROGATE SUhtlARY 

TRIAL ID SURROGATE RECOVERY X 

0937 TCL Pesticides in Waters 

1316 AppendixIX Herbicides - Waters 

4678 TCL SW&46 Semivolatiles/Waters 

4679 TCL SW846 Semi volatiles/Waters 

6291 TCL by 8260 (water) 

TCX 
DCB 

DCAA 

2-Flphenol 
Phenol-d6 
2,4,6-TBP 

Nitrobz-d5 
2-Fbiphnyl 
Tphenyldl4 

DBFM 
d4-l,2-DCA 
d8-toluene 
4-BFB 

91 
93 

128 

71 
53 
95 

119 
101 
111 

106 
100 
97 
106 

SURROGATE LIMITS 
LOW HIGH 

36 
19 

37 

15 
9 
32 

55 
57 
42 

86 
80 
88 
86 

121 
153 

151 

113 
77 
157 

130 
117 
139 

118 
120 
110 
115 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 L,3ncaster Laboratories is a subsidiary of Themio TerraTech Inc., a Thermo Electron Company. 

^ 1 717-656-2300 Fax:717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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Where quality is a science. 
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Page: 1 of 16 

LLI Sample No. WW 3305541 
Collected: Ol/ll/OO at 14:20 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOll Grab Water Sample 
Site Code: SCOOl RF/^ YGQP9900272 
Dayton Thermal/Dayton, OH 
WLOOl SDG#: DCD05-02 

Account No: 10150 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. N99C403749-A 
Rel. YGQP9900272 

CAT 
NO. 

6291 
1751 
7035 
7036 
7046 
7049 
7053 
7055 
7066 
7072 
0259 
0937 
1316 
4678 
4679 
1123 
0200 
0430 

0496 

1121 

ANALYSIS NAME 

TCL by 8260 (water) 
Chromium 
Arsenic TR 
Selenium TR 
Barium TR 
Cadmium TR 
Copper TR 
Lead TR 
Silver TR 
Zinc TR 
Mercury 
TCL Pesticides in Waters 
AppendixIX Herbicides - Waters 
TCL SW846 Semi volatiles/Waters 
TCL SW846 Semi volatiles/Waters 
Cyanide (Reactivity) 

pH 
Flash Point for Liquids 
No flash observed below 150F. 
Test flame extinguished at 112F. 
Flash point was determined using 
Corrosivity 

AS RECEIVED 

RESULTS 

0.0275 J 
N.D. 
N.D. 
0.0468 
0.0031 
0.0241 
0.127 
N.D. 
5.74 
0.00012J 

N.D. 
10.6 

No Flash Observed 

METHOD 
DETECTION LIMIT UNITS 

0.0098 
0.0050 
0.0044 
0.00049 
0.00081 
0.0029 
0.0079 
0.0017 
0.0030 
0.00010 

100. 
0.010 

See Page 
mg/1 
mg/1 
mg/1 
mg/1 
mg/1 
mg/1 
mg/1 
mg/1 
mg/1 
mg/1 
See Page 
See Page 
See Page 
See Page 
mg/kg 

Degrees F 

Pensky Martens closed cup apparatus. 
See Below 1.0 See Below 

2 

3 
5 
6 
7 

1122 

Corrosivity: 
The pH of the sample was 10.57 indicating that the sample is not corrosive. 
A waste is corrosive if it exhibits a pH equal to or less than 2 
or equal to or greater than 12.5. 
Reactivity See Below See Below 
Reactivity: 
The sample was extracted by the interim method described in SW 846, 
Chapter 7.3. This solution was analyzed for cyanide and sulfide. 
This waste is not considered reactive and hazardous because it does 
not generate a quantity of hydrogen cyanide exceeding 250 mg/kg or 
hydrogen sulfide exceeding 500 mg/kg. These interim threshold limits were 
established by the Solid Waste Branch of EPA, July, 1992. These results 
do not reflect total cyanide or total sulfide. 
Sulfide (Reactivity) N.D. 39. mg/kg 

Additional sample volume received on 02/01/00 for PCBs/Pests. 

1 COPY TO Leggette, Brashears & Graham ATTN: Mr. Ken Vogel 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 
11:36:33 D 0001 4 140214 698882 
320 0.00 00156100 ASROOO 

M E M B E R 

Respectfully Submitted 
Duane A. Luckenbill, B.S. 
Group Leader. GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-556-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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LLI Sample No. WW 3305541 
Collected: 01/11/00 at 14:20 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOll Grab Water Sample 
Site Code: SCOOl RFf4 YGQP9900272 
Dayton Thermal/Dayton. OH 
WLOOl SDG#: DCD05-02 

CAT 
NO. ANALYSIS NAME 

TCL by 8260 (water) 

5385 Chloromethane 
5387 Bromomethane 
5386 Vinyl Chloride 
5388 Chloroethane 
5391 Methylene Chloride 
6302 Acetone 
6303 Carbon Disulfide 
5390 1,1-Dichloroethene 
5393 1,1-Dichloroethane 
5396 Chloroform 
5402 1.2-Dichloroethane 
6305 2-Butanone 
5398 1,1.1-Trichloroethane 
5399 Carbon Tetrachloride 
5406 Bromodichloromethane 
5421 1,1,2.2-Tetrachloroethane 
5404 1.2-Dichloropropane 
6306 trans-1,3-Dichloropropene 
5403 Trichloroethene 
5411 Dibromochloromethane 
5408 1,1,2-Trichloroethane 
5401 Benzene 
6307 cis-1,3-Dichloropropene 
5419 Bromoform 
6308 4-Methyl-2-pentanone 
6309 2-Hexanone 
5409 Tetrachloroethene 
5407 Toluene 
5413 Chlorobenzene 
5415 Ethyl benzene 
5418 Styrene 
6310 Xylene (Total) 
5392 trans-1,2-Dichl oroethene 
5395 cis-1,2-Dichloroethene 

Sufficient sample volume was not avail 
analysis. However, a MS was performed, 
performed to demonstrate precision and 

Account No: lOlbO 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

AS RECEIVED 

RESULTS 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

320. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

76. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
3. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

80. 
10. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
3. 
N.D. 
N.D. 

METHOD 
DLIECTION LIMIT UNITS 

3. 
3. 
2. 
3. 
2. 
6. 
3. 
1. 
2. 
1. 
2. 
3. 
1. 
1. 
1. 
2. 
1. 
1. 

J 1. 
2. 
2. 
1. 
1. 
1. 
5. 
7. 
1. 
2. 
1. 
2. 
1. 

J 1. 
2. 
2. 

able to perform a MSD for thi 
In addition. 
accuracy at 

a LCS/LCSD was 
a batch level. 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
s 

P.O. N99C403749-A 
Rel. YGQP9900272 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

Respectfully Submitted 
Duane A. Luckenbill, B.S. 
Group Leader. GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



#Lancaster Laboratories 
Where quality is a science. 

Page: 3 of 16 

LLI Sample No. WW 3305541 
Collected: 01/11/00 at 14:20 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOll Grab Water Sample 
Site Code: SCOOl R F M YGQP9900272 
Dayton Thermal/Dayton, OH 
WLOOl SDG#: DCD05-02 

CAT 
NO. ANALYSIS NAME 

TCL Pesticides in Waters 

1600 
1601 
1603 
1602 
1604 
1605 
1606 
1616 
1610 
1607 
1611 
1615 
1608 
1617 
1609 
0938 
1860 
1361 
1362 
1613 
1618 
1619 
1620 
1621 
1622 
1623 
1624 
1626 

Alpha BHC 
Beta BHC 
Delta BHC 
Ganma BHC - Lindane 
Heptachlor 
Aldrin 
Heptachlor Epoxide 
Endosulfan I 
Dieldrin 
DDE 
Endrin 
Endosulfan II 
DDD 
Endosulfan Sulfate 
DDT 
Endrin Ketone 
Methoxychlor 
Alpha Chlordane 
Garmia Chlordane 
Toxaphene 
Endrin Aldehyde 
PCB-1016 
PCB-1221 
PCB-1232 
PCB-1242 
PCB-1248 
PCB-1254 
PCB-1260 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. N99C403749-A 
Rel. YGQP9900272 

RESULTS 

N.D. 
N.D. 
N.D. 
0.0078 
N.D. 
N.D. 
0.0134 
0.0416 
N.D. 
0.038 
0.0131 
0.0099 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
0.0072 
N.D. 
N.D. 
0.0179 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

AS RECEIVED 
METHOD 

DETECTION LIMIT UNITS 

0.0019 
0.0019 
0.0056 
0.0019 
0.0019 
0.0019 
0.0019 
0.0019 
0.0039 
0.0039 
0.0039 
0.0039 
0.0039 
0.0039 
0.0039 
0.0039 
0.019 
0.0019 
0.0019 
0.29 
0.0039 
0.096 
0.096 
0.096 
0.096 
0.096 
0.096 
0.096 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M B E R 

Respectfully Submitted 
Jenifer E. Hess, B.S. 
Group Leader Pesticides/PCBs 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-655-2581 See reverse side for explanation of symbols and abbreviations. 2215 Rev. 3/23/99 



#Lancaster Laboratories 
Where quality i 

Page: 4 of 16 

• IS a science. 

LLI Sample No. WW 3305541 
Collected: 01/11/00 at 14:20 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOll Grab Water Sample 
Site Code: SCOOl R F M YGQP9900272 
Dayton Thermal/Dayton, OH 
WLOOl SDG#: DCD05-02 

CAT 
NO. ANALYSIS NAME 

TCL Pesticides in Waters 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. N99C403749-A 
Rel. YGQP9900272 

RESULTS 

AS RECEIVED 
METHOD 

DETECTION LIMIT UNITS 

The blank associated with this sample contained alpha-BHC at 0.003ug/l. 
This was not detected in the sample. 

The LCS/LCSD had recoveries above the QC limits for beta-BHC, delta-BHC, 
alpha chlordane, DDD, Methoxychlor, Endosulfan sulfate, and Endrin ketone. 
None of these components were detected above the LOQ in the sample. 

The blank, LCS/LCSD for this sample were injected in a bracket with eleven 
sample injections and with high response for DDD and Methoxychlor. These 
components were not found in the sample. 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M B E R 

Respectfully Submitted 
Jenifer E, Hess. B.S. 
Group Leader Pesticides/PCBs 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-556-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



#Lancaster Laboratories 
Where quality is a science. 

Page: 5 of 16 

LLI Sample No. WW 3305541 
Collected: (51/11/00 at 14:20 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOll Grab Water Sample 
Site Code: SCOOl RF/# YGQP9900272 
Dayton Thermal/Dayton, OH 
WLOOl SDG#: DCD05-02 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. N99C403749-A 
Rel. YGQP9900272 

CAT 
NO. ANALYSIS NAME 

AppendixIX Herbicides - Waters 

0288 
1314 
0289 
1315 

2.4-D 
Di noseb 
2.4,5-TP 
2,4,5-T 

RESULTS 

0.67 
N.D. 
0.065 
N.D. 

AS RECEIVED 
METHOD 

DETECTION LIMIT UNITS 

0.095 
0.047 
0.0095 
0.080 

ug/1 
ug/1 
ug/1 
ug/1 

A disparity of >40^ between the primary and confirmatory analysis occurred. 
Due to suspected interference, the lower result was reported for 2,4-D and 
2.4.5-TP. 

The X difference value for 2.4.5-T was outside the 15* criteria on the "A" 
column. Since the X difference value was low and 2,4,5-T was detected on 
the "B" column, the MDL and LOQ was raised above the detection amount found 
on the "B" column. 

Sufficient sample volume was not available to perform a MS/MSD for this 
analysis. Therefore, a LCS/LCSD was performed to demonstrate precision and 
accuracy at a batch level. 

The surrogate data is outside the QC limits due to unresolvable matrix 
problems evident in the sample chromatogram. 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M B E R 

Respectfully Submitted 
Jenifer E. Hess. B.S. 
Group Leader Pesticides/PCBs 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-656-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



#Lancaster Laboratories 
Where quality is a science. 

Page: 6 of 16 

LLI Sample No. WW 3305541 
Collected: 01/11/00 at 14:20 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOll Grab Water Sample 
Site Code: SCOOl RFy^ YGQP9900272 
Dayton Thermal/Dayton, OH 
WLOOl SDG#: DCD05-02 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. N99C403749-A 
Rel. YGQP9900272 

CAT 
NO. 

3925 
3936 
3924 
3937 
3938 
3939 
4680 
4681 
4682 

3942 
3941 
3943 
3944 
3926 
3927 
3945 
3928 
3946 
3947 
3871 
3948 
3929 
3905 
3949 
3930 
3922 
3950 
3907 
3952 
3951 

ANALYSIS NAME 

346 Semi vol atiles/Waters 

Phenol 
bis(2-Chloroethyl)ether 
2-Chlorophenol 
1,3 -Di chlorobenzene 
1,4-Dichlorobenzene 
1,2-Dichlorobenzene 
2-Methylphenol 
2,2' -oxybisd-Chloropropane) 
4-Methylphenol 

AS RECEIVED 

RESULTS 

1,100. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

3. 
N.D. 

750. 

METHOD 
DETECTION LIMIT UNITS 

J 

10. 

28 
3-Methylphenol and 4-methylphenol cannot be resolved under the 
chromatographic conditions used for sample a n a l y s i s . The 
for 4-methylphenol represents the combined total of both 
N-Nitroso-di-n-propylamine 
Hexachloroethane 
Nitrobenzene 
Isophorone 
2-Nitrophenol 
2,4-Dimethylphenol 
bi s(2•Chloroethoxy)methane 
2,4-Dichlorophenol 
1,2.4-Trichlorobenzene 
Naphthalene 
4-Chloroaniline 
Hexachlorobutadi ene 
4-Chlore-3 -met hylphenol 
2-Methylnaphthalene 
Hexachlorocyclopentadi ene 
2.4.6-Trichl orophenol 
2.4,5-Tri chlorophenol 
2-Chloronaphthalene 
2-Nitroaniline 
Dimethylphthal ate 
Acenaphthylene 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

5. 
N.D. 
N.D. 
N.D. 

3. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

J 

J 

result re[ 
compounds 

1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
1. 
2. 
1. 
1. 
5. 
2. 
2. 
1. 
2. 
2. 
1 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

X)rted 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M 

Respectfully Submitted 
Charles J. Neslund. B.S. 
Group Leader. GC/MS SVOA 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-655-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



y/fr w. 
ancaster Laboratories 

Where quality is a science. 
Page: 7 of 16 

LLI Sample No. WW 3305541 
Collected: 01/11/00 at 14:20 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOll Grab Water Sample 
Site Code: SCOOl R E M YGQP9900272 
Dayton Thermal/Dayton. OH 
WLOOl SDG#: DCD05-02 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. N99C403749-A 
Rel. YGQP9900272 

CAT 
NO. 

3908 
3954 
3931 
3932 
3879 
3955 
3953 
3958 
3957 
3956 
3909 
3933 
3960 

3961 
3962 
3934 
3963 
3964 
4684 
3965 
3966 
3967 
3969 
3972 
3970 
3973 
3971 
3974 
3975 
3976 
3977 
3978 
3979 
3980 

ANALYSIS NAME 

(46 Semi vol atiles/Waters 

3-Nitroaniline 
Acenaphthene 
2,4-Oinitrophenol 
4-Nitrophenol 
Dibenzofuran 
2,4-Dinitrotoluene 
2,6-Dinitrotoluene 
Diethylphthal ate 
4-Chlorophenyl-phenylether 
Fluorene 
4-Nitroaniline 
4,6 -Di ni tro•2 -methyl phenol 
N-Nitrosodiphenylamine 
N-nitrosodiphenylamine decomposes in 

AS RECEIVED 

RESULTS 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
2. 

the GC inlet 

METHOD 
DETECTION LIMIT UNITS 

2. 
1 
19 
10 
1 
1 
2 
2 
1 
1 
2 
5 

J 1 
forming diphenyl 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

ami ne. 
The result reported for N-nitrosodiphenylamine represents the combined 
total of both compounds. 
4-Bromophenyl-phenylether 
Hexachl orobenzene 
Pentachlorophenol 
Phenanthrene 
Anthracene 
Carbazole 
Di-n-butylphthalate 
Fluoranthene 
Pyrene 
Butyl benzylphthalate 
3,3'-Di chlorobenzi di ne 
Benzo(a)anthracene 
bis(2-Ethylhexyl)phthalate 
Chrysene 
Di-n-octyl phthalate 
Benzo(b)f1uoranthene 
Benzo(k)f 1 uoranthene 
Benzo(a)pyrene 
Indeno(l,2,3-cd)pyrene 
Dibenz(a,h)anthracene 
Benzo(g,h,i)perylene 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
2. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

2. 
2. 
3. 
1. 
1. 
3. 
2. 
1. 
1. 
2. 
2. 
1. 

J 2. 
1. 
2. 
1. 
1. 
1. 
1. 
1. 
1 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

Respectfully Submitted 
Charles J. Neslund, B.S. 
Group Leader, GC/MS SVOA 

Lancaster Laboratories Is a subsidiary of Themio TerraTech Inc., a Thermo Electron Company 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax; 717-655-2581 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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#Lancaster Laboratories 
Where quality is a science. 

Page: 8 of 16 

LLI Sample No. WW 3305541 
Collected: 01/11/00 at 14:20 by MP 

Submitted: 01/12/00 

WLOOll Grab Water Sample 
Site Code: SCOOl RF/# YGQP9900272 
Dayton Thermal/Dayton, OH 
WLOOl SDG#: DCD05-02 

Account No: 10160 
DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

CAT 
NO 

6291 

1751 
1848 
7035 
7036 
7046 
7049 
7053 
7055 
7066 
7072 

0259 
5713 

0816 
0817 
0937 
1316 

0813 
4678 
4679 

1123 

0200 
0430 
1121 
1122 

ANALYSIS NAME 

TCL by 8260 (water) 

Chromium 
WW SW&46 ICP Digest (tot rec) 
Arsenic TR 
Selenium TR 
Barium TR 
Cadmium TR 
Copper TR 
Lead TR 
Silver TR 
Zinc TR 

Mercury 
WW SW846 Hg Digest 

Water Sample Herbicide Extract 
Water Sample Pest. Extraction 
TCL Pesticides in Waters 
AppendixIX Herbicides - Waters 

BNA Water Extraction 
TCL SW846 Semi volatiles/Waters 
TCL SW846 Semi volatiles/Waters 

Cyanide (Reactivity) 

pH 
Flash Point for Liquids 
Reactivity 
Sulfide (Reactivity) 

METHOD 

SW-&46 8260B 

SW-846 6010B 
SW-846 3005A 
SW-&46 6010B 
SW-846 6010B 
SW-846 6010B 
SW-846 6010B 
SW-846 6010B 
SW-846 6010B 
SW-846 6010B 
SW-846 6010B 

SW-846 7470A 
SW-&46 7470A 

SW-846 8151A 
SW-846 3510C 
SW-&46 8081A/8082 
SW-846 8151A 

SW-846 3510C 
SW-&46 8270C 
SW-846 8270C 

SW-846 9012 

EPA 150.1 
ASTM D 93-90 
SW-846 Chapter 7.3 
SW-846 9034 

ANALYSIS 
TRIAL ID DATE AND TIME 

1 01/16/00 2045 

1 01/19/00 0830 
1 01/15/00 1500 
1 01/19/00 0830 
1 01/19/00 0830 
1 01/19/00 0830 
1 01/19/00 0830 
1 01/19/00 0830 
1 01/19/00 0830 
1 01/19/00 0830 
1 01/19/00 1150 

1 01/14/00 1337 
1 01/13/00 2312 

1 01/13/00 0715 
2 02/02/00 1330 
1 02/03/00 1054 
1 01/20/00 1224 

2 01/18/00 0025 
1 01/20/00 1404 
1 01/20/00 1404 

1 01/19/00 1149 

1 01/14/00 2030 
1 01/14/00 0810 
1 01/18/00 0815 
1 01/18/00 0815 

ANALYST 

Ryan V. Nolt 

Brenda A. Weaver 
Christine M. Conlin 
Brenda A. Weaver 
Brenda A. Weaver 
Brenda A. Weaver 
Brenda A. Weaver 
Brenda A. Weaver 
Brenda A. Weaver 
Brenda A. Weaver 
Jennifer Garrett 

Rosalind D. Ernest 
Nelli S. Markaryan 

Joseph S. Feister 
John M. Becker 
Douglas D. Seitz 
Carolyn J. Koch 

Darin P. Wagner 
Joseph M. Gambler 
Joseph M. Gambler 

Bill L. Hamaker 

Daniel S. Smith 
Catherine L. Caimiauf 
Susan E. Hibner 
Susan E. Hibner 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax: 717-556-2581 See reverse side for explanation of symbols and abbreviations. 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
2215 Rev. 3/23/99 
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LLI Sample No. 3305541 
WLOOll Grab Water Sample 
Site Code: SCOOl RFf4 YGQP9900272 
Dayton Thermal/Dayton, OH 

Group No. 698882 
DaimlerChrysler Corporation 

SAMPLE SAMPLE 
MDL UNITS 

6291 TCL by 8260 (water) 

5385 Chloromethane 
3. ug/1 

5387 Bromomethane 
3. ug/1 

5386 Vinyl Chloride 
2. ug/1 

5388 Chloroethane 
3. ug/1 

5391 Methylene Chloride 
2. ug/1 

6302 Acetone 
6. ug/1 

6303 Carbon Disulfide 
3. ug/1 

5390 1,1-Dichloroethene 
1. ug/1 

5393 1,1-Dichloroethane 
2. ug/1 

5396 Chloroform 
1. ug/1 

5402 1,2-Dichloroethane 
2. ug/1 

3. ug/1 
5398 1,1.1-Trichloroethane 

1. ug/1 

1. ug/1 
5406 Bromodichloromethane 

1. ug/1 
5421 1,1,2,2-Tetrachloroethane 

2. ug/1 
5404 1,2-Dichloropropane 

1. ug/1 
6306 trans-1,3-Dichloropropene 

1. ug/1 
5403 Trichloroethene 

1. ug/1 
5411 Dibromochloromethane 

2. ug/1 
5408 1,1,2-Trichloroethane 

2. ug/1 
5401 Benzene 

1. ug/1 
6307 cis-1,3-Dichloropropene 

1. ug/1 

BLANK 

Batch: K000161AA 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

DUP 
RPD MS 

102 

90 

91 

99 

113 

134 

99 

126 

112 

111 

111 

137 

117 

117 

108 

123 

109 

107 

113 

104 

113 

111 

107 

MS LCS LCS LCS LIMITS 
MSD RPD LCS DUP RPD LOW HIGH 

86 

86 

87 

90 

108 

108 

102 

105 

109 

112 

122 

114 

119 

117 

112 

105 

106 

102 

115 

107 

106 

106 

104 

80 

84 

84 

87 

104 

107 

98 

103 

106 

108 

119 

110 

114 

111 

108 

106 

105 

96 

114 

106 

107 

102 

100 

6 

2 

3 

4 

3 

0 

4 

2 

3 

4 

2 

3 

4 

5 

3 

1 

1 

5 

1 

1 

1 

4 

4 

57 

17 

63 

24 

84 

64 

70 

85 

86 

86 

81 

65 

82 

81 

86 

65 

86 

83 

89 

80 

86 

88 

83 

143 

129 

140 

133 

127 

126 

118 

135 

128 

125 

130 

139 

131 

129 

120 

133 

122 

119 

128 

122 

121 

125 

120 

Lancaster Laboratories 
M E M B E R ^^25 New Holland Pike 

PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Themio TerraTech Inc., a Thermo Electron Company. 
717-655-2300 Fax:717-655-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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LLI Sample No. 3305541 
WLOOll Grab Water Sample 
Site Code: SCOOl RFfii yGQP9900272 
Dayton Thermal/Dayton, OH 

SAMPLE SAMPLE 
MDL UNITS 

5419 Bromoform 
1. ug/1 

6308 4-Methyl-2-pentanone 
5. ug/1 

6309 2-Hexanone 
7. ug/1 

5409 Tetrachloroethene 
1. ug/1 

5407 Toluene 
2. ug/1 

6413 Chlorobenzene 
1. ug/1 

5415 Ethyl benzene 
2. ug/1 

5418 Styrene 
1. ug/1 

6310 Xylene (Total) 
1. ug/1 

5392 trans-1,2-Dichloroethene 
2. ug/1 

5395 cis-1,2-Dichloroethene 
2. ug/1 

1751 Chromium 
0.0098 mg/1 

7035 Arsenic TR 
0.0050 mg/1 

7036 Selenium TR 
0.0044 mg/1 

7046 Barium TR 
0.00049 mg/1 

7049 Cadmium TR 
0.00081 mg/1 

7053 Copper TR 
0.0029 mg/1 

7055 Lead TR 
0.0079 mg/1 

7066 Silver TR 
0.0017 mg/1 

7072 Zinc TR 
0.0030 mg/1 

0259 Mercury 
0.00010 mg/1 

0937 TCL Pesticides in Waters 

1600 Alpha BHC 
0.0019 ug/1 

1601 Beta BHC 
0.0019 ug/1 

BLANK 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
Batch: 000151848005 

N.D. 
Batch: 000151848006 

N.D. 
Batch: 000151848005 

N.D. 
Batch: 000151848005 

N.D. 
Batch: 000151848005 

N.D. 
Batch: 000151848005 

N.D. 
Batch: 000151848005 

N.D. 
Batch: 000151848005 

N.D. 
Batch: 000151848005 

0.0031 J mg/1 
Batch: 000135713004 

N.D. 

Batch: 000320009A 

0.0032 J ug/1 

N.D. 

Group No. 698882 
DaimlerChrysler Corporation 

DUP 
RPD 

0 (1) 

0 (1) 

0 (1) 

2 

0 (1) 

0 (1) 

0 (1) 

0 (1) 

0 (1) 

0 (1) 

MS 

100 

134 

141 

106 

112 

104 

115 

105 

119 

114 

110 

108 

101 

102 

102 

101 

104 

104 

100 

103 

109 

M 

104 

101 

101 

101 

100 

102 

103 

100 

102 

93 

MS LCS LCS LCS LIMITS 
RPD LCS DUP RPD LOW HIGH 

108 

114 

109 

115 

101 

100 

102 

97 

103 

103 

105 

3 106 

1 100 

1 100 

1 100 

1 102 

1 100 

1 102 

0 99 

1 103 

16 103 

104 

114 

108 

115 

97 

97 

98 

94 

98 

101 

102 

3 

1 

2 

0 

3 

2 

4 

3 

4 

2 

3 

65 

72 

64 

78 

89 

91 

91 

92 

92 

85 

89 

80 

80 

80 

80 

80 

80 

80 

80 

80 

80 

128 

131 

131 

144 

121 

120 

122 

120 

123 

130 

125 

120 

120 

120 

120 

120 

120 

120 

120 

120 

120 

129 118 9 49 151 

127 118 7 64 122 

(1) The result for one or both determinations was less than five times the LOQ. 

Lancaster Laboratories 
M E M B E R 2425 New Holland Pike 

PO Box 12425 
s/5a\ ^ ^ ^ i ^ Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thenrio TerraTech Inc., a Thermo Electron Company 

717-656-2300 Fax:717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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LLI Sample No. 3305541 
WLOOll Grab Water Sample 
Site Code: SCOOl RFA^ YGQP9900272 
Dayton Thermal/Dayton, OH 

SAMPLE SAMPLE 
MDL UNITS 

1603 Delta BHC 
0.0056 ug/1 

1602 Gairnia BHC - Lindane 
0.0019 ug/1 

1604 Heptachlor 
0.0019 ug/1 

1605 Aldrin 
0.0019 ug/1 

1606 Heptachlor Epoxide 
0.0019 ug/1 

1616 Endosulfan I 
0.0019 ug/1 

1610 Dieldrin 
0.0039 ug/1 

1607 DDE 
0.0039 ug/1 

1611 Endrin 
0.0039 ug/1 

1615 Endosulfan II 
0.0039 ug/1 

1608 DDD 
0.0039 ug/1 

1617 Endosulfan Sulfate 
0.0039 ug/1 

1609 DDT 
0.0039 ug/1 

0938 Endrin Ketone 
0.0039 ug/1 

1860 Methoxychlor 
0.019 ug/1 

1361 Alpha Chlordane 
0.0019 ug/1 

1362 Ganma Chlordane 
0.0019 ug/1 

1613 Toxaphene 
0.29 ug/1 

1618 Endrin Aldehyde 
0.0039 ug/1 

1619 PCB-1016 
0.096 ug/1 

1620 PCB-1221 
0.096 ug/1 

1621 PCB-1232 
0.096 ug/1 

1622 PCB-1242 
0.096 ug/1 

1623 PCB-1248 
0.096 ug/1 

1624 PCB-1254 
0.096 ug/1 

BL 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

. N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

Group No. 698882 
DaimlerChrysler Corporation 

DUP 
RPD MS MSD 

MS 
RPD LCS 

158 

136 

106 

83 

127 

111 

110 

102 

139 

121 

162 

145 

160 

146 

203 

116 

100 

LCS 
DUP 

146 

124 

97 

76 

118 

99 

102 

94 

128 

112 

149 

135 

147 

135 

191 

107 

93 

LCS 
RPD 

8 

8 

9 

9 

8 

11 

8 

8 

8 

8 

8 

7 

8 

8 

6 

8 

8 

LCS 
LOW 

64 

57 

38 

42 

52 

37 

50 

46 

68 

42 

60 

67 

34 

74 

72 

70 

60 

LIMITS 
HIGH 

132 

143 

129 

112 

136 

146 

145 

140 

156 

143 

134 

132 

162 

115 

160 

117 

107 

92 69 29 52 142 

Lancaster Laboratories 
M E M B E R 2^25 ^^™ Holland Pike 

PO Box 12425 
y ^ Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Themio TerraTech Inc., a Thermo Electron Company 

a 717-656-2300 Fax:717-655-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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LLI Sample No. 3305541 
WLOOll Grab Water Sample 
Site Code: SCOOl RFA# YGQP9900272 
Dayton Thermal/Dayton, OH 

Group No. 698882 
DaimlerChrysler Corporation 

SAMPLE 
MDL 

SAMPLE 
UNITS BLANK 

1626 PCB-1260 
0.096 ug/1 N.D. 

1316 AppendixIX Herbicides - Waters Batch: 000120012A 

0288 2.4-D 
0.095 ug/1 

1314 Dinoseb 
0.047 ug/1 

0289 2.4,5-TP 
0.0095 ug/1 

1315 2.4,5-T 
0.080 ug/1 

j78 TCL SW846 Semi volatiles/Waters 

3925 Phenol 
10. ug/1 

3936 bis(2-Chloroethyl)ether 
1. ug/1 

3924 2-Chlorophenol 
1. ug/1 

3937 1.3-Dichlorobenzene 
1. ug/1 

3938 1.4-Dichlorobenzene 
1. ug/1 

3939 1.2-Dichlorobenzene 
1. ug/1 

4680 2-Methylphenol 
1. ug/1 

4681 2.2'-oxybisd-Chloropropane) 
1. ug/1 

4682 4-Methylphenol 
28. ug/1 

3942 N-Nitroso-di-n-propylamine 
1. ug/1 

3941 Hexachloroethane 
1. ug/1 

3943 Nitrobenzene 
1. ug/1 

3944 Isophorone 
1. ug/1 

3926 2-Nitrophenol 
1. ug/1 

3927 2.4-Dimethylphenol 
1. ug/1 

3945 bis(2-Chloroethoxy)methane 
1. ug/1 

3928 2.4-Dichlorophenol 
1. ug/1 

N.D. 

N.D. 

N.D. 

N.D. 

Batch: 0 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

DUP MS LCS LCS LCS LIMITS 
RPD MS MSD RPD LCS DUP RPD LOW HIGH 

48 

97 

96 

84 

85 

88 

86 

110 

82 

102 

74 

98 

94 

102 

93 

94 

98 

48 

97 

95 

84 

85 

88 

85 

107 

81 

100 

73 

95 

92 

101 

92 

93 

98 

1 

1 

1 

0 

1 

1 

1 

3 

1 

1 

1 

2 

2 

1 

1 

1 

0 

94 

38 

98 

96 

47 

96 

95 

75 

77 

82 

86 

109 

81 

100 

59 

95 

91 

99 

93 

92 

96 

95 

37 

97 

95 

48 

97 

98 

81 

82 

86 

88 

106 

• 82 

100 

64 

95 

91 

101 

95 

93 

98 

1 

3 

1 

1 

1 

1 

3 

7 

6 

5 

2 

3 

2 

0 

8 

0 

1 

3 

2 

2 

2 

36 

14 

33 

59 

29 

61 

61 

43 

39 

48 

50 

54 

47 

52 

25 

58 

66 

61 

62 

57 

57 

168 

108 

161 

156 

64 

122 

123 

104 

109 

111 

117 

149 

112 

141 

96 

126 

123 

133 

124 

125 

122 

Lancaster Laboratories 
M E M B E R 2425 New Holland Pike 

PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
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LLI Sample No. 3305541 
WLOOll GrablJater Sample 
Site Code: SCOOl RFfi i YGQP9900272 
Dayton Thermal/Dayton. OH 

SAMPLE 
MDL 

SAMPLE 
UNITS BLANK 

3946 1.2.4-Trichlorobenzene 
1. ug/1 

3947 Naphthalene 
1. ug/1 

3871 4-Chloroaniline 
1. ug/1 

3948 Hexachlorobutadiene 
2. ug/1 

3929 4-Chloro-3-methylphenol 
1. ug/1 

3905 2-Methylnaphthalene 
1. ug/1 

3949 Hexachlorocyclopentadiene 
5. ug/1 

3930 2,4.6-Trichlorophenol 
2. ug/1 

3922 2.4.5-Trichlorophenol 
2. ug/1 

3950 2-Chloronaphthalene 
1. ug/1 

3907 2-Nitroaniline 
2. ug/1 

3952 Di methylphthalate 
2. ug/1 

3951 Acenaphthylene 
1. ug/1 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

4679 TCL SW846 Semi volatiles/Waters Batch: 00018WAB026 

3908 3-Nitroaniline 
2. ug/1 

3954 Acenaphthene 
1. ug/1 

3931 2.4-Dinitrophenol 
19. ug/1 

3932 4-Nitrophenol 
10. ug/1 

3879 Dibenzofuran 
1. ug/1 

3955 2,4-Dinitrotoluene 
1. ug/1 

3953 2,6-Dinitrotoluene 
2. ug/1 

3958 Diethylphthalate 
2. ug/1 

3957 4-Chlorophenyl-phenylether 
1. ug/1 

3956 Fl uorene 
1. ug/1 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

Group No. 698882 
DaimlerChrysler Corporation 

DUP 
RPD MS 

89 

93 

15 

65 

97 

92 

69 

103 

102 

94 

100 

26 

91 

33 

92 

89 

52 

94 

101 

104 

65 

96 

94 

MS 
MSD RPD 

89 

91 

0 

2 

22 37 

65 

97 

89 

68 

104 

104 

93 

101 

27 

91 

0 

0 

3 

2 

1 

1 

1 

1 

5 

0 

38 13 

92 

89 

52 

95 

100 

105 

66 

97 

94 

1 

0 

0 

0 

1 

0 

1 

1 

0 

LCS 

82 

89 

59 

50 

96 

88 

63 

98 

100 

89 

99 

46 

88 

57 

89 

90 

48 

91 

95 

100 

77 

92 

90 

LCS 
DUP 

87 

92 

70 

56 

98 

90 

67 

103 

102 

93 

102 

46 

92 

66 

92 

99 

50 

94 

99 

103 

80 

96 

93 

LCS 
RPD 

6 

3 

18 

11 

2 

2 

6 

4 

1 

4 

2 

0 

4 

14 

3 

9 

3 

3 

4 

4 

3 

3 

3 

LCS 
LOW 

47 

57 

30 

19 

63 

42 

6 

57 

61 

60 

49 

1 

62 

26 

60 

18 

20 

71 

62 

68 

18 

60 

62 

LIMITS 
HIGH 

107 

113 

123 

95 

128 

131 

89 

134 

131 

116 

131 

103 

113 

141 

117 

135 

79 

113 

129 

126 

120 

121 

127 

Lancaster Laboratories 
M E M B E R 2425 New Holland Pike 

g : ^ PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
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LLI Sample No. 3305541 
WLOOll Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900272 
Dayton Thermal/Dayton. OH 

SAMPLE SAMPLE 
MDL UNITS 

3909 4-Nitroaniline 
2. ug/1 

3933 4,6-Dinitro-2-methylphenol 
5. ug/1 

3960 N-Nitrosodiphenyl amine 
1. ug/1 

3961 4-Bromophenyl-phenylether 
2. ug/1 

3962 Hexachlorobenzene 
2. ug/1 

3934 Pentachlorophenol 
3. ug/1 

3963 Phenanthrene 
1. ug/1 

3964 Anthracene 
1. ug/1 

4684 Carbazole 
3. ug/1 

3965 Di-n-butylphthal ate 
2. ug/1 

3966 Fluoranthene 
1. ug/1 

3967 Pyrene 
1. ug/1 

3969 Butyl benzylphthalate 
2. ug/1 

3972 3,3'-Dichlorobenzidine 
2. ug/1 

3970 Benzo(a)anthracene 
1. ug/1 

3973 bis(2-Ethylhexyl)phthalate 
2. ug/1 

3971 Chrysene 
1. ug/1 

3974 Di-n-octylphthalate 
2. ug/1 

3975 Benzo(b)fluoranthene 
1. ug/1 

3976 Benzo(k)fluoranthene 
1. ug/1 

3977 Benzo(a)pyrene 
1. ug/1 

3978 Indeno(l,2,3-cd)pyrene 
1. ug/1 

3979 Dibenz(a.h)anthracene 
1. ug/1 

3980 Benzo(g.h.i)perylene 
1. ug/1 

1123 Cyanide (Reactivity) 
100. mg/kg 

BLANK 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
Batch: 00019104101 

N.D. 

Group No. 698882 
DaimlerChrysler Corporation 

DUP , 
RPD MS 

82 

94 

98 

96 

98 

104 

97 

98 

100 

89 

97 

97 

80 

38 

97 

109 

98 

114 

93 

99 

101 

101 

106 

102 

24 

MS 
MSD RPD 

84 

96 

98 

97 

98 

102 

96 

97 

100 

88 

97 

96 

78 

2 

1 

1 

1 

0 

2 

1 

2 

0 

1 

0 

1 

2 

45 18 

96 

108 

97 

113 

92 

100 

101 

101 

106 

102 

1 

1 

1 

0 

1 

1 

0 

0 

0 

0 

26 10 

LCS 

85 

98 

96 

95 

97 

99 

94 

95 

98 

93 

96 

93 

86 

65 

95 

104 

95 

109 

90 

98 

99 

96 

101 

97 

101 

LCS 
DUP 

89 

102 

98 

98 

101 

103 

97 

99 

100 

93 

98 

97 

86 

73 

97 

105 

98 

111 

93 

100 

101 

102 

105 

101 

LCS 
RPD 

4 

4 

2 

4 

4 

4 

3 

4 

3 

1 

2 

4 

0 

11 

3 

1 

3 

1 

4 

2 

2 

5 

4 

4 

LCS 
LOW 

69 

31 

61 

65 

59 

36 

69 

67 

78 

58 

66 

63 

43 

15 

67 

64 

67 

68 

64 

68 

68 

65 

66 

66 

88 

LIMITS 
HIGH 

121 

150 

125 

123 

129 

135 

121 

121 

115 

125 

124 

125 

126 

140 

120 

129 

121 

138 

120 

124 

124 

129 

128 

128 

121 

Lancaster Laboratories 
M E M B E R ^^^5 New Holland Pike 

PO Box 12425 
^ Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thenno TerraTech Inc., a Thermo Electron Company. 

717-556-2300 Fax:717-656-2681 See reverse side for explanation of symbols and abbreviations. 2215 Rev. 3/23/99 
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LLI Sample No. 3305541 
WLOOll Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900272 
Dayton Thermal/Dayton. OH 

Group No. 698882 
DaimlerChrysler Corporation 

SAMPLE SAMPLE 
MDL UNITS 

0200 pH 
0.010 

0430 Flash Point for Liquids 
Degrees F 

1121 Reactivity 
see below 

1122 Sulfide (Reactivity) 
39. mg/kg 

BLANK 

Batch: 000140237020000A 

Batch: 000140286043000A 

Batch: 000180416112100A 

Batch: 000180416112100A 
N.D. 

DUP 
RPD 

0 

0 (1) 

MS MSD 
MS 
RPD 

LCS LCS LCS LIMITS 
LCS DUP RPD LOW HIGH 

100 100 0 98 102 

98 99 1 97 103 

62 75 18 90 80 120 

(1) The result for one or both determinations was less than five times the LOQ. 

Lancaster Laboratories 
M E M B E R ^'^^^ ' ^^^ Holland Pike 

PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Elertron Company. 
717-655-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2215 Rev. 3/23/99 
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LLI Sample No. 3305541 
WLOOll Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900272 
Dayton Thermal/Dayton, OH 

0937 TCL Pesticides in Waters 

1316 AppendixIX Herbicides - Waters 

4678 TCL SW846 Semi volatiles/Waters 

4679 TCL SW846 Semi volatiles/Waters 

6291 TCL by 8260 (water) 

Group No. 698882 
DaimlerChrysler 

SURROGATE SUMMARY 

TRIAL ID SURROGATE 

TCX 
DCB 

DCAA 

2-Flphenol 
Phenol-d6 
2,4,6-TBP 

Nitrobz-d5 
2-Fbiphnyl 
Tphenyldl4 

DBFM 
d4-1.2-DCA 
d8-toluene 
4-BFB 

Corporation 

RECOVERY :!: 

112 
59 

368 

65 
36 
103 

90~ 
82 
100 

105 
100 
95 
106 

SURROGATE 
LOW 

36 
19 

37 

15 
9 
32 

55 
57 
42 

86 
80 
88 
86 

LIMITS 
HIGH 

121 
153 

151 

113 
77 
157 

130 
117 
139 

118 
120 
110 
115 

M E M B E R 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 

Lancaster Laboratories is a subsidiary of Themno TerraTech Inc., a Thermo Electron Company. 
2216 Rev. 3/23/99 
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LLI Sample No. WW 3305542 
Collected: 01/11/00 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLTOlllOO Trip Blank Grab Water Sample 
Site Code: SCOOl RF/^ YGQP9900272 
Dayton Thermal/Dayton, OH 
WLTBK SDG#: DCD05-03TB 

CAT 
NO. ANALYSIS NAME 

6291 TCL by 8260 (water) 

Account No: 10160 ~ 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

AS RECEIVED 
METHOD 

RESULTS DETECTION LIMIT UNITS 

P.O. N99C403749-A 
Rel. YGQP9900272 

See Page 2 

1 COPY TO Leggette, Brashears & Graham ATTN: Mr. Ken Vogel 
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Kathy Klinefelter at (717) 656-2300 
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320 0.00 00024900 ASROOO 
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PO Box 12425 
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Respectfully Submitted 
Duane A. Luckenbill, B.S. 
Group Leader, GC/MS Volatiles 
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LLI Sample No. WW 3305542 
Collected: 01/11/00 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLTOlllOO Trip Blank Grab Water Sample 
Site Code: SCOOl RF/# YGQP9900272 
Dayton Thermal/Dayton, OH 
WLTBK SDG#: DCD05-03TB 

CAT 
NO. ANALYSIS NAME 

TCL by 8260 (water) 

5385 Chloromethane 
5387 Bromomethane 
5386 Vinyl Chloride 
5388 Chloroethane 
5391 Methylene Chloride 
6302 Acetone 
6303 Carbon Disulfide 
5390 1.1-Dichloroethene 
5393 1.1-Dichloroethane 
5396 Chloroform 
5402 1,2-Dichloroethane 
6305 2-Butanone 
5398 1.1,1-Trichloroethane 
5399 Carbon Tetrachloride 
5406 Bromodichloromethane 
5421 1.1.2.2-Tetrachl oroethane 
5404 1.2-Dichloropropane 
6306 trans-1.3-Dichloropropene 
5403 Trichloroethene 
5411 Dibromochloromethane 
5408 1.1,2-Trichloroethane 
5401 Benzene 
6307 cis-1.3-Dichloropropene 
5419 Bromoform 
6308 4-Methyl-2-pentanone 
6309 2-Hexanone 
5409 Tetrachloroethene 
5407 Toluene 
5413 Chlorobenzene 
5415 Ethyl benzene 
5418 Styrene 
6310 Xylene (Total) 
5392 trans-1.2-Dichloroethene 
5395 cis-l,2-Dichloroethene 

Sufficient sample volume was not avail 
analysis. However, a MS was performed, 
performed to demonstrate precision and 

Account No: 10160' 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-" 

AS RECEIVED 

RESULTS 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

able to perform 
In addition, a 
accuracy c 3t a 

METHOD 

7933 

DETECTION LIMIT UNITS 

3. 
3 
2 
3 
2 
6 
3 
1 
2 
1 
2 
3 
1 
1 
1 
2 
1 
1 
1 
2 
2 
1 
1 
1 
5 
7 
1 
2 
1 
2 
1 
1 
2 
2 

a MSD for thi 
LCS/LCSD was 
Datch 1 evel. 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
s 

P.O. N99C403749-A 
Rel. YGQP9900272 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

Respectfully Submitted 
Duane A. Luckenbill. B.S. 
Group Leader. GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Thenmo TerraTech Inc., a Thenno Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2215 Rev. 3/23/99 
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LLI Sample No. WW 3305542 
Collected: 01/11/00 by MP 

Submitted: 01/12/00 

WLTOlllOO Trip Blank Grab Water Sample 
Site Code: SCOOl RFfi# YGQP9900272 
Dayton Thermal/Dayton. OH 
WLTBK SDG#: DCD05-03TB 

CAT 
NO ANALYSIS NAME 

6291 TCL by 8260 (water) 

Account No: 10160 
DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

METHOD 

SW-846 8260B 

ANALYSIS 
TRIAL ID DATE AND TIME ANALYST 

1 01/16/00 2012 Ryan V. Nolt 

Lancaster Laboratories 
M E M B E R ^'*^5 New Holland Pike 

PO Box 12425 
W j ^ & S ^ i B Bf l Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

717-656-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2215 Rev. 3/23/99 
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LLI Sample No. 3305542 
WLTOlllOO Trip Blank Grab Water Sample 
Site Code: SCOOl RFA# YGQP9900272 
Dayton Thermal/Dayton, OH 

Group No. 698882 
DaimlerChrysler Corporation 

SAMPLE SAMPLE 
MDL UNITS 

6291 TCL by 8260 (water) 

5385 Chloromethane 
3. ug/1 

5387 Bromomethane 
3. ug/1 

5386 Vinyl Chloride 
2. ug/1 

5388 Chloroethane 
3. ug/1 

5391 Methylene Chloride 
2. ug/1 

6302 Acetone 
6. ug/1 

6303 Carbon Disulfide 
3. ug/1 

5390 1,1-Dichloroethene 
1. ug/1 

5393 1,1-Dichloroethane 
2. ug/1 

5396 Chloroform 
1. ug/1 

5402 1,2-Dichloroethane 
2. ug/1 

3. ug/1 
5398 1,1,1-Trichloroethane 

1. ug/1 
5399 Carbon Tetrachloride 

1. ug/1 
5406 Bromodichloromethane 

1. ug/1 
5421 1,1.2.2-Tetrachloroethane 

2. ug/1 
5404 1.2-Dichloropropane 

1. ug/1 
6306 trans-1.3-Dichloropropene 

1. ug/1 
5403 Trichloroethene 

1. ug/1 
5411 Dibromochloromethane 

2. ug/1 
5408 1,1,2-Trichloroethane 

2. ug/1 
5401 Benzene 

1. ug/1 
6307 cis-l,3-Dichloropropene 

1. ug/1 

BLANK 

Batch: K000161AA 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

DUP 
RPD MS 

102 

90 

91 

99 

113 

134 

99 

126 

112 

111 

111 

137 

117 

117 

108 

123 

109 

107 

113 

104 

113 

111 

107 

MSD 
MS 
RPD 

LCS LCS LCS LIMITS 
LCS DUP RPD LOW HIGH 

85 

86 

87 

90 

108 

108 

102 

105 

109 

112 

1?? 

114 

119 

117 

112 

105 

106 

102 

115 

107 

106 

106 

104 

80 

84 

84 

87 

104 

107 

98 

103 

106 

108 

119 

110 

114 

111 

108 

106 

105 

96 

114 

106 

107 

102 

100 

6 

2 

3 

4 

3 

0 

4 

2 

3 

4 

2 

3 

4 

5 

3 

1 

1 

5 

1 

1 

1 

4 

4 

57 

17 

63 

24 

84 

64 

70 

85 

86 

86 

81 

65 

82 

81 

86 

65 

86 

83 

89 

80 

86 

88 

83 

143 

129 

140 

133 

127 

126 

118 

135 

128 

125 

130 

139 

131 

129 

120 

133 

122 

119 

128 

122 

121 

125 

120 

Lancaster Laboratories 
M E M B E R 2425 New Holland Pike 

PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
717-655-2300 Fax:717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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LLI Sample No. 3305542 
WLTOlllOO Tr ip Blank Grab Water Sample 
S i te Code: SCOOl RF/tf YGQP9900272 
Dayton Thermal/Dayton, OH 

5419 

6308 

6309 

5409 

5407 

5413 

5415 

5418 

6310 

5392 

5395 

SAMPLE SAMPLE 
MDL UNITS 

Bromoform 
1. ug/1 
4-Methyl-2-pentanone 
5. ug/1 
2-Hexanone 
7. ug/1 
Tetrachloroethene 
1. ug/1 
Toluene 
2. ug/1 
Chlorobenzene 
1. ug/1 
Ethyl benzene 

2. ug/1 
Styrene 
1. ug/1 
Xylene (Total) 
1. ug/1 
trans -1,2 -Di chloroethene 

2. ug/1 
cis-1,2-Dichloroethene 

2. ug/1 

BLANK 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

Group No. 698882 
DaimlerChrysler Corporation 

DUP 
RPD MS 

100 

134 

141 

106 

112 

104 

115 

105 

119 

114 

110 

MSD 
MS 
RPD LCS 

108 

114 

109 

115 

101 

100 

102 

97 

103 

103 

105 

LCS 
DUP 

104 

114 

108 

115 

97 

97 

98 

94 

98 

101 

102 

LCS 
RPD 

3 

1 

2 

0 

3 

2 

4 

3 

4 

2 

3 

LCS 
LOW 

65 

72 

64 

78 

89 

91 

91 

92 

92 

85 

89 

LIMITS 
HIGH 

128 

131 

131 

144 

121 

120 

122 

120 

123 

130 

125 

Lancaster Laboratories 
M E M B E R 2425 New Holland Pike 
a ^ ^ ^ ^ i ^ ^ i M ^ ^ j PO Box 12425 
i > ^ € ^ ^ M B ^ Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thenno TerraTech Inc., a Themio Electron Company 

717-655-2300 Fax:717-555-2581 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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LLI Sample No. 3305542 
WLTOlllOO Trip Blank Grab Water Sample 
Site Code: SCOOl RF/^ YGQP9900272 
Dayton Thermal/Dayton, OH 

Group No. 698882 
DaimlerChrysler Corporation 

SURROGATE SUMMARY 

TRIAL ID SURROGATE RECOVERY X 
SURROGATE LIMITS 
LOW HIGH 

6291 TCL by 8260 (water) DBFM 
d4-1.2-DCA 
d8-toluene 
4-BFB 

108 
101 
98 
100 

86 
80 
88 
86 

118 
120 
110 
115 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 Lancaster Laboratories is a subsidiary of Thenno TerraTech Inc., a Thermo Elertron Company. 
717-655-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



T-aR^i^.-, 

i : " : k i £ M ^ ^ ^ ^ ^ ^ ^ ^ 

#Lancaster Laboratories 
Where quality is a science. FEB i 1 2000 

Page: 1 of 6 

LLI Sample No. WW 3305543 
Collected: 01/11/00 by LAB 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

Water Storage Blank Grab Water Sample 
Site Code: SCOOl RF/^ YGQP9900272 
Dayton Thermal/Dayton, OH 
WLSBK SDG#: DCD05-04SB* 

CAT 
NO. ANALYSIS NAME 

6291 TCL by 8260 (water) 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

AS RECEIVED 
METHOD 

RESULTS DETECTION LIMIT UNITS 

P.O. N99C403749-A 
Rel. YGQP9900272 

See Page 2 

1 COPY TO Leggette, Brashears & Graham ATTN: Mr. Ken Vogel 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 
11:41:37 D 0001 4 140214 698882 
320 0.00 00000000 ASROOO 

Lancaster Laboratories 
M E M B E R '̂̂ 25 New Holland Pike 

PO Box 12425 
Lancaster, PA 17605-2425 

Respectfully Submitted 
Duane A. Luckenbill. B.S. 
Group Leader, GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Thenno TerraTech Inc., a Themio Electron Company. 
717-656-2300 Fax: 717-555-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



#Lancaster Laboratories 
Where quality is a science. 

Page: 2 of 6 

LLI Sample No. WW 3305543 
Collected: 01/11/00 by LAB 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

Water Storage Blank Grab Water Sample 
Site Code: SCOOl RFPi YGQP9900272 
Dayton Thermal/Dayton, OH 
WLSBK SDG#: DCD05-04SB* 

CAT 
NO. ANALYSIS NAME 

TCL by 8260 (water) 

5385 
5387 
5386 
5388 
5391 
6302 
6303 
5390 
5393 
5396 
5402 
6305 
5398 
5399 
5406 
5421 
5404 
6306 
5403 
5411 
5408 
5401 
6307 
5419 
6308 
6309 
5409 
5407 
5413 
5415 
5418 
6310 
5392 
5395 

Chloromethane 
Bromomethane 
Vinyl Chloride 
Chloroethane 
Methylene Chloride 
Acetone 
Carbon Disulfide 
1.1-Dichloroethene 
1,1-Dichloroethane 
Chloroform 
1.2-Dichloroethane 
2-Butanone 
1,1,1-Trichloroethane 
Carbon Tetrachloride 
Bromodichloromethane 
1.1.2.2-Tetrachloroethane 
1,2-Dichloropropane 
trans-l,3-Dichl oropropene 
Trichloroethene 
Di bromochloromethane 
1,1,2-Trichloroethane 
Benzene 
cis-l,3-Dichloropropene 
Bromoform 
4-Methyl-2-pentanone 
2-Hexanone 
Tetrachloroethene 
Toluene 
Chlorobenzene 
Ethyl benzene 
Styrene 
Xylene (Total) 
trans-1,2-Dichl oroethene 
cis-l,2-Dichloroethene 
Sufficient sample volume was not available to perform a MSD for thi: 
analysis. However, a MS was performed. In addition, a LCS/LCSD was 
performed to demonstrate precision and accuracy at a batch level. 

Account No : 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 

AS RECEIVED 

JLT 

N. 
N. 
N. 
N. 
N. 
N. 

48153-7933 

METHOD 
i DETECTION LIMIT UNITS 

D. 3 
D. 3 
D. 2 
D. 3 
D. 2 
D. 6 

N.D. 3 
N. 
N. 
N. 
N. 
N.I 
N.l 

). 1 
). 2 
). 1 
). 2 
). 3 
). 1 

N.D. 1 
N.D. 1 
N.l ). 2 
N.D. 1 
N.[ 
N.[ 

). 1 
). 1 

N.D. 2 
N.[ 
N.[ 

). 2 
). 1 

N.D. 1 
N.[ ). 1 
N.D. 5 
N.[ ). 7 
N.D. 1 
N.D. 2 
N.D. 1 
N.D. 2 
N.D. 1 
N.D. 1 
N.D. 2 
N.D. 2 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

P.O. N99C403749-A 
Rel. YGQP9900272 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M B E R 

'̂ ^S. i 
Respectfully Submitted 
Duane A. Luckenbill. B.S. 
Group Leader. GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Elertron Company 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2215 Rev. 3/23/99 



&&& 

4 | ^ Lancaster Laboratories 
^ • f ^here quality is a science. 

LABUKATUKX UHKUNiCLJi ; 
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LLI Sample No. WW 3305543 
Collected: 01/11/00 by LAB 

Submitted: 01/12/00 

Water Storage Blank Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900272 
Dayton Thermal/Dayton. OH 
WLSBK SDG#: DCD05-04SB* 

CAT 
NO ANALYSIS NAME 

6291 TCL by 8260 (water) 

Account No: 1016U 
DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

METHOD 

SW-846 8260B 

ANALYSIS 
TRIAL ID DATE AND TIME ANALYST 

01/17/00 0617 Angela J. King 

Lancaster Laboratories 
M E M B E R ^''25 New Holland Pike 

PO Box 12425 
| ! ^ ! x ^ ^ H B ^m Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Elertron Company. 

717-655-2300 Fax:717-656-2681 See reverse side for explanation of symbols and abbreviations. 2215 Rev. 3/23/99 



#Lancaster Laboratories 
Where quality is a science. 

LLI Sample No. 3305543 
Water Storage Blank Grab Water Sample 
Site Code: SCOOl RFl4 YGQP9900272 
Dayton Thermal/Dayton, OH 

Group No. 698882 
DaimlerChrysler Corporation 

SAMPLE SAMPLE 
MDL UNITS 

6291 TCL by 8260 (water) 

5385 Chloromethane 
3. ug/1 

5387 Bromomethane 
3. ug/1 

5386 Vinyl Chloride 
2. ug/1 

5388 Chloroethane 
3. ug/1 

5391 Methylene Chloride 
2. ug/1 

6302 Acetone 
6. ug/1 

6303 Carbon Disulfide 
3. ug/1 

5390 1,1-Dichloroethene 
1. ug/1 

5393 1,1-Dichloroethane 
2. ug/1 

5396 Chloroform 
1. ug/1 

5402 1,2-Dichloroethane 
2. ug/1 

6305 2-Butanone 
3. ug/1 

5398 1,1,1-Trichloroethane 
1. ug/1 

5399 Carbon Tetrachloride 
1. ug/1 

5406 Bromodichloromethane 
1. ug/1 

5421 1,1,2,2-Tetrachloroethane 
2. ug/1 

5404 1,2-Dichloropropane 
1. ug/1 

6306 trans-1,3-Dichloropropene 
1. ug/1 

5403 Trichloroethene 
1. ug/1 

5411 Dibromochloromethane 
2. ug/1 

5408 1.1.2-Trichloroethane 
2. ug/1 

5401 Benzene 
1. ug/1 

6307 cis-1.3-Dichloropropene 
1. ug/1 

BLANK 

Batch: K000161AB 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

DUP 
RPD MS 

102 

90 

91 

99 

113 

134 

99 

126 

112 

111 

111 

137 

117 

117 

108 

123 

109 

107 

113 

104 

113 

111 

107 

MS LCS LCS LCS LIMITS 
MSD RPD LCS DUP RPD LOW HIGH 

85 

86 

87 

90 

108 

108 

102 

105 

109 

112 

122 

114 

119 

117 

112 

105 

106 

102 

115 

107 

106 

106 

104 

80 

84 

84 

87 

104 

107 

98 

103 

106 

108 

119 

110 

114 

111 

108 

106 

105 

96 

114 

106 

107 

102 

100 

6 

2 

3 

4 

3 

0 

4 

2 

3 

4 

2 

3 

4 

5 

3 

1 

1 

5 

1 

1 

1 

4 

4 

57 

17 

63 

24 

84 

64 

70 

85 

86 

86 

81 

65 

82 

81 

86 

65 

86 

83 

89 

80 

86 

88 

83 

143 

129 

140 

133 

127 

126 

118 

135 

128 

125 

130 

139 

131 

129 

120 

133 

122 

119 

128 

122 

121 

125 

120 

Lancaster Laboratories 
M E M B E R ^*25 ^^ '^ Holland Pike 

PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thenno TerraTech Inc., a Thermo Electron Company. 
717-656-2300 Fax:717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



#Lancaster Laboratories 
Where quality is a science. 
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LLI Sample No. 3305543 
Water Storage Blank Grab Water Sample 
S i te Code: SCOOl RF/^ YGQP9900272 
Dayton Thermal/Dayton. OH 

SAMPLE SAMPLE 
MDL UNITS 

5419 Bromoform 
1. ug/1 

6308 4-Methyl•2-pentanone 
5. ug/1 

6309 2-Hexanone 
7. ug/1 

5409 Tetrachloroethene 
1. ug/1 

5407 Toluene 
2. ug/1 

5413 Chlorobenzene 
1. ug/1 

5415 Ethyl benzene 
2. ug/1 

5418 Styrene 
1. ug/1 

6310 Xylene (Total) 
1. ug/1 

5392 trans-1.2-Dichloroethene 
2. ug/1 

5395 cis-1.2-Dichloroethene 
2. ug/1 

BL 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

Group No. 698882 
DaimlerChrysler Corporation 

DUP 
RPD MS 

100 

134 

141 

106 

112 

104 

115 

105 

119 

114 

110 

MSD 
MS 
RPD LCS 

108 

114 

109 

115 

101 

100 

102 

97 

103 

103 

105 

LCS 
DUP 

104 

114 

108 

115 

97 

97 

98 

94 

98 

101 

102 

LCS 
RPD 

3 

1 

2 

0 

3 

2 

4 

3 

4 

2 

3 

LCS LIMITS 
LOW HIGH 

65 

72 

64 

78 

89 

91 

91 

92 

92 

85 

89 

128 

131 

131 

144 

121 

120 

122 

120 

123 

130 

125 

Lancaster Laboratories 
M E M B E R ^^^5 ^ ^ ^ Holland Pike 

PO Box 12425 
Lancaster, PA 17505-2425 Lancaster Laboratories is a subsidiary of Themio TerraTech Inc., a Thenno Electron Company. 
717-556-2300 Fax:717-556-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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LLI Sample No. 3305543 
Water Storage Blank Grab Water Sample 
Site Code: SCOOl RF/^ YGQP9900272 
Dayton Thermal/Dayton, OH 

Group No. 698882 
DaimlerChrysler Corporation 

SURROGATE SUMMARY 

TRIAL ID SURROGATE RECOVERY * 
SURROGATE LIMITS 
LOW HIGH 

6291 TCL by 8260 (water) DBFM 
d4-1.2-DCA 
d8-toluene 
4-BFB 

106 
99 
98 
102 

86 
80 
88 
86 

118 
120 
110 
115 

M E M B E R 
Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Themio TerraTech Inc., a Thermo Elertron Company. 
717-656-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



AuL-ioM-Jc3MSS^lo-Ul 
DAIMLERCHRYSLER .^S^^V^^ Chain-of-Custody 0621 B 

l X ' V « V A ^ 4 g ^ » v y i . ¥ S ^ y ^ ^__ 
Lancaster Laboratories 

2425 New Holland Pike 

Lancaster, PA 17601 

Phone Number: ( 717 )656 -2300 

Fax Number: (717)656-2681 

Project Name: 

Site Location 

Site Code: 

RFA Number: 

DaimlerChrysler PM 

'^GfOmoo^nx /̂>6 37.2 5 
/ n A > > ) ^ [ ^ < J < r i i J r L 

Consultant: ^S<^ V-
Address: / ^ i o j l J ^ i i l - d j A , L ^ . , ^ J _ ^ 4 o . l e . l 0 2 > 

Consultant PM 

Phone: 

/^>A \j0'ft'l 

^ q ^ 1 0 / J O ^ Fax: ] a C L 
T u r n - a r o u n d Time Reques t : (circle) 

24 calendar hrs. 

48 calendar hrs. 

calendar d a y s j j 

niflfg ParWagy ppl iyprahlpt- (circle) 

DaimlerChrysler Level l \ 

DaimlerChrysler Level 2 

CLP 

14 calendar days 
« 

Field Sample Identif icat ion 
Date 

CoUccti Co)|ectyl 
Time 

Colleded 

O 

S 

"̂ 0 

iCpmpbuhd I J i a t - P a r a m e t e r / M e t h o ^ 

r i " 

':̂ -i 

1̂ 
>5 

i - ? t 

A r e aqueous samples field f i l t e red f o r me ta t s ? Yes N o 

M a t r i x Codes 

S - Soil 
GW - Groundwater 
Sed. - Sediment 
O - Other (specify) 

SW - Surface Water 
A-Air 

rr.o' 1 ^ zm 
R e m a r k s 

bjLcoiO lie^O ^ h ŝ ̂
 > ; K % - f ^ t ^ V AnjfA<, 

kjLoO// ihlR. A ^ a. K ^ fVV 

—'|^>'*P"i2iL>.u\cL \/a.c'V ĵ̂ ki<.. .UMjJl/unr 
6>Ar*fiU ve L M^- A<̂ A o O f ^ r-a.v<^ i 

rT̂ A v̂U)'̂ ^A'V" r(-r5if r^p,LAi 

Samplea Relinquished under Airbill No. Q / (p A-^-fe l i ' i ^ 3 ' Tempemture (coiTecte(l)^^j_J C Sampler ( s ) Cooler ID # ^ 0 ^ ^ Ll^TE-^ 
Relincniished by: 

-LL. 

Date: Time: Received by: Date: Thne: Custody Seal Intact? 

Yes No 

Is RPA sampling complete? 

Yes ^ g ^ 

Relinquished by: Date: Time: 

%i£^ 
Date: 

' £ ^ 

Time: 

0^7-^U 

Custody Seal Intact? 

• j fey^ No 

^ 7 ^ ^f-.^i:^K DaimlerChrys ler Corpora t ion 800 Chrysler Drive, C I M S 482-00-51, A u b u r n Hills, Mich igan 48326-2757 

Distribution: White copy: Data package Yellow ; Retained by laboi-atory Pink: Retained by sampler 

Revision No. 3 
Created: July 9, 1999 

Page ^4 

http://4o.le.l02


JM^^' fOlGd ^ 3 30b5V6-c/-5 

D A I M L E R C H R Y S L E R -̂--̂  '̂-—^ chaia-of-custody 0647 B 

"Ck^V^ "Tko.r/w^ T r&du^cT^ Lancaster Laboratories 

2425 New Holland Pike 

Lancaster, PA 17601 

Phone Number: (717) 656-2300 

Fax Number: (717)656-2681 

Project Name 

Site Location 

Site Code 

RFA Number: 

DaimlerChrysler PM 

ix 

Consultant 

Address: i Z J o LO . f - * ^ ^ - n . ^ ^ ^ g u t T ^ g - i Q J ^ 

Consultant PM ^ ^ l / . S I / O : g - 5 ^ < ^ 2 -

Phone: fc<::y-tf9^rf095tax: ^ ^ ^ } - H ^ O - f C O l : ^ 

Turn-around Time Request: (circle) 
24 calendar hrs. 

48 calendar hrs. ^^> _ . . 
7 calendar days ^ /-C^^^>-M 

14 calendar days ^ ' " ^ I p ^ t J ^ 

<ioaim! 
nat!^ ParVagp nplivp|-^c«- (circle) 

lerChrysler Level 1 J ^ 
DaimlerChrysler Level 2 
CLP 

^^r^J^3^ 

Field Sample Identification 
Date 

Collected 
Tine 

Collected 

O 1) 

I'i-1 ^ 
X 

c 

Compound: List-Parametiei-/Methbd/Bbttle Type/Preservative : 

0 
t-i ^ 

do VJ 

v - i 

, ^ ^ 

Matrix Codes 
S;-S6il : SW-Surfece Water 
GW-- Groundwater A - Air 
Sed. - Sediriient 

p:-Other (specify) l<4> P X tOfc i^-T" 

Aretaqueotis samples field filtered for metals? TesTNo 

r r ry \ -* 

Remarks 

L0L.QO lO M oe> HCO (O ys v: X K VC ^ X P ( ^ K I -fi"0-A^̂  cir'U-f^.S' 

UJLOO I / M / C O I H ' I P 10 y- vl v^ yL ^c ca^Ao^ t AI 'V^ to<.s-fg- -̂  l»/co^g. 
^ •Vdivw </ac: -^-ri^ctcs. 

t o L T Q i n C O JA "Tri p J3[et»»\-tc 

f//̂  f^x^cJeJ. 
- diiAnyS per I)ajJ€-. 

^3: O G T ^ f l Sk.^6i-S 
^ ^ 

A ^ tf 
/ tA ; - / C e ^ l Pes f . : Strands - lli^(6D 

S / < b Z- ^ f c ^ 3 V J l ^ / Temperature (correctedpl$_ Sampler(s) Cooler ID # ^ o / C 0 3 Samples Relinquisiied under Airbill No. 

RelinquisI Date: Time: Received bv: Date: Time: CustodySeallntact? 

Yes No 

Is RFA sampling complete? 

Yes 

Relinquished by: Date: Time: irl'abanitory by: Date:: 
0 0 

Time: CtntadySe 

^1^ (TO 
Custody Seal Intact? 

No 

iP=^ 2.-7/-X DaimlerChrysler Corporation 800 Chrysler Drive, CJMsW2-00-51, Auburn 'Hills, Michigan 48326-2757 
Distribution: White copy: Data package Yellow : Retained by laboratory Pink: Retained by sampler 

Revision No. 3 
Created: July 9. 1999 

J_or_L 
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CONFIDENTIAL MATERIAL 
Tliis message is intended only for the use of the Individual or entity to which It Is addressed and 
iTiay contain information that Is privileged, confidential and exempt from disclosure under 
applicable law. 

If received in error, please notify sender at once and return the original faxed transmission by 
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***** Lancaster Laboratories Analytical Report ***** 

ZflZS New Holland Pike, Lancaster, P/\ 17601 

Sample Ntmber: WW330554a Account: 10160 DAIMLERCHRYSLER CORPORATION 

Date Submitted: 01/12/00 Date Reported: NOT REP 

Date Collected: 01/11/00 

C^V/LOOOIO-Grab Water Sample 

Site Code: SCOOl RFA# YGQP990027H 

Dayton Thermal/Dayton, OH 

ANALYSIS NAME RESULT 

0200 pH 

0259 Mercury 

0430 Flash Point for Liquids 

No flash observed below 1S0F. 

Test flame extinguished at 115F. 

Flash point was determined using Pensky Martens closed cup apparatus. 

METHOD 

DETECTION LIMIT UNITS 

C:9..18- ; 

N.D. 

No Flash Observed 

0.010 

0.00010 mg/l 

Degrees F 

0/196 Corrosivity See Below 

Corrosivity: 

The pH of the sample was 9.18 indicating that the sample is not corrosive. 

A waste is corrosive if it exhibits a pH equal to or less than 2 

or equal to or greater than 12.5. 

1121 Reactivity See Below 

Reactivity: 

The sample was extracted by the interim method described in SW 846, 

Chapter 7.3. This solution was analyzed for cyanide and sulfide. 

This waste is not considered reactive and hazardous because it does 

not generate a quantity of hydrogen cyanide exceeding 250 mg/kg or' 

hydrogen sulfide exceeding 500 mg/kg. These interim threshold limits were 

established by the Solid Waste Branch of EPA, July, 1992. These results 

do not reflect total cyanide or total sulfide. 

See Below 

See Below 

N.D. 

N.D. 

N.D. 

39. mg/kg 

100. mg/kg 

0.0093 mg/1 

1122 Sulfide (Reactivity) 

1123 Cyanide (Reactivity) 

1751 Chromium 

6291 TCL by 8260 (water) 

The quantitation limits for the GC/HS volatile corrpounds were raised due to 

the level of non-target compounds. 
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5385 Chloromethane N.D. 15. 

Page 

***** Lancaster Laboratories Analytical Report ***** 

2425 New Holland Pike, Lancaster, PA 17601 

Sample Number: WW3305540 Account: 10160 DAIMLERCHRYSLER CORPORATION 

ug/l 

2 

5387 

5386 

5308 

5391 

6302 

6303 

5390 

5393 

5396 

5402 

6305 

5398 

5399 

5406 

5421 

5404 

6306 

5403 

5411 

5408 

5401 

6307 

5419 

6308 

6309 

540° 

5407 

5413 

5415 

5418 

6310 

5392 

5395 

7035 

7036 

7046 

7049 

7053 

7055 

7066 

7072 

Bromomethane 

Vinyl Chloride 

Chloroethane 

Methylene Chloride 

Acetone 

Carbon Disulfide 

1,l-Dichloroethene 

1,1-Dichloroethane 

Chloroform 

1,2-Dichloroethane 

2-Butanonc 

1,1,1-Trichloroethane 

Carbon Tetrachloride 

BromodichIoromethane 

1,1,2,2-Tet rachIoroethane 

1,2-D i ch1oropropane 

trans-1,3-Dichloropropene 

Trichloroethene 

D i bromochIoromethane 

1,1,2-Trichlcropthane 

Benzene 

cis-1,3-Dichloropropene 

Bromoform 

4-Methyl-2-pentanone 

2-Hexanonp 

Tetrachloroethene 

Toluene 

Chlorobenzene 

Ethylbenzene 

Styiene 

Xylene (Total) 

trans-1,2-Dichlornethene 

cis-1,2-Dichloroethene 

Arsenic TR 

Selenium TR 

Barium TR 

Cadmium TR 

Copper TR 

Lead TR 

Silver TR 

Zinc TR 

N.D. 

N.D. 

N.D. 

O2o::'? 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

15. 

10. 

15. 

10. 

30. 

15. 

5. 

10. 

5. 

10. 

15. 

5. 

5. 

5. 

10. 

5. 

5. 

5. 

10. 

10. 

5. 

5. 

5. 

25. 

35. 

5. 

10. 

5. 

10. 

5. 

5. 

10. 

10. 

ug/1 

ug/1 

ug/l 

ug/1 

ug/l 

ug/l 

ug/1 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/1 

ug/1 

ug/1 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

vg/1 

ug/l 

N.D. 

N.D. 

C0':2^A-'' 
N.D. 

(U.j0.03_5_J j'-

-̂_0;.012 

N.D" 

CL0V31.1Vr 

0.0050 

0.0044 

0.00049 

0.00081 

0.0029 

0.0079 

0.0017 

0.0030 

mg/1 

mg/l 

mg/l 

mg/l 

mg/l 

mg/l 

mg/l 

mg/l 
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***** Lancaster Laboratories Analytical Report ***** 

2425 New Holland Pike, Lancaster, PA 17601 

Sample Number: WW3305541 Account: 10160 DAIMLERCHRYSLER CORPORATION 

Date Submitted: 01/12/00 Date Reported: NOT REP 

Date Collected: 01/11/00 

<:WLppri;-Grab' V/ater Sample 

Site Code: SCOOl RFA# YGQP9900272 

Dayton Thermal/Dayton, OH 

ANALYSIS NAME 

0200 pH 

0259 Mercury 

0430 Flash Point for Liquids 

No flash observed below 150F. 

Test flame extinguished at 112F. 

Flash point was determined using Pensky Martens closed cup apparatus 

METHOD 

RESULT DETECTION LIMIT UNITS 

i£_10:6>; ;' 0.010 

r-0;00012J -i 0.00010 mg/l 

No Flash Observed Degrees F 

See Below 1.0 0496 Corrosivity 

CorMosivi ty: 

The pH of the sample was 10.57 indicating that the sample is not corrosive. 

A waste is corrosive if it e.vhibits a pH equal to or less than 2 

or' equal to or greater than 12.5. 

See Below 

1121 Reactivity See Below 

Reactivity: 

The sample was extracted by the interim method described in SW 846, 

Chapter 7.3. This solution was analyzed for- cyanide and sulfide. 

This waste is not considered reactive and hazardous because it does 

not generate a quantity of hydrogen cyanide exceeding 250 mg/kg or 

hydrogen SLilfide exceeding 500 mg/kg. These inter'im threshold limits wer'e 

established by the Solid Waste Branch of EPA, July, 1992. These results 

do not reflect total cyanide or total sulfide. 

See Below 

1122 

1123 

1751 

6291 

5385 

5387 

5386 

5380 

Sulfide (Reactivity) 

Cyanide (Reactivity) 

Chromium 

TCL by 8260 (water) 

Chloromethane 

Bromomethane 

Vinyl Chloride 

Chloroethane 

N.D. 39. mg/kg 

N.D. 100. nrg/kg 

£0;;0275j_J-r.- 0.0098 mg/l 

N.D. 

N.D. 

N.D. 

N.D. 

3. 

3. 

2. 

3. 

ug/l 

ug/l 

ug/l 

ug/l 
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5391 Methylene Chlor ide N.D. ug/l 

***** Lancaster Laboratories Analytical Report ***** 

2425 New Holland Pike, Lancaster, PA 17601 

Sample Number: VM3305541 Account: 10160 DAIMLERCHRYSLER CORPORATION 

Page 

6302 

6303 

5390 

5393 

5396 

5402 

6305 

5398 

5399 

5406 

5421 

5404 

6306 

5403 

5411 

5408 

5401 

6307 

5419 

6308 

6309 

5409 

5407 

5413 

5415 

5418 

6310 

5392 

5395 

7035 

7036 

704 6 

7049 

7053 

7055 

7066 

7072 

Acetone 

Carbon Disulfide 

1,1-Dichloroethene 

1,1-Dichl oroethane 

Chloroform 

1,2-Dichloroethane 

2-Butanone 

1,1,1-Trichloroethane 

Carbon Tetrachloride 

BI onrodichlor'omethane 

1,1,2,2-Tetrachloroethane 

1,2-Dichloropropane 

trans-1,3-Dichloropropene 

Trichloroethene 

DibromochIoromethane 

1,1,2-Trichloroethane 

Benzene 

cis- 1,3-Dichloropropene 

Bromof or-m 

4-Methyl-2-pentanone 

2-Hexanone 

Tetrachloroethene 

Toluene 

Chlorobenzene 

Ethylbenzene 

Styrene 

Xylene (Total) 

trans-1,2-D i ch lor-oethene 

cis-1,2-Dichloroethene 

Arsenic TR 

Selenium TR 

Bar'iLim TR 

Cadmii.rni TR 

Copper TR 

Lead TR 

• Silver TR 

7.inc TR 

02P---' 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

cJ>-. - J 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

t.. 8 0 . •• 

,''-10.-T 

N.'D. 

N.D. 

N.D. 

N.D. 

N.D. 

£>.: ; ; : " : J 
N.D. 

N.D. 

6. 

- ' 1 

2. 

2. 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/ I 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/1 

ug/l 

ug/1 

ug/l 

ug/l 

ug/l 

N.D. 

N.D. 

=•* 0.0468.. 

co::oo3i 
-0.0241 

L:0.127 • 

N.D. 

E5V74: ; 

0.0050 mg/l 

n.004i mg/l 

0.00049 mg/l 

0.00081 mg/l 

0.0029 rrg/l 

0.0079 mg/l 

0.0017 mg/l 

0.0030 mg/l 
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***** Lancaster Laboratories Analytical Report ***** 

2425 New Holland Pike, Lancaster, PA 17601 

Sample Number: VW3505542 Account: 10160 DAIMLERCHRYSLER CORPORATION 

Date Submitted: 01/12/00 Date Reported: NOT REP 

Date Collected: 01/11/00 

WLTOlllOO Trip Blank Grab Hater Sample 

Site Code: SCOOl RFA# YGQP9900272 

Dayton Thermal/Dayton, OH 

ANALYSIS NAME 

6291 TCL by 8260 (water) 

5385 Chloromethane 

5387 Bromomethane 

5386 Vinyl Chloride 

5383 Chloroethane 

5391 Methylene Chloride 

6302 Acetone 

6303 Carbon Disulfide 

5390 1,1-Dichloroethene 

5393 1,1-Dichloroethane 

5396 Chloroform 

5402 1,2-Dichloroethane 

6305 2-Butanone 

5398 1,1,1-Trichloroethane 

5399 Car-bon Tetrachloride 

5406 Bromodichloromethane 

5421 1,1,2,2-Tetrachloroethane 

5''04 1,2-Dichloropropane 

6306 trans-1,3-Dichloropropene 

5403 Trichloroethene 

5411 Dibromochloromethane 

5408 1,1,2-Trichlor-oethane 

5401 Benzene 

6307 cis-1,3-Dichloropropene 

5419 Brornofor-m 

6308 4-Methyl-2-pentanone 

6309 2-Hexanone 

5409 Tetrachloroethene 

5407 Toli.iene 

5413 Chlorobenzene 

5415 Ethylbenzene 

5418 Styrene 

6310 Xylene (To ta l ) 

5392 t rans-1 ,2-D ich lo ioe thene 

RESULT 

METHOD 

DETECTION LIMIT 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N-D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

3. 

3. 

2. 

3. 

2. 

6. 

3. 

1. 

2. 

1. 

2. 

3. 

1. 

1. 

1. 

2. 

1. 

1. 

1. 

2. 

2. 

1. 

1. 

1. 

5. 

7. 

1. 

7 . 

1. 

2. 

1. 

1. 

2. 

UN 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

irq/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ua ' 1 

ug/l 

ug/l 

ug/l 

ug/l 

uq/l 

ug/1 

ug/l 

ug/1 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 
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5395 cis-1,2-Dichloroethene N.D. 2. ug/l 

Page 6 

***** Lancaster Laboratories Analytical Report ***** 

2425 New Holland Pike, Lancaster, PA 17601 

Sample Ntimher: WW3305542 Account: 10160 DAIMLERCHRYSLER CORPORATION 

Sample Number: HW3305543 Account: 10160 DAIMLERCHRYSLER CORPORATION 

Date Sirbmitted: 01/12/00 Date Reported: NOT REP 

Date Collected: 01/11/00 

Water Storage Blank Grab Water Sample 

Site Code: SCOOl RFÂ » YGnP99a027Z 

Dayton Thermal/Dayton, OH 

ANALYSIS NAME 

6291 TCL by 8260 (water) 

5385 Chloromethane 

5387 Bromomethane 

5386 Vinyl Chloride 

5388 Chloroethane 

5391 Methylene Chloride 

6302 Acetone 

6303 Carbon Disulfide 

5390 1,1-Dichloroethene 

5393 1,1-Dichloroethane 

5396 Chloroform 

5402 1,2-Dichloroethane 

6305 2-Butanone 

5398 1,1,1-Tr ichlnroethane 

5399 Carbon Tet rach lor ide 

5406 Bi'emodichl oromethane 

5421 1,1,2,2-Tetrachloroethane 

5404 1,2-Dichloropropan9 

6306 trnns-1,3-Dichloropropene 

5403 Trichloroethene 

5411 Dibromochloromethane 

5408 1,1,2-Trichloroethane 

5401 Benzene 

6307 cis-1,3-Dichloropropene 

5419 . Bromoform 

6308 4-Methyl-2-pentanone 

6309 2-Hexanone 

5409 Tetrachloroethene 

5407 ToUrene 

5413 Chlorobenzene 

5415 Ethylbenzene 

5418 Styrene 

6310 Xylene (Total) 

RESULT 

METHOD 

DETECTION 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D, 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

3 

3 

2 

3 

2 

6 

LIMIT UN 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/1 

ug/l 

ug/l 

ug/1 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

up/1 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 
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***** Lancaster Laboratories Analytical Report ***** 

2425 New Holland Pike, Lancaster, PA 17601 

Sample Number: WW3505543 Account: 10160 DAIMLERCHRYSLER CORPORATION 

5395 cis-1,2-Dichloroethene N.D. 2. ug/l 
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***** Lanca-ster Laboratories Analytical Report ***** 

2''.25 New Holland Pike, Lancabter, PA 17601 

Sample Number: WW3305540 Account: 10160 DAIMLERCHRYSLER CORPORATION 

Date SuhraittecJ: 01/12/00 Date Reported: NOT REP 

Date Collected: 01/11/00 

jAJLOOOig^Grab Water Sample 

Site Code: SCOOl RFA# YGOP9900272 

Dayton Thermal/Dayton, OH 

METHOD 

ANALYSIS NAME RESULT DETECTION LIMIT 

1316 AppendixIX Herbicides - Waters 

Sufficient sample volume was not available to perform a MS/MSD for this 

analysis. Therefore, a LCS/LCSD was performed to demonstrate precision and 

accuracy at a batch level. 

UNITS 

A disparity of >iOX between the primary and confirmatory analysis occurred. 

Due to suspected interference, the lower result wns reported for 2,4,5-TP. 

0288 2,4-D 

1314 Dinoseb 

0289 2,4,5-TP 

1515 2,4,5-T 

N.D. 0.095 ug/l 

N.D. 0.048 ug/l 

a.o.0200:j •; 0.0095 ug/l 

iiO.0203 J-. 0.0095 ug/l 

Snmple NLimber: vnJ3305541 Account: 10160 DAIMLERCHRYSLER CORPORATION 

Date Submitted: 01/12/00 Date Reported: NOT REP 

Date Collected: 01/11/00 

(WLOOI.l Grab Water Sample 

Site Code: SCOOl RFA# YGC1P9900272 

Dayton Thermal/Dayton, OH 

METHOD 

ANALYSIS NAME RESULT DETECTION LIMIT 

1316 Appendiy.IX Herbicides - Waters 

A disparity of >40X between the primary and confirmatory analysis occurred. 

Due to suspected interference, the lower result was reported for 2,4-D and 

2,4,5-TP. 

UNITS 
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he % difference value for 2,4,5-T was outside the 15X criteria on the "A" 
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***** Lancaster Laboratories Analytical Report ***** 

2425 New Holland Pike, Lancaster, PA 17601 

Sample Number: WW3305541 Account: 10160 DAIMLERCHRYSLER CORPORATION 

column. Since the X difference value was low and 2,4,5-T was detected on 

the "B" coUimn, the MDL and LOO was raised above the detection amount found 

on the "R" column. 

Sufficient sample volume was not available to perform a MS/HSO for this 

analysis. Therefore, a LCS/LCSD was performed to demonstrate precision and 

accLiiacy at a batch level . 

The surrogate data is outside the QC limits due to unresolvable matrix 

problems evident in the sample chromatogram. 

0208 2,4-D 

1314 Dinoseb 

0289 2,4,5-TP 

1315 2,4,5-T 

0.67 - : 

N.D. 

0:065 

N.D. 

0.095 

0.047 

0.0095 

0.080 

ug/l 

ug/l 

ug/l 

ug/l 

4678 TCL SW846 Semivolatiles/Wateis 

3925 Phenol 

3936 bis(2-Chloroethyl)ether 

Z92', 2-Chl orophenol 

3937 1,3-Dichlorobenzeno 

3938 1,4-Dichlorobenzene 

^939 1,2-Dichlornhen7.one 

4680 2-Hethylphenol 

4681 2,2'-oxybi s(1 -ChIoropropane) 

4682 4-Methylphenol 

3-Hethylphenol and 4-methylphenol cannot be resolved under the 

chroniatographic conditions used for sample analysis. The result reported 

for- 4-methylphenol represents the combined total of both compounds. 

e.lvigq;v i 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

C3. • , . J : ; 

N.D. 

L750..' 

10 

23 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/1 

ug/l 

ug/l 

3942 

3941 

3943 

3944 

3926 

5927 

3945 

3928 

3946 

3947 

3871 

3948 

3929 

3905 

3949 

3930 

N-Nitroso-di-n-propylamine 

Hexachloroethane 

Nitrobenzene 

Isophorone 

2-Nitrophenol 

2,4-Dimethylphenol 

bi s( 2- chloroethoxy)mGthane 

2,4-Dichlorophenol 

1,2,4-Trichlorobenzene 

Naphthalene 

4-Chloroaniline 

Hexachlorobutadiene 

4-Chloro-3-methylphGnol 

2-Methyl naphtha Iene 

Hexachlorocyclopentadiene 

2,4,6-Trichlorophenol 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

us:-: ' ^ ^ j : " 
N.D. 

N.D. 

N.D. 

:J,:':cC^l 
N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 2 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/1 

ug/l 

ug/l 

ug/l 
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***** Lancaster Laboratories Analytical Report ***** 

2425 New Holland Pike, Lancaster, PA 17601 

Snmple Number: WW3305541 Account: 10160 DAIMLERCHRYSLER CORPORATION 

3950 2-Chloronaphthalene 

3907 2-Nitroaniline 

3952 Dimethylphthalate 

3951 Acenaphthylene 

N.D. 

N.D. 

N.D. 

N.D. 

1. 

2. 

2. 

1. 

ug/l 

ug/l 

ug/l 

ug/l 

4679 . TCL Swa46 Semivolatiles/Waters 

3908 3 - N i t r o a n i l i n e 

3954 Acenaphthene 

3931 2 ,4-Din i t ropheno l 

3932 4-Nitrophenol 

3879 Dibenzofuran 

3955 2,4-Dinitrotoluene 

3953 2,6-Dini trotoUrene 

3958 Diethylphthalate 

3957 4-Chlorophenyl-phenytether 

3956 Fluorene 

3909 4-Nitroaniline 

3933 4,6-Dinitro-2-methylphenol 

3960 N-Nitrosodiphenylamine CJ-
N-nitrosodiphenylamine decomposes in the GC inlet forming diphenylamine 

The result reported for N-nitrosodiphenylamine represents the combined 

total of both compounds. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
1 " ' ' ' 

2. 

1. 

19. 

10. 

1. 

1. 

2. 

2. 

1. 

1. 

2. 

5. 

L? 1. 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

3961 

3962 

3934 

3963 

3964 

4684 

3965 

3966 

3967 

3969 

3972 

3970 

3973 

3971 

3974 

3975 

3976 

3977 

3978 

3979 

3980 

4-Bromophenyl-phenyl ether 

Hexachlorobenzene 

Pentach I or-opheno I 

Phenanthrene 

Anthracene 

Carbazole 

Di-n-butylphthalate 

Fluoranthene 

Pyrene 

Butyl benzylphthalate 

3,3'-Dichlorobenzidine 

Benzo(a)anthracene 

bis(2-Ethylhexyl)phthalate 

Chrysene 

Di-n-octylphthalate 

Bcnzo(b)fIuoranthene 

Benzo(k)fluoranthene 

Benzo{3)pyrene 

IndenoCI,2,3-cd)pyrene 

DibenzCa,h)anthracene 

Benzo(g,h,i)perylene 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.I). 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

2. 

2. 

3. 

1. 

1. 

3. 

2. 

1. 

1. 

2. 

2. 

1. 

1. 

2. 

1. 

1. 

1. 

1. 

1. 

1. 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 
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***** Lancaster Laboratories Analytical Report ***** 

2425 New Holland Pike, Lancaster, PA 17601 

Sample Number: WW3305541 Account: 10160 DAIMLERCHRYSLER CORPORATION 

Sample Ntrmber: WW3305542 Accour-it: 10160 DAIMLERCHRYSLER CORPORATION 

Date Submitted: 01/12/00 Pate Reported: NOT REP 

Date Collected: 01/11/00 

WLTOlllOO Trip Blank Grab Water Sample 

Site Code: SCOOl RFA* YGOP99Q0272 

Dayton Thermal/Dayton, OH 

METHOD 

ANALYSIS NAME RESULT DETECTION LIMIT UNITS 

Sample Number: VA;3305543 Account: 10160 DAIMLERCHRYSLER CORPORATION 

Date Submitted: 01/12/00 Date Reported: NOT REP 

Date Collected: 01/11/00 

Water Storage Blank Grab Water Sample 

Site Code: SCOOl RFA# YGOP9900272 

Dayton Thermal/Dayton, OH 

METHOD 

ANALYSIS NAME RESULT DETECTION LIMIT UNITS 
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i:roittd: iiily 7. '.000 
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***** Lancaster laboratories Analytical Report ***** 

21̂ 25 New Holland Pike, Lancaster, PA 17601 

Sample Number: WW330554U Account: 10160 DAIMLERCHRYSLER CORPORATION 

Date Submitted: 01/12/00 Date Reported: NOT REP 

Date CoKectecl: 01/11/00 

ClWcOOQIOGrab Water Sample 

Site Code: SCOOl RFA# rGOP990027Z 

Dayton Thermal/Dayton, OK 

ANALrsIS NAME 

1678 TCL SW846 Scmivolntiles/Waters 

3925 Phenol 

3936 bis{2-Chloroethyl)ether 

392'i 2-Chl orophenol 

3937 1,3-Dichloroben2ene 

3938 l./i-Dichlor obenzene 

3939 1,2-Dichlorobcnzcnc 

4680 2-Hethylphenol 

4681 2,2'-oxybisd-Chloropropane) 

4682 4-Hethylphpnol 

3-Hethylphenol and 4-methylphenol cannot be resolved under the 

chromatcigrfiphic conditions used for sample analysis. The result reported 

for 4-mi;thylphenol represents the combined total of both compounds. 

METHOD 

ULT DETECTION LIMIT 

C17v:;r: 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

J • 5. 

5. 
5. 
5. 
5. 
5. 
5. 
5. 
14. 

UN 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

3942 

3941 

3943 

3944 

3926 

3927 

3945 

3928 

3946 

394 7 

3871 

3948 

3929 

3905 

3949 

3930 

3922 

395Q 

3907 

M-Mitroso-di-n-propylamine 

Hexachloroethane 

Nitrobenzene 

Isophorone 

2-Nitrophenol 

2,4-Dinrethylphenol 

tais(2-Chloroetho,xy)methane 

2,4-Dichlorophenol 

1,2,4-Trichlorobenzene 

Naphthalene 

4-Chloroani1ine 

Hexarhlor-obutadiene 

4-Chloro-3-methylphenol 

2-Methylnaphthalene 

He.xach I orocyc 1 opentad i ene 

2,4,6-Trichlorophcnol 

2,4,5-Trichlorophenol 

2-Chloronaphthalene 

2-Nrtroaniline 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

'Z^'iOdrZ' 
N.D. 

N.D. 

N.D. 

£120';;;^ 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

5. 

5. 

5. 

5. 

5. 

5. 

5. 

5. 

5. 

47. 

5. 

9. 

5. 

5. 

24. 

9. 

9. 

5. 

9. 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/1 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 
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3952 DirTiethylphthalate N.D. 9. ug/l 

Page 2 

***** Lancaster Laboratories Analytical Report ***** 

2425 New Holland Pike, Lancaster, PA 17601 

Sample Number: WW3305540 Account: 10160 DAIMLERCHRYSLER CORPORATION 

3951 Acenaphthyl ene N.D. 5. ug/l 

4679 TCL swa46 Semivolatiles/Waters 

The qLrantitotion limits for the GC/MS semivolatile compounds were raised 

due to the high concentration of target compounds. 

The percent recoveries for 4-Chloroaniline were outside QC limits in the 

LCS/LCSD associated with this sample. The analysis was repeated, and the 

OC observed for 4-chloroani I ine met criteria. The data r-eported here are 

from the initial extraction of the sample. Both sets of data ore being 

submitted in the data package. Please refer to the case narrative for 

further detaiIs. 

3908 

3954 

3931 

3932 

3879 

3955 

3953 

3958 

3957 

3956 

3909 

3933 

3960 

3-Nitroani1ine 

Acenaphthene 

2,4-Dinitrophenol 

4-Nitrophenol 

Dibenzofuran 

2,4-Dinitrotoluene 

2,6-Dinitrotoluene 

Diethylphthalate 

4-Chlorophenyl-phenylether 

Fluorene 

4-Mitr'oani 1 ine 

4,6-Dinitro-2-methylphenol 

N-N i t rosodi pheny1 am i ne 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

9. 

5. 

95. 

47. 

5. 

5. 

9. 

9. 

5. 

5. 

9. 

24. 

5. 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

N-nitrosodiphcnylamine decomposes in the GC inlet forming diphenylamine. 

The result reported for N-nitrosodiphenylamine represents the combined 

total of both compounds. 

3961 

3962 

3934 

3963 

3964 

4684 

3965 

3966 

3967 

3969 

3972 

3970 

3973 

3971 

3974 

3975 

4-Bromophenyl-phenylether 

HexachIorobenzene 

Pentachlorophenol 

Phenanthrene 

Anthracene 

Carbazole 

Di-n-butylphthalate 

Fluoranthene 

Pyrene 

Butyl benzylphthalate 

3,3'-Dichlorobenzidine 

Benza(a)anthracene 

bis(2-Ethylhexyl)phthalate 

Chrysene 

Di-n-octylphthalate 

Benzo(b)fluoianthene 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

9. 

9. 

14. 

5. 

5. 

14. 

9. 

5. 

5. 

9. 

9. 

5. 

9. 

5. 

9. 

5. 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 
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3976 Ben7_o(k)f luoranthene N.D. 5. ug/l 

Page 3 

***** Lancaster Laboratories Analytical Report ***** 

2425 New Holland Pike, Lancaster, PA 17601 

Sample Nirmlier: WH330554Q AccoLrnt: 10160 DAIMLERCHRYSLER CORPORATION 

3977 Benzo(a)pyrene 

3978 Indeno( l ,2 ,3-cd)pyrene 

3979 Dibenz(a,h)anthracene 

3980 Benzo(g,h, i )pery lene 

N.D. 

N.D. 

N.D. 

N.D. 

5. 

5. 

5. 

5. 

ug / l 

ug / l 

ug / l 

ug / l 

Sample Nirmber: WW3305541 Account: 10160 DAIMLERCHRYSLER CORPORATION 

Date Submitted: 01/12/00 Date Reported: NOT REP 

Date Collected: 01/11/00 

WLOOll Grab Water Sample 

Site Code: SCOOl RFA# YGQF9900272 

Dayton Thermal/Dayton, OH 

ANALYSIS N.AME RESULT 

METHOD 

DETECTION LIMIT UNITS 

Sample Nunrber: WU3305542 Account: 10160 DAIMLERCHRYSLER CORPORATION 

Date Submitted: 01/12/00 Date Reported: NOT REP 

Date Collected: 01/11/00 

WLTOlllOO Trip Blank Grab Water Sample 

Site Code: SCOOl RFA# YGOP9900272 

Dayton Thermal/Dayton, OH 

ANALYSIS NAME RESULT 

METHOD 

DETECTION LIMIT UNITS 

Sample Number: WW3305543 Account: 10160 DAIMLERCHRYSLER CORPORATION 

Date Submitted: 01/12/00 Date Reported; NOT REP 

Date Collected: 01/11/00 

Water Storage Blank Grab Water Sample 

Site Code: SCOQI RFA# YGQP9900272 

Dayton Thermal/Dayton, OH 

ANALYSIS NAME RESULT 

METHOD . 

DETECTION LIMIT UNITS 
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***** Lancaster Laboratories Analytical Report ***** 

2425 New Holland Pike, Lancaster, PA 17601 

Sample Number: WW3305543 Account: 10160 DAIMLERCHRYSLER CORPORATION 
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Fax: 16514901006 
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***** Lj,p,|.35^gp i^gfjriratories Analytical Report ***** 

a^iZS Neu Holland Pike, Lancaster, PA 17601 

Sample Number: WW33055''.0 Account: 10160 DAIMLERCHRYSLER CORPORATION 

Date Submitted; 01/12/00 Date Reported: NOT REP 

Date Collected: 01/11/00 

WLOOIO Grab Water Sample 

Site Code: SCOOl RFA# YGQ.P9900Z72 

Dayton Thermal/Dayton, Oil 

METHOD 

ANALYSIS WANE RESULT DETECTION LIMIT 

0937 TCL Pesticides in Waters 

The blank associated with this sample contained alpha-BHC at 0.003ug/l. 

This was not detected in the sample. 

The LCS/LCSD had recoveries above the QC limits for beta-BHC, delta-BHC, 

alpha chlordane, DDD, Methoxychlor, Endosulfan sulfate, and Endrin ketone. 

None of these comnoncnts were detected above the Loa in the sample. 

The blank, LCS/LCSD for this sample were injected in a biacket with eleven 

sample injections and with high response for DDD and Methoxychlor. These 

components were not found in the sample. 

UNITS 

'i6no 
1601 

1603 

1602 

160<'. 

1605 

1606 

1616 

1610 

1607 

1611 

161S 

1608 

1617 

1609 

0938 

1860 

1361 

1362 

1613 

1618 

Alpha BHC 

Beta RHC 

Delta BHC 

Gamma BHC - Lindane 

Heptachlor 

Aldrin 

Heptachlor Epoxide 

Endosulfan 1 

Dieldrin 

DDE 

Endrin 

Endosulfan 11 

DDD 

Endosulfan Sulfate 

DDT 

Endrin Ketone 

Methoxychlor 

Alpha Chlordane 

Gamma Chlordane 

Toxaphene 

Endrin Aldehyde 

N.D. 

N.D. 

N.D. 

N.D. 

O.OiiO J 

N.D. 

N.D. 

0.166 J 

N.D. 

0.93 

0.281 J 

0.38 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

M.O. 

0.47 

0.038 

0.038 

0.11 

0.038 

0.038 

0.038 

0.038 

0.038 

0.076 

0.076 

0.076 

0.076 

0.076 

0.076 

0.076 

0.076 

0.38 

0.038 

0.038 

5.7 

0.076 

ug/l 

ug/l 

Lig/I 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/1 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 
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1619 PCB-1016 N.D. 1.9 

Page 

***** Lancaster Laboratories Analytical Report ***** 

2425 New Holland Pike, Lancaster, PA 17601 

Sample Number: WW3305540 Account: 10160 DAIMLERCHRYSLER CORPORATION 

ug/l 

2 

1620 

1621 

1622 

1623 

1624 

1626 

PCB-

PCB-

PCR-

PCB-

PCB-

PCS-

1221 

•1232 

1242 

1248 

1Z54 

1260 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

1.9 

1.9 

1.9 

1.9 

1.9 

1.9 

Lig/1 

ug/1 

ug/l 

ug/l 

UQ/l 

ug/l 

Additional sample voli.ime received on 02/01/00 for PCBs/Pests. 

Sample Number: WW3305541 Account: 10160 DAIMLERCHRYSLER CORPORATION 

Date Submitted: 01/12/00 Date Reported: NOT REP 

Date Collected: 01/11/00 

WLOOn Grab Water Sample 

Site Code: SCOOl RFA« YGnP9900272 

Dayton Thermal/Dayton, OH 

METHOD 

ANALYSIS NAME RESULT DETECTION LIMIT 

0937 TCL Pesticides in Waters 

The blank associated with this sample contained alpha-BHC at 0.003ug/l. 

This was not detected in the sample. 

The LCS/LCSD had recoveries above the OC limits for beta-BHC, delta-BHC, 

alpha chlordane, DDD, Methoxychlor, Endosulfan sulfate, and Endrin ketone. 

None of these components were detected above the LOQ in the sample. 

The blank, LCS/LCSD for this sample were injected in a bracket with eleven 

snmple injections and with high response for DDD and Methoxychlor. These 

components were not found in the sample. 

1600 

1601 

1603 

1602 

1604 

1605 

1606 

1616 

1610 

1607 

1611 

Alpha BHC 

Beta BHC 

Delta BHC 

Gamma BHC - Lindane 

Heptachlor 

Aldrin 

Heptachlor Epoxide 

Endosulfan I 

Dieldrin 

DDE 

Endrin 

N.D. 

N.D. 

N.D. 

0.0078 J 

N.D. 

N.D. 

0.0134 

0.0416 

N.D. 

0.038 

0.0131 J 

0.0019 

0.0019 

0.0056 

0.0019 

0.0019 

0.0019 

0.0019 

0.0019 

0.0039 

0.0039 

0.0039 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

up/ I 
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1615 Endosulfan I I 0.0099 J 0.0039 ug / l 
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* * * * * Laticaster Laborator ies Ana ly t i ca l Report * * * * * 

2425 New Holland Pike, Lancaster, PA 17601 

sample Number: WW3305541 Account: 10160 DAIMLERCHRYSLER CORPORATION 

1608 

1617 

1609 

0938 

1860 

1361 

1362 

1613 

1618 

1619 

1620 

1621 

1622 

1623 

1624 

1626 

DDD 

Endosulfan SLilfate 

DDT 

Endrin Ketone 

Methoxychlor 

Alpha Chlordane 

Gamma Chlordane 

Toxaphene 

Endrin Aldehyde 

PCS-1016 

PCB-1221 

PCS-1232 

PCB-1242 

PCB-1Z48 

PCB-1254 

PCB-1260 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

0.0072 J 

N.D. 

N.D. 

0.0179 J 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

0.0039 

0.0039 

0.0039 

0.0039 

0.019 

0.0019 

0.0019 ug / l 

0.29 ug/ l 

0.0039 

0.096 

ug / l 

ug / l 

ug / l 

ug / l 

ug / l 

ug / l 

0.096 

0.096 

0.096 

0.096 

0.096 

0.096 

ug / l 

ug / l 

ug / l 

ug / l 

ug / l 

ug/1 

ug / l 

ug / l 

Add i t iona l sample vokime received on 02/01/00 fo r PCRs/Pests. 

Sample Number: WW3305542 Account: 10160 DAIMLERCHRYSLER CORPORATION 

Date Subn i t ted : 01/12/00 Date Reported: NOT REP 

Date Co l lec ted : 01/11/00 

WLTOlllOO Tr ip Blank Grab Water Sample 

S i te Code: SCOOl RFA# YGOF9900272 

Dayton Thermal/Dayton, OH 

ANALYSIS NAME RESULT 

METHOD 

DETECTION LIMIT UNITS 

Sample Number; WW3305543 Account; 10160 DAIMLERCHRYSLER CORPORATION 

Date Submitted: 01/12/00 Date Reported: NOT REP 

Date Collected: 01/11/00 

Water Storage Blank Grab Water S-imple 

Site Code: SCOOl RFA« YGOP9900272 

Dayton Thermal/Dayton, OH 

ANALYSIS NAME RESULT 

METHOD 

DETECTION LIMIT UNITS 
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* * * * * Lancaster Laborator ies Ana ty t i ca l Report * * * * * 

2425 New Holland Pike, Lancaster, PA 17601 

Snnple number: W3305543 Account: 10160 DAIMLERCHRYSLER CORPORATION 
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Lancaster Laboratories 
Where quality is a science. 

Page: 1 of 16 

X-Iil Sample No. WW 3305541 
Collected: 01/11/00 at 14:20 by MP 

Submitted; 
Discard: 

01/12/00 
04/08/00 

Reported: 02/07/00 

WLOOH Grab Water Sample 
Site Code: SCOOl RFA# YGqP9900272 
Dayton Thermal/Dayton. OH 
WLOOl SDG#: 0CD05-02 

CAT 
NO. ANALYSIS NAME 

6291 TCL by 8260 (water) 
1751 Chromium 
7035 Arsenic TR 
7036 Selenium TK 
7046 Barium TO 
7019 Cadmium TR 
7053 Copper TO 
7055 Lead TR 
7066 Silver TO 
7072 Zinc TR 
0259 Mercury 
0937 TCL Pesticides in Waters 
1316 AppendixIX Herbicides • Waters 
4678 TCL SW046 Semi volatiles/Waters 
4679 TCL SW846 Semivolatiles/Waters 
1123 Cyanide (Reactivity) 
0200 pH 
0430 Flash Point for Liquids 

No flash observed below 150F. 
Test flame extinguished at 112r. 
Flash point was determined using Pensky Martens closed cup apparatus. 

0496 Corrosivity See Below 1.0 See Belovr 
Corrosivity; 
The pH of the sample was 10.57 indicating that the sample is not corrosive. 
A waste Is corrosive if it exhibits a pH equal to or less than 2 
or equal to or greater than 12.5. 

1121 Reactivity See Below See Below 
Reactivity: 
The sample was extracted by the interim method described in SW 846, 
Chapter 7.3. This solution was analyzed for cyanide and sulfide. 
This waste is not considered reactive and hazardous because it does 
not generate a quantity of hydrogen cyanide exceeding 250 tog/Kg or 
hydrogen sulfide exceeding 500 mg/kg. These interim threshold limits were 
established by the Solid Waste Branch of EPA. July. 199Z, These results 
do not reflect total cyanide or total sulfide. 

1122 Sulfide (Reactivity) N.D. 39. mg/kg 

Additional sample volume received on 02/01/00 for PCBs/Pests. 

00 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 4^153-7933 

AS RECEIVED 

RESULTS 

0.0275 J 
N.O. 
N.D. 
0.0468 
0.0031 
0.0241 
0.127 
N.O. 
5,74 
0.00012J 

N.D. 
1.0.6 

No Flash Observed 

METHOD 
DETECTION LIMIT UNITS 

0.0098 
0.0050 
0.0044 
0.00049 
0,00081 
0.0029 
0.0079 
0.0017 
0-0030 
0.00010 

100. 
0.010 

See Page 
mg/l 
ng/l 
mg/l 
mg/l 
mg/l 
nK|/l 
mg/l 
mg/l 
rng/l 
mg/l 
See Page 
See Page 
See Page 
-See Page 
mg/kg 

Degrees F 

2 

3 
5 
6 
7 

P.O. N99C403749-A 
Rel. YG0P9900Z72 

1 COPY TO Leggette, Brashears & Graham ATTN: Mr. Ken Vogel 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 
11:36:33 D 0001 4 140214 698882 
320 0.00 OOMIOO ASRUIJO 

M E M B R n 

ACilL 

1^ 
Respectfully Sutmitted 
Duane A. Luckenbil l , B.S. 
Group Leader, GC/MS Volati les 

t.irn.i».U'T Lab<>ia*ono^ h ? si.iti^irii.iry ofThrrmo TorraToch Inc.. .i Themio tlfjctron Company. 

1.3nra5ter Laboratories 
2i7S Ntw Holland Pik« 
FO RoK 12425 
Lancaster, PA 17605-:''12'> 
717-655-2300 Fax: I V - h ' j h i M y Soc reverse ilrtc For PHplanation of syiiiboli drill iibbrcvi.nionj ?716 Hni 3/i]/99 
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# 
Lancaster Laboratories 
Where quality is a science. 

Page: 2 of 16 

LLI Sample No. WW 3305541 
Collected: 01/11/00 at 14:20 by MP 

Submitted; 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOll Grab Water Sample 
Site Code: SCOOl RFA# YGQP9900272 
Dayton Thermal/Dayton, OH 
WLOOl SDG#: DCD05-02 

CAT 
NO. ANALYSIS NAME 

TCL by 8260 (water) 

5385 Chloromethane 
5387 Bromomethane 
5386 Vinyl Chloride 
5388 Chloroethane 
6391 Methylene Chloride 
6302 Acetone 
6303 Carbon Disulf ide 
5390 1,1-Dichloroethene 
5393 1,1-Dichloroethane 
5396 Chloroform 
5402 1.2-Dichloroethane 
6305 2-Butanone 
5398 1,1,1-Trichloroethane 
5399 Carbon Tetrachloride 
5406 Bromodichloromethane 
5421 1,1.2,2-Tetrachloroethane 
5404 1,2-Dichloropropane 
6305 t ran.<; • 1.3 - DI chl oropropene 
5403 Trichloroethene 
5411 Dibromochloromethane 
5408 1.1,2-Trichloroethane 
5401 Benzene 
6307 cis-1.3-Dichloropropene 
5419 Bromoform 
6300 4-Methyl•2-pentanone 
6309 2-Hexanone 
5409 Tetrachloroethene 
5407 Toluene 
5413 Chlorobenzene 
5415 Ethylbenzene 
5418 Styrene 
6310 Xylene (Total) 
5392 trans-1.2-Dichloroethene 
5395 cis-1,2-Dlchloroethene 

Suff ic ient sample volume was not available to perform a MSD for th is 
analysis. However, a MS was performed. In addition, a LCS/LCSD was 
performed to demonstrate precision and accuracy at a batch level . 

i c e . 

Account No: 10160 

DaimlerChrysler Corpora t ion 
PO Box 537933 
L ivon ia MI 48153-7933 

AS RECEIVED 

ESULTS 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

320. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

76, 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

3. 
N.D. 
M.O. 
N.D. 
N.D. 
N.D. 

80. 
10. 

N.D. 
N.D. 
N.O. 
N.D. 
N.D. 

3. 
N.O. 
N.D. 

METHOD 
DLIECTION LIMIT UNITS 

3. 
3. 
2. 
3. 
2. 
6. 
3. 
1 . 
2. 
1. 
2. 
3. 
1. 
1 . 
1. 
2. 
1. 
1. 

.1 1 . 
2. 
2. 
1 . 
1. 
1. 
5. 
7. 
1. 
2. 
1. 
2. 
1. 

J 1 . 
2. 
2. 

ug/l 
ug/l 
ug/l 
iig/1 
ug/1 
ug/l 
ug/l 
iig/1 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 

P.O. N99C403749-A 
Rel, YGQP9900272 

Questions? Contact your Client Services Representative 
Kathy Kl inefel ter at (717) 656-2300 

M e M B E n 

AC:IL 

t.«nfa$tfcr laborator i r^ 
7115 N6w Holland r ike 
PO Box 12.125 
LancattBr, KA 17WS ' i ; 'S 
7t7-r558-jino r.jx. n ? 6J(3-2081 

Respectfully Submitted 
Duane A. Luckenbi11. B.S. 
Group Leader, GC/MS Volatiles 

Lancaster l i ibnr.jto'ir^ <•. « >MW5idit<rv o( Tlicirno TerraTech Inc.. a Tl i ' rmo Electron Wmpjny. 
ice rr;ycr)i; >irli.- for n«plaiioticin of %ymholi .-ind »bbrevi*tion5. " ' ' ^ " ^ ^ V ^ l ' t ' ' 



FEB 18 ' 0 0 11 :50 TO 6514901006 FROM T-699 P. 04 

^ 
Lancaster Laboratories 
Where quality is a science. 

Page: ,1 of 16 

LLI Sample No. WW 3305541 
Collected: 01/11/00 at 14:20 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOll Grab Water Sample 
Site Code: SCOOl RFA# YrTQP9900272 
Dayton Thermal/Dayton, OH 
WLOOl SDG#: DCD05-02 

CAT 
NO. ANALYSIS NAME 

TCL Pesticides in Waters 

1600 Alpha BHC 
1601 Beta BHC 
1603 Delta BHC 
1602 Gsnwa BHC - Lindane 
1604 Heptachlor 
1605 Aldrin 
1606 Heptac-hlor Epoxide 
1616 Endosulfan 1 
1610 Dieldrin 
1607 DDE 
1611 Endrin 
1615 Endosulfan II 
1608 DDO 
1617 Endosulfan Sulfate 
1609 DOT 
0938 Endrin Ketone 
1860 Methoxychlor 
1361 Alpha Chlordane 
1362 Gaima Chlordane 
1613 Toxaphene 
161.0 Endrin Aldehyde 
161M PCB-1016 
1620 PCB-1221 
1621 PCB-1232 
162,? PCB-1242 
162^ PCB-1248 
1624 PCB-1254 
1626 PCB-1260 

Account No: 10160 

Dai ml erChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

AS RECEIVED 

ULTS 

N.D. 
N.D. 
N.D. 
0.0078 J 
N.D. 
N.D. 
0.0134 
0.0416 
N.D. 
0.038 
0.0131 J 
0.0099 J 
N.D. 
N.D. 
N.D. 
N.D. 
N.O. 

0.0072 J 
N.D. 
N.D. 

0,0179 J 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.O, 
N.D. 

METHOD 
DETECTION LIMIT UNITS 

0,0019 
0,0019 
0.0056 
0.0019 
0.0019 
0.0019 
0.0019 
0.0019 
0.0039 
0.0039 
0.0039 
0,0039 
0.0039 
0.0039 
0.0039 
0.0039 
0.019 
0.0019 
0.0019 
0.29 
0.0039 
0.096 
0.095 
0.096 
0.096 
0.096 
0.096 
0.096 

ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/I 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/1 
ug/l 
ug/1 
ug/1 
ug/l 
ug/l 

P.O. N99C403749-A 
Rel. YGQP9900272 

Questions? Contact your Client Services Representative 
Kathy Klinefelter rit (717) 656-2300 

M E M B E R 

fSSM 
Viincaster l.?ibnr.-it'-^rif;s 
?425 New lloHancI Fiky 
PO Box IJ'I?^ 
l.^^c^5<l!r. TA lysos? !?? LinccH<( i 1 iibwatorips is 4 sribjidiaiy eil TnerJfio Terra Thcl' 
717-63(; 2300 f j 'C / I 7 S.W 2681 ?cr roverse sirfe for mpl jna l ion of 'ynibols anrt .-ibhrevralioni 

Submitted 
B.S. 

5St1cides/PCBs 

hcrmo Elffttron Coi>i|>ariy. 
22 IS nev, 3/23/99 



FEB 18 ' 0 0 1 1 : 5 0 TO 6514901006 FR0t1 T - 6 9 9 P. 05 

^ 

Lanosteilaboratoiies 
Where quality is a science. 

Page; 4 o f 16 

L L I S a m p l e N o . WW 3 3 0 5 5 4 1 
Collected: 01/11/00 at 14:20 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/03/00 

WLOOll Grab Water Sample 
Site Code: SCOOl RF/^ YGQP9900272 
Payton Thermal/Dayton, OH 
W.OOl SDC^; CCD05-02 

Account No: 10160 

DaimlerChrysler Corpora t ion 
PO Box 537933 
H v o n i a Ml 48153-7933 

P.O. N99C403749-A 
R e l , YGQP9900272 

CAT 
NO, ANALYSIS NAME 

AS RECEIVED 
METHOD 

RESULTS DETCCTION LIMIT UNITS 

TCL Pes t i c i des i n Waters 

The blank associated w i t h t h i s swnple contained alpha-BHC a t 0 . 0 0 3 u g / l . 
Th is was not detected i n t he sample. 

The LCS/LCSD had recover ies above the QC l i m i t s f o r beta-BHC. delta-BHC, 
alpha ch lordane, DDO, Methoxychlor, Endosulfan s u l f a t e , and Endr in ketone. 
None o f these confjonents vrere detected above the LOQ i n the sample. 

The b lank , LCS/LCSO f o r t h i s sample were In jec ted i n a brack.et w i t h e leven 
sample I n j e c t i o n s and w i t h h igh response fo r ODD and Methoxychlor. These 
components were not found i n the sample. 

Questions? Contact your C l i e n t Services Representat ive 
Kathy Kl inefel ter at (717) 655-2300 

Res 

M E M B E R ^' '« " ? * "<""•"" •""- Gf6up I 
M « B g M | FO Box 1242) / 
K t i ^ i ^ M I H I.;inc5sret, r « n W i - J r . ' S r.jncj' iUTUiboiatoriri ii=>>iib5lclioiy«f Tliurrnolorr^TijcMlrH., 
» j B * ' * 5 5 S t U 3 2i7.f>.S6-710n r.in; n r f t S 6 2681 S'?':r>.'Vi.'r5B,';l0crore)'p)anatioiio1 ivmbols ariili)libri?vntiom 

'bmitted 
i.S. 
cides^PCBs 

i iherino Elottron Company. 

fader 

7115 n»v. J'23/?? 



FEB 18 ' 0 0 11 :51 TO 6514901006 T-699 P.06 

^ 
Lancaster Laboratories 
Where quality is a science. 

Page: 5 of 16 

LLI Sample No. WW 3305541 
Collected: (71/11/00 at 14:20 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOll Grab Water Sample 
Site Code: SCOOl nF l4 YGQP9900272 
Dayton Thermal/Dayton. OH 
WLOOl SDG#: OCD05-02 

CAT 
NO. ANALYSIS NAME 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. N99C403749-A 
Rel. YGqP9900272 

AS RECEIVED 
METHOD 

RESULTS DETECTION LIMIT UNITS 

AppendixIX Herbicidi?s • Waters 

0288 
1314 
0289 
1315 

2,4-D 
Dinoseb 
2,4,5-TP 
2,4,5-T 

0.67 
N.D. 

0.065 
N.O. 

0.095 
0.047 
0.0095 
0.080 

ug/1 
ug/l 
ua/1 
ug/l 

A disparity of >40.V between the primary and confirmatory analysis occurred. 
Due to suspected interference, the lower result was reported for 2.40 and 
2,4,5-TP. 

The X difference value for 2,4.5-T was outside the 151 criteria on the "A" 
column. Since the X difference value was lov/ and 2,4,5-T was detected on 
the "B" column, the MOL and LOQ was raised above the detection amount found 
on the "B" Column. 

Sufficient sample volume was not available to perform a MS/MSD for this 
analysis. Therefore, a LCS/LCSD was performed to demonstrate precision and 
accuracy at a batch level. 

The surrogate data 1s outside the (f. limits due to unre.solvable matrix 
problems evident 1n the sample chromatogram. 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M e M B E n 

>AGIL 

^ 
/ 

Rafepectfulliy Siilwi; 
inlfer E./Hess 

jroup Leader Pes 
Lancaster latjori i iories 
?475 New Hnll.ind Pito 
PO Bo.x 12aj5 
U i i i as le i , TA \7W^- lA l ' j lun(05(rr l.oboroiftiiej i s . imWNiJry v'T'iir.i><; T»r.5T«<h L̂ C , =. Th..rmr> ri . ,rtrr,nr. 
717.fi";fi-23no rax: 717.6S() 2681 Ses reverjs l i d " for isj^pl.m.iticri n l symbols and .^bbrcvi-iliofis. 

S/PCBS 

2216 Rov. 3/2,3/99 



FEB 18 ' 0 0 11 :51 TO 6514901006 FROI'I T-699 P . 0 7 

Lancaster Laboratories Page: 6 of 16 

1 J r Where quality is a science. 

L L I S a m p l e N o . WW 3 3 0 5 5 4 1 
Col lected: ()1/H/00 at 14:20 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard; 04/08/00 

WLOOll Grab Water Sample 
Site Code: SCOOl RF/# YGQP9900272 
Oayton Thermal/Dayton, OH 
WLOOl s m - . rx;D05-02 

CAT 
NO. ANALYSIS NAME 

TCL SW846 Semi vo l a t l i es /Wa te rs 

3925 
3936 
3924 
3937 
3938 
3939 
4680 
4681 
4682 

3942 
3941 
3943 
3944 
3926 
3927 
3945 
3928 
3946 
3947 
3871 
3948 
3929 
3905 
3949 
3930 
3922 
3950 
3907 
3952 
.1951 

Phenol 
b1s(2-Chloroethyl)ether 
2-Chlorophenol 
1.3-Dichlorobenzene 
1,4-Dlchlorobenzene 
1.2-Dichlorobenzene 
2-Methylphenol 
2,2'-oxybi s(1-Chloropropane) 
4-Methylphenol 

Account No: 10160 

DaimlerChrysler Corpora t ion 
PO Box 537933 
L ivon ia MI 48153-7933 

AS RECEIVED 

RESULTS 

1,100. 
N.D. 
N,D. 
N.O. 
N.D. 
N.D. 

3. 
N.D. 

750. 

r€THOD 
DETECTION LIMIT UNITS 

10. 

J 1 

28 
3-Methylphenol and 4-methylphenol cannot be resolved under the 
chromatographic conditions used for sampl e ana lys i s 

ug / l 
ug / l 
ug / l 
u g / l 
ug / l 
ug / l 
ng/1 
ug / l 
u g / l 

. The r e s u l t repor ted 
for 4-methylphenol represents the combined tota l of both compounds 
N-Nitroso-di-n-propylamine 
Hexachloroethane 
Nitrobenzene 
Isophorone 
2-Nitrophenol 
2.4-Difnethyl phenol 
bis(2-Chloroethoxy)inethane 
2,4-Dichlorophenol 
1,2,4-Trichlorobenzene 
Naphtha!ene 
4-Chloroan1l1ne 
Hexachlorobutadlene 
4-Chloro-3-methylphenol 
2-Methylnaphthalene 
Hexachlorocyclopentadiene 
2.4.6-Trichlorophenol 
2.4.5-Trichlorophenol 
2•C hioronapht halene 
2-NitroaniMne 
Dimethylphthalate 
Acenaphtnylene 

N.D. 
N.O. 
N.D. 
N.D. 
N.D. 

5. 
N.D. 
N.D. 
N.D. 

3. 
N.D. 
N.O. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N. D. 

1. 
1. 
1. 
1. 
1. 

J 1 . 
1. 
1. 
1 . 

J 1 . 
1. 
2. 
1 . 
1 . 
5. 
2. 
2. 
1. 
2. 
2. 
1 

ug / l 
ug / l 
u g / l 
ug / l 
ug / l 
ug / l 
ug / l 
u g / l 
u g / l 
ug/ 
ug / l 
ug/l 
uq / l 
ug / l 
ug/1 
ug / l 
ug / l 
uq / l 
UQ/1 
ug / l 
ug / l 

P.O. N99C403749-A 
R e l . YGqP9900272 

Questions? Contact your Client Services Representative 
Kathy Kl inefe l ter at (717) 656-2300 cy-L j . /JJ^ 

M E M B E R 

'ML\V. 

Respectfully Submitted 
i.ancasierLiibot.jiniic; Charles J . Neslund. D.S. 
7<i25NPW Hoiiancfh-iki? Group Leader, GC/MS SVOA 
FO Box 1212S 
Laneast<:r. FA 17005 J*?"; Uiicajltr laboratorior. i5 i> MibMdiory of Tficrnio TerroTorh inr. ,i rheirno tieciron Compar>y. 
717-BiS-23U0 fax; 71/-<i5S 2581 Se= ̂ pv̂ .•̂ v̂ \\Ar for cxpliination of symbols -unH .ibhrrvlatioiK. 2216 n?v 3/23/yii 



FEB 18 ' 0 0 1 1 : 5 2 TO 6514901006 FROM T - 6 9 g P .08 

# 

Lancaster Laboratories 
Where quality is a science. 

Page; 7 of 16 

LLI Sample No. WW 3305541 
Collected: (u/11/00 at 14:20 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOll Grab Water Sample 
Site Code: SCOOl RFA# YGqP9900272 
Dayton Thermal/Dayton, OH 
WLOOl SDG#: DCD05-02 

CAT 
NO. ANALYSIS NAME 

TCL SW846 Seralvo lat l les/Waters 

3908 
3954 
3931 
3932 
3879 
3955 
3953 
3958 
3957 
3956 
3909 
3933 
3960 

3961 
3962 
3934 
3963 
3964 
4684 
3965 
3966 
3967 
3969 
3?/2 
39/0 
39/3 
3971 
3974 
3'J75 
3'J/6 
3977 
3978 
3979 
39B0 

3-N1t.roan11ine 
Acenaphthene 
2.4-Dinitrophenol 
4-Nltrophenol 
Dibenzofuran 
2,4-D1n1trotoluene 
2,6-Din1trotoluene 
Diethylphthalate 
4-Chlorophenyl-phenylether 
Fluorene 
4N1troani l ine 
4,6-D1n1tro-Z-methyl phenol 
N-N1trosodi phenyl ami ne 
N-n1trosodiphenyl amine decomposes In the GC 
The result reported for N-n1trosod1phenylam1 
total of both compounds. 
4-Bromophenyl-phenylether 
Hexachlorobenzene 
Pentachlorophenol 
Phenanthrene 
Anthracene 
Carbazole 
Di-n-butylphthalate 
Fluoranthene 
Pyrene 
Butylbenzylphthalate 
3.3'-Dichlorobenzidine 
Benzo(a)anthracene 
b1s(2-Ethylhexyi)phthalate 
Chrysene 
Oi-n-octylphthalate 
Benzo(b)f1uoranthene 
Benzo(k)fluoranthene 
Denzo(a)pyrene 
Indeno(1.2,3-cd)pyrene 
D1benz(a.h)8nthracene 
Benzo(g,h.1)perylene 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

AS RECEIVED 

SULTS 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.O. 
N.D. 
N.D. 
N.D. 

2. 
In let 

METHOD 
DETF.CTION LIMIT UNITS 

2. 
1. 

19. 
10. 

1. 
1. 
2. 
2. 
1. 
1. 
2. 
5. 

J 1 . 
forming d i phenyl 

ug/l 
ug/l 
ug/l 
ug/l 
ug/1 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 

amine. 
ne represents the combined 

N.D, 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.P. 
N.D. 
N.D. 

2. 
N.O. 
N.O. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.O, 

2. 
2. 
3. 
1 . 
1. 
3. 
2. 
1. 
1. 
2. 
2, 
1. 

J 2. 
1. 
2. 
1. 
1. 
1. 
1. 
1. 
1. 

ug/l 
uq/l 
ug/l 
uo/1 
ug/1 
ug/l 
ug/l 
uq/l 
ug/l 
ug/l 
ug/l 
uq/l 
ug/l 
uq/l 
uq/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
uq/l 

P.O. N99C403749-A 
Rel. Y6QP9900272 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M B E R 

A ^ U 

& y -I-, 

Respectfully Submitted 
Charles J. Neslund, B.S. 
Group Leader, GC/MS SVOA 

Lnf ic f lS lcr Ldbo ra to r l t ^ s 

2'I25 Now Holland PiKc 
PO BOK XliTi 
Lancaster, KA l/liU'j-242'j Lancsstrr laborutones i'., a MibsiJkiry orTti^irtiu Ti'iuTi'ih Inc.. .r Thoinio Elertron Comp.»ny. 
717-65b-2300 F i i s ; / I / 0 5 6 2081 S*"* rpvpr^o sine for svplonstion of i.ymbi)ls ariij abbreviations. 2216 f^pv. i /23/99 



FEB 18 '00 11:53 TO 6514901006 

# 
Lancaster Laboratories 
Where quality is a science. 

T-699 P.09 

TORY CHRONICLE 

Page: 8 of 16 

LLI Sample No. WW 3305541 
Collected: ()l/ll/00 at 14:20 by MP 

Submitted; 01/12/00 

WLOOll Grab Water Sample 
Site Code; SCOOl RF/# YGQP9900272 
Dayton Thermal/Dayton, OH 
WLOOl SOG#: DCD05-Q2 

Account No: 10160 
DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

CAT 
NO 

6291 

1751 
1848 
7035 
7036 
7046 
7049 
7053 
7055 
7066 
7072 

0259 
5713 

0816 
0817 
0937 
1316 

0813 
4678 
4679 

1123 

0200 
0430 
1121 
1122 

ANALYSIS NAME 

TCL by 8260 (water) 

Chrofnlum 
WW SW846 ICP Digest (tot rec) 
Arsenic TR 
Selenium TR 
Barium TR 
Cadmium TR 
Copper TR 
Lead TR 
Silver Tl̂  
Zinc TR 

Mercury 
WW SW846 Hg Digest 

Water Sample Herbicide Extract 
Water Sample Pest. Extraction 
TCL Pesticides in Waters 
AppendixIX Herbicides - Waters 

BNA Water Extraction 
TCL SW846 Semivolatiles/Waters 
TCL SW846 Semi volatiles/Waters 

Cyanide (Reactivity) 

pH 
Flash Point for Liquids 
Reactivity 
Sulfide (Reactivity) 

METHOD TR 

SU-346 8260B 

SW-846 6010B 
SW-846 3005A ] 
SW-846 6010B 1 
SW-816 6010G ] 
SW-846 6010B 1 
SW-846 6010B 1 
SW-846 6010B ] 
SW-846 6010B 1 
SW-846 6010B 1 
SW-846 6010B 

SW.046 7470A 
5W-846 7470A 

SW-846 8151A 
SW-e46 3510C <: 
SW-846 8081A/8082 ] 
SW-846 8151A ] 

SW-846 3510C i 
SW-846 eZ70C ] 
SW-846 8270C ] 

SW-846 9012 ] 

EPA 150.1 ] 
ASTI1 0 93-90 1 
SW-846 Chapter 7.3 ] 
5W.846 9034 J 

ANALYSIS 
[AL ID DATE AND TIME 

I 01/16/00 2045 

I 01/19/00 0830 
I 01/15/00 1500 
L 01/19/00 0830 
1 01/19/00.0830 
L 01/19/00 0830 
L 01/19/00 0O3O 
L 01/19/00 0830 
L 01/19/00 0830 
I 01/19/00 0830 
L 01/19/00 1150 

I 01/W/OO 1337 
I 01/13/00 2312 

I 01/13/00 0715 
I 02/02/00 1330 
I 02/03/00 1054 
I 01/20/00 1224 

I 01/18/00 0025 
I 01/20/00 1404 
L 01/20/00 1404 

L 01/19/00 1149 

01/14/00 2030 
L 01/14/00 Q81Q 
I 01/18/00 0815 
L 01/18/00 0815 

ANALYST 

Ryan V. Nolt 

Brenda A. Weaver 
Christine M. Conlin 
Brenda A. Weaver 
Brenda A. Weaver 
Brenda A. Wesver 
Brenda A. Weaver 
Brenda A. Weaver 
BrenrJa A. Weaver 
Brenda A. Weffver 
Jennifer Garrett 

Rosalind D. Ernest 
Nelli S. Markaryan 

Joseph S. Feister 
John M. Becker 
Douglas D. Seitz 
Carolyn J. Koch 

Darin P. Wagner 
Joseph M. Gambler 
Joseph M. Gambler 

Bill L. Hamaker 

Daniel S. Smith 
Catherine L. Cammauf 
Susan E. Hibner 
Susan E. Hibner 

M E M B E R 

ACIL 
l.aiicjst«r Labor.-itoric; 
2125 rfcw tlolLiiicirilce 
r o ao« 1712^ 
l.:inc5!,«tT, PA 1/rvn'>.3'l25 

717 6562300 f««: /17 fi")*) 2fi81 Jc'jrpvciso side for (-xplaii.iticincf symbols and abbr̂ viatiDPs, 
l,inc;»^tpr l .sbor;) tonpv !% a \ub%I?li,jiy ^ f T h t r n r o Tt iLATcth IrK.. a T h e r m o E k c t r O " Con ip?r iv . 

2216 Rrv, 1/2,J'99 
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# 
Lancaster Laboratories 
Where quality is a science. 

T-699 P . 1 0 

QUALITY CONTROL R E P O R T 

Page: 9 of 16 

LLI Sample No. 3305541 

WLOOll Grab Water Sample 
Site Code; SCOOl RF/yS YGQP9900272 
Dayton Thermal/Dayton, OH 

Group No. 698882 
DaimlerChrysler Corporation 

SAMPLE SAMPLE 
MDL UNITS 

6291 TCL by 8260 (water) 

5385 Chloromethane 
3. ug/l 

5387 Bromomethane 
3. ug/l 

5386 Vinyl Chloride 
2. ug/l 

6388 Chloroethane 
3. ug/l 

5.191 Methylene Chloride 
2. ug/l 

6302 Acetone 
6. ug/l 

6303 Carbon Disulfide 
3. ug/l 

5390 1.1-Dichloroethene 
1. ug/l 

5393 1,1-Dichloroethane 
2. ug/l 

5396 Chlorofoni) 
1. ua/1 

5402 1.2-D1chloroethane 
2. uq/l 

6305 2-Butanone 
3. ug/l 

5398 1.1,1-Trichloroethane 
1. ug/l 

5399 Carbon Tetrachloride 
1. ug/l 

5406 Bromodichloromethane 
1. ug/l 

5421 1,1.2,2-Tetrachloroethane 
2. ug/l 

5404 1,2-Dichloropropane 
1. ug/l 

6306 trans-1,3-Dichloropropene 
1. ug/l 

5403 Trichloroethene 
1. ug/l 

5411 Dibromochloromethane 
2. ug/l 

5408 1.1.2-Tri cl)l oroethane 
2. ug/l 

5401 Benzene 
1. ug/l 

6307 cis-1,3-Dichloroprop9ne 
1. ug/l 

BLANK 

Batch: K000161AA 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.O. 

N.D. 

N.D. 

N.O. 

N.D. 

N.D, 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.O. 

N.D. 

DUP 
RPD MS 

102 

90 

91 

99 

113 

134 

99 

126 

112 

111 

111 

137 

117 

117 

108 

123 

109 

107 

113 

104 

113 

111 

107 

MSD 
MS LCS LCS LCS LIMITS 
RPD LCS DUP RPD LOW HIGH 

65 

86 

87 

90 

108 

108 

102 

105 

109 

112 

122 

114 

119 

117 

112 

105 

106 

102 

115 

107 

106 

106 

104 

80 

84 

84 

87 

104 

107 

98 

103 

106 

108 

119 

110 

114 

111 

108 

106 

105 

96 

114 

106 

107 

102 

100 

6 

2 

3 

4 

3 

0 

4 

2 

3 

4 

2 

3 

4 

5 

3 

1 

1 

5 

1 

1 

1 

4 

4 

57 

17 

63 

24 

84 

64 

70 

85 

86 

86 

81 

65 

82 

81 

86 

65 

86 

83 

89 

80 

86 

88 

83 

143 

129 

140 

133 

127 

126 

118 

135 

128 

126 

130 

139 

1.11 

129 

120 

133 

122 

119 

128 

122 

121 

125 

120 

Laricascer LnborArorlcjr. 
M T7 M et f^ n ^'1?5 NK:V/ Hull-.iral Piku 

PO nox 1M?5 
Larrcaster PA 17fV0'>-242!> lanc/iMflr lcib'>rarotlo^ 15 a sub^Iri'ary of Tbcrrrirr TrjrraTcch Inc.. n Thrrrno Elr^rlmn Cnmpnny. 
71/'6S5230'J rax. 717-65B-2CB1 Sec levtrit '^irjL-luic^planatron of symbol? anrt abbreviations 221fi Rpv. :i/23/99 AJGIL 



FEB 18 ' 0 0 11 :54 TO 6514901006 FROM T-699 P . 1 1 

^ 

LanosterJjboratories 
Where quality is a science. 

QUALITY CONTROL JRKPORT 

Page: 10 of 16 

LLI Sample No. 3305541 
WLOOll Grab Water Sample 
Site Code: SCOOl WFf4 YGQP9900272 
Dayton Thermal/Dayton, OH 

Group No. 698882 
DaimlerChrysler Corporation 

5419 

6308 

6309 

5409 

5407 

5413 

5415 

5418 

6310 

5392 

6395 

SAMPLE SAMPLE 
MDL UNITS 

Bromoform 
1. ug/l 
4-M6thvl-2-pentanone 
5. ug/l 
2-Hexanone 
7. ug/l 
Tetrachloroethene 
1. ug/l 
Toluene 
2. ifg/l 
Chlorobenzene 
1, ug/l 
Ethylbenzene 

2. ug/l 
Styrene 
1. ug/l 
)(ylene (Total) 
1. ug/l 
trans-1,2-Dichloroethene 

2. ug/l 
c1s-l,2-Dichloroethene 

2. UQ/1 
1751 Chromium 

0.0098 ma/1 
7035 Arsenic TR 

0.0050 mq/1 
7036 Selenium TR 

0.0044 mg/l 
7046 Barium TR 

n,00049 mq/1 
7049 Cadmium TR 

0.00081 mg/l 
7053 Copper TR 

0.0029 mg/l 
7055 Lead TR 

0.0079 mg/l 
7066 Silver TK 

0,0017 mg/l 
7072 Zinc TR 

0.0030 mg/l 
0259 Mercury 

0.00010 mg/l 

0937 TCL Pesticides in Maters 

1600 

1601 

Alpha BHC 
0.0019 ug/l 
Beta BHC 
0.0019 ug/l 

BLANK 

N.D. 

N.D, 

N.D. 

N.O. 

N.D. 

N.D. 

N.D. 
/ 

N.D. 

N.D. 

N.D. 

NO. 
Batch: 000151848005 

N.D. 
Batch: 000151848005 

N.D. 
Batch: 000151848005 

N.D. 
Batch: 000151848005 

N.O. 
Batch: 000151848005 

N.D. 
Batch: 000151848005 

N.D. 
Batch: 000151848005 

N.D. 
Batch; 000151848005 

N.O. 
8atch: 000151848005 

0.0031 J mg/l 
Batch: 000135713004 

N.D. 

Batch: 000320009A 

0.0032 J ug/l 

N.D. 

OUP 
RPD 

0 (1) 

0 (1) 

0 (1) 

2 

0 (1) 

0 (1) 

0 (1) 

0 (1) 

0 (1) 

0 (1) 

MS 

100 

134 

141 

106 

112 

104 

115 

105 

119 

114 

110 

108 

101 

102 

102 

101 

104 

104 

100 

103 

109 

M 

104 

101 

101 

101 

100 

102 

103 

100 

102 

93 

MS 
RPD 

3 

0 

1 

16 

LCS 

108 

114 

109 

115 

101 

100 

102 

97 

103 

103 

105 

105 

100 

100 

100 

102 

100 

102 

99 

103 

103 

129 

127 

LCS 
DUP 

104 

114 

108 

115 

97 

97 

98 

94 

98 

101 

102 

118 

118 

LCS 
RPD 

3 

1 

2 

0 

3 

2 

4 

3 

/I 

2 

3 

9 

7 

LCS LIMITS 
LOW HIGH 

65 

72 

64 

78 

89 

91 

91 

92 

92 

85 

89 

80 

80 

80 

80 

80 

80 

80 

80 

80 

80 

49 

64 

128 

131 

131 

144 

121 

120 

122 

120 

123 

1.10 

125 

120 

120 

120 

120 

120 

120 

120 

120 

120 

120 

151 

122 

(1) The resul t for one or both determinations was less than f ive times the LOQ. 

M E M B E R 

ACIL 

lan(:a?(cr labor.itoriE5 
?A?S N P . V H o l l a n d Pik. : 

F a E o « 12125 
L^ncavfor . PA 17ei>5 i . / i K l a i i r s ! t n r l . i bn r . l t o r i i ' l i l ? ti.lhlr'Jl.-!fy ot I h r . rmr i Ti>riaTo<ll Inc., ̂  Thc rm . i r l r m r i n f f n i p g n y . 

7 1 7 . ^ 5 ^ 2 3 0 0 F.^K: 7 r / 655 26S1 ST" : r c v r ^ r i o i i d r . f o r pT.pl.)nnf(r>n crf sv i ^bo ls a n d flbbrrTvifltiOI»^. 7 7 I f i Hev. ? / 2 3 / 9 9 



FEB 18 ' 0 0 11 :54 TO 6514901006 FROM 

# 
Lancaster Laboratories 
Where quality is a science. 

T-699_P. 12 

QUALITY CONTROL R E P O R T 

Page: 11 of 16 

L L I S a m p l e N o . 3 3 0 5 5 4 1 

WLOOll Grab Water Sample 
S i t e Code: .SCOOl RF/# YGqP9900272 
Dayton Thermal/Dayton, OH 

Group No, 698882 
DaimlerChrysler Corporation 

SAMPLE SAMPLE 
MOL UNITS 

1603 Delta BHC 
0.0056 uq/l 

1602 Gairrrta BHC - Lindane 
0,0019 ug/l 

1604 Heptachlor 
0.0019 ug/l 

1605 Aldr in 
0.0019 ug/l 

1606 Heptachlor Epoxide 
0.0019 ug/l 

1616 Endosulfan I 
0.0019 ug/l 

1610 Dieldr in 
0.0039 ug/l 

1607 DDE 
0,0039 ug/l 

1611 Endrin 
0.0039 ug/l 

1615 Endosulfan I I 
0.0039 ug/l 

1608 DDD 
0.0039 ug/l 

1617 Endosulfan Sulfate 
0.0039 ug/l 

1609 ODT 
0.0039 ug/l 

0938 Endrin Ketone 
0.0039 uq/l 

1860 Methoxychlor 
0.019 ug/l 

1361 Alpha Chlordane 
0.0019 ug/l 

1362 Gamma Chlordane 
0.0019 ug/1 

1613 Toxaphene 
0.29 ug/l 

1618 Endrin Aldehyde 
0.0039 ug/1 

1619 PCB-1016 
0.096 ug/l 

1620 PCB-1221 
0.096 ug/l 

1621 PCB-1232 
0.096 ug/l 

1622 PCB 1242 
0.096 ug/l 

1623 PCB-1248 
0.096 ug/l 

1624 PCB-1254 
0.096 ug/l 

BL 

N.D. 

N.D. 

N.O. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.O. 

N.D. 

N.D. 

N.D. 

N.D, 

N.O. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

OUP 
RPD MS MSD 

MS LCS LCS LCS LIMITS 
RPD LCS DUP RPD LOW HIGH 

158 

135 

106 

83 

127 

111 

110 

102 

139 

121 

1.62 

145 

160 

146 

203 

116 

100 

92 

145 

124 

97 

76 

118 

99 

102 

94 

128 

112 

149 

135 

147 

135 

191 

107 

93 

69 

8 

8 

9 

9 

8 

11 

8 

8 

0 

8 

8 

7 

8 

8 

6 

8 

8 

29 

64 

57 

38 

42 

52 

37 

50 

46 

68 

42 

60 

67 

34 

74 

72 

70 

60 

52 

132 

143 

129 

112 

136 

146 

145 

140 

156 

143 

134 

132 

162 

115 

160 

117 

107 

142 

I -incoiTOr l.lboriiTorios 
M E M B E n 2'>25 M5W/ HolU.nd Pike 

PD Bo» 121/:-
Lfincaster, PA l/finj) .?12'.» I .int-^^tor Labor-atorif}* is (t ̂ ubcirll.uy of Tittrmo Teti\=irecb Int.. n Tficrmo f l rctron Cornp.-^ny. 
7i7.65f.-7ir)n F.ix' " / U - 6 J 5 . 2 6 8 1 5CC r'-V!rr!« si'Je for r'"pi.ni:?tiOTi of iy i "hnu .ind ,^bbr«•/lati5n:.. 7216 Rrv. 3/23/99 

>-^t;^lL; 



FEB 18 ' 0 0 1 1 : 5 5 TO6514901006 FROM 

# 
Lancaster Laboratories 
Where quality is a science. 

Page: 12 of 16 

LLI Sample No, 3305541 

WLOOll Grab Water Sample 
Site Code: SCOOl RF/* YGQP9900272 
Dayton Thermal/Dayton, OH 

Group No. 698882 
DaimlerChrysler Corporation 

SAMPLE 
MDL 

SAMPLE 
UNITS BLANK 

Dur 
RPD MS 

MS LCS LCS LCS LIMITS 
MSD RPD LCS OUP RPD LOW HIGH 

1626 PCB-1260 
0.096 ug/l N.D. 

1316 AppendixIX Herbicides - Waters Batch: 000120012A 

0288 2.4-0 
0.095 ug/l 

1314 Dinoseb 
0.047 ug/l 

0289 2,4,5-TP 
0.0095 ug/l 

1315 2.4,6-T 
0.080 uo/1 

N.O. 

N.D. 

N.D. 

N.D, 

4678 TCL SWS46 Semivolatlles/Waters Batch: 00018WAB026 

3925 Phenol 
10. ug/l N.D. 

3936 b1s(Z-Chloroethyl)ether 
1. ug/l N.D. 

3924 2-Chlorophenol 
1. ug/l N.D. 

3937 1,3-Dichlorobenzene 
1. ug/l N.D. 

3938 1,4-Dlchlorobenzene 
1. ug/l N.D. 

3939 1,2-Dichlorobenzene 
I . uo/1 H.D. 

4680 2-Methyl pfienol 
1. ug/l N.D. 

4681 2,2'-oxybisd-Chloropropane) 
1. ug/l N.D. 

4682 4-Methylphenol 
28. uq/l N.O. 

3942 N-Nitroso-di-n-propylamine 
1. ug/l N.D. 

3941 Hexachloroethane 
1. ug/l N.D. 

3943 NItrobenTOne 
1 . ug/l N.D. 

3944 Isophorone 
1 . ug/ l N.D. 

3926 2-Nitrophenol 
1 . ug/l N.O. 

3927 2,4-Dimethylphenol 
1. ug/l N.D. 

3945 b1s(2-Chloroethoxy)methane 
1. ug/l N.D. 

3928 2,4-Dichlorophenol 
1. ug/1 N.D. 

48 

97 

96 

81 

85 

88 

86 

110 

82 

102 

74 

98 

94 

102 

93 

94 

98 

48 

97 

95 

84 

85 

88 

85 

107 

81 

100 

73 

95 

92 

101 

92 

93 

98 

1 

1 

1 

0 

1 

1 

1 

3 

1 

1 

1 

2 

2 

1 

1 

1 

0 

94 

38 

98 

96 

47 

96 

95 

75 

77 

82 

86 

109 

81 

100 

59 

95 

91 

99 

93 

92 

96 

95 

37 

97 

95 

48 

97 

98 

81 

82 

86 

88 

106 

82 

100 

64 

95 

91 

101 

95 

93 

98 

1 

3 

1 

1 

1 

1 

3 

7 

6 

5 

2 

3 

2 

0 

8 

0 

1 

3 

2 

2 

2 

36 

14 

33 

69 

29 

61 

61 

43 

39 

48 

50 

54 

47 

52 

25 

58 

66 

61 

62 

57 

57 

168 

108 

161 

156 

64 

122 

123 

104 

109 

111 

117 

149 

112 

141 

96 

126 

123 

133 

124 

125 

122 

l.unca'.tpr l.ibor3toriei 

M F M e E R ^*^^ " " ' ^ " ° " ' " " - * '•''"• 

MZ\L 
PO Bor 1Z1?"i 
l.^T.snur. I'A 1/l,ni;,2.12F i,iM!.iitr;rLLihriir)U;ii"t ir aiub!iOi,iryi>f"IbemioTf' ir! ikchlm.,aThr^rmnnccuonCornpany. 
>i/.(iS(;-7<'.>0 r. i- f :7U fi'jf, 2681 5':i: iTvrr.i i-iWt fpr i:-,))l,mdiion ot symbols and ahbivviations. 7216 Ri^v. 3/23/9? 



FEB 18 '00 11:55 TO 6514901006 FROM 

^ 1 ^ Lancaster Laboratories 
i p r lV/7ere quality is a science. 

T-699 P .14 

QUALITY CONTROL R E P O R T 

Page: 13 of 16 

LLI Sample No. 3305541 

WLOnil Grab Water Sample 
Sitf l Code: SCOOl RFA#̂  YGqP9900272 
Oayton Thermal/Dayton, OH 

Group No. 698882 
DaimlerChrysler Corporation 

SAMPLE 
MDL 

SAMPLE 
UNITS BLANK 

3946 1,2.4-Trichlorobenzene 
1. ifg/1 

.3947 Naphthalene 
1. ug/l 

3871 4-Chloroan111ne 
1. ug/l 

3948 Hexachlorobutadlene 
?.. ug/l 

3929 4-Chloro-3-methylphenol 
1. ug/l 

390B 2-Methylnaphthalene 
1. ug/l 

3949 Hexachlorocyclopentadiene 
5. ug/l 

3930 2,4,6-Trichlorophenol 
2. ug/l 

3922 2.4.5-Tr1chlorophenol 
2. uq/l 

3950 2-Chloronaphthalene 
1. ua/1 

3907 2-N1troanil1n(; 
2. ug/l 

3952 Dimethylphthalate 
2. ug/l 

3951 Acenaphthylene 
1. ug/l 

N.D. 

N.D. 

N.D. 

N.D, 

N.D. 

N.D. 

N.D. 

N.O. 

N.O. 

N.D, 

N.D. 

N.D. 

N.O. 

4679 TCL SW846 Semi volatiles/Waters Batch: 00018WAB026 

3908 3-N1troan11irie 
2. ug/1 

3954 Acenaptrthene 
1. ug/l 

3931 2.4-Dinitrophenol 
19. ug/l 

3932 4-Nitrophenol 
10. ug/l 

3879 Dibenzofuran 
1. ug/l 

3955 2.4-nin1trotoliiene 
1. ug/l 

3953 2,6-Dinitrotoluene 
2. ug/l 

3958 Diethylphthalfite 
2. ug/l 

3957 4-Chlorophenyl -phenylether 
I . ug/l 

3956 Fluorene 
1. ug/l 

N.O. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.O. 

N.D. 

N.D. 

N.D. 

DUP 
RPD MS 

89 

93 

15 

65 

97 

92 

69 

103 

102 

94 

100 

26 

91 

33 

92 

89 

52 

94 

101 

104 

65 

96 

94 

M 

89 

91 

22 

65 

97 

89 

68 

104 

104 

93 

101 

27 

91 

38 

92 

89 

52 

95 

100 

105 

66 

97 

94 

MS LCS LCS LCS LIMITS 
RPD LCS DUP RPD LOW HIGH 

0 

2 

37 

0 

0 

3 

2 

1 

1 

1 

1 

5 

0 

13 

1 

0 

0 

0 

1 

0 

1 

1 

0 

82 

89 

59 

50 

96 

88 

63 

98 

100 

89 

99 

46 

88 

57 

89 

90 

48 

91 

95 

lOO 

77 

92 

90 

87 

92 

70 

56 

98 

90 

67 

103 

102 

93 

102 

46 

92 

66 

92 

99 

50 

94 

99 

103 

80 

96 

93 

6 

3 

18 

11 

2 

2 

6 

4 

1 

4 

2 

0 

4 

14 

3 

9 

3 

3 

4 

4 

3 

3 

3 

47 

57 

30 

19 

63 

42 

6 

67 

61 

60 

49 

1 

62 

26 

60 

10 

20 

71 

62 

68 

18 

60 

62 

107 

113 

123 

95 

128 

131 

89 

134 

131 

116 

131 

103 

113 

141 

117 

135 

79 

113 

129 

126 

IZO 

121 

127 

Lancaster laboryt01 IPS 
IVI *= M B E n ^''^^ "^"^ Hollanri PiKo 

PO Bvtf 12125 
Lancaster. PA l7fiO!j.Aa25 I.niir.nir'r I ,'.br'r;itorirA 15 a ̂ whsirlisry of Thprmo Tf?rTaTcfli Int., -i Thornm fIpctron Cnmpwy. 
717G56-2300 Fan, 717-G56-2681 Sae fcvcnp side for r?>pl.in3tion of symbol? and abbri!vi.ition5. 7216 Rc». 3/23/99 ACIL 
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# 
Lancaster Laboratories 
Where quality is a science. 

g U A L I T Y CONTROL REPORT 

Page: 14 of 16 

LLI Sainple No. 3305541 

WLOOll Grab Water Sample 
Site Code: SCOOl RF/V# YGqp9900272 
Dayton Thermal/Dayton, OH 

SAMPLE SAMPLE 
MDL UNITS 

3909 4-Nitroani l ine 
2. uq/l 

3933 4.6-D1n1tro-2-mRthylphfinol 
5. ug/l 

3960 N-NItrosodiphenyl amine 
1 . ug/"l 

3961 4-Bromophenyl-phenylether 
2. uq/l 

3962 Hexachlorobenzene 
2. ug/l 

3934 Pentachlorophenol 
.1. ug/1 

3963 Phenanthrene 
1. ug/l 

3964 Anthracene 
1- ug/l 

4684 Carbazole 
3. ug/l 

3965 Di-n-butylphthalate 
2. ug/l 

3966 Fluoranthene 
1. uq/l 

3967 Pyrene 
1. ug/l 

3969 Btjtyl benzyl phthal ate 
2. uo/l 

39/2 3.3'-Dichlorobenzidine 
2. ug/l 

3970 Benzo(a)anthracene 
1. ug/l 

3973 bis(2-Ethylhexyl)phthalate 
2. ug/l 

3971 Chrysene 
1. ug/l 

3974 Di-n-octylphthalate 
2. ug/l 

3975 Benzo(b)fluoranthene 
1. ug/l 

3976 Ben2o(k)fnior»nthene 
1. ug/l 

3977 Benzo(a)pyrene 
1. ug/ l 

3978 lndeno(l,2,3-cd)pyr9ne 
.1. ug/l 

3979 Oibenz(a,h)anthracene 
1. ug/l 

3980 Benzo(g,b,i)perylen9 
1. ug/l 

1123 Cyanide (Reactivity) 
100. mq/kq 

BLANK 

N.O. 

N.D. 

N.D. 

N.O. 

N.D. 

N.O. 

N.D. 

N.D. 

N.D. 

N.O. 

N.D. 

N.D. 

N.D. 

N.O. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.O. 
Batch: 00019104101 

N.D. 

Group No. 698882 
DaimlerChrysler Corporation 

DUP 
RPD MS 

82 

94 

98 

96 

98 

104 

97 

98 

100 

89 

97 

97 

80 

38 

97 

109 

98 

114 

93 

99 

101 

101 

106 

102 

24 

MS 
MSO RPO 

84 

96 

98 

97 

98 

102 

96 

97 

100 

88 

97 

96 

78 

2 

1 

1 

1 

0 

2 

1 

2 

0 

1 

0 

1 

2 

45 18 

96 . 

108 

97 

113 

92 

100 

101 

101 

106 

102 

1 

1 

1 

0 

1 

1 

0 

0 

0 

0 

25 10 

LCS 

85 

98 

96 

95 

97 

99 

94 

95 

98 

93 

96 

93 

86 

65 

95 

104 

95 

109 

90 

98 

99 

96 

101 

97 

101 

LCS 
nup 

89 

102 

98 

98 

101 

103 

97 

99 

100 

93 

98 

97 

86 

73 

97 

105 

98 

111 

93 

100 

101 

102 

105 

101 

LCS 
RPD 

4 

4 

2 

4 

4 

4 

3 

4 

3 

1 

2 

4 

0 

1.1 

3 

1 

3 

1 

4 

2 

2 

5 

4 

4 

LCS LIMITS 
LOW HIGH 

69 

31 

61 

65 

59 

36 

69 

67 

78 

58 

66 

63 

43 

15 

67 

64 

67 

68 

64 

60 

68 

65 

66 

66 

88 

121 

160 

125 

123 

129 

135 

• 121 

121 

115 

125 

.124 

125 

126 

140 

120 

129 

121 

138 

120 

124 

124 

129 

128 

128 

121 

I oticistiir Laboratoriiji 
M e r>« a e n ^•"'' f'^'" """•""• ''•̂ •'•̂  

ro Pox 12425 
L^nca5tcr, T A l/t;0' i-21/5 l.-Tncastor Labrjratorips is a subsifii-'iry of Thrrmo TorraT^fh Inf., a Tbnrnio Elearon Company. 
717 B56 230D F.-i^''17<>5C"2581 !"!'.• rcvtrto side Inr r-npijn.iiinii rjf symbol; and abbreviations, 271B Kov. 3/23/oq 
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Lancaster Laboratories 
Where quality is a science. 
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QUALITY CONTROL R E P O R T 

Page: 15 of 16 

LLI Sample No. 3305541 

WLOOll Grab Water Sample 
Site Code: SCOOl RFA# YGQP9900272 
Oayton Thermal/Dayt.on. OH 

Group No. 690802 
DaimlerChrysler Corporation 

SAMPLE S/WPLE 
MOL UNITS 

0200 pH 
0.010 

0430 Flash Point for Liquids 
Degrees F 

1121 Reactivity 
see below 

1122 Sulfide (Reactivity) 
39. mg/kg 

BLANK 

Batch: O0O14023702O000A 

Batch: 000140286043000A 

Batch; 000180416112100A 

Batch: 000180416112100A 
N.D. 

DUP 
RPO 

0 

0 (1) 

MS MSD 

62 75 

MS 
RPD 

18 

LCS 

100 

98 

90 

LCS 
DUP 

100 

99 

LCS 
RPO 

0 

1 

LCS LIMITS 
LOW HIC^ 

98 102 

97 103 

80 120 

(1) The result for one or both determinations was less than f ive times the LOQ. 

M E M B E R ^-''^^ ^^^^'' ^^'5^Tlnd rike 

A^riL PO Ko« 1 2 " ?S 
L u n c ^ t t 9 r . PA 17*TOS-;t'lJ5 LjrM.Ji l ' ; r L.ib'. 'r. iTorici is a t u b i j ' j f q r y o f T h e n n o r<irrarocb Inc., j i h p r n i o t l e c t r o t i Co*rip;»liy. 

717 05821100 F.-ii<;717-656-/fiai Sec reverie lidc fnrcKplaH.nion of symhol.s and nbbipviaiioiis 2Zir> Rnv 3/2J/«"» 
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^ 
Lancaster Laboratories 
Where quality is a science. 

T-699 P. 1'̂  

Page; 16 of 16 

LLI Sample No. 3305541 

WLOOH Grab Water Sample 
Site Code: SCOOl RFA# YGOP9900272 
Dayton Thermal/Dayton. OH 

Group No. 6988R2 
DaimlerChrysler Corporation 

TOIAL ID 

0937 TCL Pesticides in Waters 

1316 Appendix-IX Herbicides - Waters 

4678 TCL SWR46 Semi volatiles/Waters 

4679 TCL SW846 Semlvolatiles/Waters 

6291 TCL by 8260 (water) 

SURROGATE SUrtWRY 

SURROGATE RECOVERY X 

TCX 
DCB 

DCAA 

2-PI phenol 
Phenol-d6 
2.4,6-TBP 

Nitrobz-d5 
2-Fbiphnyl 
Tpheriyldl4 

OBrri 
ri4-1.2-DCA 
d8-toluene 
4-BFB 

112 
59 

36B 

65 
36 
103 

90 
82 
100 

105 
100 
95 
106 

ŝ R̂R0Ŝ TE LIMITS 

LOW HIGH 

36 
19 

37 

15 
9 

32 

55 
57 
42 

86 
80 
88 
86 

321 
153 

151 

113 
77 
157 

130 
U7 
139 

118 
120 
no 
115 

I .•*rirj..\vr Laborainrrr;^ 

IVI E M B E n ^""^^ NtiW Holl.l.Kl fiVr: 

(.ancaitet, TA 1760")va;'; Lmc.isti^i I (tbmjM>ms |t j !i)t)?jdiary ol Ihernio Ti-rijTeib Inc.. i Thrmio t l t f t ron /Icinpaiiy. 
717-6S6-2-'nn Fa'<:717-6S6 2G81 ?ee ri?vî r<c "rfr: for rxplan.jtion of symbol-, .jr'if .ibbreyi.Mions. 2216 Rev. 317.3199 ACIL 
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Lancaster Laboratories 
A division of Tberwo Analytical In^. 
Wh«n giifilHy h a science. 

Environmental Client Services Fax Cover Page 

CONFIDENTIAL MATERIAL: This message is intended only for the use of the individual 
or entity to which it Is addressed and may contain information that is privileged, confidential, 
and exempt from disclosure under applicable lav/. If received In error, please notify 
sender at once and return the original faxed transmission by U.S, Postal Service to the 
address Indicated on the bottom of this page. Thank you. 

If received In error, please notify sender at once. 

Facsimile Communication 
Fax Number: 717-656-6766 

TO: ^nu'Kx^lan-fcL.-, 

COMPANY: 1 -B6 

FROM: j ^ ? L a £ j a & : C / k a i 2 i L Ext.: J ^ J L 

DATE; -g^ltg-

Number of pages I 1 (including this cover sheet) 

Comments: S^fjU.cL ^(^.pdif^ 

If you have problems with this transmission, 
please call me at 717-656-2300 as soon as possible. 

Department #: j O Fax#: (.<?S I - H ^ Q - j O Q Q g 

?01ta Rov. 08/25/98 

lanMster Laboratories • 2475 New Holland Pike, PO Box 12425, latitsster, PA 17605-2425 » 717-656-2300 Fax: 717-656-268) 

A subsidiary of Tliotmo TerraTech Inc., B Thermo ElertiDn company 
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# 

Lancaster Laboratories 
Where quality is a science. 

Page; 1 of 10 

LLI Seunpl© No, WW 3305540 
Collected: 01/11/00 at 14:00 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
DIscBrd: 04/08/00 

WLOOIO Grab Water San^te 
Site Code: SCOOl RFA# YGQP9900272 
Payton Thermal/Oayton, OH 
WLOIO .<;iX3#: OCD05-01 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 637933 
Livonia MI 48153.7933 

P.O. N99C403749-A 
Rel. YGQP9900272 

CAT 
NO. 

6291 
1751 
7035 
7036 
7046 
7049 
7053 
7055 
7066 
7072 
0259 
0937 
1316 
4678 
4679 
1123 
0200 
0430 

0496 

1121 

1122 

ANALYSIS NAME 

AS RECEIVED 
METHOD 

RESULTS DETECTION LIMIT UNITS 

TCL by »260 (woter) 
Chromium 
Arsenic TR 
Selenium TR 
Barium TT̂  
Cadmium TR 
Copper TO 
Lead TR 
Silver TR 
Zinc TO 
Mercury 
TCL Pesticides in Waters 

rndlxIX Herbicides - Waters 
SW846 Semlvolatiles/Waters 

TCL SWM6 Sffltilvolatlles/Waters 
Cyanlda (Reactivity) 
pH 
Flash Point for Liquids 
No flash observed below 150F, 
Test flflm̂  extinguished at U6F. 
Flash point was determined using Pensky Mortens closed cup apparatus 

N.D. 
N.O. 
N.D. 
0,244 
N.D. 
0.0035 
0.012 
N.D, 
0.311 
N.D. 

N,0. 
9.18 

No Flash Observed 

0.0098 
0.0050 
0.0044 
0.00049 
0.00081 
0.0029 
0.0079 
0.0017 
0.0030 
0.00010 

100. 
0.010 

Bee Page 
mg/l 
mg/l 
mg/1 
m^/l 
mg/l 
mg/l 
mg/1 
mg/l 
mg/1 
mg/l 
See Page 
See Page 
See Page 
See Page 
mg/kg 

Degrees F 

See Below See Below 

See Below 

Corrosivity 
Corrosivity 
The pH of the sample was 9.18 indicating that the sample Is not corrosive. 
A waste Is corrosive 1f it exhibits a pH eqM«l to or less than 2 
or equal to or greater than 12.5. 
Reactivity See Below 
Reactivity; 
The sBirple was extracted by the Interim method described in SW 845, 
Chapter 7.3, This solution was analyzed for cyanide and sulfide. 
This waste Is not considered reactive and hazardous because 1t does 
not generate a quantity of hydrogen cyanide exceeding 250 mg/kg or 
hydrogen sulfide exceeding 500 mg/kg, These interim threshold limits were 
established by the Solid Waste Branch of EPA, July, 1992. These results 
do not reflect total cyanide or total sulfide, 
Sulfide (Reactivity) N,0. 39. mg/kg 

Additional sanple volume received on 02/01/00 for PCBs/Pests. 

1 COPY TO Leggette, Brashears & Graham ATTN; Mr, Ken Vogel 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 
11:31:02 0 0001 4 140214 698882 
320 0,00 00156100 ASROOO 

^>lJJf*»Wi 

M E M B E n 

>^C1L 

Respectfully Submitted 
Ouar)9 A. Luckenbil l, B.S, 
Group Leader, GC/HS Volati les 

lftntft>t*'f LaboCrtlonrs is o subslritpiyof Tticrmo rprr;^Teth Irtc, o fhpniio rk'(Tron Con»p,'»ny. 

LsncBster Ipbor i to r ies 
7175 New Hollanri r ide 
PO Box 171J5 
luncaF^pr, rA 17G05 M J i 
71?'C5C-iiOO )<in: yi7->if.i:.-2MI1 Sfie rfwrs<? <.!!)•! forp^)>l,l^l[ltinn^f svmhpl; nnd sbhit^vijiidriv J216 Rev. 3,'2.?.'0!) 



^ 
Lancaster Laboratories 
Where quality is a science. 

Page 2 of 18 

L L I e a n v p l e N o . W W 3 3 0 5 5 4 0 
Collected: Ol/ll/OO at 14:00 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOIO Grab Water S8n̂ )le 
Site Code: SCOOl RF/W YGqP9900272 
Dayton Thermal/Dayton. OH 
MLOIO SDfi#: DCD05-01 

CAT 
NO. ANALYSIS NAME 

TCL by 8260 (water) 

6385 Chloromethane 
5387 Bromomethane 
5386 Vinyl Chloride 
5388 Chloroethane 
5391 HetKylene Chloride 
6302 Acetone 
6303 Carbon Disulf ide 
5390 1,1.Dichloroethene 
5393 M-Dlchloroethane 
6396 Chloroform 
5402 l,2-01cbloroethane 
6305 2-Butanone 
5398 l,l,l.Tr1chloroethane 
5399 Carbon Tetrachloride 
5406 Bromodichloromethane 
5421 1,1,2,2-Tetrachloroethane 
5404 1.2-Dlchloropropane 
6306 trans-1,3-D1chloropropen9 
5403 Trichloroethene 
5411 01bromochloromethane 
5408 1,1,2-Trichloroethane 
5401 Benzene 
6307 cl5-l,3-P1chloropropenp 
5419 Bromoform 
6308 4 'Me thy l ' 2 -pRn tanone 
6309 2-H»xanone 
5409 T e t r a c h l o r o e t h e n e 
5407 Toluene 
5413 Chlorobenzene 
5415 Ethylbenzene 
64)0 Styrene 
6310 Xylene (Total) 
5392 trans-l,2-D1cbloroethene 
5395 cls.l.2-D1chloroethene 

Account Wo: 10160 

Da imle rChrys le r 
PO Box 637933 

C o r p o r a t i o n 

L i v o n i a MI 48153-7933 

AS RECEIVED 

ESULT 
METHOD 

> OETECTJON LIMIT UNITS 

N.D, 15. 
N.D, I B . 
H.D. 10. 
N.D. 15. 

120. 10. 
N.D. 30 . 
N.D. 15. 
N.D. 5. 
N.D. 10. 
N.O. 5 . 
N.D. : 10. 
H.D. 15. 
H.O. 5 . 
H.D. 5 . 
N.D. 5 . 
N.D. 10. 
N.D, 5, 
N.O. 5, 
N.O. 5 . 
N.D. 10. 
N.O. 10. 
N.O, 5 . 
N.D. 5 . 
N.D. 5 . 
N.D. 25. 
N.D. 35, 
N.O. 5 . 
N.D. 10, 
N.O. 5 . 
N.P, 10. 
N.D, 5 . 
N.D. 5 . 
N.D. 10. 
N.O. 10. 

u g / l 
u g / l 
u g / l 
u g / l 
u g / l 
u g / l 
u g / l 
u g / l 
u g / l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/1 
ug/l 
ug/ l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 

P.O. N99C403749-A 
Rel, YGQP990027?. 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-Z300 

M E M B E R 

A J K I L 

^>ai.V^ 
Respectfully Submitted 
Duane A. Luckenbill. B.S, 
Group Leader, GC/MS Volatiles 

l.nnf,iit(»i l.;)botaioii?s is <T ji't-^idi.iry nf TII 'TITIO T».rr*Tec t̂ i iu., a Thf;ni)f> F.lefUon Comp-iny. 

2a;5 Nfiw riolland r i k f 
FO Box 17175 
LanrS5ter, PA 17(in<.-?/i?s 
717-*)5r> ??00 r^K: 717-S'ir. 7(iP1 Soe Trvcrsf ^ id? t v i (-Kpl.^nfit iun o f sym l i o l t and Rhbrev ip t ions 77ir. Rev,. j r ? f i ' ^ ^ 



FEB 18 '00 11=33 No .003 

# 
Lancaster Laboratories 
Where quality is a science. 

Page: 3 of 18 

LLI Sainpl« No, WW 3305540 
Collected: m u m at 14:00 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Dl.«ard: 04/08/00 

WLOOIO Grab Water Satiiple 
Site Code: SCOOl RF/^ YG(1P9900272 
Dayton Thermal/Dayton, OH 
WLOIO s m - . DCOO5-01 

/\ccount No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. N99C403749-A 
Rel. YGOP990027Z 

CAT 
NO. ANALYSIS NAME RESULTS 

AS RECEIVED 
METHOD 

DETECTION LIMIT UNITS 

TCL by 8260 (water) 

The quanti tat ion l im i ts for the GC/MS vo la t i le compounds were raised due to 
the level of non-target compounds. 

Suf f ic ient sample volume was not available to pertonn a MSO for th is 
analysis. However, a MS was performed. In addit ion, a LCS/LCSD was 
performed to demon.ntrate precision and accuracy at « batch level . 

Questions? Contact your Client Services Representative 
Kathy Kl inefe l ter at (717) 656-2300 

S>MiJif^ 

I'WfCSi.i.r l.-:)boratoilo> 
M E M B e n ^''^^ ^^"^ "<'"* ' " ' ' rikff 

PO Box 17121; 
Iftiiosi^r, PA 1700'J7AJ^ AiGlL 

Respectfully Submitted 
Duane A. Luckenbill, B.S. 
Group Leader. GC/MS Volatiles 

In'Knvt^t <.At,cte<nHv\ is »s^)^^«î ^«^y of Th^nT>r>Tfrr;iT^ch *nr., p Thermo ^lpct'(m Coropgny. 

717-6b(>-7jno Fax: 717-0M'-/fjH1 Sei? iirupisi" sidr (or eiplBriMioi, of syniliol> iindabh'evidtiotis. ??K- Rev. 3^7.?/P9 



# 

Lancaster Laboratories 
Where quality is a science 

Page: 4 o f 10 

L L I Saonplv N o , WW 3 3 0 5 5 4 0 
Collected: 01/11/00 at 14:00 by HP 

Suhmittad: 01/12/00 Reported: 02/07/00 
Discard: 04/08/QO 

WLOOIO Grab Wster $Bm()le 
Site Code: SCOOl RF/tf YGQP9900272 
Dayton Thermal/Oayton. OH 
WLOIO SOG#: OCOOS-Ol 

CAT 
NO. ANALYSIS NAME 

TCL Pesticides In Waters 

1600 Alpha BHC 
1601 Beta BHC 
1603 D e l t a BHC 
1602 Gwma BHC - L indane 
1604 Heptachlor 
1605 Aldrin 
1606 Heptachlor Epoxide 
1616 Endosulfan I 
1610 Dieldrin 
1607 DOE 
1611 Endrin 
1615 Endosulfan II 
1608 DDD 
1617 Endo.';ulf»n Sulfate 
1609 DDT 
093B Endrin Ketone 
1860 Methoxychlor 
1361 Alpha Chlordane 
1362 Ganma Chlordane 
1613 Toxaphene 
1618 Endrin Aldehyde 
1619 PCB-1016 
1620 PCB.1221 
1621 PCB-1232 
1622 PCD-1242 
1623 PCB-1248 
1624 PCB-1254 
1626 PCB-1260 

cience. 

Account No: 10160 

Da1mlflrChry.<;ler C o r p o r a t i o n 
PO Box 537933 
L i v o n i a HI 48153-7933 

AS RECEIVED 

RESULTS 

N-D, 
N.D, 
N.D. 
N.D. 

0.040 
N.D. 
N.D. 

0,166 
N,D. 

0.93 
0.281 
0.38 
N,D, 
N.D, 
N.D. 
N.D. 
N.D. 
N.D, 
N.D. 
N.D. 

0,47 
N.D. 
N.D. 
N.D, 
N.D. 
N.D. 
N.D. 
N,D, 

METHOD 
DETECTION LIMIT UNITS . 

J 

J 

J 

0.038 
0.038 
0 .11 
0.Q38 
0.038 
0.038 
0.038 
0,038 
0,076 
0.076 
0.075 
0.076 
0.076 
0.076 
0.076 
0.076 
0.30 
0.038 
0.038 
5.7 
0.076 
i.9 
1,9 
1.9 
1.9 
1.9 
1.9 
1.9 

ug / l 
ug / l 
ug/l 
ug/1 
u g / l 
u g / l 
u g / l 
u g / l 
u g / l 
u g / l 
u g / l 
u g / l 
u g / l 
u g / l 
ug/l 
u g / l 
ug/l 
ug/l 
ug/l 
u g / l 
u g / l 
u g / l 
ug/l 
ug/l 
ug/l 
ug/1 
u g / l 
u g / l 

P.O. N99C403749-A 
R e l , YGQP9900272 

, 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M B E R 

>^^IL 

lnnra5t?r Laboratories 
2175 NPwMolhMuir iku 
PO Bon 12125 
I Piv^'.lrrr. PA r/M';-71>'. 

t e s p e j / t f u i l y Submi t ted 
' Jen1 fe r ; € . Mes-";, B.S. 
Qrou|l j , !eader Pest ic ides /PCBs 

I ii,n<i'.l''i I n l icrnloi l f i it « ii'ln.idif)iY of TliormoTerr,-iTccli l o t , a Tticrmo FIcdron Compiny. 
717-056-2300 F.ix; 7170'j(, 7f,fl l 5e» leMfisc sidp (oi»xp|-ni;i<iono1 >ymhol-, ;>or) itlilirfrvimiorn ?7jrj nov. . i r 7 f / f ' i 
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# 
Lancaster Laboratories 
Where quality is n science. 

Pago: 5 of 18 

LLI Sajftplw No. WW 3305540 
Collected: <)1/11/00 at 14:00 by MP 

Submitted; 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOIO Grab Water Sample 
Sits Code: SCOOl R F ^ Y(^P9900272 
Dayton Thermal/Dayton, OH 
WLOIO SDG#: DC005-01 

Account No; 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. H99C403749-A 
Rel. YC^P9900272 

CAT 
NO. ANALYSIS NAME RESULTS 

AS RECEIVED 
METHOD 

DETECTION LIMIT UNITS 

TCL Pesticides in Waters 

The Wank associated with this sample contained alpha-BHC at 0.003iia/1. 
This was not detected In the sanple. 

The LCS/LCSO had recoveries above the QC limits for beta-BHC, delta-BHC, 
alpha chlordane, DOO. Methoxychlor, Endosulfan sulfate, and Endrin ketone. 
None of these components were detected above the LOQ In the sample. 

The blank, LCS/LCSD for this sample were Injected In fl bracket with eleven 
sample injections and with hloh respon.<;e for POO and Methoj^ychlor. These 
components were not found in the sample. 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 666-2300 

Lunrasff i lahorplof in^ 
M E M B E R 7AZ5 Hew Mollnnd I'iko 

HO BO* 1212b 
I pnraster, PA 17i50S-J17.'i 

Submitted 
Hess. B.S. 

Pesticides/PCBs 

IritUflvtpr lat>o(iit(irit'S it ft tiJhjidiary of Thfrrno Tcrr;.iTrcf^ Inc, 3 Thpmio Floctroo Contpany. 
71*/-65&.2300 f<(><:7V/-r)M. 7681 Spi.' rrvcisc side for cx|il,iii;iir.io of iymbols inid aW)i(vio(ior)5 2216 iK-v. 3/23.'y» 
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# 
Lancaster Laboratories 
Where quality is a science. 

Page: 6 of 18 

LLI Sample No. WW 3305540 
Collected: 01/11/00 at 14:00 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOIO Grab Water Sample 
Site Code: SCOOl P.m Y(WP9900272 
Dayton Thenrol/Oflvton. OH 
WLOIO SPQ#; DCD05-01 

Account Ho: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. N99C403749-A 
Rel, Y(3QP9900272 

CAT 
NO. ANALYSIS NAME 

AS RECEIVED 
METHOD 

RESULTS DETECTION LIMIT UNITS 

AppendixIX Herbicides - Waters 

0288 Z.4-D N.O, 0.095 ug/1 
1314 Dinoseb N.D. 0.048 ug/l 
0289 2,4,5'TP 0.0200 J 0.0095 ug/l 
1315 2.4,5-T 0.0203 J 0.0095 ug/l 

Suff ic ient satifle volume was not available to perform a MS/MSD for th is 
analysis. Therefore, n LCS/LCSD was performed to demonstrate precision and, 
accuracy at a batch leve l . 

A dispari ty of MOt between the primary and confirmatory analysis occurred. 
Due to suspected interference, the lower result was reported for 2,4.5-TP, 

Questions? Contact your Cl ient Services Representative 
KatKv Kl inefe l ter at (717) 656-2300 

M t M B e R 

lAGIL 

Lnnco5<er lubo'- i lor ios 
2 l2SrJ (w Holland Piko 
PO Oox 1247S 
Lancasfor, PA 176()S :'17S lantat t f r l.^ilipr^loiii^t i j :ni.rtisidiaty of Ttir imo Ti 
717 655 23UU fax; /1/-h<i<v 7^R1 V r tcirert? side for <'<pbr)Ali(io ot<ymboU and ahhrevi.illoii\ 

Respertfully Siitmltted 
'Jeni fer E. HMK, B.S. 
GrgOp Leader(restlcides/PCBs 

a TiK'rioo t l f ' t l roo Comp,Tny. 
771C, H»v. :H/73/fl') 
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# 
Lancaster Laboratories 
where quality is a science. 

Page: 7 of 18 

LLI Sampl* No. WW 3305540 
Collected: Ol/ll/OO at 14:00 by MP 

Submitted: 01/12/00 Reported; 02/07/00 
OLscard: 04/08/00 

WLOOIO Grab Water Saiple 
Site Code: SCOOl RFA# YC^P9900272 
Dayton Thermal/Dayton, OH 
WLOIO SDG#: DCD05-01 

Account No: 1O160 

OaliiilerChrysler Corporation 
PO Box &37933 
Livonia MI 4fl]53-7933 

P.O. N99C403749-ft 
Rel. YQQP990O272 

CAT 
NO. 

392S 
3936 
3924 
3937 
3938 
3939 
4680 
4681 
4682 

3942 
3941 
3943 
3944 
3926 
3927 
3915 
3928 
3916 
3917 
3871 
3948 
3929 
3906 
3949 
3930 
3922 
3950 
3907 
3952 
3951 

ANALYSIS NAME 

S46 SemlvolatHes/Water."; 

Phenol 
b1s(2-Chloroethyl)ether 
2-Chlorophenol 
l.S-Dlchlorobenzene 
1,4-Dlchlorobenzene 
1,2-Dlchlorobenzene 
2-Methylphenol 
2,2' -oxybisd-Chloropropane) 
4-Methylphenol 
3-Methylphenol and 4-methylphenol 
chromatographic conditions used f( 
for 4-metl\ylpheno1 represents the 
N-N1troso-d1-n-propylamine 
Hexachloroethane 
Nitrobenzene 
Isophorone 
Z-N1trophenol 
2.4-01methyl phenol 
b1s(2-Ch1oroethoxy)methBne 
2.4-D1cblorophenol 
1.2,4-Tr1chlornbenzene 
Naphthalene 
4.chloroflnil1nff 
Hexachlorobutadlene 
4-Chloro-3-methyl phenol 
2-Methyl naphtha!ene 
Hexachlorocyclnpent ad1ene 
2,4.6-Tr1chlornphpnol 
2,4,5-Trlrhlorophenol 
2-Chloronaphthaiene 
Z-Nltrognil lne 
Dimethylphthalate 
Acenaphthylene 

AS RECEIVED 

RESULTS 

17. 
N.D, 
N.D, 
N.D. 
N.D-
M.D. 
N.D. 
N.O. 
N.D. 

METHOD 
DETT.CT10N LIMIT UNITS 

J 5 . 
5. 
5. 
5. 
5. 
5. 
5. 
5. 

14. 
cannot be resolved under the 

i r sample analysis 
combined to ta l of 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.O. 
N.D. 

4,100. 
N.D. 
N.D. 
N.D. 

120. 
N.D. 
N.O. 
N.D. 
N.D. 
N.O. 
N.D. 
N.D. 

The result re 
both cpfipounds 

6. 
5. 
5. 
5. 
5. 
5. 
5. 
5. 
5. 

47. 
5. 
9, 
5. 
5. 

21. 
9. 
9. 
5, 
9, 
9. 
5. 

ug/l 
ug/l 
ug/ l 
ug/l 
ug/ l 
ug/ l 
ug/l 
ug/ l 
ug/l 

sorted 

ug/l 
ug/l 
ug/ l 
ug/l 
ug/ l 
ug/ l 
ug/ l 
ug/ l 
ug/l 
ug/l 
ug/l 
ug/1 
ug/l 
ug/1 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/1 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

c 
I)»ri(?ister Lahoiptoilo* 

M t M R E R ' ' "^^ ' ' ' " ^ Holl>ird Piktf 
M H R S n w PO Bo.'i 1212S 
B ^ ^ ^ H B I B Lftocailc'', PA 17CO.S-7rt ̂ i Iw'K^ist'jrlaboralorn'v is A nibsidiaryof Tiu'nrio Tprralerh inr., 3Th?»mo tl?c1rofi Corripary. 
f ^ ^ ^ S f H S f f i 717-65e-2j(00 F«x:7r/ i"-4fl- i f '8i 5(re nrvr-rtc j idp for enplanstloii of «ymlicih pnd B».!..rrw,ition!. 7210 Rrv. 5/?.V<^H 

Respectfully Submitted 
Charles J. Neslund, B.S. 
Group Leader. GC/MS SVOA 
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# 
Lancaster Laboratories 
Where quality is a sr/ence^ 

LLI Sample No, WW 3305540 
Collected: Ol/ll/OO at 14:D0 by HP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 01/08/00 

WLOOIO Grab Water Sawle 
Site Code: SCOOl RFA# YGqP9900272 
Payton Thermal/Oayton, OH 
WLOIO SW4: DCD05-01 

Account No: 
I 

10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48163-7933 

CAT 
NO. ANALYSIS H*ME 

TCL SW846 Semlvolatiles/Waters 

3908 
3954 
3931 
3932 
3879 
3955 
3953 
3958 
3957 
3956 
3909 
3933 
3960 

3961 
3962 
3934 
3963 
3964 
4684 
3965 
3966 
3967 
3969 
3972 
3970 
3973 
3971 
3974 
3975 
3976 
3977 
3978 
3979 
3980 

3'N1tro»nnine 
Acenaphthene 
2.4-01nitrophenol 
4-N1trophenol 
Dibenzofuran 
2,4-Dinitrotoluene 
2,6-Din1trotoluRne 
Diethylphthalate 
4-CWorop)?eny1 -pheivlether 
Fluorene 
4-N1tro»n1line 
4,6-D1n1tro-2-methy1phenol 
N-Nltrosodlphenylamine 
N-n1 trosodipher\ylamine decomposes 
The resul t reported for N-n1trosQ( 
to ta l of both compounds. 
4-Bromophenyl-phenylether 
Hexachl orobenz.ene 
Pentachlorophenol 
Phenanthrene 
Anthracene 
Carbazole 
01-n-butylphthalate 
Fluoranthene 
Pyrene 
Butylbenzylphthalate 
3,3 •Dichlorobenzidine 
Benzo(8)anthracene 
b1s(2-Ethylh»xyl)phthalate 
Chrysene 
D1-n-octy1phthalate 
Benzo(b)fluoranthene 
BRnzo(k)f1uorBnthene 
6enzo(ajpyrene 
Indeno(l,2,3-cd)pyrene 
DIbenz(a,h)anthracene 
Benzo(g,h,1)per.ylene 

AS RECEIVED 

RESULTS 

N.O. 
N.O. 
N,0, 
H.D. 
N.O. 
N.D. 
N,D. 
N.O. 
N.D, 
N.D. 
N.O. 
N.D. 
N.O. 

METHOD 
DETECTION LIMIT UNITS 

9. 
5. 

95. 
47. 
5. 
5, 
9. 
9, 
5. 
5. 
9. 

24. 
5. 

In the (iC In let forming di phenyl 

ug/l 
ug/1 
ug/l 
ug/l 
ug/l 
ug/1 
ug/l 
ug/l 
ugn 
ug/l 
wg/i 
ug/ 
ug/1 

amine. 
J1 phenyl amine represents the cotitlned 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.O. 
N.O. 
N.P. 
N.D. 
N.D. 
N.D. 
N.O. 
N.P. 
N.O. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

9. 
9. 

14. 
5. 
5. 

14. 
9. 
5. 
5. 
Q 

9. 
5, 
9. 
5. 
9. 
5. 
5, 
5. 
5. 
6, 
5. 

ug/l 
ug/l 
ug/l 
Mg/ 
ug/l 
ug/l 
ug/1 
uo/1 
"9/1 
ug 
ug/l 
ug/l 
Uff/1 
ug/l 
ug/l 
ug/1 
ug/l 
ug/1 
ug/l 
ug/l 
ug/1 

Page: 8 Of 18 

P.O. N99C403749-A 
R e l . yCf(fP990o^7^ 

Que.stions7 Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

L(»nrn?1or l.sliornt.cili^s 
M E IVI B E n 212^ fJnw Holland I'iky 

r o Hox 12175 

AiSIL 

Respectfully Suhfnitted 
Charles J. Neslund, B.S. 
Group Leader. GC/MS SVOA 

l.niic:)si.(ri, I'A 17r>0' :'':'.'S i;Miii'.inr 1 .iboislorlc. i t ; , subsidiary i>f l l i f i m o "(orrsler.h lii(., »Th?rn>o tl^cfron fompnoy. 
/(V-(,b6-23O0 l i n 71/(::.(. 2(.81 Sfr. rovr ' i r 's id i - 'or r-xplaimtlpn of symliols sod sbfireuiMions. ?7I(> n,;v. 3/7,1/Dn 
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where quality is a science. 
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LLI Sample No. WW 3305540 
Collected: Ol/ll/OO at 14:00 by MP 

Submitted: 01/12/00 Reported: 02/07/00 
Discard: 04/08/00 

WLOOIO Grab Water Sample 
Site Code: SCOOl RFA)|» YWP9900272 
Dayton Thermal/Dayton, OH 
Wli)10 SDG#: DCD05-01 

CAT 
NO, ANALYSIS NAME 

TCL SW846 Semlvolatiles/Waters 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 637933 
Livonia Ml 48153-7933 

P,0, N99C403749-A 
Rel. YQOP9900272 

RESULTS 

AS RECEIVED 
METHOD 

DETECTION LIMIT UNITS 

The quantitation limits for the GC/MS semivolatile confounds were raised 
due to the high concentration of target compounds. 

Th^ percent recoveries for 4<Chloroannine were outside QC limits In the 
LCS/LCSO associated with this sample. The analysis was repeated, and the 
()C observed for 4-Chloroan111n« met criteria. The data reported here are 
from the Initial extraction of the sample. Both sets of data are being 
submitted in the data package. Please refer to the case narrative for 
further details. 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2.300 

A U J 
M E M D Ii n 

LRnr.nSl'^r L . l ho ra lo t i f j s 

7.12SNcwlloll. indPik'^ 
PO Rox 12425 
I.PiOtS5tcr, PA MWj.'.-'O'i 
V17-()5(>-Vi'jO lax. V i/-GjC ')W\ Sfo rovcrsi; .:irtn (or cHi'lF'nii'.ion of syi.,b,^li (ind ahhrovlstions. 

cAUi 
Respectfully Sutvnitted 
Charles J . Neslund, B.S. 
Group Leader, GC/MS SVOA 

I..irirfi5'pi Intioi.iiorics i i f. fuhsidi/iry i f Ihrrmo lerr^Tecl^ inf., aTlX'Oiio Elcflrpn fompony, 

22If ' R'-v. i n . V i ' i 



FEB 1 8 ' 0 0 11 :36 No.003 P. 11 
&&& 

^ 

Lancaster Laboratories 
Where quality is a science. 
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L L I S a m p l e Mo, 
Collected: Ol/ll/OO at 

Submitted: 01/12/00 

WW 3305540 
14:00 by MP 

WLOOIO Grab Water Snmple 
S i t e Code: SCOOl RFAj(( YCV1P9900272 
Dayton Thermal/Dayton. OH 
WLOIO 50C4: OCO05-01 

CAT 
NO ANALYSIS NW1E 

6291 TCL by 8260 (water) 

1751 Chromium 
1848 WW 5W846 ICP Digest (tot rec) 
7035 Arsenic TR 
7036 Selenium TR 
7046 Barium TR 
7049 Cadmium TR 
7053 Copper TR 
7056 Lead in 
7066 Silver TR 
7072 Zinc TR 

0259 Mercury 
B713 WW SW846 Hg Digest 

0816 Water Sample Herbicide Extract 
0817 Water Sample Pest. Extraction 
0937 TCL Pesticides In Waters 
1316 AppendixIX Herbicides - Waters 

0813 BNA Water Extraction 
4678 TCL SW846 Semlvolatiles/Waters 
4679 TCL SW846 Semivolatiles/Water.s 

1123 Cyanide (Reactivity) 

0200 
0430 
1121 
1122 

f) lash Po in t f o r L iqu ids 
R e a c t i v i t y 
S u l f i d e ( R e a c t i v i t y ) 

METHOD 

SW-846 8260B 

SW-846 
SW-846 
SW-816 
SW-e45 
SW-816 
SW-846 
SW.846 
SW-846 
SW-816 
SW-846 

6010B 
3005A 
6010B 
6010B 
(JOIOB 

eoioB 
6010B 
6010B 
60108 
60108 

A(5couht No: 10160 
DaimlsrChryaler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

ANALYSIS 
TRIAL ID DATt AND TIME ANALYST 

01/16/00 2152 Ryan V. Nolt 

5W-816 7470A 
SW-e46 7470A 

SW-846 8151A 
SW-846 3510C 
SW-816 8001A/a0B2 
SW-816 8151A 

SW-816 3510C 
SW-B46 8270C 
SW-846 fl270C 

SW-846 9012 

EPA 150.1 
ASTM D 93-90 
SW-846 Chapter 7.3 
SW-846 9034 

01/19/00 0813 
01/15/00 1500 
01/19/00:0813 
01/19/00 0813 
01/19/00 0813 
01/19/00 0813 
O1/19/0O 0813 
01/19/00 0813 
01/19/00 0813 
01/19/00 0813 

01/14/00 1336 
01/13/00 2312 

Brenda 
Christi 
Brenda 
Brenda 
Brenda 
Brenda 
Brenda 
Brenda 
Brenda 
Brenda 

A. Weaver 
ne M, Conlin 
A, Weaver 
A, Weaver 
A. Weaver 
A. Weaver 
A. Weaver 
A. Weaver 
A. Weaver 
A. Weaver 

Rosalind D, Ernest 
Nelli S. Markaryan 

01/13/00 0715 Joseph S. Feister 
02/OZ/OO 1330 John M, Becker 
02/03/00 1034 Douglas D. Seitz 
01/20/00 1158 Carolyn J. Koch 

01/12/00 1545 Wanda F. Oswalrt 
01/20/00 1109 Mî rk A. R«tc11ff 
01/20/00 1109 Mark A, Ratcliff 

01/19/00 1148 Bin L. Hamaker 

01/14/00 2030 
01/14/00 0810 
01/18/00 0815 
01/18/00 0816 

Daniel S. Smith 
Catherine L, Canmauf 
Susan E. Hibner 
Susan E. Hibner 

Lanr.aster LRboi()tori.?i 

M E M B E R ' ' * ' ^ ^ ' ' ' " f^o'l" '" ' l''''i: 

^ S j ^ S n l H I I.Biicsster. PA 17Glir.-:vi?^ 
^ ^ ^ ^ ^ ^ • ^ ^ S 717-65^-2300 Fax 7I7-65CV 7691 Sr-e rnvorsr* sidf> for ft)'.pI'iii;»Tioo of symbols and abbreviations. 

l.-?nc.:r.t.:r L^borororii-i i% .1 <\i\jiki\^ry.ni lU^^mw Tr-rraTorh Inr., ^ Thenno Herrron Company. 
271(i Rov. .?/JS/ptl 
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Lancaster Laboratories 
Where quality is a science. 
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QUALITY CONTROL REPORT 

Pagu: 11 of 18 

LLI S»Jiiple No. 3305540 

WLOOIO Grab Water Sample 
Site Code: SCOOl RFA# VGqP9900272 
Dayton Thermal/Dayton, OH 

Group No, 698fi82 
DaimlerChrysler Corporation 

SAMPLE SAMPLE 
MDL UNITS 

6291 TCL by 8260 (water) 

5385 Chloromethane 
15. ug/1 

5387 Bromomethane 
15, ug/l 

5386 Vinyl Chloride 
10, ug/l 

5388 Chloroethane 
15, ug/1 

5391 MethylRne Chloride 
10; ug/l 

6302 Acetone 
30, ug/l 

6303 Carbon Disulfide 
15. ug/l 

6390 1,1-Olchloroethene 
6. ug/1 

5393 1,1-Dichloroethane 
10, ug/1 

5396 Chloroform 
5, ug/l 

5402 1,2-D1ch1oroethan9 
10. ug/1 

6305 2-Butanone 

6398 l.l.l-Trichloroethane 
5. ua/1 

5399 Carbon Tetrachloride 

5406 Bromodichloromethane 
6. ug/l 

5421 1,1,2,2-TetrBchloroethane 
10. ug/l 

5404 1.2-Dichloropropane 
5. ug/l 

6306 trans-1,3-Dichloropropene 
5. ug/1 

5403 Trichloroethene 
5. ug/1 

5411 Dibromochloromethane 
10. iig/1 

5408 l.l,2-Tr1chloroeth9ne 
10. ug/l 

5401 Benzene 
6. ug/l 

6307 c1s-l,3-D1chloropropene 
5. ug/l 

BLANK 

Batch: K000161AA 

N.D. 

N.D. 

N.D, 

N.D. 

N.D. 

N.O. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D, 

N.D. 

N.D. 

N.D, 

N.D. 

N.D, 

N.D. 

N.D. 

N.D. 

N.D. 

N.O, 

N.D. 

N.D. 

DUP 
RPD MS 

102 

90 

91 

99 

113 

131 

99 

m 
112 

ni 

111 

137 

117 

117 

108 

123 

109 

107 

113 

104 

113 

111 

107 

MSD 
MS 
RPD 

; LCS LCS LCS LIMITS 
LCS DUP RPD LOW HIC^ 

85 

86 

87 

90 

108 

108 

102 

105 

109 

112 

122 

114 

119 

117 

112 

105 

106 

102 

115 

107 

106 

106 

104 

80 

84 

84 

87 

101 

107 

98 

103 

106 

108 

119 

110 

114 

111 

108 

106 

105 

96 

114 

106 

107 

102 

100 

6 

2 

57 

17 

63 

24 

84 

64 

70 

85 

66 

86 

81 

65 

82 

81 

86 

65 

86 

83 

89 

80 

86 

eg 

83 

143 

129 

140 

133 

127 

126 

1)8 

135 

128 

125 

130 

139 

131 

129 

120 

133 

122 

119 

128 

122 

121 

125 

IZO 

L.into^for Lr*horpfori.-^ 
M E M B E R 247^• New l lo i l i jnd l ' ik i i 

^ PO fion 12^25 
l.nnCASt°r: PA 17(.n!.-;M25 ^H L.^rrriiMcr l.!»hor;ilorir^ i i ;i jvibsidiary (.f Ttu:rrFn, Tr-ir^Tr-rh lor.,;, i l irrnno t lertron Comp.Tny, 
7l7.S5ri 2300 r?>.- 71/ (iSh 2f>«1 5co reverse side for expl.mation ot iyi ' i t ioU mid ahhrr-viBtions. 221f. R*v, 3/23re9 
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LLI Sanvpla Mo. 3305540 

WLODIO Grab Water Sample 
Site Code: SCOOl PFA# YGQP99002;2 
Oayton Thermal/Dayton. OH 

Group No. 698882 
DaimlerChrysler Corporation 

SAMPLE SAMPLE 
MDL WITS 

5419 Bromoform 
5. ug/l 

6308 4-Methyl•2•pentanone 
25, ug/1 

6309 Z'Haxanone 
35. ug/1 

5409 Tetrachloroethene 
5. ug/1 

5407 Toluene 
10. ug/l 

5413 Chlorobenzene 
5. ug/1 

5415 Ethylb«nrene 
10. ug/l 

5418 Styrene 
5, ug/1 

6310 Xylene (Total) 
6. ug/1 

5392 tran.<!.l,2-D1chloroethene 
10, uo/1 

5395 Cls-1,2-D1ch1oroethens 
10. ug/l 

1751 Chromium 
0,0098 mg/l 

7035 Arsenic TR 
0.0050 mg/l 

7036 Selenium TR 
0.0044 mg/l 

7016 Barium TR 
0.00019 mg/l 

7049 Cadmium TR 
O.OOOBl mg/l 

7053 Copper TR 
0.0029 mg/l 

7055 Lead TR 
0.0079 mg/l 

7066 Silver TR 
0.0017 mq/1 

7072 Zinc TR 
0,0030 mg/l 

0259 Mercury 
0.00010 mg/l 

0937 TCL Pesticides in Waters 

1600 Alpha BHC 
0.038 ug/l 

1601 Bets BHC 
0.038 ug/l 

BLANK 

N.D. 

N,0, 

N.O. 

N.D. 

N.D. 

N.D, 

N.D, 

N.D. 

H.D. 

N.D. 

N.D, 
Batch: 000151848005 

N.O. 
Batch: 000151848005 

N.D. 
Batch: 000151948005 

N.D. 
Batch: 000151848005 

N.D, 
Batch: 000151818005 

N.D. 
Batch: 000151S18005 

N.D. 
Batch: 000151848005 

N.D. 
Batch: 000151848005 

N.D. 
Batch; 000151848005 

0.0031 J mg/l 
Batch: 000135713004 

N.D. 

Batch: 0Q0320009A 

O.0032 J ug/l 

N.D. 

DUP 
RPO 

0 (1) 

0 (1) 

0 (1) 

2 

0 (1) 

0 (1) 

0 (1) 

0 (1) 

0 (1) 

0 (1) 

MS 

100 

131 

141 

106 

112 

104 

115 

105 

119 

114 

110 

108 

101 

102 

102 

101 

1D1 

101 

100 

103 

109 

HSO 

104 

101 

101 

101 

100 

102 

103 

100 

102 

93 

fIS 
. RPO LCS 

108 

114 

109 

115 

101 

100 

102 

97 

103 

103 

105 

3 106 

1 100 

1 100 

1 100 

1 102 

1 100 

1 102 

0 99 

1 103 

16 103 

129 

127 

LCS 
PUP 

104 

114 

108 

115 

97 

97 

98 

94 

98 

101 

102 

lie 

118 

LCS 
RPO 

3 

1 

2 

0 

3 

2 

4 

3 

4 

2 

3 

9 

7 

LCS L 
LOW 

65 

72 

61 

78 

09 

91 

91 

92 

92 

85 

89 

80 

00 

80 

80 

80 

80 

80 

80 

80 

80 

49 

61 

IMITS 
HIGH 

128 

131 

131 

144 

121 

120 

122 

120 

123 

130 

125 

120 

120 

120 

120 

120 

120 

120 

IZO 

120 

120 

151 

122 

(1) The result for one or both determinations was less than five times the LOQ. 

M E M B H M ' " ' ' ' ^ ^^ ' '^ tloltend I'll ft 
PO POM 12125 
Innfastc i , PA l76Dj /12I> I w r n n c i l,il)0);.1oiifs i i ii wbsidi.vy of Th?n<)0 1orr»Trrh Int.. « Thenno electron Company, 
•/17.C:;0 J'iM) l,'i<. ,V;-G5ri vf.RI Cc.. rvvfrs,. t ldr- foi pn/il.in.illon of 5ymbol<. and sWireviations. 2210 Rev. .3/23/4! 

MZ\l 
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LLI Sample No. 3305540 

WLOOIO Grab Water Sanpla 
Site Code; SCOOl RFA# YGOP9900272 
Dayton Thermal/Dayton. Oil 

Group No. 698882 
DaimlerChrysler Corporation 

SAMPLE SAfiPLE 
HDL UNITS 

1603 Delta BIlC 
0.11 ug/l 

1602 Gamma BHC - Lindane 
0.038 ug/1 

1604 Heptachlor 
0.038 ufl/1 

1605 Aldrin 
0.038 ug/l 

1606 Heptachlor Epoxide 
0.038 ug/l 

1616 Endosulfan I 
0,038 ug/l 

1610 Dieldrin 
0.076 ug/l 

1607 DDE 
0.076 ug/l 

1611 Endrin 
0.076 ug/l 

1615 Endosulfan I I 
0.076 ug/l 

3608 DDD 
O.076 uq/l 

1617 Endosulfan Sulfate 
0.076 ug/l 

1609 DDT 
0.076 ug/1 

0938 Endrin Ketone 
0.076 UQ/1 

1860 Metho)ychlor 
0.38 ug/1 

1361 Alpha Chlordane 
0.038 ug/l 

1362 Gamma Chlordane 
0.038 ug/l 

1613 Toxaphene 
5.7 ug/l 

1618 Endrin Aldehyde 
0,076 ug/l 

1619 PCB-1016 
1.9 ug/l 

1620 PCR-1221 
1.9 ug/l 

1621 PCB-1232 
1.9 ug/l 

1622 PCB'1242 
1.9 ug/1 

1623 PCB-1248 
1.9 ug/l 

1624 PCB-1254 
1.9 ug/l 

BL 

N.D. 

N.D. 

N.D. 

N.D. 

N.D, 

N.D. 

N.O, 

N.D. 

N.D, 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.O. 

N.O. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

DUP 
RPD MS MSO 

MS 
RPD LCS 

158 

135 

106 

83 

127 

111 

•110 

102 

139 

121 

162 

145 

160 

146 

203 

116 

100 

92 

LCS 
DUP 

146 

124 

97 

76 

118 

99 

102 

94 

120 

112 

149 

135 

147 

135 

191 

107 

93 

69 

LCS 
RPD 

8 

8 

9 

9 

8 

11 

8 

8 

8 

8 

8 

7 

8 

8 

6 

8 

8 

29 

LCS LIMITS 
LOW Hlfitl 

64 

57 

38 

42 

52 

37 

50 

46 

68 

42 

60 

67 

34 

74 

72 

70 

60 

52 

1.32 

143 

1Z9 

112 

136 

146 

145 

140 

156 

143 

134 

132 

162 

115 

160 

117 

107 

142 

Lanc -̂»-"ter L^bor.trorios 
M e M B 1= O 2475 New UollPiid Pike 

r o Pox 12«25 
lanca!.1ei, PA 17f>0:i 74/ ' . {..•iiif?>r.tcr l.rj|>orrtUtti(;i Is,; \ril,ilfll,^ry oMheiroi. T^•Ifrt1^•(l̂  loi.,,iT[i,;rnio lli.-ilron Corop.iny. 
717-C5(>-2300 F«x:/1Mi'.r.-76R1 Set; reuor^c l idr for c'pkin-.I ionof iymhr-U sod nhhi'pvistioin. 2216 Hev. 3'73/<>9 y^^IL 
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LLI S»unpl« No. 3305540 

WLOOIO Grab Water Sample 
Site Code: SCOOl RFA# yGqP990027Z 
Dayton Thermal/Dayton. DM 

Group No. 696882 
DaimlerChrysler Corporation 

SAMPLE 
MDL 

SAMPLE 
UNITS BUNK RPD MS MSO 

MS LCS LCS LCS LIMITS 
RPD LCS DUP RPD LOW HIGH 

1626 PCB-1260 
1,9 ug/1 N.D, 

1316 AppendixIX Herbicides - Waters Batch: 000120012A 

0288 2,4-D 
0.095 ug/l 

1314 Dinoseb 
0,048 ug/1 

0289 2,4,5-TP 
0.0095 ug/l 

1315 2,4,5-T 
0,0095 ug/1 

N.O. 

N.D. 

N.D. 

N.O. 

4678 TCL SW846 Semivolatiles/Waters Batch: 00012WAD026 

3925 Phenol 
B. ug/1 N.D. 

3936 b1s(2-Chloroethyl)ether 
5, ug/l N.D. 

3924 2-Chloroprienol 
5. ug/l N.D. 

3937 l,3-D1ch1orobenrene 
5, ug/l N.D. 

3938 1,4-Olchlorobenzene 
B, ug/1 N.D. 

3939 1,2-Dlchlorobenzene 
6. ug/1 N.D, 

4680 2-MBthylpheno1 
5, ug/1 N.D. 

4681 2,2'-oxybisd-Chloropropane) 
5. ug/1 N,D. 

4682 4-Methy1pfienol 
14. ug/1 N.D. 

3912 N-Nltro.io-di-n-propylamine 
5. ug/l N.D, 

3941 Hexachloroethane 
6, ug/1 N.D, 

3913 Nitrobenzene 
5. ug/l N.D. 

3944 Isophorone 
5. ug/l N.D. 

3926 2-H1trophenol 
5. ug/l N.O. 

3927 2,4-Dimethylphenol 
5. ug/1 N.D. 

3945 b1s(Z'Ch1oroethoxy)methBne 
5, ug/1 N,D. 

3928 2.4-Oichloropherwl 
6. ug/l N,D. 

49 

106 

102 

78 

77 

81 

97 

125 

92 

108 

77 

101 

99 

101 

97 

95 

98 

62 

103 

102 

80 

79 

83 

97 

J 22 

92 

102 

81 

101 

97 

101 

98 

96 

97 

7 

3 

1 

4 

3 

2 

1 

4 

1 

6 

5 

0 

2 

0 

1 

0 

1 

94 

38 

98 

96 

51 

103 

101 

72 

74 

77 

95 

121 

90 

101 

73 

99 

96 

101 

97 

94 

98 

95 

37 

97 

95 

56 

100 

101 

60 

81 

fl?. 

95 

116 

90 

100 

82 

100 

98 

105 

98 

95 

100 

1 

3 

1 

1 

10 

3 

0 

11 

9 

7 

0 

4 

0 

6 

12 

1 

2 

4 

1 

1 

2 

36 

14 

33 

59 

29 

61 

61 

43 

39 

48 

50 

54 

47 

52 

25 

58 

56 

61 

62 

57 

57 

168 

108 

161 

156 

64 

122 

123 

101 

109 

in 

117 

149 

112 

141 

96 

126 

123 

133 

124 

125 

12Z 

I wnca«;ti?r l.alxn a1<,ri,;>., 
M S M B F R ' ' ' ^ - ^ ^ ^ Holl.ind Pit-c 

TO Pox 121125 
Inor.ivlor, r i \ l / iK)', 712;. I >iir,TSl'.'r I hhor?>oii,.-.. I-, ,-i Mibsidini^' iif thermo Torrji"!rh Inc., B Thermo EICC(ior> fomp-iny, 
717-r>St.23O0 r.lx! /1/-GS(J 76ii l Sc'reufrsrsidr-(orovplnnalion of symbolv !fOd ahbrevijt iO'i ' . 22H> Hev. 3/23.'?^ 

m^u 
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LLI Sample No. 3305540 
WLOOIO Grab Water Sample 
Site Code: SCOOl RFA# YGQP9900272 
Oayton Thermal/Dayton, OH 

SAMPLE 
MDL 

SAMPLE 
UNITS BLW<K 

3946 1.2,4-Tr1chlorobenzene 
5. ug/l 

3947 Naphthalene 
47. ug/1 

3871 4-Ch1oroan1Hne 
5. ug/1 

3948 Hexachlorobutadlene 
9. ug/l 

39Z9 4-Chloro-3-n)ethy1pheno1 
5, ug/1 

3905 2-Methylnaphthalene 
6. ug/l 

3919 Hexachlorocyclopentadiene 
24. ug/1 

3930 2.4.6-Tr1ch1orppheno1 
9, ug/1 

3922 2,4,5-Trichlorophenol 
9, iig/1 

3950 ?.-Chloronaphthalene 
5, ug/l 

3907 2-N1troan111ne 
9. ug/l 

3952 Dimethylphthalate 
9, ug/l 

3951 Acenaphthylene 
5. ug/l 

N.D. 

N.D, 

N.D. 

N.D. 

N.D. 

N.D. 

N,D, 

N.D. 

N.D. 

N.D. 

N.O. 

N.D. 

N.O. 

4679 TCL SWe46 Semlvolatiles/Waters Batch: O0O12WAD026 

3908 3-Nitroan111ne 
9. ug/l 

3954 Acenaphthfine 
5. ug/l 

3931 2.4-D1nUrophenol 
95, uq/l 

3932 4-Nltrophenol 
47. ug/1 

3879 Dibenzofuran 
5. ug/1 

3955 2,4-D1n1troto1uene 
6. ug/l 

3953 2,6-01n1troto)uene 
9. ug/l 

3958 Diethylphthalate 
9. ug/l 

3957 4•Chloropnenyl-phenylether 
5. ug/l 

3956 Fluorene 
5. ug/l 

N.D. 

N.D. 

N.O. 

N,D. 

N.D. 

N.D, 

N.D. 

N.O, 

N,D. 

N.O. 

'• 

Group No. 698882 
DaimlerChrysler Corporation 

DUP 
RPD MS 

78 

S8 

29 

71 

101 

86 

70 

103 

95 

94 

93 

79 

94 

36 

96 

85 

51 

98 

102 

100 

97 

101 

102 

•MS 
HSO RPD 

84 

90 

41 

80 

102 

91 

74 

99 

94 

95 

95 

55 

96 

38 

98 

39 

40 

97 

106 

99 

88 

100 

103 

8 

3 

15 

12 

1 

6 

6 

4 

1 

1 

2 

36 

2 

4 

2 

74 

24 

1 

4 

1 

9 

1 

1 

LCS 

74 

84 

24 

67 

100 

82 

65 

102 

93 

89 

96 

82 

93 

30 

96 

93 

65 

96 

103 

99 

99 

99 

100 

LCS 
DUP 

87 

92 

23 

84 

100 

92 

79 

105 

98 

97 

.92 

54 

91 

27 

98 

89 

55 

96 

103 

97 

87 

101 

102 

LCS 
RPD 

16 

10 

5 

23 

0 

12 

20 

3 

6 

8 

4 

42 

2 

10 

2 

4 

1 

0 

0 

1 

13 

5 

2 

LCS LIMITS 
LOW HIGH 

47 

57 

30 

19 

63 

42 

6 

57 

61 

60 

49 

1 

62 

26 

60 

18 

20 

71 

62 

68 

18 

60 

62 

107 

113 

123 

95 

128 

131 

89 

134 

131 

116 

131 

103 

113 

141 

117 

135 

79 

113 

129 

126 

120 

IZl 

127 

Lant.-iM^r l7»horriU>rit i. 
M E M P r n ' " ' ' " ' * ' ° " Holland I'il c 

PO Bnn 12125 
Irinrftolci. PA iVfi ir, 2 l , " i Inofpslcr IfibcuiXoiios if ,1 subsidiary ot Thenno 1erraTr>ch In'.. .iThormo t k t t r o n Compor<y. 
71/-rSf> 2300 Fiix 717 (7)6 2081 SP'- rf versr ^ide for rvplr i i . i t ion of syml.iol« ,-"id iibhrrviiitioris. 271S Flev. 3/23/00 Mm. 
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LLI Stunpla No. 3305540 

WLOOIO Grab Water Sample 
S i t e Code; SCOOl RF/* YGQPi)900272 
Oayton Thermal/Dayton. OH 

Group No. 69BB82 
DaimlerChrysler Corporat ion 

SAMPLE 
MOL 

5WPLE 
UNITS 

3909 4-N1troan111ne 
9. u g / l 

3933 4,6-D1n1tro-R-methylph9m)l 
24. ug / l 

3960 N-N1trosod1phenyl»m1ne 
6 . ug / l 

3961 4-Bromophenyl-phenylether 
9. ug / l 

3962 Hexachlorobenzene 
9. ug / l 

3934 Pentachlorophenol 
14. ug / l 

3963 Phenanthrene 
5. ug / l 

3964 Anthracene 
6, ug / l 

46B4 Carbazole 
14. ug/l 

3965 Di-n-butylphthalate 
9, ug/l 

39(>6 Fluoranthene 
5, ug/l 

3967 Pyrene 
5. uq/1 

3969 Buty lbenzy lphtha la te 
9. ug / l 

3972 3.3'-Dichlorobenzidine 
9. ug/1 

3970 Benzo(a)anthr8cene 
5, ug / l 

3973 b1s(2-Ethy lhexy1)phthalate 
9. ug/1 

3971 Chrysene 
5. . uo/1 

3974 Di-n-octylphthalate 
9, ug/l 

3975 Benzo(b)f luoranthene 
5. ug / l 

3976 BBnzo(k)f luoranthene 
5, ug / l 

3977 Benzo(a)pyreno 
5. ug/l 

3978 Indeno(1.2,3-cd)pyrene 
6, up/1 

3979 D1benz(a,h)anthrncBnB 
5. ug/l 

3980 Benzo(o.h,1)perylene 
5. ug/l 

1123 Cvanlde (Reactivity) 
100. mg/kg 

BLANK 

N.D, 

N.D. 

N.O. 

N.D. 

N.D. 

N.P. 

N.D. 

N.D. 

N.D. 

N.D. 

N.O. 

N.D. 

N.O. 

N.D. 

N.D. 

N.D, 

N.D. 

N.D, 

N.D. 

N.O. 

N.D. 

N.D. 

N.D. 

N.D, 
Batch: 00019104101 

N.D. 

DUP 
RPD MS 

89 

93 

104 

101 

105 

78 

103 

102 

. 107 

106 

106 

100 

104 

44 

99 

103 

102 

102 

94 

102 

104 

100 

105 

101 

24 

M; 

93 

68 

96 

98 

102 

70 

101 

100 

106 

103 

104 

97 

101 

38 

101 

102 

100 

98 

94 

100 

104 

102 

104 

102 

26 

MS LCS ICS LCS LIMITS 
RPD LCS DUP RPD LOW HICJI 

4 

31 

7 

3 

2 

11 

2 

2 

1 

2 

1 

3 

3 

15 

2 

0 

1 

4 

0 

2 

0 

2 

0 

1 

10 

86 

91 

98 

95 

100 

80 

99 

100 

105 

102 

103 

94 

98 

39 

97 

98 

97 

101 

94 

100 

102 

98 

101 

99 

101 

87 

98 

102 

99 

103 

84 

103 

103 

103 

105 

103 

104 

104 

35 

99 

104 

100 

105 

91 

101 

100 

96 

100 

94 

1 

8 

4 

4 

3 

4 

4 

3 

2 

3 

0 

9 

6 

9 

1 

7 

2 

4 

2 

1 

2 

3 

0 

5 

69 

31 

61 

65 

59 

36 

69 

67 

78 

58 

C6 

63 

43 

15 

67 

64 

67 

68 

64 

68 

68 

65 

66 

66 

88 

121 

150 

125 

123 

129 

135 

121 

121 

115 

125 

124 

125 

126 

140 

120 

129 

121 

138 

IZO 

124 

124 

129 

128 

128 

121 

tnn<;pNtCr l p i ro rp lo f r r . . . 

M E M 3 C n * " ' ' ^ '^ '^ Holljinrl Pil<i! 
r o Dcjx 12425 
Lont.islor, FA 17005 7,175 L?in<;i>t?i l.Kliorntorios is > subsidiary of Tht:mio Ttrii*TOtli lor., A Tfif^iino Elqctron Company. 
717-fi5fi-2.3n() M)c/1/-fi! i(;.2r.fl1 See reverse Sid? for cxfliincUOD of lyoi l iol i And.ibhievistions. 221C Kcv. J l / j / g u 

AOILi 
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LLI Samplfli No. 3305540 

WLOOIO Grab Water Semplo 
S i t e Code: SCOOl RFA# Y(5QP9900272 
Dayton Ttiermal/Dayton, OH 

Group No. 698882 
DaimlerChrysler Corporat ion 

SAMPLE SAMPLE 
MOL UNITS 

0200 pH 
0.010 

0430 Flash Point for Liquids 
Bsgre&s F 

1121 Reactivity 
see b^low 

1122 Sulfide (Reactivity) 
39. ng/kg 

BLANK 

Batch: OO014O237OZ0000A 

Batch: 000140286043000A 

Batch: 000180416112100A 

Batch: 0001fl0416112100A 
N.D, 

DIJP 
RPD 

0 

0 (1) 

MS MSD 
MS 
RPD 

LCS LCS LCS LIMITS 
LCS DUP RPD LOW MIGtl 

100 100 0 98 102 

90 99 1 97 103 

62 75 18 90 80 120 

(1) The result for one or both determinations was less than five times the LOQ. 

l.Brifastei Ubor;i\orir<. 
M E M B E R 2.125 N'jw MollfirHl Pilio 

r o f o r 12/125 
t ."iri(;<N*.r:r, PA 17fiO'',.7^/% lF-nr.isl?i L3bor-:i1orir,'̂  iv ;i sv'bsiiliflry i.f Tdorino i^^rinToth Inr., s TKcrroo flprtroo Cooip^ny. 
717-fi5';-230l) f.-ix: "/1/.6Srt 2n>)l S?E ri'vcrso <.,(i.> lot opI.Misiioo of s/hibols snri i iHjrcviallors. 22K> Rov ?;73/')5 

Af<ni. 
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LLI Sample No. 3305540 

WLOOIO Grab Water Saiip1« 
Site Code: SCOOl RFA# YWP9900272 
Oayton Thermal/Dayton, OH 

Group No. 698»82 
DaimlerChrysler Corporation 

SURROGATE SlIWARY 

TRIAL ID SURROGATE RECOVERY * 

0937 TCL Pesticides in Waters 

1316 AppendixIX Herbicides • Waters 

4678 TCL $W846 Semlvolatiles/Waters 

4679 TCL SW846 -Semlvolatiles/Waters 

6291 TCL by B260 (water) 

TCX 
DCB 

DCAA 

2-Flphenol 
Phenol-de 
Z,4,6-TBP 

Nitrob2-d5 
2-Fbiphnyl 
Tphenyldl4 

DBFM 
d4-l,2-DCA 
dB-toluene 
4-BFB 

91 
93 

128 

71 
53 
95 

119 
101 
111 

106 
100 
97 
106 

SURRORATI L 
LOW 

36 
19 

37 

15 
9 
32 

55 
57 
42 

B6 
80 
88 
86 

[MITS 
HIGH 

121 
153 

151 

113 
7/ 
157 

130 
117 
139 

118 
120 
110 
115 

LancKtcr LBhoi ATortc", 
fVT E M H f i I f 2')2S NJOVV HoM.'ffitl PtI-.e 

f O Box I212S 
l i i rKfi ' i lei . PA 17r.n'.. ,M; ' ' I I .V I I . I ' .K I l;.b;ir<i|r.iif^ î  i' Milnirliary " ( Ihc to io TorriiTcdi Inr., a Thrimo FI<!rtron Company. 
n/l 'SG-ZlOQ r.)«. /I.'-f.SCiVf.ni Sr.(i..vrr-O!.|ri('fnrr»pl,in!<tioiicfsyi'i l)ol^aort Bblju'vimion!. 2210 W.\i. H I i ' i / H iTNsm 



EPA Region 5 Records Ctr. 

^"••^ Lancaster Laborator ies 
Where quality is a science. 350088 

Electronic Data Deliverables fEBi .̂. tm 

Laboratory 
Sample No. 

10160 - DaimlerChrysler Corporat ion 
SDG: DCD10 Dayton Thermal/Dayton, OH 

Sample Reference List for EDD File C3308658.TXT 

Sample Description Collected 

3308658 WLOOl2 Grab Water Sample 

3308659 Trip Blank Water Sample 

3308660 Water Storage Blank Grab Water Sample 

Site Code: SC001 RFA# 
YGQP9900272C 
Site Code: SC001 RFA# 
YGQP9900272 
Site Code: SCOOl RFA# 
YGQP9900272 

01/16/00 15:00 
* 

01/17/00 00:00 

01/18/00 10:00 

^v^^ c^ 

Lancaster Laboratories • 2425 New Holland Pike, PO Box 12425, Lancaster, PA 17605-2425 • 717-656-2300 Fax:717-656-2681 
A subsidiary of Thermo TerraTech Inc., a Thermo Electron Company 
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Page: 1 of 16 

LLI Sample No. WW 3308658 
Collected: 01/16/00 at 15:00 by MP 

Submitted: 01/18/00 Reported: 01/31/00 
Discard: 04/01/00 

WL0012 Grab Water Sample 
Site Code: SCOOl RF/^ YGQP9900272 
Dayton Thermal/Dayton, OH 
L0012 SDG#: DCDIO-Ol 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. N99C403749-A 
Rel. YGQP9900272 

CAT 
NO. 

6291 
1751 
7035 
7036 
7046 
7049 
7053 
7055 
7066 
7072 
0259 
0937 
1316 
4678 
4679 
1123 
0200 
0430 

0496 

1121 

ANALYSIS NAME 

TCL by 8260 (water) 
Chromium 
Arsenic TR 
Selenium TR 
Barium TR 
Cadmium TR 
Copper TR 
Lead TR 
Silver TR 
Zinc TR 
Mercury 
TCL Pesticides in Waters 
AppendixIX Herbicides - Waters 
TCL SW846 Semi volatiles/Waters 
TCL SW&46 Semlvolatiles/Waters 
Cyanide (Reactivity) 
pH 
Flash Point for Liquids 
No flash observed below 150F. 
Test flame extinguished at 115F. 
Flash point was determined using 
Corrosivity 

AS RECEIVED 

RESULTS 

N.D. 
N.D. 
N.D. 
0.0792 
N.D. 
N.D. 
0.0091 J 
N.D. 
0.151 
N.D. 

N.D. 
7.19 

No Flash Observed 

METHOD 
DETECTION LIMIT UNITS 

0.0098 
0.0050 
0.0044 
0.00049 
0.00081 
0.0029 
0.0079 
0.0017 
0.0030 
0.00010 

99. 
0.010 

See Page 
mg/l 
mg/l 
mg/l 
mg/l 
mg/l 
mg/l 
mg/l 
mg/l 
mg/l 
mg/l 
See Page 
See Page 
See Page 
See Page 
mg/kg 

Degrees F 

Pensky Martens closed cup apparatus. 
See Below See Below 

2 

3 
4 
5 
6 

1122 

Corrosivity: 
The pH of the sample is 7.19 indicating that the sample is not corrosive. 
A waste is corrosive if it exhibits a pH equal to or less than 2 
or equal to or greater than 12.5. 
Reactivity See Below See Below 
Reactivity: 
The sample was extracted by the interim method described in SW 846, 
Chapter 7.3. This solution was analyzed for cyanide and sulfide. 
This waste is not considered reactive and hazardous because it does 
not generate a quantity of hydrogen cyanide exceeding 250 mg/kg or 
hydrogen sulfide exceeding 500 mg/kg. These interim threshold limits were 
established by the Solid Waste Branch of EPA, July, 1992. These results 
do not reflect total cyanide or total sulfide. 
Sulfide (Reactivity) N.D. 39. mg/kg 

1 COPY TO Leggette, Brashears & Graham ATTTJ: Mr. Ken Vogel 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 
13:02:36 D 0001 3 140214 699538 
320 0.00 00156100 ASROOO 

M E M B E R 

Respectfully Submitted 
Duane A. Luckenbill, B.S. 
Group Leader, GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-555-2300 Fax: 717-656-2681 See reverse side for explanation of syrribols and abbreviations. 2215 Rev. 3/23/99 
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LariQster Laboratories 
Where quality is a science. 

Page: 2 of 16 

LLI Sample No. WW 3308658 
Collected: 01/16/00 at 15:00 by MP 

Submitted: 01/18/00 Reported: 01/31/00 
Discard: 04/01/00 

WL0012 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900272 
Dayton Thermal/Dayton, OH 
L0012 SDG#: DCDlO-01 

CAT 
NO. ANALYSIS NAME 

TCL by 8260 (water) 

5385 
5387 
5386 
5388 
5391 
6302 
6303 
5390 
5393 
5396 
5402 
6305 
5398 
5399 
5406 
5421 
5404 
6306 
5403 
5411 
5408 
5401 
6307 
5419 
6308 
6309 
5409 
5407 
5413 
5415 
5418 
6310 
5392 
5395 

Chloromethane 
Bromomethane 
Vinyl Chloride 
Chloroethane 
Methylene Chloride 
Acetone 
Carbon Disulfide 
1.1-Dichloroethene 
1.1-Dichloroethane 
Chloroform 
1,2-Dichloroethane 
2-Butanone 
1,1,1-Trichloroethane 
Carbon Tetrachloride 
Bromodi chloromethane 
1,1,2,2-Tetrachloroethane 
1,2-Dichloropropane 
trans-1,3-Dichloropropene 
Trichloroethene 
Di bromochloromethane 
1,1,2-Tri chloroethane 
Benzene 
ci s-1,3-Di chloropropene 
Bromoform 
4-Methyl-2-pentanone 
2-Hexanone 
Tetrachloroethene 
Toluene 
Chlorobenzene 
Ethylbenzene 
Styrene 
Xylene (Total) 
trans -1,2-Di chloroethene 
ci s-1,2-Di chloroethene 

150 

26 

Account No 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

AS RECEIVED 

)LT 
' METHOD 

5 DETECTION LIMIT UNITS 

N.D. 3 
N.D. 3 
N.D. 2 
N.D. 3 
N.D. 2 
. 6 
N.D. 3 
N.D. 1 
N.D. 2 
N.D. 1 
N.D. 2 
. 3 
N.D. 1 
N.D. 1 
N.D. 1 
N.D. 2 
N.D. 1 
N.D. 1 
N. D. 1 
N.D. 2 
N. D. 2 
N.D. 1 
N.D. 1 
N.D. 1 
N.D. 5 
N.D. 7 
N.D. 1 
N.D. 2 
N.D. 1 
N.D. 2 
N.D. 1 
N.D. 1 
N.D. 2 
N.D. 2 

ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 

P.O. N99C403749-A 
Rel. YGQP9900272 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

Respectfully Submitted 
Duane A. Luckenbill, B.S. 
Group Leader, GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-656-2300 Fax: 717-655-2581 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



#Lancaster Laboratories 
Where quality is a science. 

Page: 3 of 16 

LLI Sample No. WW 3308658 
Collected: 01/16/00 at 15:00 by MP 

Submitted: 01/18/00 Reported: 01/31/00 
Discard: 04/01/00 

WL0012 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900272 
Dayton Thermal/Dayton, OH 
L0012 SDG#: DCDlO-01 

CAT 
NO. ANALYSIS NAME 

TCL Pesticides in Waters 

1600 
1601 
1603 
1602 
1604 
1605 
1606 
1616 
1610 
1607 
1611 
1615 
1608 
1617 
1609 
0938 
1860 
1361 
1362 
1613 
1618 
1619 
1620 
1621 
1622 
1623 
1624 
1626 

Alpha BHC 
Beta BHC 
Delta BHC 
Gainiia BHC - Lindan 
Heptachlor 
Aldrin 
Heptachlor Epoxide 
Endosulfan I 
Dieldrin 
DDE 
Endrin 
Endosulfan II 
DDD 
Endosulfan Sulfate 
DDT 
Endrin Ketone 
Methoxychlor 
Alpha Chlordane 
Gamma Chlordane 
Toxaphene 
Endrin Aldehyde 
PCB-1016 
PCB-1221 
PCB-1232 
PCB-1242 
PCB-1248 
PCB-1254 
PCB-1260 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. N99C403749-A 
Rel. YGQP9900272 

RESULTS 

N.D. 
0.0063 J 
N.D. 
N.D. 
N.D. 
N.D. 
0.0064 J 
0.321 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
0.0173 J 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

The beta-BHC recovery is outside the QC limits for the 
ketone recovery is outside the QC limits for the LCS. 
are high. A reextraction would be outside the method 

AS RECEIVED 
METHOD 

DETECTION LIMIT UNITS 

0.0019 
0.0019 
0.0055 
0.0019 
0.0019 
0.0019 
0.0019 
0.019 
0.0038 
0.0038 
0.0038 
0.0038 
0.0038 
0.0038 
0.0038 
0.0038 
0.019 
0.0019 
0.0019 
0.29 
0.0038 
0.095 
0.095 
0.095 
0.095 
0.095 
0.095 
0.095 

ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 

LCSD and the endrin 
These recoveries 
hold time. 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M 

Respectfully Sutjmitted 
Jenifer E. Hess, B.S. 
Group Leader Pesticides/PCBs 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-556-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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Lancaster Laboratories 
l/l/here quality is a science. 

Page: 4 of 16 

LLI Sample No. WW 3308658 
Collected: 01/16/00 at 15:00 by MP 

Submitted: 01/18/00 Reported: 01/31/00 
Discard: 04/01/00 

WL0012 Grab Water Sample 
Site Code: SCOOl RFfi i YGQP9900272 
Dayton Thermal/Dayton, QH 
L0012 SDG#: DCDlO-01 

CAT 
NO. 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. N99C403749-A 
Rel. YGQP9900272 

ANALYSIS NAME 

AS RECEIVED 
METHOD 

RESULTS DETECTION LIMIT UNITS 

AppendixIX Herbicides - Waters 

0288 
1314 
0289 
1315 

2,4-D 
Dinoseb 
2,4,5-TP 
2.4.5-T 

0.287 J 
N.D. 
0.0220 J 
N.D. 

0.095 
0.047 
0.0095 
0.0095 

ug/l 
ug/l 
ug/l 
ug/l 

Sufficient sample volume was not available to perform a MS/MSD for this 
analysis. Therefore, a LCS/LCSD was performed to demonstrate precision and 
accuracy at a batch level. 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

Respectfully Submitted 
Jenifer E. Hess. B.S. 
Group Leader Pesticides/PCBs 

Lancaster Laboratories is a subsidiary of Themio TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-655-2681 See reverse side for explanation ot symbols and abbreviations. 221G Rev. 3/23/99 
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1 J f Where quality is a science. 

Page: 5 of 16 

LLI Sample No. WW 3308658 
Collected: 01/16/00 at 15:00 by MP 

Submitted: 01/18/00 Reported: 01/31/00 
Discard: 04/01/00 

WL0012 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900272 
Dayton Thermal/Dayton, OH 
L0012 SDG#: DCDlO-01 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. N99C403749-A 
Rel. YGQP9900272 

CAT 
NO. ANALYSIS NAME 

TCL SW846 Semi volatiles/Waters 

3925 
3936 
3924 
3937 
3938 
3939 
4680 
4681 
4682 

3942 
3941 
3943 
3944 
3926 
3927 
3945 
3928 
3946 
3947 
3871 
3948 
3929 
3905 
3949 
3930 
3922 
3950 
3907 
3952 
3951 

Phenol 
bis(2-Chloroethyl)ether 
2-Chlorophenol 
1,3-Dichlorobenzene 
1,4-Dichlorobenzene 
1,2-Dichlorobenzene 
2-Methylphenol 
2.2'-oxybi s(1-Chloropropane) 
4-Methylphenol 
3-Methylphenol and 4-methylphenol 

AS RECEIVED 

RESULTS 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

METHOD 
DETECTION LIMIT UNITS 

0.9 
0.9 
0.9 
0.9 
0.9 
0.9 
0.9 
0.9 
3. 

cannot be resolved under the 
chromatographic conditions used for sample analysis. 

ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 

The result reported 
for 4-methylphenol represents the combined total of both compounds 
N-Nitroso-di-n-propylamine 
Hexachloroethane 
Nitrobenzene 
Isophorone 
2-Nitrophenol 
2,4-Dimethylphenol 
bis(2-Chloroethoxy)methane 
2,4-Dichlorophenol 
1,2,4-Trichlorobenzene 
Naphthalene 
4-Chloroaniline 
Hexachlorobutadi ene 
4-Chloro-3-methylphenol 
2-Methylnaphthalene 
Hexachlorocyclopentadi ene 
2.4,6-Trichlorophenol 
2,4,5-Tri chlorophenol 
2-Chloronaphthalene 
2-Nitroaniline 
Dimethylphthalate 
Acenaphthylene 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

19. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

0.9 
0.9 
0.9 
0.9 
0.9 
0.9 
0.9 
0.9 
0.9 
0.9 
0.9 
2. 
0.9 
0.9 
5. 
2. 
2. 
0.9 
2. 
2. 
0.9 

ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M B E R 

Respectfully Submitted 
Charles J. Neslund. B.S. 
Group Leader, GC/MS SVOA 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



#Lancaster Laboratories 
Where quality is a science. 

Page: 6 of 16 

LLI Sample No. WW 3308658 
Collected: 01/16/00 at 15:00 by MP 

Submitted: 01/18/00 Reported: 01/31/00 
Discard: 04/01/00 

WL0012 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900272 
Dayton Thermal/Dayton, OH 
L0012 SDG#: DCDlO-01 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

CAT 
NO. 

3908 
3954 
3931 
3932 
3879 
3955 
3953 
3958 
3957 
3956 
3909 
3933 
3960 

3961 
3962 
3934 
3963 
3964 
4684 
3965 
3966 
3967 
3969 
3972 
3970 
3973 
3971 
3974 
3975 
3976 
3977 
3978 
3979 
3980 

ANALYSIS NAME 

346 Semi volatiles/Waters 

3-Nitroaniline 
Acenaphthene 
2,4-Dinitrophenol 
4-Nitrophenol 
Dibenzofuran 
2,4-Dinitrotoluene 
2,6-Dinitrotoluene 
Diethylphthalate 
4-Chlorophenyl-phenylether 
Fluorene 
4-Nitroaniline 
4,6-Dinitro-2-methylphenol 
N-Ni trosodi phenyl ami ne 
N-nitrosodiphenylamine decomposes 

AS RECEIVED 

RESULTS 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

in the GC inlet 

METHOD 
DETECTION LIMIT UNITS 

2. 
0.9 
19. 
9. 
0.9 
0.9 
2. 
2. 
0.9 
0.9 
2. 
5. 
0.9 

forming diphenyl 

ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 

amine. 
The result reported for N-nitrosodiphenylamine represents the combined 
total of both compounds. 
4-Bromophenyl-phenylether 
Hexachlorobenzene 
Pentachlorophenol 
Phenanthrene 
Anthracene 
Carbazole 
Di-n-butylphthalate 
Fluoranthene 
Pyrene 
Butyl benzylphthalate 
3,3'-Di chlorobenzi di ne 
Benzo(a)anthracene 
bis(2-Ethylhexyl)phthalate 
Chrysene 
Di-n-octylphthalate 
Benzo(b)fluoranthene 
Benzo(k)f1uoranthene 
Benzo(a)pyrene 
Indeno(l,2,3-cd)pyrene 
Dibenz(a,h)anthracene 
Benzo(g.h,i)perylene 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

2. 
2. 
3. 
0.9 
0.9 
3. 
2. 
0.9 
0.9 
2. 
2. 
0.9 
2. 
0.9 
2. 
0.9 
0.9 
0.9 
0.9 
0.9 
0.9 

ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 

P.O. 
Rel. 

N99C403749-A 
YGQP9900272 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

Respectfully Submitted 
Charles J. Neslund, B.S. 
Group Leader. GC/MS SVOA 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-555-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



#Lancaster Laboratories 
Where quality is a science. 

Page: 7 of 16 

LLI Sample No. WW 3308658 
Collected: (11/16/00 at 15:00 by MP 

Submitted: 01/18/00 Reported: 01/31/00 
Discard: 04/01/00 

WL0012 Grab Water Sample 
Site Code: SCOOl RFfi i YGQP9900272 
Dayton Thermal/Dayton, OH 
L0012 SDG#: DCDlO-01 

CAT 
NO. ANALYSIS NAME 

TCL SW846 Semlvolatiles/Waters 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. N99C403749-A 
Rel. YGQP9900272 

RESULTS 

AS RECEIVED 
METHOD 

DETECTION LIMIT UNITS 

Sufficient sample volume was not available to perform a MS/MSD for this 
analysis. Therefore, a LCS/LCSD was performed to demonstrate precision and 
accuracy at a batch level. 

The recovery of 4-Chloroaniline was outside of QC limits in the LCS 
associated with this sample. The sample was re-extracted and 
4-Chloroaniline was again outside of QC limits. Comparable data was 
observed in the reanalysis of the sample. The data reported here is from 
the initial extraction of the sample. 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M B E R 

Respectfully Submitted 
Charles J. Neslund. B.S. 
Group Leader, GC/MS SVOA 

Lancaster Laboratories is a subsidiary of Themio TerraTech inc., a Thermo Electron Company 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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Lancaster Laboratories 
Where quality is a science. 

Page: 8 of 16 

LLI Sample No. WW 3308658 
Collected: ffl/16/00 at 15:00 by MP 

Submitted: 01/18/00 

WL0012 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900272 
Dayton Thermal/Dayton, OH 
L0012 SDG#: DCDlO-01 

Account No: 10160 
DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

CAT 
NO ANALYSIS NAME 

6291 TCL by 8260 (water) 

1751 Chromi um 
1848 WW SW846 ICP Digest (tot rec) 
7035 Arsenic TR 
7036 Selenium TR 
7046 Barium TR 
7049 Cadmium TR 
7053 Copper TR 
7055 Lead TR 
7066 Silver TR 
7072 Zinc TR 

0259 Mercury 
5713 WW SW846 Hg Digest 

0816 Water Sample Herbicide Extract 
0817 Water Sample Pest. Extraction 
0937 TCL Pesticides in Waters 
1316 AppendixIX Herbicides - Waters 

0813 BNA Water Extraction 
4678 TCL SW846 Semi volatiles/Waters 
4679 TCL SW846 Semi volatiles/Waters 

1123 Cyanide (Reactivity) 

0200 pH 
0430 Flash Point for Liquids 
1121 Reactivity 
1122 Sulfide (Reactivity) 

METHOD 

SW-846 8260B 

SW-846 6010B 
SW-846 3005A 
SW-846 6010B 
SW-846 6010B 
SW-&46 6010B 
SW-846 6010B 
SW-846 6010B 
SW-846 6010B 
SW-846 6010B 
SW-846 6010B 

SW-&46 7470A 
SW-846 7470A 

SW-846 8151A 
SW-&46 3510C 
SW-846 8081A/8082 
SW-846 8151A 

SW-846 3510C 
SW-846 8270C 
SW-846 8270C 

SW-846 9012 

EPA 150.1 
ASTM D 93-90 
SW-846 Chapter 7.3 
SW-&46 9034 

ANALYSIS 
TRIAL ID DATE AND TIME ANALYST 

01/19/00 2119 Roy R. Mellott, Jr. 

01/20/00 0339 
01/19/00 1720 
01/20/00 0339 
01/20/00 0339 
01/20/00 0339 
01/20/00 0339 
01/20/00 0339 
01/20/00 0339 
01/20/00 0339 
01/20/00 0339 

01/20/00 1428 
01/19/00 2220 

01/19/00 2345 
01/19/00 1300 
01/25/00 1252 
01/20/00 1433 

01/19/00 1000 
01/19/00 1720 
01/19/00 1720 

Brenda A. Weaver 
Marie D. Kininel 
Brenda A. Weaver 
Brenda A. Weaver 
Brenda A. Weaver 
Brenda A. Weaver 
Brenda A. Weaver 
Brenda A. Weaver 
Brenda A. Weaver 
Brenda A. Weaver 

Rosalind D. Ernest 
Nelli S. Markaryan 

Darin P. Wagner 
John M. Becker 
Douglas D. Seitz 
Carolyn J. Koch 

Maria A. Davenport 
Timothy Trees 
Timothy Trees 

01/19/00 1158 Bill L. Hamaker 

01/19/00 0630 
01/19/00 0830 
01/18/00 0815 
01/18/00 0815 

Daniel S. Smith 
Catherine L. Canmauf 
Susan E. Hibner 
Susan E. Hibner 

M E M B E R 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
2215 Rev. 3/23/99 
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LLI Sample No. 3308658 
WL0012 Grab Water Sample 
Site Code: SCOOl RF/^ YGQP9900272 
Dayton Thermal/Dayton, OH 

Group No. 699538 
DaimlerChrysler Corporation 

SAMPLE SAMPLE 
MDL UNITS 

6291 TCL by 8260 (water) 

5385 Chloromethane 
3. ug/l 

5387 Bromomethane 
3. ug/l 

5386 Vinyl Chloride 
2. ug/l 

5388 Chloroethane 
3. ug/l 

5391 Methylene Chloride 
2. ug/l 

6302 Acetone 
6. ug/l 

6303 Carbon Disulfide 
3. ug/l 

5390 1,1-Dichloroethene 
1. ug/l 

5393 1.1-Dichloroethane 
2. ug/l 

5396 Chloroform 
1. ug/l 

5402 1,2-Dichloroethane 
2. ug/l 

6305 2-Butanone 
3. ug/l 

5398 1,1,1-Trichloroethane 
1. ug/l 

5399 Carbon Tetrachloride 
1. ug/l 

5406 Bromodichloromethane 
1. ug/l 

5421 1,1.2,2-Tetrachloroethane 
2. ug/l 

5404 1,2-Dichloropropane 
1. ug/l 

6306 trans-1,3-Dichloropropene 
1. ug/l 

5403 Trichloroethene 
1. ug/l 

5411 Dibromochloromethane 
2. ug/l 

5408 1,1,2-Trichloroethane 
2. ug/l 

5401 Benzene 
1. ug/l 

6307 cis-1,3-Dichloropropene 
1. ug/l 

BLANK 

Batch: L000151AB 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

DUP 
RPD MS MSD 

MS 
RPD 

LCS LCS LCS LIMITS 
LCS DUP RPD LOW HIGH 

80 

90 

85 

95 

105 

74 

79 

111 

111 

106 

106 

88 

116 

117 

97 

101 

107 

94 

113 

89 

104 

109 

91 

80 

85 

84 

94 

104 

79 

79 

113 

110 

107 

105 

89 

118 

119 

98 

101 

105 

97 

115 

92 

104 

108 

92 

1 

6 

2 

2 

2 

1 

2 

3 

2 

3 

0 

0 

1 

71 

75 

72 

81 

104 

94 

102 

98 

103 

102 

107 

97 

105 

109 

103 

101 

102 

104 

103 

103 

104 

102 

102 

57 

17 

63 

24 

84 

64 

70 

85 

86 

86 

81 

65 

82 

81 

86 

65 

86 

83 

89 

80 

86 

88 

83 

143 

129 

140 

133 

127 

126 

118 

135 

128 

125 

130 

139 

131 

129 

120 

133 

122 

119 

128 

122 

121 

125 

120 

M E M B E R 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company 
717-656-2300 Fax:717-556-2581 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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LLI Sample No. 3308658 
WL0012 Grab Water Sample 
Site Code: SCOOl RF fii YGQP9900272 
Dayton Thermal/Dayton, OH 

Group No. 699538 
DaimlerChrysler Corporation 

SAMPLE SAMPLE 
MDL UNITS 

5419 Bromoform 
1. ug/l 

6308 4-Methyl-2-pentanone 
5. ug/l 

6309 2-Hexanone 
7. ug/l 

5409 Tetrachloroethene 
1. ug/l 

5407 Toluene 
2. ug/l 

5413 Chlorobenzene 
1. ug/l 

5415 Ethylbenzene 
2. ug/l 

5418 Styrene 
1. ug/l 

6310 Xylene (Total) 
1. ug/l 

5392 trans-1,2-Dichloroethene 
2. ug/l 

5395 cis-1,2-Dichloroethene 
2. ug/l 

1751 Chromium 
0.0098 mg/l 

7035 Arsenic TR 
0.0050 mg/l 

7036 Selenium TR 
0.0044 mg/l 

7046 Bari um TR 
0.00049 mg/l 

7049 Cadmium TR 
0.00081 mg/l 

7053 Copper TR 
0.0029 mg/l 

7055 Lead TR 
0.0079 mg/l 

7066 Silver TR 
0.0017 mg/l 

7072 Zinc TR 
0.0030 mg/l 

0259 Mercury 
0.00010 mg/l 

0937 TCL Pesticides in Waters 

1600 Alpha BHC 
0.0019 ug/l 

1601 Beta BHC 
0.0019 ug/l 

BLANK 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
Batch: 000191848007 

N.D. 
Batch: 000191848007 

N.D. 
Batch: 000191848007 

N.D. 
Batch: 000191848007 

N.D. 
Batch: 000191848007 

N.D. 
Batch: 000191848007 

N.D. 
Batch: 000191848007 

N.D. 
Batch: 000191848007 

N.D. 
Batch: 000191848007 

N.D. 
Batch: 000195713003 

N.D. 

Batch: 000190002A 

N.D. 

N.D. 

DUP 
RPD 

0 

0 

0 

6 

0 

8 

0 

0 

0 

0 

(1) 

(1) 

(1) 

(1) 

(1) 

(1) 

(1) 

(1) 

MS 

74 

99 

99 

128 

114 

111 

124 

107 

123 

108 

107 

106 

101 

101 

107 

103 

107 

107 

107 

98 

97 

MSD 

76 

99 

101 

128 

115 

112 

126 

110 

126 

107 

104 

115 

101 

102 

108 

103 

109 

108 

105 

97 

96 

MS 
RPD 

2 

0 

2 

0 

1 

1 

2 

2 

2 

1 

2 

7 

0 

0 

1 

0 

2 

1 

2 

1 

1 

LCS 

99 

98 

100 

116 

108 

106 

112 

111 

114 

100 

99 

103 

102 

102 

104 

104 

100 

105 

104 

105 

107 

112 

119 

LCS 
DUP 

103 

103 

103 

105 

104 

98 

105 

104 

103 

109 

131 

LCS 
RPD 

0 

1 

1 

1 

0 

3 

1 

0 

2 

3 

10 

LCS 
LOW 

65 

72 

64 

78 

89 

91 

91 

92 

92 

85 

89 

80 

80 

80 

80 

80 

80 

80 

80 

80 

80 

49 

64 

LIMITS 
HIGH 

128 

131 

131 

144 

121 

120 

122 

120 

123 

130 

125 

120 

120 

120 

120 

120 

120 

120 

120 

120 

120 

151 

122 

(1) The result for one or both determinations was less than five times the LOQ. 

Lancaster Laboratories 
M E M B E R 2425 New Holland Pike 

PO Box 12425 
^ ^ r ^ ^ l U E^ Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

717-656-2300 Fax:717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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LLI Sample No. 3308658 
WL0012 Grab Water Sample 
Site Code: SCOOl RF fii YGQP9900272 
Dayton Thermal/Dayton, OH 

SAMPLE SAMPLE 
MDL UNITS 

1603 Delta BHC 
0.0055 ug/l 

1602 Ganma BHC - Lindane 
0.0019 ug/l 

1604 Heptachlor 
0.0019 ug/l 

1605 Aldrin 
0.0019 ug/l 

1606 Heptachlor Epoxide 
0.0019 ug/l 

1616 Endosulfan I 
0.019 ug/l 

1610 Dieldrin 
0.0038 ug/l 

1607 DDE 
0.0038 ug/l 

1611 Endrin 
0.0038 ug/l 

1615 Endosulfan II 
0.0038 ug/l 

1608 DDD 
0.0038 ug/l 

1617 Endosulfan Sulfate 
0.0038 ug/l 

1609 DDT 
0.0038 ug/l 

0938 Endrin Ketone 
0.0038 ug/l 

1860 Methoxychlor 
0.019 ug/l 

1361 Alpha Chlordane 
0.0019 ug/l 

1362 Gamma Chlordane 
0.0019 ug/l 

1613 Toxaphene 
0.29 ug/l 

1618 Endrin Aldehyde 
0.0038 ug/l 

1619 PCB-1016 
0.095 ug/l 

1620 PCB-1221 
0.095 ug/l 

1621 PCB-1232 
0.095 ug/l 

1622 PCB-1242 
0.095 ug/l 

1623 PCB-1248 
0.095 ug/l 

1624 PCB-1254 
0.095 ug/l 

BL 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

Group No. 699538 
DaimlerChrysler Corporation 

DUP 
RPD MS MSD 

MS 
RPD LCS 

123 

119 

86 

81 

116 

104 

103 

96 

120 

113 

109 

117 

110 

116 

129 

107 

97 

97 

LCS 
DUP 

121 

117 

89 

86 

114 

102 

99 

98 

120 

112 

109 

114 

111 

113 

131 

108 

98 

96 

LCS 
RPD 

2 

2 

4 

6 

2 

2 

4 

3 

1 

2 

0 

2 

0 

2 

2 

0 

0 

1 

LCS 
LOW 

64 

57 

38 

42 

52 

37 

50 

46 

68 

42 

60 

67 

34 

74 

72 

70 

60 

52 

LIMITS 
HIGH 

132 

143 

129 

112 

136 

146 

145 

140 

156 

143 

134 

132 

162 

115 

160 

117 

107 

142 

Lancaster Laboratories 
M E M B E R ^''25 ^^ ' ^ Holland Pike 

^ PO Box 12425 
K Lancaster, PA 17505-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

717-556-2300 Fax:717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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LLI Sample No. 3308658 
WL0012 Grab Water Sample 
Site Code: SCOOl RF fii YGQP9900272 
Dayton Thermal/Dayton, OH 

Group No. 699538 
DaimlerChrysler Corporation 

SAMPLE 
MDL 

SAMPLE 
UNITS BLANK 

DUP 
RPD MS MSD 

1626 PCB-1260 
0.095 ug/l N.D. 

1316 AppendixIX Herbicides - Waters Batch: 000190007A 

0288 2,4-D 
0.095 ug/l 

1314 Dinoseb 
0.047 ug/l 

0289 2,4,5-TP 
0.0095 ug/l 

1315 2,4,5-T 
0.0095 ug/l 

N.D. 

N.D. 

N.D. 

N.D. 

4678 TCL SW846 Semlvolatiles/Waters Batch: 00019WAG026 

3925 Phenol 
0.9 ug/l N.D. 

3936 bis(2-Chloroethyl)ether 
0.9 ug/l N.D. 

3924 2-Chlorophenol 
0.9 ug/l N.D. 

3937 1.3-Dichlorobenzene 
0.9 ug/l N.D. 

3938 1.4-Dichlorobenzene 
0.9 ug/l N.D. 

3939 1,2-Dichlorobenzene 
0.9 ug/l N.D. 

4680 2-Methylphenol 
0.9 ug/l N.D. 

4681 2,2'-oxybi s(1-Chloropropane) 
0.9 ug/l N.D. 

4682 4-Methylphenol 
3. ug/l N.D. 

3942 N-Nitroso-di-n-propylamine 
0.9 ug/l N.D. 

3941 Hexachloroethane 
0.9 ug/l N.D. 

3943 Nitrobenzene 
0.9 ug/l N.D. 

3944 Isophorone 
0.9 ug/l N.D. 

3926 2-Nitrophenol 
0.9 ug/l N.D. 

3927 2,4-Dimethylphenol 
0.9 ug/l N.D. 

3945 bis(2-Chloroethoxy)methane 
0.9 ug/l N.D. 

3928 2.4-Dichlorophenol 
0.9 ug/l N.D. 

MS 
RPD 

LCS LCS LCS LIMITS 
LCS DUP RPD LOW HIGH 

100 

66 

99 

99 

100 

60 

100 

101 

0 

10 

1 

2 

36 

14 

33 

59 

168 

108 

161 

156 

42 

82 

86 

70 

71 

77 

79 

91 

76 

78 

52 

86 

83 

97 

86 

88 

99 

40 

88 

86 

70 

73 

77 

79 

93 

76 

80 

52 

84 

84 

94 

83 

88 

103 

4 

7 

0 

0 

3 

0 

1 

3 

1 

3 

1 

3 

1 

4 

3 

0 

4 

29 

61 

61 

43 

39 

48 

50 

54 

47 

52 

25 

58 

66 

61 

62 

57 

57 

64 

122 

123 

104 

109 

111 

117 

149 

112 

141 

96 

126 

123 

133 

124 

125 

122 

Lancaster Laboratories 
M E M B E R 2*2^ ^ ^ ^ Holland Pike 

PO Box 12425 
Lancaster, PA 17505-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
717-656-2300 Fax: 717-655-2681 See reverse side for explanation of symbols and abbreviations. 2215 Rev. 3/23/99 
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LLI Sample No. 3308658 
WL0012 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900272 
Dayton Thermal/Dayton, OH 

Group No. 699538 
DaimlerChrysler Corporation 

SAMPLE SAMPLE 
MDL UNITS 

3946 1,2,4-Trichlorobenzene 
0.9 ug/l 

3947 Naphthalene 
0.9 ug/l 

3871 4-Chloroaniline 
0.9 ug/l 

3948 Hexachlorobutadlene 
2. ug/l 

3929 4-Chloro-3-methylphenol 
0.9 ug/l 

3905 2-Methylnaphthalene 
0.9 ug/l 

3949 Hexachlorocyclopentadiene 
5. ug/l 

3930 2,4,6-Trichlorophenol 
2. ug/l 

3922 2,4,5-Trichlorophenol 
2. ug/l 

3950 2-Chloronaphthalene 
0.9 ug/l 

3907 2-Nitroaniline 
2. ug/l 

3952 Dimethylphthalate 
2. ug/l 

3951 Acenaphthylene 
0.9 ug/l 

4679 TCL SW846 Semi volati1es/Waters 

3908 3-Nitroaniline 
2. ug/l 

3954 Acenaphthene 
0.9 ug/l 

3931 2.4-Dinitrophenol 
19. ug/l 

3932 4-Nitrophenol 
9. ug/l 

3879 Dibenzofuran 
0.9 ug/l 

3955 2,4-Dinitrotoluene 
0.9 ug/l 

3953 2.6-Dinitrotoluene 
2. ug/l 

3958 Diethylphthalate 
2. ug/l 

3957 4-Chl orophenyl-phenyl ether 
0.9 ug/l 

3956 Fluorene 
0.9 ug/l 

BLANK 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

Batch: 00019WAG026 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

DUP 
RPD MS MSD 

MS 
RPD LCS 

80 

89 

25 

64 

87 

90 

69 

107 

103 

100 

117 

71 

101 

36 

99 

98 

44 

92 

103 

109 

95 

103 

109 

LCS 
DUP 

82 

88 

54 

66 

91 

91 

66 

97 

100 

101 

112 

66 

96 

52 

95 

97 

40 

94 

104 

109 

94 

100 

107 

LCS 
RPD 

2 

1 

72 

3 

4 

2 

4 

9 

3 

1 

4 

8 

5 

37 

5 

0 

10 

2 

1 

1 

1 

3 

1 

LCS 
LOW 

47 

57 

30 

19 

63 

42 

6 

57 

61 

60 

49 

1 

62 

26 

60 

18 

20 

71 

62 

68 

18 

60 

62 

LIMITS 
HIGH 

107 

113 

123 

95 

128 

131 

89 

134 

131 

116 

131 

103 

113 

141 

117 

135 

79 

113 

129 

126 

120 

121 

127 

M E M B 
5 ^ 

Lancaster Laboratories 
R 2425 New Holland Pike 

J ^ PO Box 12425 
Wm Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

717-656-2300 Fax:717-656-2581 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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LLI Sample No. 3308658 
WL0012 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900272 
Dayton Thermal/Dayton, OH 

SAMPLE SAMPLE 
MDL UNITS 

3909 4-Nitroaniline 
2. ug/l 

3933 4,6-Dinitro-2-methylphenol 
5. ug/l 

3960 N-Nitrosodiphenylamine 
0.9 ug/l 

3961 4-Bromophenyl-phenyl ether 
2. ug/l 

3962 Hexachlorobenzene 
2. ug/l 

3934 Pentachlorophenol 
3. ug/l 

3963 Phenanthrene 
0.9 ug/l 

3964 Anthracene 
0.9 ug/l 

4684 Carbazole 
3. ug/l 

3965 Di-n-butylphthalate ' 
2. ug/l 

3966 Fluoranthene 
0.9 ug/l 

3967 Pyrene 
0.9 ug/l 

3969 Butyl benzylphthalate 
2. ug/l 

3972 3,3'-Di chlorobenzi di ne 
2. ug/l 

3970 Benzo(a)anthracene 
0.9 ug/l 

3973 bis(2-Ethylhexyl)phthalate 
2. ug/l 

3971 Chrysene 
0.9 ug/l 

3974 Di-n-octylphthalate 
2. ug/l 

3975 Benzo(b)fluoranthene 
0.9 ug/l 

3976 Benzo(k)fluoranthene 
0.9 ug/l 

3977 Benzo(a)pyrene 
0.9 ug/l 

3978 Indeno(1.2.3-cd)pyrene 
0.9 ug/l 

3979 Dibenz(a,h)anthracene 
0.9 ug/l 

3980 Benzo(g,h,i)perylene 
0.9 ug/l 

1123 Cyanide (Reactivity) 
99. mg/kg 

BLANK 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
Batch: 00019104101 

N.D. 

Group No. 699538 
DaimlerChrysler Corporation 

DUP 
RPD MS MSD 

MS LCS LCS LCS LIMITS 
RPD LCS DUP RPD LOW HIGH 

24 26 10 

101 

129 

113 

118 

117 

110 

108 

111 

111 

106 

103 

89 

80 

31 

104 

91 

100 

91 

85 

100 

95 

66 

82 

88 

101 

103 

116 

112 

108 

102 

106 

97 

103 

109 

100 

95 

84 

72 

46 

103 

88 

96 

93 

84 

113 

97 

90 

98 

96 

2 

11 

1 

9 

14 

3 

11 

7 

1 

5 

8 

6 

9 

38 

1 

3 

4 

3 

1 

12 

2 

30 

18 

9 

69 

31 

61 

65 

59 

36 

69 

67 

78 

58 

66 

63 

43 

15 

67 

64 

67 

68 

64 

68 

68 

65 

66 

66 

88 

121 

150 

125 

123 

129 

135 

121 

121 

115 

125 

124 

125 

126 

140 

120 

129 

121 

138 

120 

124 

124 

129 

128 

128 

121 

Lancaster Laboratories 
M E M B E R ^*^^ ' ^^^ Holland Pike 

PO Box 12425 
IJ3 Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc.. a Thermo Electron Company. 

717-556-2300 Fax:717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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LLI Sample No. 3308658 
WL0012 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900272 
Dayton Thermal/Dayton, OH 

Group No. 699538 
DaimlerChrysler Corporation 

SAMPLE SAMPLE 
MDL UNITS 

0200 pH 
0.010 

0430 Flash Point for Liquids 
Degrees F 

1121 Reactivity 
see below 

1122 Sulfide (Reactivity) 
39. mg/kg 

BLANK 

Batch: 000190237020000A 

Batch: 000190286043000A 

Batch: 000180416112100A 

Batch: 000180416112100A 
N.D. 

DUP 
RPD 

0 

MS MSD 
MS 
RPD 

LCS LCS LCS LIMITS 
LCS DUP RPD LOW HIGH 

101 

100 

101 

100 

0 

0 

98 

97 

102 

103 

62 75 18 90 80 120 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thenno TerraTech inc., a Thermo Electron Company 
717-655-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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LLI Sample No. 3308658 
WL0012 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900272 
Dayton Thermal/Dayton, OH 

0937 TCL Pesticides in Waters 

1316 AppendixIX Herbicides - Waters 

4678 TCL SW846 Semlvolatiles/Waters 

4679 TCL SW846 Semi volatiles/Waters 

6291 TCL by 8260 (water) 

Group No. 69953J 
DaimlerChrysler 

SURROGATE s u m m 

TRIAL ID SURROGATE 

TCX 
DCB 

DCAA 

2-Flphenol 
Phenol-d6 
2.4.6-TBP 

Nitrobz-d5 
2-Fbiphnyl 
Tphenyldl4 

DBFM 
d4-l,2-DCA 
d8-toluene 
4-BFB 

! 
Corporation 

RECOVERY X 

77 
66 

130 

110 
38 
189 

90 
82 
59 

97 
98 
102 
96 

SURROGATE LIMITS 
LOW 

36 
19 

37 

15 
9 
32 

55 
57 
42 

86 
80 
88 
86 

HIGH 

121 
153 

151 

113 
77 
157 

130 
117 
139 

118 
120 
110 
115 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
717-655-2300 Fax: 717-655-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



#Lancaster Laboratories 
Where quality is a science. 

Page: 1 of 6 

LLI SamtJtle No. 
Collected: 01/17/00 

WW 3308659 

Submitted: 01/18/00 Reported: 01/31/00 
Discard: 04/01/00 

Trip Blank Water Sample 
Site Code: SCOOl RFfi i YGQP9900272 
Dayton Thermal/Dayton, OH 
LOOTB SDG#: DCD10-02TB 

CAT 
NO. ANALYSIS NAME 

6291 TCL by 8260 (water) 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. N99C403749-A 
Rel. YGQP9900272 

AS RECEIVED 
METHOD 

RESULTS DETECTION LIMIT UNITS 

See Page 2 

1 COPY TO Leggette. Brashears & Graham ATTN: Mr. Ken Vogel 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 
13:07:44 D 0001 3 140214 699538 
320 0.00 00024900 ASROOO 

Respectfully Submitted 
Duane A. Luckenbill, B.S. 
Group Leader, GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Thernio TerraTech Inc., a Theimo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-655-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



#Lancaster Laboratories 
Where quality is a science. 

Page: 2 of 6 

LLI Sample No. WW 3308659 
Collected: 01/17/00 

Submitted: 01/18/00 Reported: 01/31/00 
Discard: 04/01/00 

Trip Blank Water Sample 
Site Code: SCOOl RFfii YGQP9900272 
Dayton Thermal/Dayton, OH 
LOOTB SDG#: DCD10-02TB 

CAT 
NO, ANALYSIS NAME 

TCL by 8260 (water) 

5385 
5387 
5386 
5388 
5391 
6302 
6303 
5390 
5393 
5396 
5402 
6305 
5398 
5399 
5406 
5421 
5404 
6306 
5403 
5411 
5408 
5401 
6307 
5419 
6308 
6309 
5409 
5407 
5413 
5415 
5418 
6310 
5392 
5395 

Chloromethane 
Bromomethane 
Vinyl Chloride 
Chloroethane 
Methylene Chloride 
Acetone 
Carbon Disulfide 
1,1-Dichloroethene 
1,1-Dichloroethane 
Chloroform 
1,2-Dichloroethane 
2-Butanone 
1,1,1-Trichloroethane 
Carbon Tetrachloride 
Bromodi chloromethane 
1,1,2,2-Tetrachloroethane 
1,2-Dichloropropane 
trans-1,3 -Di chl oropropene 
Trichloroethene 
Dibromochloromethane 
1,1,2-Trichloroethane 
Benzene 
cis-1,3-Dichl oropropene 
Bromoform 
4-Methyl-2-pentanone 
2-Hexanone 
Tetrachloroethene 
Toluene 
Chlorobenzene 
Ethyl benzene 
Styrene 
Xylene (Total) 
trans-1,2-Di chloroethene 
cis-1,2-Dichloroethene 

Account No : 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 

AS RECEIVED 

JLT 

48153-7933 

METHOD 
5 DLIECTION LIMIT UNITS 

N.D. 3 
N.D. 3 
N. D. 2 
N.D. 3 
N.D. 2 
N.D. 6 
N.D. 3 
N.D. 1 
N.D. 2 
N.D. 1 
N. 3. 2 
N.D. 3 
N.D. 1 
N.D. 1 
N.D. 1 
N.D. 2 
N.D. 1 
N.D. 1 
N.D. 1 
N.D. 2 
N.D. 2 
N.D. 1 
N.D. 1 
N. ). 1 
N.D. 5 
N.D. 7 
N.[ ). 1 
N.D. 2 
N.D. 1 
N.D. 2 
N.D. 1 
N.D. 1 
N.D. 2 
N.D. 2 

ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 

P.O. N99C403749-A 
Rel. YGQP9900272 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M B E R 

Respectfully Submitted 
Duane A. Luckenbill, B.S. 
Group Leader. GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax: 717-556-2581 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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^ I r 1^/^^''^ quality is a science 

Page: 3 of 6 

LLI Sample No, 
Collected: 01/17/00 

Submitted: 01/18/00 

WW 3308659 

Trip Blank Water Sample 
Site Code: SCOOl RFfii YGQP9900272 
Dayton Thermal/Dayton, OH 
LOOTB SDG#: DCD10-02TB 

CAT 
NO ANALYSIS NAME 

6291 TCL by 8260 (water) 

Account No: 10160 
DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

METHOD 

SW-846 8260B 

ANALYSIS 
TRIAL ID DATE AND TIME ANALYST 

1 01/19/00 2146 Roy R. Mellott. Jr. 

M E M B E R 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax: 717-556-2681 See reverse side for explanation of symbols and abbreviations. 

Lancaster Laboratories is a subsidiary of Thermo Tei-raTech Inc., a Thermo Electron Company 
2216 Rev. 3/23/99 



#Lancaster Laboratories 
Where quality is a science. 

Page: 4 of 

LLI Sample No. 3308659 
Trip Blank Water Sample 
Site Code: SCOOl RFfii YGQP9900272 
Dayton Thermal/Dayton, OH 

Group No. 699538 
DaimlerChrysler Corporation 

SAMPLE SAMPLE 
MDL UNITS 

6291 TCL by 8260 (water) 

5385 Chloromethane 
3. ug/l 

5387 Bromomethane 
3. ug/l 

5386 Vinyl Chloride 
2. ug/l 

5388 Chloroethane 
3. ug/l 

5391 Methylene Chloride 
2. ug/l 

6302 Acetone 
6. ug/l 

6303 Carbon Disulfide 
3. ug/l 

5390 1,1-Dichloroethene 
1. ug/l 

5393 1,1-Dichloroethane 
2. ug/l 

5396 Chloroform 
1. ug/l 

5402 1.2-Dichloroethane 
2. ug/l 

6305 2-Butanone 
3. ug/l 

5398 1.1,1-Trichloroethane 
1. ug/l 

5399 Carbon Tetrachloride 
1. ug/l 

5406 Bromodichl oromethane 
1. ug/l 

5421 1.1,2.2-Tetrachloroethane 
2. ug/l 

5404 1,2-Dichloropropane 
1. ug/l 

6306 trans-1.3-Dichloropropene 
1. ug/l 

5403 Trichloroethene 
1. ug/l 

5411 Dibromochl oromethane 
2. ug/l 

5408 1,1.2-Trichloroethane 
2. ug/l 

5401 Benzene 
1. ug/l 

6307 cis-1,3-Dichloropropene 
1. ug/l 

BLANK 

Batch: L000151AB 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

DUP 
RPD MS 

MS LCS LCS LCS LIMITS 
MSD RPD LCS DUP RPD LOW HIGH 

80 

90 

85 

95 

105 

74 

79 

111 

111 

106 

106 

88 

116 

117 

97 

101 

107 

94 

113 

89 

104 

109 

91 

80 

85 

84 

94 

104 

79 

79 

113 

110 

107 

105 

89 

118 

119 

98 

101 

105 

97 

115 

92 

104 

108 

92 

1 

6 

2 

2 

2 

1 

2 

3 

2 

3 

0 

0 

1 

71 

75 

72 

81 

104 

94 

102 

98 

103 

102 

107 

97 

105 

109 

103 

101 

102 

104 

103 

103 

104 

102 

102 

57 

17 

63 

24 

84 

64 

70 

85 

86 

86 

81 

65 

82 

81 

86 

65 

86 

83 

89 

80 

86 

88 

83 

143 

129 

140 

133 

127 

126 

118 

135 

128 

125 

130 

139 

131 

129 

120 

133 

122 

119 

128 

122 

121 

125 

120 

Lancaster Laboratories 
M E M B E R 2425 New Holland Pike 

^ ^ ^ ^ ^ ^ PO Box 12425 
^ ^ ^ w i ft Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Themio TerraTech Inc., a Thermo Electron Company. 

^ ^ = ^ 1 1 ^ 717-656-2300 Fax: 717-555-25S1 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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Where quality is a science. 
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LLI Sample No. 3308659 
Trip Blank Water Sample 
Site Code: SCOOl RFfii YGQP9900272 
Dayton Thermal/Dayton, OH 

SAMPLE SAMPLE 
MDL UNITS 

5419 Bromoform 
1. ug/l 

6308 4-Methyl-2-pentanone 
5. ug/l 

6309 2-Hexanone 
7. ug/l 

5409 Tetrachloroethene 
1. ug/l 

5407 Toluene 
2. ug/l 

5413 Chlorobenzene 
1. ug/l 

5415 Ethylbenzene 
2. ug/l 

5418 Styrene 
1. ug/l 

6310 Xylene (Total) 
1. ug/l 

5392 trans-1.2-Dichloroethene 
2. ug/l 

5395 cis-1,2-Dichloroethene 
2. ug/l 

BL 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

'•-v, N . D . 

Group No. 699538 
DaimlerChrysler Corporation 

DUP 
RPD MS 

74 

99 

99 

128 

114 

111 

124 

107 

123 

108 

107 

M 

76 

99 

101 

128 

115 

112 

126 

110 

126 

107 

104 

MS 
RPD 

2 

0 

2 

0 

1 

1 

2 

2 

2 

1 

2 

LCS 

99 

98 

100 

116 

108 

106 

112 

in 

114 

100 

99 

LCS 
DUP 

LCS 
RPD 

LCS 
LOW 

65 

72 

64 

78 

89 

91 

91 

92 

92 

85 

89 

LIMITS 
HIGH 

128 

131 

131 

144 

121 

120 

122 

120 

123 

130 

125 

Lancaster Laboratories 
M E M B E R 2'*^^ ^^'•'^ Holland Pike 

PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Themio Electron Company. 
717-656-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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LLI Sample No. 3308659 
Trip Blank Mater Sample 
Site Code: SCOOl RFfi i YGQP9900272 
Dayton Thermal/Dayton, OH 

Group No. 699538 
DaimlerChrysler Corporation 

SURROGATE SUMMARY 

TRIAL ID SURROGATE RECOVERY * 
SURROGATE LIMITS 
LOW HIGH 

6291 TCL by 8260 (water) DBFM 
d4-l,2-DCA 
d8-toluene 
4-BFB 

98 
96 
102 
100 

86 
80 
88 
86 

118 
120 
110 
115 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-656-2581 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company 
See reverse side for explanation of symbols and abbreviations. 2215 Rev. 3/23/99 



#Lancaster Laboratories '̂̂ ^ 
Where quality is a science. 

Page: 1 of 6 

LLI Sample No. WW 3308660 
Collected: 01/18/00 at 10:00 by LAB 

Submitted: 01/18/00 Reported: 01/31/00 
Discard: 04/01/00 

Water Storage Blank Grab Water Sample 
Site Code: SCOOl RF;^ YGQP9900272 
Dayton Thermal/Dayton, OH 
LOOSB SDG#: DCD10-03SB* 

CAT 
NO. 

6291 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. N99C403749-A 
Rel. YGQP9900272 

ANALYSIS NAME 

TCL by 8260 (water) 

AS RECEIVED 
METHOD 

RESULTS DETECTION LIMIT UNITS 

See Page 2 

1 COPY TO Leggette. Brashears & Graham fiJTH: Mr. Ken Vogel 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 
13:08:41 D 0001 3 140214 699538 
320 0.00 00000000 ASROOO 

M E M B E R 

Respectfully Submitted 
Duane A. Luckenbill, B.S. 
Group Leader, GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-556-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



^ ^ . . 

# 
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Where quality is a science. 

Page: 2 of 6 

LLI S a m p l e N o . WW 3 3 0 8 6 6 0 
Collected: 01/18/00 at 10:00 by LAB 

Submitted: 01/18/00 Reported: 01/31/00 
Discard: 04/01/00 

Water Storage Blank Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900272 
Dayton Thermal/Dayton, OH 
LOOSB SDG#: DCD10-03SB* 

CAT 
NO. ANALYSIS NAME 

TCL by 8260 (water) 

5385 Chloromethane 
5387 Bromomethane 
5386 Vinyl Chloride 
5388 Chloroethane 
5391 Methylene Chloride 
6302 Acetone 
6303 Carbon D isu l f i de 
5390 1,1-Dichloroethene 
5393 1,1-Dichloroethane 
5396 Chloroform 
5402 1.2-Dichloroethane 
6305 2-Butanone 
5398 1.1.1-Trichloroethane 
5399 Carbon Tetrachlor ide 
5406 Bromodichloromethane 
5421 1,1,2,2-Tetrachloroethane 
5404 1,2-Dichloropropane 
6306 trans-1,3-Dichloropropene 
5403 Trichloroethene 
5411 Dibromochloromethane 
5408 1.1,2-Trichloroethane 
5401 Benzene 
6307 cis-1,3-Dichloropropene 
5419 Bromoform 
6308 4-Methyl-2-pentanone 
6309 2-Hexanone 
5409 Tetrachloroethene 
5407 Toluene 
5413 Chlorobenzene 
5415 Ethylbenzene 
5418 Styrene 
6310 Xylene (Total) 
5392 trans-1,2-Dichloroethene 
5395 cis-1,2-Dichloroethene 

Account No 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 

AS RECEIVED 

JLT 

48153-7933 

METHOD 
S DETECTION LIMIT UNITS 

N.D. 3 
N.D. 3 
N.D. 2 
N.D. 3 
N.D. 2 
N.D. 6 
N.D. 3 
N.D. 1 
N.D. 2 
N. D. 1 
N.D. 2 
N.D. 3 
N.D. 1 
N.D. 1 
N.D. 1 
N.D. 2 
N.D. 1 
N.D. 1 
N.D. 1 
N.D. 2 
N.D. 2 
N.I D. 1 
N.D. 1 
N.D. 1 
N.D. 5 
N.D. 7 
N.D. 1 
N.D. , 2 
N.D. 1 
N.D. 2 
N.D. 1 
N.D. 1 
N.D. 2 
N.D. 2 

ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 

P.O. N99C403749-A 
Rel. YGQP9900272 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

Respectfully Submitted 
Duane A. Luckenbill. B.S. 
Group Leader, GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Themio TerraTech Inc., a Thermo Electron Company 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-555-2581 See reverse side for explanation of symbols and abbreviations. 2215 Rev. 3/23/99 



&&& 

^ Lancaster Laboratories 
Where quality is a science. 

Page: 3 of 6 

LLI Sample No. WW 3308660 
Collected: 01/18/00 at 10:00 by LAB 

Submitted: 01/18/00 

Water Storage Blank Grab Water Sample 
Site Code: SCOOl RFA# YGQP9900272 
Dayton Thermal/Dayton, OH 
LOOSB SDG#: DCD10-03SB* 

CAT 
NO ANALYSIS NAME 

6291 TCL by 8260 (water) 

Account No: 10160 
DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

METHOD 

SW-846 8260B 

ANALYSIS 
TRIAL ID DATE AND TIME ANALYST 

1 01/19/00 2356 Roy R. Mellott, Jr. 

M B E R 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax: 717-655-2681 See reverse side for explanation of symbols and abbreviations. 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Themio Electron Company. 
2216 Rev. 3/23/99 
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Where quality is a science. 

Page: 4 of 

LLI Sample No. 3308660 
Water Storage Blank Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900272 
Dayton Thermal/Dayton. OH 

Group No. 699538 
DaimlerChrysler Corporation 

SAMPLE SAMPLE 
MDL UNITS 

6291 TCL by 8260 (water) 

5385 Chloromethane 
3. ug/l 

5387 Bromomethane 
3. ug/l 

5386 Vinyl Chloride 
2. ug/l 

5388 Chloroethane 
3. ug/l 

5391 Methylene Chloride 
2. ug/l 

6302 Acetone 
6. ug/l 

6303 Carbon Disulfide 
3. ug/l 

5390 1,1-Dichloroethene 
1. ug/l 

5393 1.1-Dichloroethane 
2. ug/l 

5396 Chloroform 
1. ug/l 

5402 1,2-Dichloroethane 
2. ug/l 

6305 2-Butanone 
3. ug/l 

5398 1,1,1-Trichloroethane 
1. ug/l 

5399 Carbon Tetrachloride 
1. ug/l 

5406 Bromodichloromethane 
1. ug/l 

5421 1,1,2,2-Tetrachloroethane 
2. ug/l 

5404 1,2-Dichloropropane 
1. ug/l 

6306 trans-1,3-Dichloropropene 
1. ug/l 

5403 Trichloroethene 
1. ug/l 

5411 Dibromochloromethane 
2. ug/l 

5408 1,1,2-Trichloroethane 
2. ug/l 

5401 Benzene 
1. ug/l 

6307 cis-1,3-Dichloropropene 
1. ug/l 

BLANK 

Batch: L000151AB 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

DUP 
RPD 

MS LCS LCS LCS LIMITS 
MS MSD RPD LCS DUP RPD LOW HIGH 

80 

90 

85 

95 

105 

74 

79 

111 

111 

106 

106 

88 

116 

117 

97 

101 

107 

94 

113 

89 

104 

109 

91 

80 

85 

84 

94 

104 

79 

79 

113 

110 

107 

105 

89 

118 

119 

98 

101 

105 

97 

115 

92 

104 

108 

92 

1 

' 6 

1 

1 

0 

7 

1 

2 

1 

1 

1 

1 

2 

2 

2 

1 

2 

3 

2 

3 

0 

0 

1 

71 

75 

72 

81 

104 

94 

102 

98 

103 

102 

107 

97 

105 

109 

103 

101 

102 

104 

103 

103 

104 

102 

102 

57 

17 

63 

24 

84 

64 

70 

85 

86 

86 

81 

65 

82 

81 

86 

65 

86 

83 

89 

80 

86 

88 

83 

143 

129 

140 

133 

127 

126 

118 

135 

128 

125 

130 

139 

131 

129 

120 

133 

122 

119 

128 

122 

121 

125 

120 

M E M B E R 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 

E ^ ^ ? S ? ' ^ fi ¥ M Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
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LLI Sample No. 3308660 
Water Storage Blank Grab Water Sample 
Site Code: SCOOl RFA# YGQP9900272 
Dayton Thermal/Dayton, OH 

SAMPLE SAMPLE 
MDL UNITS 

5419 Bromoform 
1. ug/l 

6308 4-Methyl-2-pentanone 
5. ug/l 

6309 2-Hexanone 
7. ug/l 

5409 Tetrachloroethene 
1. ug/l 

5407 Toluene 
2. ug/l 

5413 Chlorobenzene 
1. ug/l 

5415 Ethyl benzene 
2. ug/l 

5418 Styrene 
1. ug/l 

6310 Xylene (Total) 
1. ug/l 

5392 trans-1,2-Dichloroethene 
2. ug/l 

5395 cis-1,2-Dichloroethene 
2. ug/l 

BL 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

Group No. 699538 
DaimlerChrysler Corporation 

DUP 
RPD MS 

74 

99 

99 

128 

114 

111 

124 

107 

123 

108 

107 

M 

76 

99 

101 

128 

115 

112 

126 

110 

126 

107 

104 

MS 
RPD 

2 

0 

2 

0 

1 

1 

2 

2 

2 

1 

2 

LCS 

99 

98 

100 

116 

108 

106 

112 

111 

114 

100 

99 

LCS LCS LCS LIMITS 
LCS DUP RPD LOW HIGH 

65 

72 

64 

78 

89 

91 

91 

92 

92 

85 

89 

128 

131 

131 

144 

121 

120 

12? 

120 

123 

130 

125 

Lancaster Laboratories 
M E M B E R ^'^-^ '^^^ Holland Pike 

. ^ ^ PO Box 12425 
^ ^ ^ S f e ' j i W Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

717-656-2300 Fax:717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



DAIMLERCHRYSLER- ><?->«>0«Lt̂  Clgr»-.«A^O>>C^ i£ Chain-of-Custody 0644 B 

Lancaster Laboratories 

2425 New Holland Pike 

Lancaster, PA 17601 

Phone Number: (717) 656-2300 

Fax Number: (717)656-2681 

Project Name: D ) e \ . j - ^ r i ~fKi3.rt*<.p^ \ri)ckLk.€^^rz, 

Site Location: 

Site Code. . S C Q O I 
RFA Number: V(S7Q P ^ ^ ( 2 0 Z , 7 2 . 

DaimleIChrysler PM: C D C ^ ^ S>\et.^CTri.jJiL t-

Consultant: 

Address: 

Consultant PM U ^ e ^ ^^CCj g. ( 

Phone: fag'/' WQ O V V 0 * 5 " Fax: b S / - V q O " ^ ^ ^ C 

Turn-around Time Request: (circle) 
24 calendar hrs. 
48 calendar hrs. 

, J )a ta Packaf>e neliverables: (circle) 
CZ DaimlerChrysler Level 1 y 

C 7 calendar d a y s ^ ^ 
14 calendar days 

DaimlerChrysler Level 2 
CLP 

Field Sample Identification 
Date 

Collecttd 
Time 

Collected 

O 

E i 
O O 

•o 

3 

Comp(i«ind:lJst-Paii-ameteii7Metlwd/Bbttle 

§-! 

0 

^1 

:> 

-6 
.J \> 

/ 1« aqueous samples field filtered for metals? Yes \No\ 

. Matr i i Codes 
SW - Surface Water 
A-Air 

S-Soil 
GW - Groundwater 
Sed. - Sediment 
O - Other (specify) LjOb DSI i~>qjW-

Remarks. 

tOLOO|2_ 'A^A 'CO oSoo du) IO )C X l ^ \ e J ' U^^jK ^ u r J U . ^^A.^ S-tn. 

-TRO I)-700 / / 7 / g g G P T ^ l 0-A< 

/U>-U.' .47so ^w^kvi,—UJ '-y>c.^^i^-^\^ ?lE<>SI\x-U<.T y.^Jo^- J^ rA '^ . l l ^ > Sa^^-»^3/l>/>^»%J2.yCr . 

" r^^W^ 
AQ^ 

J r / ^ 2 - Z ^ 7 3 ^ ^ O ^ Temperature (correcteilf_ Sampler(s) Cooler ID # ^0/090 

Relinquished by: ^ Date: 

Samples ReUnquished under Airbill No. 

Time: Received by: Date: Time: Custody Seal Intact? 

Yes No 

Is RFA sampling complete? 

Yes ^"TJo"":) 

Relinquished by: Date: Time: 

^L^ 2 n z c 

Received /̂or Lahmiti itoryt 

W ^ 
Time: 

DaimlerChrysler Corporation 800 Chrj'sler Drive, CIMS482-00-51, Auburn Hills, Michigan 48326-2757 

Custody Seal Intact? 

^sy^ No 

Distribution: White copy: Data package Yellow : Retained by laboratory Pink: Retained by sampler 

Revision No. 3 
Created: July 9. 1999 

Page_ / . / 



17:01 .TON 20, £000 #7340 PRGE: l.-'b 

^Lancaster Laboratories 
r l/V/iP/p ni iPilit\/1\ R '^rlpnrp Where quality is a science. 

FAX Cover Page P a g e s 6 

CONFIDENTIAL MATERIAL 
This inepsage Is intended only for the use of the individtial or entity to which it is addressed and 
iTiay contain information that is privileged, confidential and exempt from disclosure under 
applicable law 

If received in error, please notify Fenrler at once and return the original faxed transmission by 
U. S. Postal Service to the address indicated blow. Thank yoii. 

2425 New Holland Pike 
Lancaster, PA 17605-2425 

Phone: 717-656-2300 
Fax: 717-656-2681 

Deliver to: Mr. Ken Vogel 

Company: DAIHLERCHRYSLEB CORPORATIO 

Fax: 165.14901006 

From: Kathy Klinefelter Ext 1566 

d̂ ujLi / / e Pu-^p ~̂ -iz\:h-£m. 

Message; 

< \̂̂ '' 
\ 

,A'' 

C 

?-
^ 0 ^ 

4 ̂r̂  

I 
A X 
jmz\m 



1 7 : 0 2 ..TON 20.. 2000 #7340 P P G E : 2 ' '6 

Page 1 

* * * * * Lancaster Laboratories Analytical Report * * * * * 

?yi25 Mew Holland Piki?, Lancaster-, PA 17601 

Sample Number: WW3308658 Account: inif.0 DAIMLERCHRYSLER CORPORAriON 

Date Submitted: 01/10/00 Date Reported: NOT REP 

Date Collected: 01/16/00 

;̂lU Wd0012!:'Grab Water- Sample 

Sitr̂  Code: SCOOl RFA# YGnP9900272 

Dayton Thermal/Dayton, OH 

METHOD 

RESULT DETECTION LIMIT UNITS 

fc7;19S!: 0.010 

No Flash Observed Degrees F 

ANALYSIS ^WIE 

0200 pH 

O'iJO'* Flash Point for- Liquids 

No flash obser-ved below 150F. 

Test flame extinguished at 115F. 

Flash point was determined using Pensky Martens closed cup apparatus. 

0496 Cor-rosivity See Below 

Corrosivity: 

The pH of the sample is 7.19 iridicating that the sample is not corrosive. 

A waste is corrosive if it er.hibits a pH equal to or less than 2 

or equal to or- greater- than 12.5. 

See Below 

1121 Reactivity See Below 

Reactivity: 

The sample was extracted by the interim method described in SW 846, 

Chapter- 7.3. This solution was analyzed for- cyanide and sulfide. 

This waste is noX considered reactive and hazardous because it does 

not generate a qrjantity of hydrogen cyanide exceeding. 250 nrg/kg or 

hydrogen sulfide exceeding 500 rrtg/kg. These inter-irrr thr-eshold limits wer^ 

established by the Solid Waste Brarich of EPA, July, 1992. These results 

do not reflect total cyanide or total sulfide. 

See Below 

1122 

1123 

1751 

6291 

5385 

5587 

5386 

53no 

5391 

Sulfide (Reactivity) 

Cyanide (Reactivity) 

Chromium 

TCL by 8260 (water) 

Chloromethane 

Bromomcthnnc 

Vinyl Chloride 

Chloroethane 

Methyler-ie Chloride 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

39. 

99. 

0.0098 

3. 

3. 

d. 

3. 

2. 

mg/kg 

mg/kg 

mg/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 
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6302 Acetone 150. 6. ug/l 

Page 2 

***** Lancaster Laboratories Arialytical Report ***** 

2425 New Holland Pike, Lancaster, PA 17601 

Sample Ni.rmbcr: WW3308658 Account: 10160 DAIMLERCHRYSLER CORFORATIOH 

6303 

5390 

5393 

5396 

5402 

6305 

5390 

5399 

5406 

5421 

5404 

6306 

5403 

5411 

5408 

5401 

6307 

5419 

6300 

6309 

5409 

5407 

5413 

5415 

5410 

6310 

5392 

5395 

7035 

7036 

7046 

7049 

7053 

7055 

7066 

7072 

Carbon Disulfide 

1,1-Dichloroethene 

1,1-Dichloroethane 

Chloroform 

1,2-Dichloroethanc 

2-Butanone 

I.I.V-Trrrhl or-oe thane 

Carbon Tetrachloiide 

Bromodichloromethane 

1,1,2,2-retr-achloroethane 

1,2-Dichloropropanc 

trans-1,3-Dichloropropene 

Trichloroethene 

D i bromoch I rjromet hane 

1,1,2-Trichloroethane 

Benzene 

cis-1,3-Dichloropropene 

Bromoform 

4-Methyl-2-pentanone 

2-Hexanone 

Tetrachlorcethene 

Toluene 

Chlorobenzene 

Ethylbenzene 

Styrene 

Xylene (Total) 

trans-1,2-Dichloroethene 

cis-1,2-Dichloroethene 

Arsenic TR 

Selenium TR 

Rarirjm TR 

CaiArrium TR 

Copper TR 

Lead TR 

Silver TR 

Zinc TR 

Ci26 

N.D. 

N.D. 

N.D. 

N.P. 

N.D. 

M.P. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

H.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.O. 

N.O. 

N.D. 

3 

1 

2 

1 

2 

3 

1 

1 

1 

2 

1 

1 

1 

2 

2 

1 

1 

1 

5 

7 

1 

2 

1 

2 

1 

1 

2 

2 

ug/l 

ug/1 

ug/l 

ug/l 

ug/l 

ug/1 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/1 

ug/l 

Lrg/I 

ug/l 

ug/l 

M.D. \ 

N.D. 

C6^79Z-i'.i 
N.D. 

N.D. 

coroq9i-j? 
N.D. 

am5ir= :̂ 

0.0050 

0.0044 

0.00049 

0.00081 

0.0029 

0.0079 

0.0017 

0.0030 

mg/l 

mg/l 

mg/l 

mg/l 

mg/l 

mg/l 

mg/l 

mg/l 
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***** Lancaster Laboratories Analytical Report ***** 

2425 New Holland Pike, Lancaster-, PA 17601 

Sample Number: WW3308659 Accou|-it: 10160 DAIMLERCHRYSLER CORPORATION 

Date Submitted: 01/18/00 Date Reported: NOT REP 

Date Collected: 01/17/00 

Trip Blank Water Sample 

Site Code: SCOOl RFA# YGQP99Q0272 

Dayton Thermal/D.nyton, OH 

ANALYSIS NAME 

6291 TCL by 8260 (water) 

5385 Chloromethane . 

5387 Bromomethane 

5306 Vinyl Chloride 

5383 Chloroethane 

5391 Methylene Chloride 

6302 Acetone 

6303 Carbon Disulfide 

5390 1,1-Dichloroethene 

5393 1.1-Dichloroethane 

5396 Chloroform 

5402 1,2-Dichloroethane 

6305 2-Butanone 

5398 1,1,1-Trichloroethane 

5399 Carbon Tetrachloride 

5406 BromodichIoromethane 

54Z1 1,1,2,2-Tetrachloroethane 

5404 1,2-Dichloropropane 

6306 trans-1,3-Dichloropropene 

5403 Trichloroethene 

5411 DibrorTioch I oromethane 

5403 1.1,2-Trichloroethane 

5401 Benzene 

6307 cis-1,3-Dichloropropene 

5419 Rr-f̂ mofor-m 

6308 4-Mcthyl-2-pcntanone 

6309 2-Hexanone 

5409 Tetrachl or-oethene 

5407 ToUrene 

5413 Chlorobenzene 

5415 Ethylbenzene 

5418 Styrene 

6310 Xylene (Total) 

5392 trans-1,2-Dichloroethene 

RESULT 

METHOD 

DETECTION 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

H.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

3 

3 

2 

2 

LIMIT UN 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/1 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

rjg/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 
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5395 c is -1 ,2-Dich loroethene N.D. 2. ug/l 
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***** Lancaster Laboratories Analytical Report ***** 

2425 New Holland Pike, Lancaster, PA 17601 

Sample Number: WW3308659 Account: 10160 DAIMLERCHRYSLER CORPORATION 

Sample Number: WW3308660 Account: 10160 DAIMLERCHRYSLER CORPORATION 

Date Submitted: 01/10/00 Date Reported: NOT REP 

Date Collected: 01/18/00 

Water Storage Blank Grab Water Sample 

Site Code: SCOOl RFA# rGaP9900272 

Dayton Thermal/Dayton, OH 

ANALYSIS NAME 

6291 TCL by 8260 (water) 

5305 Chloromethane 

5387 Bromomethane 

5386 Vii-iyl Chloride 

5388 Chloroethane 

5391 Methylene Chloride 

6302 Acetone 
6303 Carbon D i s u l f i d e 

5.390 1,1-Dirhlnr-oethene 

5393 1,1-Dichloroethane 

5396 Chloroform 

5''.02 1,2-Dichloroethane 

6305 2-Rirtanonc 

5398 1,1,1-Tr ich loroethans 

5399 Carbon Tet rach lor ide 

5406 Bromn<lichlorem?thane 

5421 1,1,2,2-Tetrachloroethane 

5404 1,2-Dichloroprc:pane 

6306 t rans-1,3-Dichloropropcne 

5403 Tr ich loroethene 

5411 Dibr-omoch I oromethane 

5408 l,1,2-Trichlori3ethane 

5401 Benzene 

6307 cis-1,3-Dichlor-opropene 

5419 Bromoform 

6308 4-Hethyl-2-pentanone 

6309 2-He.xanone 

5409 Tetrachloroethene 

5407 Toluene 

5413 Chlorobenzene 

5415 Ethylbenzene 

5410 Styrene 

6310 Xylene (Total) 

METHOD 

RESULT DETECTION LIMIT 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.n. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

W.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.O. 

N.D. 

3. 

3. 

2. 

3. 

2. 

6. 

3. 

1. 

2. 

1. 

2. 

3. 

1. 

1. 

1. 

2. 

1. 

1. 

1. 

2. 

2. 

1. 

1. 

1. 

5. 

7. 

1. 

2. 

1. 

2. 

1. 

1. 

UN 

ug/l 

ug/1 

ug/l 

ug/l 

ug/l 

ug/1 

ug/l 

ug/l 

ug/1 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/1 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/1 

ug/l 

ug/1 
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5392 t rans-1,2-Dich loroethene N.O. 2. ug/l 

Page 5 

***** Lancaster Laboratories Analytical Report ***** 

2425 New Holland Pike, Lancaster, PA 17601 

Sample Nvimber: WW3308660 Account: 10160 DAIMLERCHRYSLER CORPORATION 

5395 cis-1,2-Dichloroethene N.D. 2. ug/l 
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***** Lancaster Laboratories Analytical Report ***** 

2(;25 New Holland Pike, Lancaster, PA 17601 

Sample Number: WW330a658 Account: 10160 DAIMLERCHRYSLER CORPORATION 

Date Submitted: 01/10/00 Date Repotted: NOT REP 

Date Collected: 01/16/00 

Ĉ00.12.'Gr'ab Water Sample 

Site Code: SCOOl RFA# YGOP99002/2 

Dayton Thermal/Dayton, OH 

ANALYSIS NAME 

0259 Mercury 

METHOD 

RESULT DETECTION LIMIT UNITS 

N.D. 0.00010 mg/l 

Sample Number: WW3308659 Account: 10160 DAIMLERCHRYSLER CORPORATION 

Date Submitted: 01/18/00 Date Reported: NOT REP 

Date Collected: 01/17/00 

Trip Rlank Water Sample 

Site Code: SCOOl RFA# YGnP9900272 

Dayton Thermal/Dayton, OH 

ANALYSIS NAME RESULT 

METHOD 

DETECTION LIMIT UNITS 

Snmple Number: VW5308660 Account: 10160 DAIMLERCHRYSLER CORPORATION 

Date Submitted: 01/18/00 Date Reported: NOT REP 

Date Collected: 01/10/00 

Water Storage Blank Grab Water Sample 

Site Code: SCOOl RFA# YGQP9900272 

Dayton Thermal/Doyton, OH 

ANALYSIS NAME RESULT 

METHOD 

DETECTION LIMIT UNITS 
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* * * * * Lancaster Laborator ies Ana ly t i ca l Report * * * * * 

2/i25 New Holland Pike, Lancaster, PA 17601 

Page 1 

Sample Number: VW330B658 Account: 10160 DAIMLERCHRYSLER CORPORATION 

Date Submitted: 01/18/00 Date Reported: NOT REP 

Date Collected: 01/16/00 

Cv;L0012-Grab Water Sample 

Site Code: SCOOl RFA# yOTP9900272 

Dayton Thermal/Dayton, OH 

METHOD 

ANALYSIS NAME RESULT DETECTION LIMIT 

1316 AppendixIX Herbicides - Woters 

Sufficient sample volume was not available to perform a MS/MSD for this 

analysis. Therefore, a LCS/LCSD was performed to demonstrate precision and 

accuracy at a batch level. 

UNITS 

0288 2,4-D 

1314 Dinoseb 

0289 2,4,5-TP 

1315 2,4,5-r 

C:0V287'J'. • 0.095 uq/l 

N.D. 0.047 ug/l 

«g_.;0220 J; 0.0095 ug/l 

N.D. 0.0095 ug/l 

Sample NLimtaer: WW3308659 Account: 10160 DAIMLERCHRYSLER CORPORATION 

Date Subnitted: 01/18/00 Date Reported: NOT REP 

Date Collected: 01/17/00 

Trip Blank Water Sample 

Site Code: SCOOl RFA# YGOP9900272 

Dayton Thermal/Dayton, OH 

ANALYSIS NAME RESULT 

METHOD 

DETECTION LIMIT UNITS 
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rgge 
***** Lancaster Laboratories Analytical Report ***** 

2425 New Holland Pike, Lancaster, PA 17601 

Sample Number: WW3308660 Account: 10160 DAIMLERCHRYSLER CORPORATION 

Date Submitted: 01/18/00 Date Reported: NOT REP 

Date Collected: 01/10/00 

Water Storage Blank Grab Water Sample 

Site Code: SCOOl RFA# YGQP9900272 

Dayton Thcrmol/Dayton, OH 

ANALYSIS NAME 

METHOD 

RESULT DETECTrON LfMIT UNITS 



16:51 JAN 26, 2000 #8314 PAGE: 1/4 

# 
Lancaster Laboratories 
Wliere quality is a science. 

FAX Cover Page Pages 4 

CONFIDENTIAL MATERIAL 
This message is intended only for the use of the individual or entity to which it is addressed and 
may contain information that is privileged, confidential and exempt from disclosure under 
applicable law 

If received In error, please notify sender at once and return the original faxed transmission by 
U. S. Postal .Service to the address indicated blov/. Thank you. 

2425 New Holland Pike 
Lancaster, PA 17605-2425 

Phone:717-656-2300 
Fax: 717-656-2681 

Deliver to: Mr. Ken Vogel 

Company: DAUILERCHRYSLER CORPORATIO 

Fax: 16514901006 

From: Kathy Klinefelter Ext 1566 

Message: 

Si 'oO 



16:51 JPM 26, 2000 #8314 POGE: 2/4 
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***** Lancaster Laboratories Analytical Report ***** 

2'i25 New Holland Pike, Lancaster, PA 17601 

Sample Number: V/W3308658 Account: 10160 DAIMLERCHRYSLER CORPORATION 

Dote Submitted: 01/10/00 Date Reported: NOT REP 

Date Collected: 01/16/00 

& : V/t0012i;Grab V/atei- Sample 

Site Code: SCOOl RFA# YGOP9900272 

Dayton Thermal/Dayton, OH 

ANALYSIS NAME RESULT 

A678 TCL SW816 ScmivolntiIcs/Wotcrs 

3925 Phenol 

3936 b is (2 -Ch lo roe thy l )e the r 

392'+ 2-Chlorophenol 

3937 1,3-Dichlorobenzene 

3930 1 .iV-Dichlorobenzene 

3939 1,2-Dichlorobcnzcne 

4680 2-Methylphenol 

4681 2 ,2 ' -oxyb is ( l -Ch loropropane) 

A682 ')-Hethylphenol 

3-Methylphenol and A-methylphenol cannot be resolved under the 

chromatoqraphic conditions used tor sample analysis. The result reported 

for 'f-mcthylphcnol represents the combined total of both compounds. 

METHOD 

DETECTION LIMIT 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

0.9 

0.9 

0.9 

0.9 

0.9 

0.9 

0.9 

0.9 

3. 

UN 

ug/l 

ug/l 

ug/l 

ug/1 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

3942 

3941 

3943 

3944 

3926 

3927 

3945 

3928 

3946 

394 7 

3871 

3948 

3929 

3905 

3949 

3930 

3922 

3950 

3907 

N-Nitroso-di-n-propylamine 

Hexachloroethane 

Nitrobenzene 

Isophorone 

2-Nitrophenol 

2,4-D i methyIphenoI 

b i s( 2 - Ch I oroet ho-̂ y )met hane 

2,4-D i chIorophenoI 

1,2,4-Trichlorobenzene 

Naphthalene 

'V-Chloroani 1 ine 

Hexachlorobutadlene 

4-Chloro-3-methylphenol 

2-Methylnaphthalene 

HexachIorocyc1opentadi ene 

2,4,6-Trichlorophenol 

2,4,5-Trichlorophenol 

2-Chloronaphthalene 

2-Hitroaniline 

'̂19' 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

S3^: 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

0.9 

0.9 

0.9 

0.9 

0.9 

0.9 

0.9 

0.9 

0.9 

0.9 

0.9 

2. 

• 0.9 

0.9 

5. 

2. 

2. 

0.9 

2. 

ug/1 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/1 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/1 

ug/ I 

ug/l 

ug/l 

ug/l 

ug/l 

Lig/1 
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3952 Dimethylphthalate N.D. ug/l 

Page 2 

***** Lancaster Laboratories Analytical Report ***** 

2425 New Holland Pike, Lancaster, PA 17601 

Sample Number: WW3308658 Account: 10160 DAIMLERCHRYSLER CORPORATION 

3951 Acenaphthylene N.D. 0.9 ug/l 

4679 TCL SW846 Semivolatiles/Waters 

Sufficient sample volimc was not available to perform a MS/MSD for this 

analysis. Therefore, a LCS/LCSD was performed to demonstrate precision and 

accuracy at a batch level. 

The recovery of 4-Chloroaniline was outside of QC limits in the LCS 

associated with this sample. The sample was re-extracted and 

4-Chloroaniline was again outside of QC limits. Comparable data was 

observed in the reanalysis of the sample. The data reported here is from 

the initial extraction of the sample. 

3908 

3954 

,3931 

3932 

3879 

3955 

3953 

3958 

3957 

3956 

3909 

3933 

3960 

3-Nitro3niIine 

Acenaphthene 

2,4-Dinitrophenol 

4-Nitrophenol 

Dibenzofuran 

2,4-Dinitrotoluene 

2,6-Dinitrotoluene 

Diethylphthalate 

4-Chlorophenyl-phenylether 

Fluor'ene 

4-NitroaniIine 

4,6-Dinitro-2-methylphenoI 

N-Hitrosodiphenylamirie 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

2. 

0.9 

19. 

9. 

0.9 

0.9 

2. 

2. 

0.9 

0.9 

2. 

5. 

0.9 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

N-nitrosodiphony I ami no decomposes in the GC inlet forming diphenylamine. 

The result reported for N-nitrosodiphenylamine represents the combined 

total of both compounds. 

3961 

3962 

3934 

3963 

3964 

4684 

3965 

3966 

3967 

3969 

3972 

3970 

3973 

3971 

3974 

3975 

4-Br-omophenyl -phenylether 

Hexachlorobenzene 

Pentachlorophenol 

Phenanthrene 

Anthracene 

Carbazole 

Di-n-butylphthalate 

Fluoranthene 

Pyrene 

Butyl benzylphthalate 

3,3'-Dichlorobenzidine 

Benzo(a)anthracene 

bis(2-Ethylhexyl)phthalate 

Chrysene 

Di-n-octylphthalate 

Benzo(b)fluoranthene 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

2. 

2. 

3. 

0.9 

0.9 

3. 

2. 

0.9 

0.9 

2. 

2. 

0.9 

2. 

0.9 

2. 

0.9 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 

ug/l 
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3976 Benzo{k)f luoranthene N.D. 0.9 ug/l 

Page 3 

***** Lancaster Laboratories Analytical Report ***** 

2425 New Holland Pike, Lancaster, PA 17601 

Sample Number: WW3308658 Account: 10160 DAIMLERCHRYSLER CORPORATION 

3977 Benzo{a)pyrene 

5978 IndenoCI,2,3-cd)pyrene 

3979 Dibenz(a,h)anthracene 

3980 Benzo(g,h, i )pei-ylene 

N.D. 

N.D. 

N.O. 

N.D. 

0.9 

0.9 

0.9 

0.9 

ug/l 

ug/l 

ug/l 

ug/l 

Sample Number: WW3308659 Account: 10160 DAIMLERCHRYSLER CORPORATION 

Date Submitted: 01/18/00 Date Reported: NOT REP 

Date Collected: 01/17/00 

Trip Blar)k Water Sample 

Site Code: SCOOl RFA* YGOP9900272 

Dayton Thermal/Dayton. OH 

ANALYSIS NAME RESULT 

METHOD 

DETECTION LIMIT UNITS 

Sample Number: WW3308660 Account: 10160 DAIMLERCHRYSLER CORPORATION 

Date Submitted: 01/10/00 Date Reported: NOT REP 

Date Collected: 01/18/00 

V/ater Storage Blank Grab Water Sample 

Site Code: SCOOl RFA# YGOP9900272 

Dayton Thermal/Dayton, OH 

ANALYSIS NAME RESULT 

METHOD 

DETECTION LIMIT UNITS 

]/e^hcU Pe , -fry r n. i i S Cry. / - i 
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* * * * * Lanra<;t°r- Labor!itoi'ie<; Analytical R=por't ***** 

2''.25 Hew Holland Pil<e, Lfincastor, P/\ 17601 

Sample Nurnher: UW33n8658 Account: 10161) DAIMLERCHRYSLER CORPORATIOM 

Date SuLwitted: 01/10/00 Date Reported: NOT REP 

Date Colleoted: 01/16/00 

WLOOl?. Grab Water Sample 

Site Code: SCOni RFA* rGaP9900272 

Dayton Ther-mal/Dayton, Oil 

METHOD 

ANALrsIS NAME RESULT DETECTION LIMIT 

0937 TCL Pesticides in W.iters 

The beta-RHC recovery i? outside the DC lirrrits foe the LCSD and the endrin 

ketone recovery is outside the I3n limits for- the LCS. These recoveries 

are high. A reex.tiactinn would be outside the method hold time. 

UNITS 

1600 

1601 

1603 

1602 

160/. 

1605 

1606 

1616 

1610 

1607 

1611 

161S 

1608 

1617 

160<3 

n?38 

1860 

1361 

1362 

1613 

16ia 

1619 

1620 

1621 

1622 

1623 

162i 

1626 

Alpha BHC 

Beta BHC 

Del ta BHC 

Gamma BHC - L indan' 

Heptachlor 

A l d r i n 

Heptachlor Epo>!idc 

Endosulfan I 

Diel iHrin 

DDE 

Endrin 

Endosulfan I I 

DDD 

Endosirlfan Srj| fa te 

DDT 

Endrin Ketone 

Methoxychlor 

Alpha Chlordane 

Oomma Chlordane 

Toxaphene 

Endr-in AMehyde 

p rB - i a i 6 

PCB-1221 

P( :B -1232 

PCB-lZ'i2 

PCB-12/.8 

PCB-1254 

PCB-1260 

N.D. 

0.0063 J 

M.D. 

N.D. 

N.D. 

N.n. 

0.006/t J 

U.321 

N.D. 

N.D. 

N.D. 

N.D. 

N.P. 

N.D. 

0.0173 .1 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

0.0019 

0.001? 

0.0055 

0.0019 

0.0019 

0.0019 

0.0019 

0.019 

o.oo3n 
0.0038 

0.0038 

0.0038 

0.0038 

0.0038 

0.0030 

0.0038 

0.019 

0.0019 

0.0019 

0.2? 

0.0038 

0.005 

0.095 

0.095 

n.095 

0.095 

0.095 

0.095 

ua.> I 

ug / l 

uq / l 

i-ig/1 

ug/ l 

ug/ l 

i ig / l 

ug / l 

i rg/ l 

r.rg/l 

ug / l 

ug/ l 

ug / l 

ug / l 

ng / l 

ug/1 

ug/ l 

ug/ l 

ug / l 

ug/ l 

ug / l 

ug/ l 

ug / l 

ug/ I 

ug / l 

ug / l 

ug/ l 

i-rg/l 
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* * * * * Lancaster Laboratories Analytical Repor-t * * * * * 

?AZ5 New Holland Pike, Lancaster, PA 17601 

Snirplo Number: WW3308658 Account: 10160 DAIMLERCHRYSLER CORPORATION 

Sample NLrmber: HW3308659 Accoiint: 10160 DAIMLERCHRYSLER CORPORATION 

Date Submitted: 01/18/00 Date Reported: NOT REP 

Date Collected: 01/17/00 

Trip Blank Water Sample 

Site Code: SCOOl RFA^ Yr;ciP9900272 

Dayton Thermnl/Dnyton, OH 

Page 

ANALYSIS NAME 

METHOD 

RESULT DETECTION LIMIT UNITS 

Sample Number": 1-W3300660 Account: 10160 DAIMLERCHRYSLER CORPORATION 

Pate Si.rl.̂ itted: 01/18/00 Date Pepnr-ted: NOT REP 

Date Collected: 01/18/00 

Water Storage Blank drab Water Snmple 

Site Code: SCOOl RFA* YGQP9900272 

Dayton Thermal/Dayton, OH 

ANALYSIS NAME 

METHOD 

RESULT DETECTION LIMIT UNITS 



Page: 1 of 15 

Where quality is a science. 

LLI Sample No. WW 3295777 
Collected: 12/20/99 at 17:20 by CH 

Submitted: 12/21/99 Reported: 12/27/99 
Discard: 02/26/00 

WL2611 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 
L2611 SDG#: DCC95-01 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. N99C403749-A 
Rel. YGQP9900271 

CAT 
NO. 

6291 
1751 
7035 
7036 
7046 
7049 
7053 
7055 
7066 
7072 
0259 
0937 
1316 
4678 
4679 
1123 
0200 
0430 

0496 

1121 

ANALYSIS NAME 

TCL by 8260 (water) 
Chromium 
Arsenic TR 
Selenium TR 
Barium TR 
Cadmium TR 
Copper TR 
Lead TR 
Silver TR 
Zinc TR 
Mercury 
TCL Pesticides in Waters 
AppendixIX Herbicides - Waters 
TCL SW846 Semi volatiles/Waters 
TCL SW846 Semi volatiles/Waters 
Cyanide (Reactivity) 
pH 
Flash Point for Liquids 
No flash observed below 155F. 
Test flame extinguished at 133F. 
Flash point was determined using 
Corrosivity 

No 

AS RECEIVED 

RESULTS 

0.214 
N.D. 
N.D. 
0.175 
0.0063 
0.204 
0.252 
0.0021 J 
0.962 
0.00321 

N.D. 
7.58 

Flash Observed 

METHOD 
DETECTION LIMIT UNITS ' 

0.0098 
0.0050 
0.0044 
0.00049 
0.00081 
0.0029 
0.0079 
0.0017 
0.0030 
0.00010 

100. 
0.010 

See Page 
mg/l 
mg/l 
mg/l 
mg/l 
mg/l 
mg/l 
mg/l 
mg/l 
mg/l 
mg/l 
See Page 
See Page 
See Page 
See Page 
mg/kg 

Degrees F 

Pensky Martens closed cup apparatus. 
See Below See Below 

2 

3 
4 
5 
6 

1122 

Corrosivity: 
The pH of the sample was 7.58 indicating that the sample is not corrosive. 
A waste is corrosive if it exhibits a pH equal to or less than 2 
or equal to or greater than 12.5. 
Reactivity See Below See Below 
Reactivity: 
The sample was extracted by the interim method described in SW 846, 
Chapter 7.3. This solution was analyzed for cyanide and sulfide. 
This waste is not considered reactive and hazardous because it does 
not generate a quantity of hydrogen cyanide exceeding 250 mg/kg or 
hydrogen sulfide exceeding 500 mg/kg. These interim threshold limits were 
established by the Solid Waste Branch of EPA, July, 1992. These results 
do not reflect total cyanide or total sulfide. 
Sulfide (Reactivity) N.D. 39. mg/kg 

1 COPY TO Leggette, Brashears & Graham ATTN: Mr. Ken Vogel 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 
22:02:50 D 0001 4 139744 696536 
310 0.00 00202400 ASROOO 

M E M B E R 

Respectfully Submitted 
Duane A. Luckenbill. B.S. 
Group Leader, GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thenno Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



Lancaster Laboratories 
Where quality is a science. 

Page: 2 of 15 

LLI Sample No. WW 3295777 
Collected: K/20/99 at 17:20 by CH 

Submitted: 12/21/99 Reported: 12/27/99 
Discard: 02/26/00 

WL2611 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 
L2611 SDG#: DCC95-01 

Account No: 10160 

CAT 
NO. ANALYSIS NAME 

TCL by 8260 (water) 

5385 
5387 
5386 
5388 
5391 
6302 
6303 
5390 
5393 
5396 
5402 
6305 
5398 
5399 
5406 
5421 
5404 
6306 
5403 
5411 
5408 
5401 
6307 
5419 
6308 
6309 
5409 
5407 
5413 
5415 
5418 
6310 
5392 
5395 

Chloromethane 
Bromomethane 
Vinyl Chloride 
Chloroethane 
Methylene Chloride 
Acetone 
Carbon Disulfide 
1,1-Dichloroethene 
1,1-Dichloroethane 
Chloroform 
1,2-Dichloroethane 
2-Butanone 
1,1,1-Trichloroethane 
Carbon Tetrachloride 
Bromodi chloromethane 
1,1,2,2-Tetrachloroethane 
1,2-Dichloropropane 
trans -1,3-Di chloropropene 
Trichloroethene 
Di bromochloromethane 
1,1,2-Trichl oroethane 
Benzene 
ci s-1,3 -Di chloropropene 
Bromoform 
4-Methyl -2-pentanone 
2-Hexanone 
Tetrachloroethene 
Toluene 
Chlorobenzene 
Ethylbenzene 
Styrene 
Xylene (Total) 
trans-1,2-Dichloroethene 
ci s-1,2-Di chloroethene 

DaimlerChrysler Corporation 
PO Box 537933 
Li vonia MI 48153-7933 

AS RECEIVED 

ISULTS 

N.D. 
N.D. 
N.D. 
N.D. 
6. 
13. 
N.D. 
2. 
10. 
N.D. 
N.D. 
N.D. 

35. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
2. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
4. 
12. 
N.D. 
N.D. 
N.D. 
5. 
N.D. 
N.D. 

J 

J 

J 

J 

J 

METHOD 
DLIECTION LIMIT UNITS 

3 
3 
2 
3 
2 
6 
3 
1 
2 
1 
2 
3 
1 
1 
1 
2 
1 
1 
1 
2 
2 
1 
1 
1 
5 
7 
1 
2 
1 
2 
1 
1 
2 
2 

ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 

P.O. N99C403749-A 
Rel. YGQP9900271 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M 

Respectfully Submitted 
Duane A. Luckenbill, B.S. 
Group Leader, GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax; 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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Where quality is a science. 

LLI Sample No. WW 3295777 
Collected: K/20/99 at 17:20 by CH 

Submitted: 12/21/99 Reported: 12/27/99 
Discard: 02/26/00 

WL2611 Grab Water Sample 
Site Code: SCOOl RFfi i YGQP9900271 
Dayton Thermal/Dayton, OH 
L2611 SDG#: DCC95-01 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

CAT 
NO. ANALYSIS NAME 

TCL Pesticides in Waters 

1600 
1601 
1603 
1602 
1604 
1605 
1606 
1616 
1610 
1607 
1611 
1615 
1608 
1617 
1609 
0938 
1860 
1361 
1362 
1613 
1618 
1619 
1620 
1621 
1622 
1623 
1624 
1626 

Alpha BHC 
Beta BHC 
Delta BHC 
Ganiiia BHC - Lindane 
Heptachlor 
Aldrin 
Heptachlor Epoxide 
Endosulfan I 
Dieldrin 
DDE 
Endrin 
Endosulfan II 
DDD 
Endosulfan Sulfate 
DDT 
Endrin Ketone 
Methoxychlor 
Alpha Chlordane 
Gamma Chlordane 
Toxaphene 
Endrin Aldehyde 
PCB-1016 
PCB-1221 
PCB-1232 
PCB-1242 
PCB-1248 
PCB-1254 
PCB-1260 
Due to the nature of the sample matrix, a 
for analysis. The Limits of Quantitation 

AS RECEIVED 

RESULTS 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
3.3 
N.D. 

reduced al 

MET>10D 
DETECTION LIMIT UNITS 

0.0094 
0.0094 
0.047 
0.0094 
0.0094 
0.0094 
0.047 
0.0094 
0.019 
0.20 
0.019 
0.019 
0.019 
0.019 
0.019 
0.019 
0.094 
0.047 
0.0094 
1.4 
0.019 
0.47 
0.47 
0.47 
0.47 
0.47 
0.47 
0.47 

iquot was used 

ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 

(LOQ's) were raised accordingly. 

P.O. 
Rel. 

N99C403749-A 
YGQP9900271 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M B E R 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax:717-656-2631 

Respectful/1 
Jenifer E 
cTroup Leâ  Pesticides/PCBs 

Lancaster Laboratories is a subsidiary of Thermo Terra Tech Inc.. a Thermo Electron Company. 
See reverse side for explanation of symbols and abbreviations. 2215 Rev. 3/23/99 



Page: 4 of 15 

Where quality is a science. 

LLI Sample No. WW 3295777 
Collected: 12/20/99 at 17:20 by CH 

Submitted: 12/21/99 Reported: 12/27/99 
Discard: 02/26/00 

WL2611 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 
L2611 SDG#: DCC95-01 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. 
Rel. 

N99C403749-A 
YGQP9900271 

CAT 
NO. ANALYSIS NAME 

AS RECEIVED 
METHOD 

RESULTS DETECTION LIMIT UNITS 

AppendixIX Herbicides - Waters 

0288 2,4-D 1.86 0.095 ug/l 
1314 Dinoseb N.D. 0.047 ug/l 
0289 2,4,5-TP 0.0471 J 0.0095 ug/l 
1315 2,4,5-T 0.563 0.0095 ug/l 

The surrogate data is outside the QC limits due to unresolvable matrix 
problems evident in the sample chromatogram. 

Sufficient sample volume was not available to perform a MS/MSD for this 
analysis. Therefore, a LCS/LCSD was performed to demonstrate precision and 
accuracy at a batch level. 

Questions? Contact your Client Services Representative 
Kathy Klinefelter 

M E M 

at (717) 656-2300 

I /./ 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-656-2681 

Respect fjj 
J^ni fer 
Group Leader Pesticides/PCBs 

Lancaster Laboratones is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



Where quality is a science. 

Page: 5 o f 15 

LLI Sample No. WW 3295777 
Collected: 12/20/99 at 17:20 by CH 

Submitted: 12/21/99 Reported: 12/27/99 
Discard: 02/26/00 

WL2611 Grab Water Sample 
Site Code: SCOOl RFA# YGQP9900271 
Dayton Thermal/Dayton, OH 
L2611 SOGi: DCC95-01 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

CAT 
NO. ANALYSIS NAME 

AS RECEIVED 
METHOD 

RESULTS DETECTION LIMIT UNITS 

TCL SW846 Semivolatiles/Waters 

3925 
3936 
3924 
3937 
3938 
3939 
4680 
4681 
4682 

3942 
3941 
3943 
3944 
3926 
3927 
3945 
3928 
3946 
3947 
3871 
3948 
3929 
3905 
3949 
3930 
3922 
3950 
3907 
3952 
3951 

Phenol 
bis(2-Chloroethyl)ether 
2-Chlorophenol 
1,3 -Di chlorobenzene 
1,4-Dichlorobenzene 
1,2-Di chlorobenzene 
2-Methylphenol 
2,2 ' -oxybisd-Chloropropane) 
4-Methylphenol 

130. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

0.9 
0.9 
0.9 
0.9 
0.9 
0.9 
0.9 
0.9 
3. 

ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 

3-Methylphenol and 4-niethylphenol cannot be resolved under the 
chromatographic conditions used for sample analysis. The result reported 
for 4-methylphenol represents the combined total of both compounds. 
N-Nitroso-di-n-propyl amine 
Hexachloroethane 
Nitrobenzene 
Isophorone 
2-Nitrophenol 
2,4-Dimethylphenol 
bis(2-Chloroethoxy)inethane 
2,4-Dichlorophenol 
1,2,4-Trichlorobenzene 
Naphthalene 
4-Chloroaniline 
Hexachlorobutadi ene 
4-Ch1oro-3-methylphenol 
2-Methylnaphthalene 
Hexachlorocycl opentadi ene 
2,4,6-Trichlorophenol 
2,4,5-Trichlorophenol 
2-Chloronaphthal ene 
2-Nitroaniline 
Dimethylphthalate 
Acenaphthylene 

13. 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
3. 
N.D. 
N.D. 
N.D. 
N.D. 
3. 
N.D. 
N.D. 
N.D. 

0.9 
0.9 
0.9 
0.9 
0.9 
0.9 
0.9 
0.9 
0.9 
0.9 
0.9 
2. 
0.9 
0.9 
5. 
2. 
2. 
0.9 
2. 
2. 
0.9 

ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 

P.O. N99C403749-A 
Rel. YGQP9900271 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

c/c^2,lJ0 
Respectful ly Submitted 
Charles J. Neslund, B.S. 
Group Leader, GC/MS SVOA 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



Page: 6 o f 15 

Where quality is a science. 

LLI Sample No. WW 3295777 
Collected: 12/20/99 at 17:20 by CH 

Submitted: 12/21/99 Reported: 12/27/99 
Discard: 02/26/00 

WL26H Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 
L2611 SDG#: DCC95-01 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

CAT 
NO. 

3908 
3954 
3931 
3932 
3879 
3955 
3953 
3958 
3957 
3956 
3909 
3933 
3960 

3961 
3962 
3934 
3963 
3964 
4684 
3965 
3966 
3967 
3969 
3972 
3970 
3973 
3971 
3974 
3975 
3976 
3977 
3978 
3979 
3980 

ANALYSIS NAME 

W6 Semi v o l a t i l e s / W a t e r s 

3-Nitroaniline 
Acenaphthene 
2,4-Dinitrophenol 
4-Nitrophenol 
Dibenzofuran 
2,4-Dinitrotoluene 
2,6-Dinitrotoluene 
Diethylphthalate 
4-Chlorophenyl-phenylether 
Fluorene 
4-Nitroaniline 
4.6-Dinitro-2-methyl phenol 
N-Nitrosodiphenylamine 

AS RECEIVED 

RESULTS 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

N-nitrosodiphenylamine decomposes in the GC in let 

METHOD 
DETECTION LIMIT UNITS 

2. 
0.9 

19. 
9. 
0.9 
0.9 
2. 
2. 
0.9 
0.9 
2. 
5. 
0.9 

fo rming d ipheny l 

ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 

amine. 
The result reported for N-nitrosodiphenylamine represents the combined 
total of both compounds. 
4-Bromophenyl-phenylether 
Hexachlorobenzene 
Pentachlorophenol 
Phenanthrene 
Anthracene 
Carbazole 
Di-n-butylphthalate 
Fluoranthene 
Pyrene 
Butyl benzylphthalate 
3.3'-Dichlorobenzidine 
Benzo(a)anthracene 
bis(2-Ethylhexyl)phthalate 
Chrysene 
Di-n-octylphthalate 
Benzo(b)fluoranthene 
Benzo(k)f1uoranthene 
Benzo(a)pyrene 
Indeno(l,2,3-cd)pyrene 
Dibenz(a,h)anthracene 
Benzo(g,h,i)perylene 

N.D. 
N.D. 
N.D. 

4. 
N.D. 
N.D. 
N.D. 

5. 
4. 

N.D. 
N.D. 

2. 
N.D. 

2. 
N.D. 

2. 
1. 
2. 
1. 

N.D. 
1. 

J 

J 
J 

J 

J 

J 
J 
J 
J 

J 

2. 
2. 
3. 
0.9 
0.9 
3. 
2. 
0.9 
0.9 
2. 
2. 
0.9 
2. 
0.9 
2. 
0.9 
0.9 
0.9 
0.9 
0.9 
0.9 

ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 

P.O. 
Rel. 

N99C403749-A 
YGQP9900271 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M B E R 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 fax: 717-555-2681 See reverse side for explanation of symbols and abbreviations. 

Respectfmly Submitted 
Charles J. Neslund, B.S. 
Group Leader, GC/MS SVOA 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thenno Electron Company, 
2215 Rev 3/23/99 
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Where quality is a science. 

Page: 7 of 15 

LLI Sample No. WW 3295777 
Collected: 12/20/99 at 17:20 by CH 

Submitted: 12/21/99 

WL2611 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 
L2611 SDG#: DCC95-01 

Account No: 10160 
DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

CAT 
NO 

6291 

1751 
1848 
7035 
7036 
7046 
7049 
7053 
7055 
7066 
7072 

0259 
5713 

ANALYSIS NAME 

TCL by 8260 (water) 

Chromium 
WW SW846 ICP Digest (tot rec) 
Arsenic TR 
Selenium TR 
Barium TR 
Cadmium TR 
Copper TR 
Lead TR 
Silver TR 
Zinc TO 

Mercury 
WW SW&46 Hg Digest 

METHOD 

SW-&46 8260B 

SW-&46 6010B 
SW-846 3005A 
SW-846 6010B 
SW-846 6010B 
SW-846 6010B 
SW-&46 6010B 
SW-&46 6010B 
SW-&46 6010B 
SW-846 6010B 
SW-846 6010B 

SW-&46 7470A 
SW-846 7470A 

TO 

0816 Water Sample Herbicide Extract SW-846 8151A 
0817 Water Sample Pest. Extraction SW-846 3510C 
0937 TCL Pesticides in Waters SW-846 8081A/8082 
1316 AppendixIX Herbicides - Waters SW-846 8151A 

0813 BNA Water Extraction 
4678 TCL SW846 Semi volatiles/Waters 
4679 TCL SW846 Semi volatiles/Waters 

1123 Cyanide (Reactivity) 

0200 pH 
0430 Flash Point for Liquids 
1121 Reactivity 
1122 Sulfide (Reactivity) 

SW-846 3510C 
SW-846 8270C 
SW-846 8270C 

SW-846 9012 

EPA 150.1 
ASTM D 93-90 
SW-846 Chapter 7. 
SW-846 9034 

ANALYSIS 
HAL ID DATE AND TIME 

1 12/22/99 0842 

1 12/23/99 1344 
1 12/22/99 1130 
1 12/23/99 1344 
1 12/23/99 1344 
1 12/23/99 1344 
1 12/23/99 1344 
1 12/23/99 1344 
1 12/23/99 1344 
1 12/23/99 1344 
1 12/23/99 1344 

1 12/23/99 0923 
1 12/22/99 2232 

1 12/21/99 2345 
1 12/22/99 0100 
1 12/22/99 0528 
1 12/23/99 0247 

1 12/22/99 0815 
1 12/22/99 2257 
1 12/22/99 2257 

1 12/23/99 1621 

1 12/22/99 0850 
1 12/23/99 0755 
1 12/23/99 0800 
1 12/23/99 0800 

ANALYST 

Joel R. Nace 

Eric Walter Cuba 
Christine M. Conlin 
Eric Walter Cuba 
Eric Walter Cuba 
Eric Walter Cuba 
Eric Walter Cuba 
Eric Walter Cuba 
Eric Walter Cuba 
Eric Walter Cuba 
Eric Walter Cuba 

Damary S. Valentin 
Nelli S. Markaryan 

Darin P. Wagner 
Sorina A. Haskins 
Michele D. Mack 
Rick Shober 

Ginelle L. Haines 
Jason C. Arnold 
Jason C. Arnold 

Mark A. Buckwalter 

Daniel S. Smith 
Catherine L. Caimauf 
Susan E. Hibner 
Susan E. Hibner 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-655-2681 See reverse side for explanation of symbols and abbreviations. 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
2216 Rev. 3/23/99 



Where quality is a science. 

QUALITY CONTROL REPORT 

Page: 8 of 15 

LLI Sample No. 3295777 

WL2611 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 

Group No. 696536 
DaimlerChrysler Corporation 

SAMPLE 
MDL 

SAMPLE 
UNITS BLANK 

DUP 
RPD MS MSD 

MS LCS LCS LCS LIMITS 
RPD LCS DUP RPD LOW HIGH 

6291 TCL by 8260 (water) 

5385 Chloromethane 
3. ug/l 

5387 Bromomethane 
3. ug/l 

5386 Vinyl Chloride 
2. ug/l 

5388 Chloroethane 
3. ug/l 

5391 Methylene Chloride 
2. ug/l 

6302 Acetone 
6. ug/l 

6303 Carbon Disulfide 
3. ug/l 

' 5390 1,1-Dichloroethene 
1. ug/l 

5393 1,1-Dichloroethane 
2. ug/l 

5396 Chloroform 
1. ug/l 

5402 1,2-Dichloroethane 
2. ug/l 

6305 2-Butanone 
3. ug/l 

5398 1,1,1-Trichloroethane 
1. ug/l 

5399 Carbon Tetrachloride 
1. ug/l 

5406 Bromodichloromethane 
1. ug/l 

5421 1,1,2,2-Tetrachloroethane 
2. ug/l 

5404 1,2-Dichloropropane 
1. ug/l 

6306 trans-1,3-Dichloropropene 
1. ug/l 

5403 Trichloroethene 
1. ug/l 

5411 Dibromochloromethane 
2. ug/l 

5408 1,1,2-Trichloroethane 
2. ug/l 

5401 Benzene 
1. ug/l 

6307 cis-1,3-Dichloropropene 
1. ug/l 

Batch: L993521AB 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

102 

84 

99 

95 

96 

77 

101 

106 

108 

99 

87 

95 

93 

96 

89 

99 

105 

93 

107 

87 

104 

111 

98 

103 

82 

97 

93 

98 

77 

101 

107 

108 

99 

89 

95 

94 

97 

90 

98 

104 

94 

106 

88 

104 

112 

99 

0 

1 

1 

2 

2 

1 

0 

1 

0 

0 

2 

1 

1 

1 

2 

1 

0 

1 

0 

1 

0 

1 

1 

95 

82 

93 

89 

93 

75 

102 

100 

100 

94 

85 

93 

89 

91 

90 

95 

101 

91 

100 

89 

101 

106 

96 

57 

17 

63 

24 

84 

64 

70 

85 

86 

86 

81 

65 

82 

81 

86 

65 

86 

83 

89 

80 

86 

88 

83 

143 

129 

140 

133 

127 

126 

118 

135 

128 

125 

130 

139 

131 

129 

120 

133 

122 

119 

128 

122 

121 

125 

120 

Lancaster Laboratories 
M E M B E R ^'*25 ̂ ^'*^ Holland Pike 

agEH PO Box 12425 
IB iSA Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

717-656-2300 Fax:717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



Where quality is a science 

ONTROL REPORT 

Page: 9 of 15 

LLI Sample No. 3295777 

WL2611 Grab Water Sample 
Site Code: SCOOl RFfi i YGQP9900271 
Dayton Thermal/Dayton, OH 

SAMPLE SAMPLE 
MDL UNITS 

5419 Bromoform 
1. ug/l 

6308 4-Methyl-2-pentanone 
5. ug/l 

6309 2-Hexanone 
7. ug/l 

5409 Tetrachloroethene 
1. ug/l 

5407 Toluene 
2. ug/l 

5413 Chlorobenzene 
1. ug/l 

5415 Ethylbenzene 
2. ug/l 

5418 Styrene 
1. ug/l 

6310 Xylene (Total) 
1. ug/l 

5392 trans-1,2-Dichloroethene 
2. ug/l 

5395 cis-1,2-Dichloroethene 
2. ug/l 

1751 Chromium 
0.0098 mg/l 

7035 Arsenic TO 
0.0050 mg/l 

7036 Selenium TO 
0.0044 mg/l 

7046 Barium TO 
0.00049 mg/l 

7049 Cadmium TO 
0.00081 mg/l 

7053 Copper TO 
0.0029 mg/l 

7055 Lead TO 
0.0079 mg/l 

7066 Silver TO 
0.0017 mg/l 

7072 Zinc TO 
0.0030 mg/l 

0259 Mercury 
0.00010 mg/l 

0937 TCL Pesticides in Waters 

1600 Alpha BHC 
0.0094 ug/l 

1601 Beta BHC 
0.0094 ug/l 

BLANK 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
Batch: 993561848002 . 

N.D. 
Batch: 993561848002 

N.D. 
Batch: 993561848002 

N.D. 
Batch: 993561848002 

N.D. 
Batch: 993561848002 

N.D. 
Batch: 993561848002 

N.D. 
Batch: 993561848002 

N.D. 
Batch: 993561848002 

N.D. 
Batch: 993561848002 

N.D. 
Batch: 993565713004 

N.D. . 

Batch: 993550016A 

N.D. 

N.D. 

Group Mo. 696536 
DaimlerChrysler Corporation 

DUP 
RPD 

0 

2 

0 

2 

0 

0 

0 

0 

0 

(1) 

(1) 

(1) 

(1) 

(1) 

(1) 

(1) 

0 (1) 

MS 

89 

97 

96 

121 

111 

101 

110 

104 

112 

96 

107 

103 

101 

98 

99 

101 

98 

102 

101 

100 

105 

MS 
MSD RPD 

88 

98 

96 

121 

112 

106 

111 

103 

112 

96 

108 

103 

102 

100 

100 

101 

98 

103 

101 

101 

105 

1 

2 

0 

0 

1 

1 

1 
• • -

1 

0 

0 

1 

1 

1 

1 

1 

1 

0 

1 

0 

1 

0 

LCS 

95 

91 

90 

114 

107 

102 

104 

105 

108 

92 

104 

104 

103 

100 

101 

103 

99 

104 

101 

104 

108 

95 

93 

LCS LCS LCS LIMITS 
LCS DUP RPD LOW HIGH 

65 

72 

64 

78 

89 

91 

91 

92 

92 

85 

89 

80 

80 

80 

80 

80 

80 

80 

80 

80 

80 

128 

131 

131 

144 

121 

120 

122 

120 

123 

130 

125 

120 

120 

120 

120 

120 

120 

120 

120 

120 

120 

2 

1 

49 

64 

151 

122 

(1) The result for one or both determinations was less than f ive times the LOQ. 

Lancaster Laboratories 
M E M B E R ^''25 New Holland Pike 

PO Box 12425 
Lancaster, PA 17505-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
717-656-2300 Fax; 717-656-2581 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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LLI Sample No. 3295777 

WL2611 Grab Water Saiiple 
Site Code: SCOOl RFfi i YGQP9900271 
Dayton Thermal/Dayton. OH 

Group No. 696536 
DaimlerChrysler Corporation 

SAMPLE SAMPLE 
MDL UNITS 

1603 Delta BHC 
0.047 ug/l 

1602 Gairnia BHC - Lindane 
0.0094 ug/l 

1604 Heptachlor 
0.0094 ug/l 

1605 Aldrin 
0.0094 ug/l 

1606 Heptachlor Epoxide 
0.047 ug/l 

1616 Endosulfan I 
0.0094 ug/l 

1610 Dieldrin 
0.019 ug/l 

1607 DDE 
0.20 ug/l 

1611 Endrin 
0.019 ug/l 

1615 Endosulfan II 
0.019 ug/l 

1608 DDD 
0.019 ug/l 

1617 Endosulfan Sulfate 
0.019 ug/l 

1609 DDT 
0.019 ug/l 

0938 Endrin Ketone 
0.019 ug/l 

1860 Methoxychlor 
0.094 ug/l 

1361 Alpha Chlordane 
0.047 ug/l 

1362 Gamma Chlordane 
0.0094 ug/l 

1613 Toxaphene 
1.4 ug/l 

1618 Endrin Aldehyde 
0.019 ug/l 

1619 PCB-1016 
0.47 ug/l 

1620 PCB-1221 
0.47 ug/l 

1621 PCB-1232 
0.47 ug/l 

1622 PCB-1242 
0.47 ug/l 

1623 PCB-1248 
0.47 ug/l 

1624 PCB-1254 
0.47 ug/l 

BL 

N.D. 

N.D. 

N.D. 

N.D. 
-

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

DUP 
RPD MS MSD 

MS 
RPD LCS 

100 

92 

75 

64 

89 

90 

88 

77 

85 

96 

88 

95 

118 

98 

99 

87 

97 

95 

LCS 
DUP 

101 

92 

75 

65 

89 

90 

88 

79 

86 

97 

91 

97 

118 

98 

99 

87 

89 

96 

LCS 
RPD 

1 

0 

1 

2 

0 

0 

0 

2 

1 

1 

2 

2 

0 

0 

0 

0 

8 

1 

LCS LIMITS 
LOW HIGH 

64 

57 

38 

42 

52 

37 

50 

46 

68 

42 

60 

67 

34 

74 

72 

70 

60 

52 

132 

143 

129 

112 

136 

146 

145 

140 

156 

143 

134 

132 

162 

115 

160 

117 

107 

142 

Lancaster Laboratories 
M E M B E R ^''^^ ^ ^ ^ Holland Pike 

PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thenno Electron Company. 
717-656-2300 Fax:717-656-2581 See reverse side for explanation of symbols and abbreviations. 2215 Rev 3/23/99 



Where quality is a science. 

Page: 11 of 15 

LLI Sample No. 3295777 

WL2611 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 

Group No. 696536 
DaimlerChrysler Corporation 

SAMPLE 
MDL 

SAMPLE 
UNITS BLANK 

DUP MS LCS LCS LCS LIMITS 
RPD MS MSD RPD LCS DUP RPD LOW HIGH 

1626 PCB-1260 
0.47 ug/l N.D. 

1316 AppendixIX Herbicides - Waters Batch: 993550015A 

0288 2,4-D 
0.095 ug/l 

1314 Dinoseb 
0.047 ug/l 

0289 2,4,5-TP 
0.0095 ug/l 

1315 2,4,5-T 
0.0095 ug/l 

N.D. 

N.D. 

N.D. 

N.D. 

4678 TCL SW846 Semi volatiles/Waters Batch: 99356WAC026 

3925 Phenol 
0.9 ug/l N.D. 

3936 bis(2-Chloroethyl)ether 
0.9 ug/l N.D. 

3924 2-Chlorophenol 
0.9 ug/l N.D. 

3937 1.3-Dichlorobenzene 
0.9 ug/l N.D. 

3938 1,4-Dichlorobenzene 
0.9 ug/l N.D. 

3939 1,2-Dichlorobenzene 
0.9 ug/l N.D. 

4680 2-Methylphenol 
0.9 ug/l N.D. 

4681 2,2"-oxybisd-Chloropropane) 
0.9 ug/l N.D. 

4682 4-Methylphenol 
3. ug/l N.D. 

3942 N-Nitroso-di-n-propylamine 
0.9 ug/l N.D. 

3941 Hexachloroethane 
0.9 ug/l N.D. 

3943 Nitrobenzene 
0.9 ug/l N.D. 

3944 Isophorone 
0.9 ug/l N.D. 

3926 2-Nitrophenol 
0.9 ug/l N.D. 

3927 2,4-Dimethylphenol 
0.9 ug/l N.D. 

3945 bis(2-Chloroethoxy)methane 
0.9 ug/l N.D. 

3928 2,4-Dichlorophenol 
0.9 ug/l N.D. 

99 

54 

99 

103 

99 

55 

101 

102 

0 

1 

1 

1 

36 

14 

33 

59 

168 

108 

161 

156 

47 

101 

98 

73 

75 

80 

92 

98 

86 

97 

61 

102 

99 

99 

103 

96 

100 

45 

99 

95 

67 

69 

75 

87 

93 

81 

94 

53 

98 

96 

96 

97 

93 

95 

4 

2 

4 

9 

8 

6 

6 

5 

6 

4 

13 

5 

3 

3 

6 

3 

6 

29 

61 

61 

43 

39 

48 

50 

54 

47 

52 

25 

58 

66 

61 

62 

57 

57 

64 

122 

123 

104 

109 

111 

117 

149 

112 

141 

96 

126 

123 

133 

124 

125 

122 

Lancaster Laboratories 
M E M B E R ^^^^ ^ ^ ^ Holland Pike 

^ PO Box 12425 
Lancaster, PA 17505-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
717-655-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev 3/23/99 
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LLI Sample No. 3295777 

WL2611 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton. OH 

Group No. 696536 
DaimlerChrysler Corporation 

SAMPLE SAMPLE 
MDL UNITS 

3946 1,2,4-Trichlorobenzene 
0.9 ug/l 

3947 Naphthalene 
0.9 ug/l 

3871 4-Chloroaniline 
0.9 ug/l 

3948 Hexachlorobutadiene 
2. ug/l 

3929 4-Chloro-3-methylphenol 
0.9 ug/l 

3905 2-Methylnaphthalene 
0.9 ug/l 

3949 Hexachlorocyclopentadiene 
5. ug/l 

3930 2,4,6-Trichlorophenol 
2. ug/l 

3922 2,4,5-Trichlorophenol 
2. ug/l 

3950 2-Chloronaphthalene 
0.9 ug/l 

3907 2-Nitroaniline 
2. ug/l 

3952 Dimethylphthalate 
2. ug/l 

3951 Acenaphthylene 
0.9 ug/l 

BL 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

DUP 
RPD MS MSD 

MS LCS LCS LCS LIMITS 
RPD LCS DUP RPD LOW HIGH 

4679 TCL SW&46 Semi volatiles/Waters Batch: 99356WAC026 

3908 3-Nitroaniline 
2. ug/l 

3954 Acenaphthene 
0.9 ug/l 

3931 2,4-Dinitrophenol 
19. ug/l 

3932 4-Nitrophenol 
9. ug/l 

3879 Dibenzofuran 
0.9 ug/l 

3955 2,4-Dinitrotoluene 
0.9 ug/l 

3953 2,6-Dinitrotoluene 
2. ug/l 

3958 Diethylphthalate 
2. ug/l 

3957 4-Chlorophenyl-phenylether 
0.9 ug/l 

3956 Fluorene 
0.9 ug/l 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

80 

94 

57 

55 

107 

93 

50 

103 

104 

95 

100 

17 

96 

74 

90 

50 

46 

101 

89 

45 

100 

99 

92 

97 

16 

94 

7 

4 

13 

18 

6 

5 

9 

3 

5 

3 

2 

3 

1 

47 

57 

30 

19 

63 

42 

6 

57 

61 

60 

49 

1 

62 

107 

113 

123 

95 

128 

131 

89 

134 

131 

116 

131 

103 

113 

61 

98 

73 

55 

98 

101 

104 

61 

107 

107 

52 

96 

75 

53 

96 

100 

104 

60 

104 

106 

16 

2 

3 

4 

2 

2 

0 

3 

3 

1 

26 

60 

18 

20 

71 

62 

68 

18 

60 

62 

141 

117 

135 

79 

113 

129 

126 

120 

121 

127 

Lancaster Laboratories 
M E M B E R ^'^^^ ^^ '^ Holland Pike 

PO Box 12425 
' ^ ^ & ' & N S Lancaster, PA 17605-2425 Lancaster Laboratones is a subsidiary of Thenno TerraTech Inc., a Thermo Electron Company. 
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LLI Sample No. 3295777 

WL2611 Grab Water Sample 
Site Code: SCOOl RFA# YGQP9900271 
Dayton Thermal/Dayton. OH 

Group No. 696536 
DaimlerChrysler Corporation 

SAMPLE SAMPLE 
MDL UNITS 

3909 4-Nitroaniline 
2. ug/l 

3933 4,6-Dinitro-2-methylphenol 
5. ug/l 

3960 N-Nitrosodiphenylamine 
0.9 ug/l 

3961 4-Bromophenyl-phenyl ether 
2. ug/l 

3962 Hexachlorobenzene 
2. ug/l 

3934 Pentachlorophenol 
3. ug/l 

3963 Phenanthrene 
0.9 ug/l 

3964 Anthracene 
0.9 ug/l 

4684 Carbazole 
3. ug/l 

3965 Di-n-butylphthalate 
2. ug/l 

3966 Fluoranthene 
0.9 ug/l 

3967 Pyrene 
0.9 ug/l 

3969 Butyl benzylphthalate 
2. ug/l 

3972 3,3'-Dichlorobenzidine 
2. ug/l 

3970 Benzo(a)anthracene 
0.9 ug/l 

3973 bis(2-Ethylhexyl)phthalate 
2. ug/l 

3971 Chrysene 
0.9 ug/l 

3974 Di-n-octylphthalate 
2. ug/l 

3975 Benzo(b)fluoranthene 
0.9 ug/l 

3976 Benzo(k)fluoranthene 
0.9 ug/l 

3977 Benzo(a)pyrene 
0.9 ug/l 

3978 Indeno(l,2,3-cd)pyrene 
0.9 ug/l 

3979 Dibenz(a.h)anthracene 
0.9 ug/l 

3980 Benzo(g,h,i)perylene 
0.9 ug/l 

1123 Cyanide (Reactivity) 
100. mg/kg 

BLANK 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
Batch: 99357104101 

N.D. 

DUP MS : LCS LCS LCS LIMITS 
RPD MS MSD RPD LCS DUP RPD LOW HIGH 

24 

98 

81 

102 

102 

107 

83 

107 

106 

108 

97 

110 

104 

87 

49 

103 

102 

106 

114 

96 

108 

107 

102 

108 

103 

105 

93 

80 

100 

100 

103 

79 

105 

106 

105 

96 

109 

101 

85 

47 

101 

101 

103 

111 

93 

105 

104 

100 

107 

102 

5 

1 

2 

2 

3 

5 

1 

0 

3 

1 

1 

3 

2 

3 

2 

1 

3 

3 

3 

2 

2 

2 

1 

1 

69 

31 

61 

65 

59 

36 

69 

67 

78 

58 

66 

63 

43 

15 

67 

64 

67 

68 

64 

68 

68 

65 

66 

66 

88 

121 

150 

125 

123 

129 

-135 

121 

121 

115 

125 

124 

125 

126 

140 

120 

129 

121 

138 

120 

124 

124 

129 

128 

128 

121 

Lancaster Laboratories 
M E M B E R 2425 New Holland Pike 

PO Box 12425 
Lancaster, PA 17505-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
717-556-2300 Fax:717-655-2681 See reverse side for explanation of symbols and abbreviations. 2215 Rev. 3/23/99 
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Where quality is a science. 

LLI Sample No. 3295777 

WL2611 Grab Water Sample 
Site Code: SCOOl RF;^ YGQP9900271 
Dayton Thermal/Dayton, OH 

Group No. 696536 
DaimlerChrysler Corporation 

SAMPLE 
MDL 

SAMPLE 
UNITS 

0200 pH 
0.010 

0430 Flash Point for Liquids 
Degrees F 

1121 Reactivity 
see below 

1122 Sulfide (Reactivity) 
39. mg/kg 

BLANK 

Batch: 993560237020000A 

Batch: 993570286043000A 

Batch: 993570416112100A 

Batch: 993570416112100A 
N.D. 

DUP 
RPD MS MSD 

MS LCS LCS LCS LIMITS 
RPD LCS DUP RPD LOW HIGH 

100 100 

102 102 

68 68 86 

0 

0 

98 

97 

80 

102 

103 

120 

Lancaster Laboratories 
M E M B E R ^ ' ' 2 ' ^^ '^ Holland Pike 

PO Box 12425 
Lancaster, PA 17505-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thenmo Electron Company. 
717-555-2300 Fax:717-556-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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LLI Sample No. 3295777 

WL2611 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 

Group No. 696536 
DaimlerChrysler Corporation 

0937 TCL Pesticides in Waters 

1316 AppendixIX Herbicides - Waters 

4678 TCL SW846 Semi volatiles/Waters 

4679 TCL SW846 Semivolatiles/Waters 

6291 TCL by 8260 (water) 

TOIAL ID 

SURROGATE SUMMARY 

SURROGATE RECOVERY X 

TCX 
DCB 

DCAA 

2-Flphenol 
Phenol-d6 
2,4,6-TBP 

Nitrobz-d5 
2-Fbiphnyl 
Tphenyldl4 

DBFM 
d4-l,2-DCA 
d8-toluene 
4-BFB 

101 
109 

273 

66 
44 
72 

91 
88 
106 

94 
101 
102 
96 

SURROGATE 
LOW 

36 
19 

37 

15 
9 
32 

55 
57 
42 

86 
80 
88 
86 

LIMITS 
HIGH 

121 
153 

151 

113 
77 
157 

130 
117 
139 

118 
120 
110 
115 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratones is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company 
717-655-2300 Fax: 717-556-2581 See reverse side for explanation of symbols and abbreviations. 2215 Rev 3/23/99 



Where quality is a science. 

LLI Sample No. WW 3295778 
Collected: 12/20/99 at 17:40 by CH 

Submitted: 12/21/99 Reported: 12/27/99 
Discard: 02/26/00 

WL41141 Grab Water Sample 
Site Code: SCOOl RFfi i YGQP9900271 
Dayton Thermal/Dayton, OH 
41141 SDG#: DCC95-02 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. 
Rel. 

N99C403749-A 
YGQP9900271 

CAT 
NO. 

6291 
1751 
7035 
7036 
7046 
7049 
7053 
7055 
7066 
7072 
0259 
0937 
1316 
4678 
4679 
1123 
0200 
0430 

0496 

1121 

ANALYSIS NAME 

TCL by 8260 (water) 
Chromium 
Arsenic TO 
Selenium TO 
Barium TO 
Cadmium TO 
Copper TO 
Lead TO 
Silver TO 
Zinc TO 
Mercury 
TCL Pesticides in Waters 
AppendixIX Herbicides - Waters 
TCL SW846 Semi volatiles/Waters 
TCL SW&46 Semi volatiles/Waters 
Cyanide (Reactivity) 
pH 
Flash Point for Liquids 
No flash observed below 165F. 
Test flame extinguished at 145F. 
Flash point was determined using 
Corrosivity 

AS RECEIVED 

RESULTS 

N.D. 
N.D. 
N.D. 
0.0811 
0.0025 
0.0297 
0.072 
N.D. 
0.843 
0.00021 

N.D. 
7.91 

No Flash Observed 

METHOD 
DETECTION LIMIT UNITS 

0.0098 
0.0050 
0.0044 
0.00049 
0.00081 
0.0029 
0.0079 
0.0017 
0.0030 
0.00010 

100. 
0.010 

See Page 
mg/l 
mg/l 
mg/l 
mg/l 
mg/l 
mg/l 
mg/l 
mg/l 
mg/l 
mg/l 
See Page 
See Page 
See Page 
See Page 
mg/kg 

Degrees F 

Pensky Martens closed cup apparatus. 
See Below See Below 

2 

3 
4 
5 
6 

1122 

Corrosivity: 
The pH of the sample was 7.91 indicating that the sample is not corrosive. 
A waste is corrosive if it exhibits a pH equal to or less than 2 
or equal to or greater than 12.5. 
Reactivity See Below See Below 
Reactivity: 
The sample was extracted by the interim method described in SW 846, 
Chapter 7.3. This solution was analyzed for cyanide and sulfide. 
This waste is not considered reactive and hazardous because it does 
not generate a quantity of hydrogen cyanide exceeding 250 mg/kg or 
hydrogen sulfide exceeding 500 mg/kg. These interim threshold limits were 
established by the Solid Waste Branch of EPA, July, 1992. These results 
do not reflect total cyanide or total sulfide. 
Sulfide (Reactivity) N.D. 39. mg/kg 

1 COPY TO Leggette, Brashears & Graham ATTN: Mr. Ken Vogel 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 
22:04:31 D 0001 4 139744 696536 
310 0.00 00202400 ASROOO 

Respectfully Submitted 
Duane A. Luckenbill, B.S. 
Group Leader, GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
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LLI S a m p l e N o . WW 3 2 9 5 7 7 8 
Collected: 12/20/99 at 17:40 by CH 

Submitted: 12/21/99 Reported: 12/27/99 
Discard: 02/26/00 

WL41141 Grab Water Sample 
Site Code: SCOOl RFfi i YGQP9900271 
Dayton Thermal/Dayton, OH 
41141 SDG#: DCC95-02 

Account No: 10160 

CAT 
NO. ANALYSIS NAME 

TCL by 8260 (water) 

5385 Chloromethane 
5387 Bromomethane 
5386 Vinyl Chloride 
5388 Chloroethane 
5391 Methylene Chloride 
6302 Acetone 
6303 Carbon Disulfide 
5390 1.1-Dichloroethene 
5393 1,1-Dichloroethane 
5396 Chloroform 
5402 1.2-Dichloroethane 
6305 2-Butanone 
5398 1.1.1-Trichloroethane 
5399 Carbon Tetrachloride 
5406 Bromodichloromethane 
5421 1.1,2.2-Tetrachloroethane 
5404 1.2-Dichloropropane 
6306 trans-1,3-Dichloropropene 
5403 Trichloroethene 
5411 Dibromochloromethane 
5408 1,1,2-Trichloroethane 
5401 Benzene 
6307 cis-1,3-Dichloropropene 
5419 Bromoform 
6308 4-Methyl-2-pentanone 
6309 2-Hexanone 
5409 Tetrachloroethene 
5407 Toluene 
5413 Chlorobenzene 
5415 Ethylbenzene 
5418 Styrene 
6310 Xylene (Total) 
5392 trans-1,2-Dichloroethene 
5395 cis-1,2-Dichloroethene 

DaimlerChrysler 
PO Box 537933 
L-

Corporation 

vonia MI 48153-7933 

AS RECEIVED 

:SULTS 

N.D. 
N.D. 
N.D. 
N.D. 
6. 
11. 
N.D. 
1. 
6. 
N.D. 
N.D. 
4. 
22. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
2. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
2. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.C . 

J 

J 

J 

J 

J 

METHOD 
DETECTION LIMIT UNITS 

3. 
3. 
2. 
3. 
2. 
6. 
3. 
1. 
2. 
1. 
2. 
3. 
1. 
1. 
1. 
2. 
1. 
1. 
1. 
2. 
2. 
1. 
1. 
1. 
5. 
7. 
1. 
2. 
1. 
2. 
1. 
1. 
2. 
2. 

ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 

P.O. N99C403749-A 
Rel. YGQP9900271 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 ^mL^^^iC^HML 

M E M B E R 

Respectfully Submitted 
Duane A. Luckenbill, B.S. 
Group Leader, GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-556-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev 3/23/99 



Page: 3 of 15 

Where quality is a science. 

L L I S a m p l e N o . WW 3 2 9 5 7 7 8 
Collected: 12/20/99 at 17:40 by CH 

Submitted: 12/21/99 Reported: 12/27/99 
Discard: 02/26/00 

WL41141 Grab Water Sample 
Site Code: SCOOl RFA# YGQP9900271 
Dayton Thermal/Dayton, OH 
41141 SDG#: DCC95-02 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

CAT 
NO. ANALYSIS NAME 

TCL Pesticides in Waters 

1600 
1601 
1603 
1602 
1604 
1605 
1606 
1616 
1610 
1607 
1611 
1615 
1608 
1617 
1609 
0938 
1860 
1361 
1362 
1613 
1618 
1619 
1620 
1621 
1622 
1623 
1624 
1626 

Alpha BHC 
Beta BHC 
Delta BHC 
Ganma BHC - Lindane 
Heptachlor 
Aldrin 
Heptachlor Epoxide 
Endosulfan I 
Dieldrin 
DDE 
Endrin 
Endosulfan II 
DDD 
Endosulfan Sulfate 
DDT 
Endrin Ketone 
Methoxychlor 
Alpha Chlordane 
Gamma Chlordane 
Toxaphene 
Endrin Aldehyde 
PCB-1016 
PCB-1221 
PCB-1232 
PCB-1242 
PCB-1248 
PCB-1254 
PCB-1260 
Due to the nature of the sample matrix, a 
for analysis. The Limits of Quantitation 

AS RECEIVED 

RESULTS 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

2.19 
N.D. 

reduced al 

METHOD 
DETECTION LIMIT UNITS 

0.0095 
0.0095 
0.047 
0.0095 
0.0095 
0.0095 
0.0095 
0.0095 
0.019 
0.095 
0.095 
0.019 
0.019 
0.019 
0.019 
0.019 
0.095 
0.0095 
0.0095 
1.4 
0.019 
0.48 
0.48 
0.48 
0.48 
0.48 

J 0.48 
0.48 

iquot was used 

ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 

(LOQ's) were raised accordingly. 

P.O. N99C403749-A 
Rel. YGQP9900271 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M B E R 

^ e ^ e c t f m l y Submitted 
Jeni fer^ . Hess, B.S. 

/roup Ireader Pesticides/PCBs 
Lancaster Laboratories 
2425 New Holland Pike 
POBox 12425 / ' ' " ' ' 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc.. a Thermo Electron Company. 
717-655-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2215 Rev. 3/23/99 



les Page: 4 of 15 

Where quality is a science. 

LLI Sample No. WW 3295778 
Collected: 12/20/99 at 17:40 by CH 

Submitted: 12/21/99 Reported: 1 2 / 2 1 m 
Discard: 02/26/00 

WL41141 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 
41141 SDG#: DCC95-02 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. 
Rel. 

N99C403749-A 
YGQP9900271 

CAT 
NO. ANALYSIS NAME RESULTS 

AS RECEIVED 
METHOD 

DETECTION LIMIT UNITS 

AppendixIX Herbicides - Waters 

0288 2,4-D 0.244 J 
1314 Dinoseb N.D. 
0289 2,4,5-TP 0.345 
1315 2,4,5-T 0.075 

The surrogate data is outside the QC limits due to unresolvable matrix 
problems evident in the sample chromatogram. 

0.095 
0.047 
0.0095 
0.0095 

ug/l 
ug/l 
ug/l 
ug/l 

Sufficient sample volume was not available to perform a MS/MSD for this 
analysis. Therefore, a LCS/LCSD was performed to demonstrate precision and 
accuracy at a batch level. 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

Respectf^ly Submitted 
Lancaster Laboratories J e n i f e r t . HeSS. B.S. 
2425 New Holland Pike gj^oup Leader Pesticides/PCBs 
PO Box 12425 r 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Themio Electron Company. 
717-556-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev 3/23/99 



Page: 5 of 15 

Where quality is a science. 

LLI Sample No. WW 3295778 
Collected: 12/20/99 at 17:40 by CH 

Submitted: 12/21/99 Reported: 12/27/99 
Discard: 02/26/00 

WL41141 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 
41141 SDG#: DCC95-02 

CAT 
NO. ANALYSIS NAME 

TCL SW846 Semi volatiles/Waters 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. 
Rel. 

N99C403749-A 
YGQP9900271 

AS RECEIVED 
METHOD 

RESULTS DETECTION LIMIT UNITS 

3925 
3936 
3924 
3937 
3938 
3939 
4680 
4681 
4682 

3942 
3941 
3943 
3944 
3926 
3927 
3945 
3928 
3946 
3947 
3871 
3948 
3929 
3905 
3949 
3930 
3922 
3950 
3907 
3952 
3951 

Phenol 
bis(2-Chloroethyl)ether 
2-Chlorophenol 
1,3 - Di chlorobenzene 
1,4-Dichlorobenzene 
1,2 -Di chlorobenzene 
2-Methylphenol 
2,2' -oxybisd-Chloropropane) 
4-Methylphenol 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

0.9 
0.9 
0.9 
0.9 
0.9 
0.9 
0.9 
0.9 
3. 

ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 

3-Methylphenol and 4-methylphenol cannot be resolved under the 
chromatographic conditions used for sample analysis. The result reported 
for 4-methylphenol represents the combined total of both compounds. 
N-Nitroso-di-n-propylamine 
Hexachloroethane 
Nitrobenzene 
Isophorone 
2-Nitrophenol 
2,4-Dimethylphenol 
bi s (2 - Chl oroethoxy)iiiethane 
2,4-Dichlorophenol 
1,2,4-Trichlorobenzene 
Naphthalene 
4-Chloroaniline 
Hexachlorobutadi ene 
4-Chloro-3-methylphenol 
2-Methylnaphthalene 
Hexachlorocyclopentadi ene 
2,4,6-Tri chlorophenol 
2,4,5-Tri chlorophenol 
2-Chloronaphthalene 
2-Nitroaniline 
Dimethylphthalate 
Acenaphthyl ene 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

2. 
N.D. 
N.D. 
N.D. 

0.9 
0.9 
0.9 
0.9 
0.9 
0.9 
0.9 
0.9 
0.9 
0.9 
0.9 
2. 
0.9 
0.9 
5. 
2. 
2. 
0.9 
2. 
2. 
0.9 

ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

cJ^i.,40J 
RespectfLilly Submitted 
Charles J. Neslund, B.S. 
Group Leader, GC/MS SVOA 

Lancaster Laboratones is a subsidiary of Thenno TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax: 717-555-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev 3/23/99 



Lancaster Laboratories 
Where quality is a science. 

Page: 6 of 15 

LLI Sample No. WW 3295778 
Collected: K/20/99 at 17:40 by CH 

Submitted: 12/21/99 Reported: 12/27/99 
Discard: 02/26/00 

WL41141 Grab Water Sample 
Site Code: SCOOl RFA# YGQP9900271 
Dayton Thermal/Dayton, OH 
41141 SDG#: DCC95-02 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. 
Rel. 

N99C403749-A 
YGQP9900271 

CAT 
NO. 

3908 
3954 
3931 
3932 
3879 
3955 
3953 
3958 
3957 
3956 
3909 
3933 
3960 

3961 
3962 
3934 
3963 
3964 
4684 
3965 
3966 
3967 
3969 
3972 
3970 
3973 
3971 
3974 
3975 
3976 
3977 
3978 
3979 
3980 

ANALYSIS NAME 

J46 Semi volatiles/Waters 

3-Nitroaniline 
Acenaphthene 
2,4-Dinitrophenol 
4-Nitrophenol 
Dibenzofuran 
2,4-Dinitrotoluene 
2.6-Dinitrotoluene 
Diethylphthalate 
4-Chlorophenyl-phenylether 
Fluorene 
4-Nitroaniline 
4.6-Dinitro-2-methylphenol 
N-Nitrosodiphenylamine 
N-ni trosodi phenyl ami ne decomposes 

AS RECEIVED 

RESULTS 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

in the GC inlet 

METHOD 
DETECTION LIMIT UNITS 

2. 
0.9 
19. 
9. 
0.9 
0.9 
2. 
2. 
0.9 
0.9 
2. 
5. 
0.9 

forming di phenyl 

ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 

amine. 
The result reported for N-nitrosodiphenylamine represents the combined 
total of both compounds. 
4-Bromophenyl-phenylether 
Hexachlorobenzene 
Pentachlorophenol 
Phenanthrene 
Anthracene 
Carbazole 
Di-n-butylphthalate 
Fluoranthene 
Pyrene 
Butyl benzylphthalate 
3,3'-Di chlorobenzi di ne 
Benzo(a)anthracene 
bis(2-Ethylhexyl)phthalate 
Chrysene 
Di-n-octylphthalate 
Benzo(b)f1uoranthene 
Benzo(k)fluoranthene 
Benzo(a)pyrene 
Indeno(l,2.3-cd)pyrene 
Dibenz(a.h)anthracene 
Benzo(g.h.i)perylene 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

2. 
2. 
3. 
0.9 
0.9 
3. 
2. 
0.9 
0.9 
2. 
2. 
0.9 
2. 
0.9 
2. 
0.9 
0.9 
0.9 
0.9 
0.9 
0.9 

ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-555-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations 

Respectfully Submitted 
Charles J. Neslund, B.S. 
Group Leader, GC/MS SVOA 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
2216 Rev, 3/23/99 
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LABORATORY CHRONICLE 

Where quality is a science. 

Page: 7 of 15 

LLI Sample No. WW 3295778 
Collected: K/20/99 at 17:40 by CH 

Submitted: 12/21/99 

WL41141 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 
41141 SDG#: DCC95-02 

Account No: 10160 ~ 
DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

CAT 
NO 

6291 

1751 
1848 
7035 
7036 
7046 
7049 
7053 
7055 
7066 
7072 

0259 
5713 

0816 
0817 
0937 
1316 

0813 
4678 
4679 

1123 

0200 
0430 
1121 
1122 

ANALYSIS NAME 

TCL by 8260 (water) 

Chromium 
WW SW846 ICP Digest (tot rec) 
Arsenic TO 
Selenium TO 
Barium TO 
Cadmium TO 
Copper TO 
Lead TO 
Silver TO 
Zinc TO 

Mercury 
WW SW&46 Hg Digest 

Water Sample Herbicide Extract 
Water Sample Pest. Extraction 
TCL Pesticides in Waters 
AppendixIX Herbicides - Waters 

BNA Water Extraction 
TCL SW846 Semi volatiles/Waters 
TCL SW846 Semi volatiles/Waters 

Cyanide (Reactivity) 

pH 
Flash Point for Liquids 
Reactivity 
Sulfide (Reactivity) 

METHOD 

SW-846 8260B 

SW-846 6010B 
SW-846 3005A 
SW-846 6010B 
SW-846 6010B 
SW-846 6010B 
SW-846 6010B 
SW-846 6010B 
SW-&46 6010B 
SW-&46 6010B 
SW-846 6010B 

SW-846 7470A 
SW-846 7470A 

SW-&46 8151A 
SW-846 3510C 
SW-846 8081A/8082 
SW-846 8151A 

SW-&46 3510C 
SW-846 8270C 
SW-&46 8270C 

SW-846 9012 

EPA 150.1 
ASTM D 93-90 
SW-846 Chapter 7.3 
SW-846 9034 

ANALYSIS 
TOIAL ID DATE AND TIME ANALYST 

12/22/99 0908 Joel R. Nace 

12/23/99 1349 
12/22/99 1130 
12/23/99 1349 
12/23/99 1349 
12/23/99 1349 
12/23/99 1349 
12/23/99 1349 
12/23/99 1349 
12/23/99 1349 
12/23/99 1349 

12/23/99 0925 
12/22/99 2232 

12/21/99 2345 
12/22/99 0100 
12/22/99 0549 
12/23/99 0313 

12/22/99 0815 
12/22/99 2355 
12/22/99 2355 

Eric Walter 
Christine M. 
Eric Walter 
Eric Walter 
Eric Walter 
Eric Walter 
Eric Walter 
Eric Walter 
Eric Walter 
Eric Walter 

Cuba 
Conlin 

Cuba 
Cuba 
Cuba 
Cuba 
Cuba 
Cuba 
Cuba 
Cuba 

Damary S. Valentin 
Nelli S. Markaryan 

Darin P. Wagner 
Sorina A. Haskins 
Michele D. Mack 
Rick Shober 

Ginelle L. Haines 
Jason C. Arnold 
Jason C. Arnold 

12/23/99 1622 Mark A. Buckwalter 

12/22/99 0850 
12/23/99 0755 
12/23/99 0800 
12/23/99 0800 

Daniel S. Smith 
Catherine L. Cammauf 
Susan E. Hibner 
Susan E. Hibner 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thenno TerraTech Inc., a Thermo Electron Company. 
717-555-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev 3/23/99 



LLI Sainple No. 3295778 

WL41141 Grab Water Sample 
Site Code: SCOOl RFfi i YGQP9900271 
Dayton Thermal/Dayton. OH 

Group No. 696536 
DaimlerChrysler Corporation 

SAMPLE 
MDL 

SAMPLE 
UNITS BLANK 

DUP MS LCS LCS LCS LIMITS 
RPD MS MSD RPD LCS DUP RPD LOW HIGH 

6291 TCL by 8260 (water) 

5385 Chloromethane 
3. ug/l 

5387 Bromomethane 
3. ug/l 

5386 Vinyl Chloride 
2. ug/l 

5388 Chloroethane 
3. ug/l 

5391 Methylene Chloride 
2. ug/l 

6302 Acetone 
6. ug/l 

6303 Carbon Disulfide 
3. ug/l 

5390 1,1-Dichloroethene 
1. ug/l 

5393 1,1-Dichloroethane 
2. ug/l 

5396 Chloroform 
1. ug/l 

5402 1,2-Dichloroethane 
2. ug/l 

6305 2-Butanone 
3. ug/l 

5398 1,1,1-Trichloroethane 
1. ug/l 

5399 Carbon Tetrachloride 
1. ug/l 

5406 Bromodichloromethane 
1. ug/l 

5421 1,1,2,2-Tetrachloroethane 
2. ug/l 

5404 1,2-Dichloropropane 
1. ug/l 

6306 trans-1,3-Dichloropropene 
1. ug/l 

5403 Trichloroethene 
1. ug/l 

5411 Dibromochloromethane 
2. ug/l 

5408 1,1,2-Trichloroethane 
2. ug/l 

5401 Benzene 
1. ug/l 

6307 cis-1,3-Dichloropropene 
1. ug/l 

Batch: L993521AB 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

102 

84 

99 

95 

96 

77 

101 

106 

108 

99 

87 

95 

93 

96 

89 

99 

105 

93 

107 

87 

104 

111 

98 

103 

82 

97 

93 

98 

77 

101 

107 

108 

99 

89 

95 

94 

97 

90 

98 

104 

94 

106 

88 

104 

112 

99 

0 

1 

1 

2 

2 

1 

0 

1 

0 

0 

2 

1 

1 

1 

2 

1 

0 

1 

0 

1 

0 

1 

1 

95 

82 

93 

89 

93 

75 

102 

100 

100 

94 

85 

93 

89 

91 

90 

95 

101 

91 

100 

89 

101 

106 

96 

57 

17 

63 

24 

84 

64 

70 

85 

86 

86 

81 

65 

82 

81 

86 

65 

86 

83 

89 

80 

86 

88 

83 

143 

129 

140 

133 

127 

126 

118 

135 

128 

125 

130 

139 

131 

129 

120 

133 

122 

119 

128 

122 

121 

125 

120 

Lancaster Laboratories 
M E M B E R ^^^^ ^^ ' ^ Holland Pike 

PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
717-656-2300 Fax:717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



Where quality is a science. 

Page: 9 of 15 

LLI Sample No. 3295778 

WL41141 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 

Group No. 696536 
DaimlerChrysler Corporation 

SAMPLE 
MDL 

SAMPLE 
UNITS 

5419 Bromoform 
1. ug/l 

6308 4-Methyl-2-pentanone 
5. ug/l 

6309 2-Hexanone 
7. ug/l 

5409 Tetrachloroethene 
1. ug/l 

5407 Toluene 
2. ug/l 

5413 Chlorobenzene 
1. ug/l 

5415 Ethyl benzene 
2. ug/l 

5418 Styrene 
1. ug/l 

6310 Xylene (Total) 
1. ug/l 

5392 trans-1,2-Dichloroethene 
2. ug/l 

5395 cis-1,2-Dichloroethene 
2. ug/l 

1751 Chromium 
0.0098 mg/l 

7035 Arsenic TO 
0.0050 mg/l 

7036 Selenium TO 
0.0044 mg/l 

7046 Barium TO 
0.00049 mg/l 

7049 Cadmium TO 
0.00081 mg/l 

7053 Copper TO 
0.0029 

7055 Lead TO 
0.0079 

7066 Silver TO 
0.0017 

7072 Zinc TO 
0.0030 

0259 Mercury 
0.00010 

mg/l 

mg/l 

mg/l 

mg/l 

mg/l 

0937 TCL Pesticides in Waters 

BLANK 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D.. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
Batch: 993561848002 

N.D. 
Batch: 993561848002 

N.D. 
Batch: 993561848002 

N.D. 
Batch: 993561848002 

N.D. 
Batch: 993561848002 

N.D. 
Batch: 993561848002 

N.D. 
Batch: 993561848002 

N.D. 
Batch: 993561848002 

N.D. 
Batch: 993561848002 

N.D. 
Batch: 993565713004 

N.D. 

Batch: 993550016A 

DUP 
RPD 

0 (1) 

2 

0 (1) 

2 

0 (1) 

0 (1) 

0 (1) 

0 (1) 

0 (1) 

0 (1) 

MS 

89 

97 

96 

121 

111 

101 

110 

104 

112 

96 

107 

103 

101 

98 

99 

101 

98 

102 

101 

100 

105 

M. 

88 

98 

96 

121 

112 

106 

111 

103 

112 

96 

108 

103 

102 

100 

100 

101 

98 

103 

101 

101 

105 

MS LCS LCS LCS LIMITS 
RPD LCS DUP RPD LOW HIGH 

1 

2 

0 

0 

1 

1 

1 

1 

0 

0 

1 

1 

1 

1 

1 

1 

0 

1 

0 

1 

0 

95 

91 

90 

114 

107 

102 

104 

105 

108 

92 

104 

104 

103 

100 

101 

103 

99 

104 

101 

104 

108 

65 

72 

64 

78 

89 

91 

91 

92 

92 

85 

89 

80 

80 

80 

80 

80 

80 

80 

80 

80 

80 

128 

131 

131 

144 

121 

120 

122 

120 

123 

130 

125 

120 

120 

120 

120 

120 

120 

120 

120 

120 

120 

1600 Alpha BHC 
0.0095 ug/l 

1601 Beta BHC 
0.0095 ug/l 

N.D. 

N.D. 

95 

93 

94 

94 

2 

1 

49 

64 

151 

122 

(1) The result for one or both determinations was less than five times the LOQ. 

Lancaster Laboratories 
M E M B E R 2425 New Holland Pike 

PO Box 12425 
Lancaster, PA 17505-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
717-656-2300 Fax:717-656-2581 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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LLI Sample No. 3295778 

WL41141 Grab Water Sample 
Site Code: SCOOl RFfi i YGQP9900271 
Dayton Thermal/Dayton. OH 

Group No. 696536 
DaimlerChrysler Corporation 

SAMPLE SAMPLE 
MDL UNITS 

1603 Delta BHC 
0.047 ug/l . 

1602 Gamma BHC - Lindane 
0.0095 ug/l 

1604 Heptachlor 
0.0095 ug/l 

1605 Aldrin 
0.0095 ug/l 

1606 Heptachlor Epoxide 
0.0095 ug/l 

1616 Endosulfan I 
0.0095 ug/l 

1610 Dieldrin 
0.019 ug/l 

1607 DDE 
0.095 ug/l 

1611 Endrin 
0.095 ug/l 

1615 Endosulfan II 
0.019 ug/l 

1608 DDD 
0.019 ug/l 

1617 Endosulfan Sulfate 
0.019 ug/l 

1609 DDT 
0.019 ug/l 

0938 Endrin Ketone 
0.019 ug/l 

1860 Methoxychlor 
0.095 ug/l 

1361 Alpha Chlordane 
0.0095 ug/l 

1362 Gaima Chlordane 
0.0095 ug/l 

1613 Toxaphene 
1.4 ug/l 

1618 Endrin Aldehyde 
0.019 ug/l 

1619 PCB-1016 
0.48 ug/l 

1620 PCB-1221 
0.48 ug/l 

1621 PCB-1232 
0.48 ug/l 

1622 PCB-1242 
0.48 ug/l 

1623 PCB-1248 
0.48 ug/l 

1624 PCB-1254 
0.48 ug/l 

BL 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

DUP 
RPD MS MSD 

MS 
RPD LCS 

100 

92 

75 

64 

89 

90 

.88 

77 

.85 

96 

88 

95 

118 

98 

99 

87 

97 

95 

LCS 
DUP 

101 

92 

75 

65 

89 

90 

88 

79 

86 

97 

91 

97 

118 

98 

99 

87 

89 

96 

LCS 
RPD 

1 

0 

1 

2 

0 

0 

0 

2 

1 

1 

2 

2 

0 

0 

0 

0 

8 

1 

LCS L 
LOW 

64 

57 

38 

42 

52 

37 

50 

46 

68 

42 

60 

67 

34 

74 

72 

70 

60 

52 

IMITS 
HIGH 

132 

143 

129 

112 

136 

146 

145 

140 

156 

143 

134 

132 

162 

115 

160 

117 

107 

142 

Lancaster Laboratories 
M E M B E R 2425 New Holland Pike 

PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
717-556-2300 Fax:717-655-2581 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



Where quality is a science. 

Page: 11 of 15 

LLI Sample No. 3295778 

WL41141 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton. OH 

Group No. 696536 
DaimlerChrysler Corporation 

SAMPLE 
MDL 

SAMPLE 
UNITS BLANK 

DUP MS LCS LCS LCS LIMITS 
RPD MS MSD RPD LCS DUP RPD LOW HIGH 

1626 PCB-1260 
0.48 ug/l N.D. 

1316 AppendixIX Herbicides - Waters Batch: 993550015A 

0288 2.4-D 
0.095 ug/l 

1314 Dinoseb 
0.047 ug/l 

0289 2.4.5-TP 
0.0095 ug/l 

1315 2.4.5-T 
0.0095 ug/l 

N.D. 

N.D. 

N.D. 

N.D. 

4678 TCL SW846 Semi volatiles/Waters Batch: 99356WAC026 

3925 Phenol 
0.9 ug/l N.D. 

3936 bis(2-Chloroethyl)ether 
0.9 ug/l N.D. 

3924 2-Chlorophenol 
0.9 ug/l N.D. 

3937 1,3-Dichlorobenzene 
0.9 ug/l N.D. 

3938 1.4-Dichlorobenzene 
0.9 ug/l N.D. 

3939 1.2-Dichlorobenzene 
0.9 ug/l N.D. 

4680 2-Methylphenol 
0.9 ug/l N.D. 

4681 2.2'-oxybisd-Chloropropane) 
0.9 ug/l N.D. 

4682 4-Methylphenol 
3. ug/l N.D. 

3942 N-Nitroso-di-n-propylamine 
0.9 ug/l N.D. 

3941 Hexachloroethane 
0.9 ug/l N.D. 

3943 Nitrobenzene 
0.9 ug/l N.D. 

3944 Isophorone 
0.9 ug/l N.D. 

3926 2-Nitrophenol 
0.9 ug/l N.D. 

3927 2.4-Dimethylphenol 
0.9 ug/l N.D. 

3945 bis(2-Chloroethoxy)methane 
0.9 ug/l N.D. 

3928 2,4-Dichlorophenol 
0.9 ug/l N.D. 

99 

54 

99 

103 

99 

55 

101 

102 

0 

1 

1 

1 

36 

14 

33 

59 

168 

108 

161 

156 

47 

101 

98 

73 

75 

80 

92 

98 

86 

97 

61 

102 

99 

99 

103 

96 

100 

45 

99 

95 

67 

69 

75 

87 

93 

81 

94 

53 

98 

96 

96 

97 

93 

95 

4 

2 

4 

9 

8 

6 

6 

5 

6 

4 

13 

5 

3 

3 

6 

3 

6 

29 

61 

61 

43 

39 

48 

50 

54 

47 

52 

25 

58 

66 

61 

62 

57 

57 

64 

122 

123 

104 

109 

111 

117 

149 

112 

141 

96 

126 

123 

133 

124 

125 

' 122 

Lancaster Laboratones 
M E M B E R 2425 New Holland Pike 

PO Box 12425 
M Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company 
5 717-556-2300 Fax: 717-555-2581 See reverse side for explanation of symbols and abbreviations. 2216 Rev 3/23/99 



Where quality is a science. 

Page: 12 of 15 

LLI Sample No. 3295778 

WL41141 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton. OH 

Group No. 696536 
DaimlerChrysler Corporation 

SAMPLE 
MDL 

SAMPLE 
UNITS BLANK 

DUP 
RPD MS MSD 

MS LCS LCS LCS LIMITS 
RPD LCS DUP RPD LOW HIGH 

3946 1,2,4-Trichlorobenzene 
0.9 ug/l 

3947 Naphthalene 
0.9 ug/l 

3871 4-Chloroaniline 
0.9 ug/l 

3948 Hexachlorobutadiene 
2. ug/l 

3929 4-Chloro-3-methylphenol 
0.9 ug/l 

3905 2-Methylnaphthalene 
0.9 ug/l 

3949 Hexachlorocyclopentadiene 
5. ug/l 

3930 2,4,6-Trichlorophenol 
2. ug/l 

3922 2,4,5-Trichlorophenol 
2. ug/l 

3950 2-Chloronaphthalene 
0.9 ug/l 

3907 2-Nitroaniline 
2. ug/l 

3952 Dimethylphthalate 
2. ug/l 

3951 Acenaphthylene 
0.9 ug/l 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

4679 TCL SW846 Semi volatiles/Waters Batch: 99356WAC026 

3908 3-Nitroaniline 
2. ug/l 

3954 Acenaphthene 
0.9 ug/l 

3931 2.4-Dinitrophenol 
19. ug/l 

3932 4-Nitrophenol 
9. ug/l 

3879 Dibenzofuran 
0.9 ug/l 

3955 2,4-Dinitrotoluene 
0.9 ug/l 

3953 2,6-Dinitrotoluene 
2. ug/l 

3958 Diethylphthalate 
2. ug/l 

3957 4-Chlorophenyl-phenylether 
0.9 ug/l 

3956 Fluorene 
0.9 ug/l 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

80 74 

94 90 

57 50 

55 46 

107 101 

93 89 

50 45 

103 100 

104 99 

95 92 

100 97 

17 16 

96 94 

7 

4 

13 

18 

6 

5 

9 

3 

5 

3 

2 

3 

1 

47 

57 

30 

19 

63 

42 

6 

57 

61 

60 

49 

1 

62 

107 

113 

123 

95 

128 

131 

89 

134 

131 

116 

131 

103 

113 

61 

98 

73 

55 

98 

101 

104 

61 

107 

107 

52 

96 

75 

53 

96 

100 

104 

60 

104 

106 

16 

2 

3 

4 

2 

2 

0 

3 

3 

1 

26 

60 

18 

20 

71 

62 

68 

18 

60 

62 

141 

117 

135 

79 

113 

129 

126 

120 

121 

127 

Lancaster Laboratories 
M E M B E R 2425 New Holland Pike 

PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratones is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
717-655-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev 3/23/99 
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LLI Sample No. 3295778 

WL41141 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 

Group No. 696536 
DaimlerChrysler Corporation 

SAMPLE 
MDL 

SAMPLE 
UNITS 

3909 4-Nitroaniline 
2. ug/l 

3933 4,6-Dinitro-2-methylphenol 
5. . ug/l 

3960 N-Nitrosodiphenylamine 
0.9 ug/l 

3961 4-Bromophenyl•phenyl ether 
2. ug/l 

3962 Hexachlorobenzene 
2. ug/l 

3934 Pentachlorophenol 
3. ug/l 

3963 Phenanthrene 
0.9 ug/l 

3964 Anthracene 
0.9 ug/l 

4684 Carbazole 
3. ug/l 

3965 Di-n-butylphthalate 
2. ug/l 

3966 Fluoranthene 
0.9 ug/l 

3967 Pyrene 
0.9 ug/l 

3969 Butyl benzylphthal ate 
2. ug/l 

3972 3,3•-Di chlorobenzi di ne 
2. ug/l 

3970 Benzo(a)anthracene 
0.9 ug/l 

3973 bis(2-Ethylhexyl)phthalate 
2. ug/l 

3971 Chrysene 
0.9 ug/l 

3974 Di-n-octylphthalate 
2. ug/l 

3975 Benzo(b)fluoranthene 
0.9 ug/l 

3976 Benzo(k)fluoranthene 
0.9 ug/l 

3977 Benzo(a)pyrene 
0.9 ug/l 

3978 Indeno(l,2,3-cd)pyrene 
0.9 ug/l 

3979 Dibenz(a,h)anthracene 
0.9 ug/l 

3980 Benzo(g,h,i)perylene 
0.9 ug/l 

1123 Cyanide (Reactivity) 
100. mg/kg 

BLANK 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
Batch: 99357104101 

N.D. 

DUP MS LCS LCS LCS LIMITS 
RPD MS MSD i RPD LCS DUP RPD LOW HIGH 

24 

98 

81 

102 

102 

107 

83 

107 

106 

108 

97 

110 

104 

87 

49 

103 

102 

106 

114 

96 

108 

107 

102 

108 

103 

105 

93 

80 

100 

100 

103 

79 

105 

106 

105 

96 

109 

101 

85 

47 

101 

101 

103 

111 

93 

105 

104 

100 

107 

102 

5 

1 

2 

2 

3 

5 

1 

0 

3 

1 

1 

3 

2 

3 

2 

1 

3 

3 

3 

2 

2 

2 

1 

1 

69 

31 

61 

65 

59 

36 

69 

67 

78 

58 

66 

63 

43 

15 

67 

64 

67 

68 

64 

68 

68 

65 

66 

66 

88 

121 

150 

125 

123 

129 

135 

121 

121 

115 

125 

124 

125 

126 

140 

120 

129 

121 

138 

120 

124 

124 

129 

128 

128 

121 

M E M B E R 

^ M 1 
Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 Lancaster Laboratories is a subsidiary of Thenno TerraTech Inc., a Thermo Electron Company. 
717-656-2300 Fax:717-656-2581 See reverse side for explanation of symbols and abbreviations. 2215 Rev. 3/23/99 
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Where quality is a science. 

LLI Sample No. 3295778 

WL41141 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Oayton, OH 

Group No. 696536 
DaimlerChrysler Corporation 

SAMPLE SAMPLE 
MDL UNITS 

0200 pH 
0.010 

0430 Flash Point for Liquids 
Degrees F 

1121 Reactivity 
see below 

1122 Sulfide (Reactivity) 
39. mg/kg 

BLANK 

Batch: 993560237020000A 

Batch: 993570286043000A 

Batch: 993570416112100A 

Batch: 993570416112100A 
N.D. 

DUP 
RPD 

0 

MS MSD 
MS LCS LCS LCS LIMITS 
RPD LCS DUP RPD LOW HIGH 

100 100 0 98 102 

102 102 0 97 103 

68 68 86 80 120 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
717-555-2300 Fax: 717-556-2681 See reverse side for explanation of symbols and abbreviations. 2215 Rev 3/23/99 
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Where quality is a science. 

LLI Sample No. 3295778 

WL41141 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 

Group No. 696536 
DaimlerChrysler Corporation 

SURROGATE SUMMARY 

TOIAL ID SURROGATE RECOVERY X 

0937 TCL Pesticides in Waters 

1316 AppendixIX Herbicides - Waters 

4678 TCL SW846 Semi volatiles/Waters 

4679 TCL SW846 Semivolatiles/Waters 

6291 TCL by 8260 (water) 

TCX 
DCB 

DCAA 

2-Flphenol 
Phenol-d6 
2,4,6-TBP 

Nitrobz-d5 
2-Fbiphnyl 
Tphenyldl4 

DBFM 
d4-1.2-DCA 
d8-toluene 
4-BFB 

103 
82 

280 

70 
45 
86 

94 
89 
109 

94 
101 
102 
98 

SURROGATE LIMITS 
LOW HIGH 

36 
19 

37 

15 
9 
32 

55 
57 
42 

86 
80 
88 
86 

121 
153 

151 

113 
77 
157 

130 
117 
139 

118 
120 
110 
115 

M E M 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-655-2300 Fax: 717-556-2681 See reverse side for explanation of symbols and abbreviations. 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thenno Electron Company. 
2216 Rev 3/23/99 
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Where quality is a science. 

LLI Sample No. WW 3295779 
Collected: 

Submitted: 12/21/99 Reported: 12/27/99 
Discard: 02/26/00 

WLT122099 Trip Blank Water Sample 
Site Code: SCOOl RFfi i YGQP9900271 
Dayton Thermal/Dayton, OH 
T1220 SDG#: DCC95-03TB 

CAT 
NO. 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. N99C403749-A 
Rel. YGQP9900271 

ANALYSIS NAME 

AS RECEIVED 
METHOD 

RESULTS DETECTION LIMIT UNITS 

6291 TCL by 8260 (water) See Page 2 

1 COPY TO Leggette, Brashears & Graham ATTN: Mr. Ken Vogel 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 
22:05:48 D 0001 4 139744 696536 
310 0.00 00029900 ASROOO 

^^Ofi t l ^ l ^ e c 4 t g . ^ ^ 

M E M 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 

Respectfully Submitted 
Duane A. Luckenbill, B.S. 
Group Leader, GC/MS Volatiles 

Lancaster Laboratones is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
2216 Rev 3/23/99 
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l/l//?ere quality is a science. 

LLI Sample No. WW 3295779 
Collected: 

Submitted: 12/21/99 Reported: 12/27/99 
Discard: 02/26/00 

WLT122099 Trip Blank Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 
T1220 SDG#: DCC95-03TB 

Account No: 10160 

CAT 
NO. ANALYSIS NAME 

TCL by 8260 (water) 

5385 
5387 
5386 
5388 
5391 
6302 
6303 
5390 
5393 
5396 
5402 
6305 
5398 
5399 
5406 
5421 
5404 
6306 
5403 
5411 
5408 
5401 
6307 
5419 
6308 
6309 
5409 
5407 
5413 
5415 
5418 
6310 
5392 
5395 

Chloromethane 
Bromomethane 
Vinyl Chloride 
Chloroethane 
Methylene Chloride 
Acetone 
Carbon Disulfide 
1,1-Dichloroethene 
1,1-Dichloroethane 
Chloroform 
1,2-Dichloroethane 
2-Butanone 
1,1,1-Trichloroethane 
Carbon Tetrachloride 
Bromodi chloromethane 
1,1,2,2-Tetrachloroethane 
1,2-Dichloropropane 
trans-1,3 -Di chloropropene 
Trichloroethene 
Di bromochloromethane 
1.1,2-Trichl oroethane 
Benzene 
ci s-1,3 -Di chloropropene 
Bromoform 
4-Methyl -2-pentanone 
2-Hexanone 
Tetrachloroethene 
Toluene 
Chlorobenzene 
Ethylbenzene 
Styrene 
Xylene (Total) 
trans-1,2-Di chloroethene 
cis-1,2-Dichloroethene 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

AS RECEIVED 

JLP 
METHOD 

5 DETECTION LIMIT UNITS 

N.D. 3 
N.D. 3 
N.D. 2 
N.D. 3 
N.D. 2 
N.D. 6 
N.D. 3 
N.D. 1 
N.D. 2 
N.D. 1 
N.D. 2 
N.D. 3 
N.D. 1 
N.D. 1 
N.D. 1 
N.D. 2 
N.D. 1 
N.D. 1 
N.D. 1 
N.D. 2 
N.D. 2 
N.D. 1 
N.D. 1 
N.D. 1 
N.C 
N.C 
N.C 
N.C 
N.C 
N.C 
N.C 
N.C 
N.C 
N.C 

). 5 
). 7 
). 1 
). 2 
). 1 
). 2 
). 1 
). 1 
). 2 
). 2. 

ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 

P.O. N99C403749-A 
Rel. YGQP9900271 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

Respectfully Submitted 
Duane A. Luckenbill, B.S. 
Group Leader, GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thenno Electron Company 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev 3/23/99 
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Where quality is a science. 

LLI Sample No. WW 3295779 
Collected: 

Submitted: 12/21/99 

WLT122099 Trip Blank Water Sample 
Site Code: SCOOl RFfi i YGQP9900271 
Dayton Thermal/Dayton, OH 
T1220 SDG#: DCC95-03TB 

Account No: 10160 
DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

CAT 
NO ANALYSIS NAME 

6291 TCL by 8260 (water) 

METHOD 

SW-846 8260B 

ANALYSIS 
TOIAL ID DATE AND TIME ANALYST 

1 12/22/99 0935 Joel R. Nace 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax: 717-655-2681 See reverse side for explanation of symbols and abbreviations. 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
2216 Rev 3/23/99 



QUALITY CONTROL REPORT 
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Where quality is a science. 

LLI Sample No. 3295779 

WLT122099 Trip Blank Water Sample 
Site Code: SCOOl RFfi i YGQP9900271 
Dayton Thermal/Dayton, OH 

Group No. 696536 
DaimlerChrysler Corporation 

SAMPLE SAMPLE 
MDL UNITS BLANK 

DUP MS LCS LCS LCS LIMITS 
RPD MS MSD RPD LCS DUP RPD LOW HIGH 

6291 TCL by 8260 (water) 

5385 Chloromethane 
3. ug/l 

5387 Bromomethane 
3. ug/l 

5386 Vinyl Chloride 
2. ug/l 

5388 Chloroethane 
3. ug/l 

5391 Methylene Chloride 
2. ug/l 

6302 Acetone 
6. ug/l 

6303 Carbon Disulfide 
3. ug/l 

5390 1,1-Dichloroethene 
1. ug/l 

5393 1,1-Dichloroethane 
2. ug/l 

5396 Chloroform 
1. ug/l 

5402 1,2-Dichloroethane 
2. ug/l 

6305 2-Butanone 
3. ug/l 

5398 1,1,1-Trichloroethane 
1. ug/l 

5399 Carbon Tetrachloride 
1. ug/l 

5406 Bromodi chloromethane 
1. ug/l 

5421 1,1,2,2-Tetrachloroethane 
2. ug/l 

5404 1,2-Dichloropropane 
1. ug/l 

6306 trans-1,3-Dichloropropene 
1. ug/l 

5403 Trichloroethene 
1. ug/l 

5411 Dibromochloromethane 
2. ug/l 

5408 1,1,2-Trichloroethane 
2. ug/l 

5401 Benzene 
1. ug/l 

6307 cis-1,3-Dichloropropene 
1. ug/l 

Batch: L993521AB 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

. N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

102 

84 

99 

95 

96 

77 

101 

106 

108 

99 

87 

95 

93 

96 

89 

99 

105 

93 

107 

87 

104 

111 

98 

103 

82 

97 

93 

98 

77 

101 

107 

108 

99 

89 

95 

94 

97 

90 

98 

104 

94 

106 

88 

104 

112 

99 

0 

1 

1 

2 

2 

1 

0 

1 

0 

0 

2 

1 

1 

1 

2 

1 

0 

1 

0 

1 

0 

1 

1 

95 

82 

93 

89 

93 

75 

102 

100 

100 

94 

85 

93 

89 

91 

90 

95 

101 

91 

100 

89 

101 

106 

96 

57 

17 

63 

24 

84 

64 

70 

85 

86 

86 

81 

65 

82 

81 

86 

65 

86 

83 

89 

80 

86 

88 

83 

143 

129 

140 

133 

127 

126 

118 

135 

128 

125 

130 

139 

131 

129 

120 

133 

122 

119 

128 

1?? 

121 

125 

120 

Lancaster Laboratories 
M E M B E R 2425 New Holland Pike 

gS PO Box 12425 
^ s ^ S ^ 5 ^ Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Themio TerraTech Inc., a Thermo Electron Company. 

717-556-2300 Fax:717-655-2681 See reverse side for explanation of symbols and abbreviations. 2215 Rev. 3/23/99 



Where quality is a science. 

Page: 5 of 

LLI Sample No. 3295779 

WLT122099 Trip Blank Water Sample 
Site Code: SCOOl RF;^ YGQP9900271 
Dayton Thermal/Dayton, OH 

SAMPLE SAMPLE 
MDL UNITS 

5419 Bromoform 
1. ug/l 

6308 4-Methyl-2-pentanone 
5. ug/l 

6309 2-Hexanone 
7. ug/l 

5409 Tetrachloroethene 
1. ug/l 

5407 Toluene 
2. ug/l 

5413 Chlorobenzene 
1. ug/l 

5415 Ethylbenzene 
2. ug/l 

5418 Styrene 
1. ug/l 

6310 Xylene (Total) 
1. ug/l 

5392 trans-1,2-Dichloroethene 
2. ug/l 

5395 cis-1,2-Dichloroethene 
2. ug/l 

BL 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

Group No. 696536 
DaimlerChrysler Corporation 

DUP 
RPD MS 

89 

97 

96 

121 

111 

101 

110 

104 

112 

96 

107 

MS 
MSD RPD 

88 

98 

96 

121 

112 

106 

111 

103 

112 

96 

108 

1 

2 

0 

0 

1 

1 

1 

1 

0 

0 

1 

LCS 

95 

91 

90 

114 

107 

102 

104 

105 

108 

92 

104 

LCS LCS LCS LIMITS 
LCS DUP RPD LOW HIGH 

65 

72 

64 

78 

89 

91 

91 

92 

92 

85 

89 

128 

131 

131 

144 

121 

120 

122 

120 

123 

130 

125 

Lancaster Laboratories 
M E M B E R 2425 New Holland Pike 

53 PO Box 12425 
Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thenno Electron Company. Lancaster, PA 17505-2425 

717-655-2300 Fax: 717-556-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



QUALITY CONTROL REPORT 
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Where quality is a science. 

LLI Sample No. 3295779 

WLT122099 Trip Blank Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 

Group No. 696536 
DaimlerChrysler Corporation 

SURROGATE SUMMARY 

TOIAL ID SURROGATE RECOVERY X 
SURROGATE LIMITS 
LOW HIGH 

6291 TCL by 8260 (water) DBFM 
d4-l,2-DCA 
d8-toluene 
4-BFB 

94 
101 
103 
97 

86 
80 
88 
86 

118 
120 
110 
115 

M E M 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-656-2300 Fax: 717-656-2581 See reverse side for explanation of symbols and abbreviations. 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company 
2216 Rev. 3/23/99 



LLI Sample No. WW 3295780 
Collected: 12/21/99 at 10:00 by LAB 

Submitted: 12/21/99 Reported: 12121/99 
Discard: 02/26/00 

Water Storage Blank Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 
SB21- SDG#: DCC95-04SB* 

les Page: 1 of 6 

Where quality is a science. 

CAT 
NO. 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. N99C403749-A 
Rel. YGQP9900271 

ANALYSIS NAME. 

AS RECEIVED ' 
METHOD 

RESULTS DETECTION LIMIT UNITS 

6291 TCL by 8260 (water) See Page 2 

1 COPY TO Leggette, Brashears & Graham ATTTJ: Mr. Ken Vogel 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 
22:06:11 D 0001 4 139744 696536 
310 0.00 00000000 ASROOO 

J5-

M E M B E R 

Respectfully Submitted 
Duane A. Luckenbill, B.S. 
Group Leader, GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-555-2631 See reverse side for explanation of symbols and abbreviations. 2215 Rev 3/23/99 



Where quality is a science. 

Page: 2 of 6 

LLI Sample No. WW 3295780 
Collected: K/21/99 at 10:00 by LAB 

Submitted: 12/21/99 Reported: 12/27/99 
Discard: 02/26/00 

Water Storage Blank Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 
SB21- SD(^: DCC95-04SB* 

Account No: 10160 

CAT 
NO. ANALYSIS NAME 

TCL by 8260 (water) 

5385 
5387 
5385 
5388 
5391 
6302 
6303 
5390 
5393 
5396 
5402 
6305 
5398 
5399 
5406 
5421 
5404 
6306 
5403 
5411 
5408 
5401 
6307 
5419 
6308 
6309 
5409 
5407 
5413 
5415 
5418 
6310 
5392 
5395 

Chloromethane 
Bromomethane 
Vinyl Chloride 
Chloroethane 
Methylene Chloride 
Acetone 
Carbon Disulfide 
1,1-Dichloroethene 
1,1-Dichloroethane 
Chloroforra 
1,2-Dichloroethane 
2-Butanone 
1.1.1-Trichloroethane 
Carbon Tetrachloride 
Bromodi chloromethane 
1,1,2,2-Tetrachloroethane 
1,2-Dichloropropane 
trans-1,3 -Di chloropropene 
Trichloroethene 
Di bromochloromethane 
1,1,2-Trichloroethane 
Benzene 
ci s-1,3 -Di chloropropene 
Bromoform 
4-Methyl-2-pentanone 
2-Hexanone 
Tetrachloroethene 
Toluene 
Chlorobenzene 
Ethylbenzene 
Styrene 
Xylene (Total) 
trans-1,2-Dichloroethene 
cis-1,2-Dichloroethene 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 

AS RECEIVED 

JLT 

48153-7933 

METHOD 
5 DLIECTION LIMIT UNITS 

N.D. 3 
N.D. 3 
N.D. 2 
N.D. 3 
N.[ ). 2 
N.D. 6 
N.D. 3 
N.D. 1 
N.D. 2 
N.D. 1 
N.D. 2 
N.D. 3 
N.D. 1 
N.D. 1 
N.D. 1 
N.D. 2 
N.D. 1 
N.D. 1 
N.D. 1 
N.D. 2 
N.D. 2 
N.D. 1 
N.D. 1 
N.C 
N.C 

). 1 
). 5 

N.D. 7 
N.C 
N.C 
N.C 
N.C 
N.C 
N.t 
N.C 
N.C 

). 1 
). 2 
). 1 
). 2. 
). 1. 
). 1 
). 2. 
). 2. 

ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 

P.O. N99C403749-A 
Rel. YGQP9900271 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M B E R 

Respectfully Submitted 
Duane A. Luckenbill, B.S. 
Group Leader, GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Thenno TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax: 717-555-2581 See reverse side for explanation of symbols and abbreviations. 2215 Rev. 3/23/99 
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Lancaster Laboratories 
Where quality is a science. 

Page: 3 of 6 

LLI Sample No. WW 3295780 
Collected: 12/21/99 at 10:00 by LAB 

Submitted: 12/21/99 

Water Storage Blank Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 
SB21- SDG#: DCC95-04SB* 

Account No: 10160 
DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

CAT 
NO ANALYSIS NAME 

6291 TCL by 8260 (water) 

METHOD 

SW-846 8260B 

ANALYSIS 
TOIAL ID DATE AND TIME ANALYST 

1 12/22/99 1001 Joel R. Nace 

M E M B E R 

m 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-555-2681 See reverse side for explanation of symbols and abbreviations. 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company 
2216 Rev 3/23/99 
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Where quality is a science. 

LLI Sample No. 3295780 

Water Storage Blank Grab Water Sample 
Site Code: SCOOl RFfi i YGQP9900271 
Dayton Thermal/Dayton, OH 

Group No. 696536 
DaimlerChrysler Corporation 

SAMPLE 
MDL 

SAMPLE 
UNITS BLANK 

DUP 
RPD MS MSD 

MS LCS LCS LCS LIMITS 
RPD LCS DUP RPD LOW HIGH 

6291 TCL by 8260 (water) 

5385 Chloromethane 
3. ug/l 

5387 Bromomethane 
3. ug/l 

5386 Vinyl Chloride 
2. ug/l 

5388 Chloroethane 
3. ug/l 

5391 Methylene Chloride 
2. ug/l 

6302 Acetone 
6. ug/l 

6303 Carbon Disulfide 
3. ug/l 

5390 1,1-Dichloroethene 
1. ug/l 

5393 1,1-Dichloroethane 
2. ug/l 

5396 Chloroform 
1. ug/l 

5402 1,2-Dichloroethane 
2. ug/l 

6305 2-Butanone 
3. ug/l 

5398 1,1,1-Trichloroethane 
1. ug/l 

5399 Carbon Tetrachloride 
1. ug/l 

5406 Bromodichloromethane 
1. ug/l 

5421 1,1,2,2-Tetrachloroethane 
2. ug/l 

5404 1,2-Dichloropropane 
1. ug/l 

6306 trans-1,3-Dichloropropene 
1. ug/l 

5403 Trichloroethene 
1. ug/l 

5411 Dibromochloromethane 
2. ug/l 

5408 1,1,2-Trichloroethane 
2. ug/l 

5401 Benzene 
1. ug/l 

6307 cis-1,3-Dichloropropene 
1. ug/l 

Batch: L993521AB 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

102 

84 

99 

95 

96 

77 

101 

106 

108 

99 

87 

95 

93 

96 

89 

99 

105 

93 

107 

87 

104 

111 

98 

103 

82 

97 

93 

98 

77 

101 

107 

108 

99 

89 

95 

94 

97 

90 

98 

104 

94 

106 

88 

104 

112 

99 

0 

1 

1 

2 

2 

1 

0 

1 

0 

0 

2 

1 

1 

1 

2 

1 

0 

1 

0 

1 

0 

1 

1 

95 

82 

93 

89 

93 

75 

102 

100 

100 

94 

85 

93 

89 

91 

90 

95 

101 

91 

100 

89 

101 

106 

96 

57 

17 

63 

24 

84 

64 

70 

85 

86 

86 

81 

65 

82 

81 

86 

65 

86 

83 

89 

80 

86 

88 

83 

143 

129 

140 

133 

127 

126 

118 

135 

128 

125 

130 

139 

131 

129 

120 

133 

122 

119 

128 

122 

121 

125 

120 

Lancaster Laboratories 
M E M B E R 2425 New Holland Pike 

m 
PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company 
717-656-2300 Fax: 717-655-2681 See reverse side for explanation of symbols and abbreviations. 2215 Rev. 3/23/99 



Where quality is a science. 
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LLI Sample No. 3295780 

Water Storage Blank Grab Water Sample 
Site Code: SCOOl RFfi i YGQP9900271 
Dayton Thermal/Dayton, OH 

SAMPLE SAMPLE 
MDL UNITS 

5419 Bromoform 
1. ug/l 

6308 4-Methyl-2-pentanone 
5. ug/l 

6309 2-Hexanone 
7. ug/l 

5409 Tetrachloroethene 
1. ug/l 

5407 Toluene 
2. ug/l 

5413 Chlorobenzene 
1. ug/l 

5415 Ethylbenzene 
2. ug/l 

5418 Styrene 
1. ug/l 

6310 Xylene (Total) 
1. ug/l 

5392 trans-1,2-Dichloroethene 
2. ug/l 

5395 cis-1,2-Dichloroethene 
2. ug/l 

BL 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

Group No. 696536 
DaimlerChrysler Corporation 

DUP 
RPD MS 

89 

97 

96 

121 

111 

101 

110 

104 

112 

96 

107 

MS 
MSD RPD 

88 

98 

96 

121 

112 

106 

111 

103 

112 

96 

108 

1 

2 

0 

0 

1 

1 

1 

1 

0 

0 

1 

LCS 

95 

91 

90 

114 

107 

102 

104 

105 

108 

92 

104 

LCS LCS LCS LIMITS 
LCS DUP RPD LOW HIGH 

65 

72 

64 

78 

89 

91 

91 

92 

92 

85 

89 

128 

131 

131 

144 

121 

120 

122 

120 

123 

130 

125 

Lancaster Laboratories 
M E M B E R 2425 New Holland Pike 

PO Box 12425 
©•JSS H B?3 Lancaster, PA 17605-2425 Lancaster Laboratones is a subsidiary of Themio TerraTech Inc., a Thermo Electron Company. 

717-656-2300 Fax:717-655-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev 3/23/99 
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Where quality is a science. 

LLI Sample No. 3295780 

Water Storage Blank Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 

Group No. 696536 
DaimlerChrysler Corporation 

SURROGATE SUMMARY 

TOIAL ID SURROGATE RECOVERY * 

6291 TCL by 8260 (water) 

SURROGATE LIMITS 
LOW HIGH 

DBFM 
d4-l,2-DCA 
d8-toluene 
4-BFB 

94 
103 
102 
97 

86 
80 
88 
86 

118 
120 
110 
115 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
717-655-2300 Fax: 717-656-2581 See reverse side for explanation of symbols and abbreviations. 2216 Rev 3/23/99 



EPA Region 5 Records Ctr. 

Page: 1 of 16 

Where quality is a science. 350089 

LLI Sample No, WW 3290434 
Collected: 12/13/99 at 17:30 by CH 

Submitted: 12/14/99 Reported: 12/23/99 
Discard: 02/22/00 

WL41092 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 
41092 SJXi : DCC84-01 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. 
Rel. 

N99C403749-A 
YGQP9900271 

CAT 
NO. 

6291 
1751 
7035 
7036 
7046 
7049 
7053 
7055 
7066 
7072 
0259 
0937 
1316 
4678 
4679 
1123 
0200 
0430 

0496 

1121 

1122 

ANALYSIS NAME 

TCL by 8260 (water) 
Chromium 
Arsenic TO 
Selenium TO 
Barium TO 
Cadmium TO 
Copper TO 
Lead TO 
Silver TO 
Zinc TO 
Mercury 
TCL Pesticides in Waters 
AppendixIX Herbicides - Waters 
TCL SW846 Semi volatiles/Waters 
TCL SW846 Semi volatiles/Waters 
Cyanide (Reactivity) 
pH 
Flash Point for Liquids 
No flash observed below 151F. 
Test flame extinguished at 99F. 
Flash point was determined using 
Corrosivity 

AS RECEIVED 

RESULTS 

0.0171 J 
0.0087 J 
N.D. 
0.0778 
0.0070 
0.201 
0.264 
N.D. 
0.456 
0.00021 

N.D. 
7.38 

No Flash Observed 

METHOD 
DETECTION LIMIT UNITS 

0.0098 
0.0050 
0.0044 
0.00049 
0.00081 
0.0029 
0.0079 
0.0017 
0.0030 
0.00010 

100. 
0.010 

See Page 
mg/l 
mg/l 
mg/l 
mg/l 
mg/l 
mg/l 
mg/l 
mg/l 
mg/l 
mg/l 
See Page 
See Page 
See Page 
See Page 
mg/kg 

Degrees F 

Pensky Martens closed cup apparatus. 
See Below See Below 

2 

3 
4 
5 
6 

Corrosivity: 
The pH of the sample was 7.38 indicating 
that the sample is not corrosive. 
A waste is corrosive if it exhibits a pH equal to or less than 2 
or equal to or greater than 12.5. 
Reactivity See Below See Below 
Reactivity: 
The sample was extracted by the interim method described in SW 846, 
Chapter 7.3. This solution was analyzed for cyanide and sulfide. 
This waste is not considered reactive and hazardous because it does 
not generate a quantity of hydrogen cyanide exceeding 250 mg/kg or 
hydrogen sulfide exceeding 500 mg/kg. These interim threshold limits were 
established by the Solid Waste Branch of EPA, July, 1992. These results 
do not reflect total cyanide or total sulfide. 
Sulfide (Reactivity) N.D. 39. mg/kg 

Frac Tank #4109, second load, second sample 

1 COPY TO Leggette, Brashears & Graham ATTN: Mr. Ken Vogel 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 
03:16:48 D 0001 3 139744 695456 
480 0.00 00202400 ASROOO 

^im.jt^iic4H4^ 
Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-655-2300 Fax: 717-556-2681 See reverse side for explanation of symbols and abbreviations. 

Respectfully Submitted 
Duane A. Luckenbill, B.S. 
Group Leader, GC/MS Volatiles 

Lancaster Laboratones is a subsidiary of Thenno TerraTech Inc., a Thermo Electron Company. 
2216 Rev 3/23/99 
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Where quality is a science. 

LLI Sample No. WW 3290434 
Collected: K/13/99 at 17:30 by CH 

Submitted: 12/14/99 Reported: 12/23/99 
Discard: 02/22/00 

WL41092 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 
41092 SDG#: DCC84-01 

Account No: 10160 

CAT 
NO. ANALYSIS NAME 

TCL by 8260 (water) 

5385 
5387 
5386 
5388 
5391 
6302 
6303 
5390 
5393 
5396 
5402 
6305 
5398 
5399 
5406 
5421 
5404 
6306 
5403 
5411 
5408 
5401 
6307 
5419 
6308 
6309 
5409 
5407 
5413 
5415 
5418 
6310 
5392 
5395 

Chloromethane 
Bromomethane 
Vinyl Chloride 
Chloroethane 
Methylene Chloride 
Acetone 
Carbon Disulfide 
1,1-Dichloroethene 
1,1-Dichloroethane 
Chloroform 
1,2-Dichloroethane 
2-Butanone 
1,1,1-Trichloroethane 
Carbon Tetrachloride 
Bromodichloromethane 
1,1,2.2-Tetrachl oroethane 
1,2-Dichloropropane 
trans-1,3 -Di chloropropene 
Trichloroethene 
Di bromochloromethane 
1,1,2-Trichloroethane 
Benzene 
ci s-1,3-Di chloropropene 
Bromoform 
4-Methyl-2-pentanone 
2-Hexanone 
Tetrachloroethene 
Toluene 
Chlorobenzene 
Ethylbenzene 
Styrene 
Xylene (Total) 
trans-1,2-Dichloroethene 
cis-1,2-Dichloroethene 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 

AS RECEIVED 

:SULTS 

N.D. 
N.D. 
N.D. 
N.D. 

12. 
24. 
N.D. 
2. 
16. 
1. 
N.D. 
7. 
60. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
4. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
7. 
29. 

N.D. 
N.D. 
N.D. 
9. 
N.D. 
N.C ). 

J 

J 

J 

J 

48153-7933 

METHOD 
DETECTION LIMIT UNITS 

3 
3 
2 
3 
2 
6 
3 
1 
2 
1 
2 
3 
1 
1 
1 
2 
1 
1 
1 
2 
2 
1 
1 
1 
5 
7 
1 
2 
1 
2 
1 
1 
2 
2 

ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 

P.O. N99C403749-A 
Rel. YGQP9900271 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M B 

^^^B 
E R 

r fc^ 
Respectfully Submitted 
Duane A. Luckenbill, B.S. 
Group Leader, GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 Nevj Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2215 Rev 3/23/99 



Page: 3 of 16 

Where quality is a science. 

LLI Sample No. WW 3290434 
Collected: E/13/99 at 17:30 by CH 

Submitted: 12/14/99 Reported: 12/23/99 
Discard: 02/22/00 

WL41092 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 
41092 SDG#: DCC&4-01 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

CAT 
NO. ANALYSIS NAME 

TCL Pesticides in Waters 

1600 
1601 
1603 
1602 
1604 
1605 
1606 
1616 
1610 
1607 
1611 
1615 
1608 
1617 
1609 
0938 
1860 
1361 
1362 
1613 
1618 
1619 
1620 
1621 
1622 
1623 
1624 
1626 

Alpha BHC 
Beta BHC 
Delta BHC 
Gamma BHC - Lindane 
Heptachlor 
Aldrin 
Heptachlor Epoxide 
Endosulfan I 
Dieldrin 
DDE 
Endrin 
Endosulfan II 
DDD 
Endosulfan Sulfate 
DDT 
Endrin Ketone 
Methoxychlor 
Alpha Chlordane 
Gaima Chlordane 
Toxaphene 
Endrin Aldehyde 
PCB-1016 
PCB-1221 
PCB-1232 
PCB-1242 
PCB-1248 
PCB-1254 
PCB-1260 
Due to interfering peaks 
the lowest quantitation 1 

AS RECEIVED 

RESULTS 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
5.2 
N.D. 

on the chromatogram, the val 
imits obtainable. 

METHOD 
DLIECTION LIMIT UNITS 

0.0095 
0.0095 
0.047 
0.0095 
0.0095 
0.0095 
0.0095 
0.20 
0.019 
0.019 
0.095 
0.095 
0.019 
0.019 
0.0038 
0.019 
0.019 
0.0095 
0.0095 
1.4 
0.019 
0.47 
0.47 
0.47 
0.47 
0.47 
0.47 
0.47 

ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 

ues reported represent 

P.O. 
Rel. 

N99C403749-A 
YGQP9900271 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 

RespectfulW Submi1 
Jenifer/E/Hess, B.S. 
Group L|3aer Pesticides/PCBs 

Lancaster Laboratories is a subsidiary of Thenno TerraTech Inc., a Thermo Electron Company. 
2216 Rev 3/23/99 



Page: 4 of 16 

Where quality is a science. 

LLI Sample No. WW 3290434 
Collected: 12/13/99 at 17:30 by CH 

Submitted: 12/14/99 Reported: 12/23/99 
Discard: 02/22/00 

WL41092 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 
41092 SDG#: DCC84-01 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. 
Rel. 

N99C403749-A 
YGQP9900271 

CAT 
NO. ANALYSIS NAME RESULTS 

AS RECEIVED 
METHOD 

DETECTION LIMIT UNITS 

AppendixIX Herbicides - Waters 

0288 2,4-D 0.205 J 
1314 Dinoseb N.D. 
0289 2,4,5-TP 0.474 
1315 2,4,5-T 0.0361 J 

The surrogate data is outside the QC l imits due to unresolvable matrix 
problems evident in the sample chromatogram. 

0.095 
0.048 
0.0095 
0.0095 

ug/l 
ug/l 
ug/l 
ug/l 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

Respectfully Submitted 
Lancaster Laboratories .Jenifer? E/ HeSS B S 
2425 New Holland Pike / Q j A p P e s t i Ci deS/PCBS 
PO Box 12425 ^ \ 7 
Lancaster PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
717-555-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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Where quality is a science. 

L L I S a m p l e N o . WW 3 2 9 0 4 3 4 
Collected: 12/13/99 at 17:30 by CH 

Submitted: 12/14/99 Reported: 12/23/99 
Discard: 02/22/00 

WL41092 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 
41092 SDG#: DCC84-01 

CAT 
NO. ANALYSIS NAME 

TCL SW846 Semi volatiles/Waters 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

AS RECEIVED 
METHOD 

RESULTS DETECTION LIMIT UNITS 

P.O. 
Rel. 

N99C403749-A 
YGQP9900271 

3925 
3936 
3924 
3937 
3938 
3939 
4680 
4681 
4682 

3942 
3941 
3943 
3944 
3926 
3927 
3945 
3928 
3946 
3947 
3871 
3948 
3929 
3905 
3949 
3930 
3922 
3950 
3907 
3952 
3951 

Phenol 
bis(2-Chloroethyl )ether 
2-Chlorophenol 
1,3-Dichlorobenzene 
1,4-Di chlorobenzene 
1,2-Di chlorobenzene 
2-Methylphenol 
2,2"-oxybi s(1-Chloropropane) 
4-Methylphenol 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

1. 
2. 
N.D. 
N.D. 

0.9 
0.9 
0.9 
0.9 
0.9 
0.9 
0.9 
0.9 
3. 

ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 

3-Methylphenol and 4-methylphenol cannot be resolved under the 
chromatographic conditions used for sample analysis. The result reported 
for 4-niethylphenol represents the combined total of both compounds. 
N - Nitroso-di-n-propyl amine 
Hexachloroethane 
Nitrobenzene 
Isophorone 
2-Nitrophenol 
2,4-Dimethylphenol 
bis(2-Chloroethoxy)methane 
2,4-Dichlorophenol 
1,2,4-Tri chlorobenzene 
Naphthalene 
4-Chloroaniline 
Hexachlorobutadiene 
4-Chloro-3-methylphenol 
2-Methylnaphthalene 
Hexachlorocycl opentadi ene 
2,4,6-Trichlorophenol 
2,4,5-Tri chlorophenol 
2-Chloronaphthalene 
2-Nitroaniline 
Dimethylphthalate 
Acenaphthylene 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

0.9 
0.9 
0.9 
0.9 
0.9 
0.9 
0.9 
0.9 
0.9 
0.9 
0.9 
2. 
0.9 
0.9 
5. 
2. 
2. 
0.9 
2. 
2. 
0.9 

ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

Respectfuny Submitted 
Charles J. Neslund, B.S. 
Group Leader, GC/MS SVOA 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-555-2300 Fax: 717-655-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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Where quality is a science. 

LLI Sample No. WW 3290434 
Collected: K/13/99 at 17:30 by CH 

Submitted: 12/14/99 Reported: 12/23/99 
Discard: 02/22/00 

WL41092 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 
41092 SDG#: DCC84-01 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

CAT 
NO. 

3908 
3954 
3931 
3932 
3879 
3955 
3953 
3958 
3957 
3956 
3909 
3933 
3960 

3961 
3962 
3934 
3963 
3964 
4684 
3965 
3966 
3967 
3969 
3972 
3970 
3973 
3971 
3974 
3975 
3976 
3977 
3978 
3979 
3980 

ANALYSIS NAME 

346 Semi v o l a t i l e s / W a t e r s 

3-Nitroaniline 
Acenaphthene 
2,4-Dinitrophenol 
4-Nitrophenol 
Dibenzofuran 
2,4-Dinitrotoluene 
2,6-Dinitrotoluene 
Diethylphthalate 
4-Chlorophenyl-phenylether 
Fluorene 
4-Nitroaniline 
4,6-Dinitro-2-methylphenol 
N-Ni trosodi phenyl ami ne 

AS RECEIVED 

RESULTS 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

3. 
N.D. 

1. 
N.D. 
N.D. 
N.D. 

N-nitrosodiphenylamine decomposes in the (aC inlet 

J 

J 

METHOD 
DLIECTION LIMIT UNITS 

2. 
0.9 

19. 
9. 
0.9 
0.9 
2. 
2. 
0.9 
0.9 
2. 
5. 
0.9 

fo rming d i phenyl 

ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 

amine. 
The result reported for N-nitrosodiphenylamine represents the combined 
total of both compounds. 
4-Bromophenyl-phenylether 
Hexachlorobenzene 
Pentachlorophenol 
Phenanthrene 
Anthracene 
Carbazole 
Di-n-butylphthalate 
Fluoranthene 
Pyrene 
Butyl benzylphthalate 
3,3"-Dichlorobenzidine 
Benzo(a)anthracene 
bis(2-Ethylhexyl)phthalate 
Chrysene 
Di-n-octylphthalate 
Benzo(b)fluoranthene 
Benzo(k)f1uoranthene 
Benzo(a)pyrene 
Indeno(l,2,3-cd)pyrene 
Dibenz(a,h)anthracene 
Benzo(g,h,i)perylene 

N.D. 
N.D. 
N.D. 

3. 
N.D. 
N.D. 
N.D. 
N.D. 

3. 
N.D. 
N.D. 

1. 
2. 
1. 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

J 

J 

J 
J 
J 

2. 
2. 
3. 
0.9 
0.9 
3. 
2. 
0.9 
0.9 
2. 
2. 
0.9 
2. 
0.9 
2. 
0.9 
0.9 
0.9 
0.9 
0.9 
0.9 

ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 

P.O. 
Rel. 

N99C403749-A 
YGQP9900271 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M B E R 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax: 717-656-2631 See reverse side for explanation of symbols and abbreviations. 

Respectfully Submitted 
Charles J. Neslund, B.S. 
Group Leader, GC/MS SVOA 

Lancaster Laboratories is a subsidiary of Thermo TerraTech inc., a Thermo Electron Company. 
2215 Rev. 3/23/99 
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Where quality is a science. 

LLI Sample No. WW 3290434 
Collected: 12/13/99 at 17:30 by CH 

Submitted: 12/14/99 Reported: 12/23/99 
Discard: 02/22/00 

WL41092 Grab Water Sanple 
Site Code: SCOOl R F M YGQP9900271 
Dayton Thermal/Dayton, OH 
41092 SDG#: DCC84-01 

CAT 
NO. 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. N99C403749-A 
Rel. YGQP9900271 

ANALYSIS NAME 

AS RECEIVED 
METHOD 

RESULTS DETECTION LIMIT UNITS 

TCL SW846 Semi volatiles/Waters 

Sufficient sample volume was not available to perform a MS/MSD for this 
analysis. Therefore, a LCS/LCSD was performed to demonstrate precision and 
accuracy at a batch level. 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

( ^ fet,-/ 
Respectfully Submitted 
Charles J. Neslund, B.S. 
Group Leader, GC/MS SVOA 

Lancaster Laboratones is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax: 717-656-2581 See reverse side for explanation of symbols and abbreviations. 2216 Rev 3/23/99 
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LABORATORY CHRONICLE 

Where quality is a science. 

Page: 8 of 16 

LLI Sample No. WW 3290434 
Collected: 12/13/99 at 17:30 by CH 

Submitted: 12/14/99 

WL41092 Grab Water Sample 
Site Code: SCOOl RFfi i YGQP9900271 
Dayton Thermal/Dayton. OH 
41092 SD(^: DCC&4-01 

METHOD 
CAT 
NO 

6291 

1751 
1848 
7035 
7036 
7046 
7049 
7053 
7055 
7066 
7072 

0259 
5713 

ANALYSIS NAME 

TCL by 8260 (water) 

Chromium 
WW SW846 ICP Digest 
Arsenic TO 
Selenium TO 
Barium TO 
Cadmium TO 
Copper TO 
Lead TO 
Silver TO 
Zinc TO 

Mercury 
WW SW846 Hg Digest 

(tot rec) 

0816 Water Sample Herbicide Extract 
0817 Water Sample Pest. Extraction 
0937 TCL Pesticides in Waters 
1316 AppendixIX Herbicides - Waters 

0813 BNA Water Extraction 
4678 TCL SW846 Semi volatiles/Waters 
4679 TCL SW&46 Semi volatiles/Waters 

1123 Cyanide (Reactivity) 

0200 pH 
0430 Flash Point for Liquids 
1121 Reactivity 
1122 Sulfide (Reactivity) 

Account No: 10160 
DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

SW-846 8260B 

SW-846 6010B 
SW-846 3005A 
SW-846 6010B 
SW-846 6010B 
SW-846 6010B 
SW-846 6010B 
SW-846 6010B 
SW-846 6010B 
SW-846 6010B 
SW-846 6010B 

SW-846 7470A 
SW-846 7470A 

SW-846 815U 
SW-846 3510C 
SW-846 8081A/8082 
SW-846 8151A 

SW-846 3510C 
SW-846 8270C 
SW-846 8270C 

SW-846 9012 

EPA 150.1 
ASTM D 93-90 
SW-&46 Chapter 7.3 
SW-846 9034 

ANALYSIS 
TOIAL ID DATE AND TIME ANALYST 

12/15/99 0609 Marc S. Neal 

12/16/99 0618 
12/15/99 2145 
12/16/99 0618 
12/16/99 0618 
12/16/99 0618 
12/16/99 0618 
12/16/99 0618 
12/16/99 0618 
12/16/99 0618 
12/16/99 0618 

12/16/99 1532 
12/15/99 2251 

: 12/16/99 0715 
12/15/99 1100 
12/16/99 1739 
12/18/99 1517 

.12/16/99 0810 
12/16/99 1757 
' 12/16/99 1757 

Brenda A. 
Charlotte 
Brenda A. 
Brenda A. 
Brenda A. 
Brenda A. 
Brenda A. 
Brenda A. 
Brenda A. 
Brenda A. 

Weaver 
L. Houck 
Weaver 
Weaver 
Weaver 
Weaver 
Weaver 
Weaver 
Weaver 
Weaver 

Rosalind D. Ernest 
Nelli S. Markaryan 

Joseph S. Feister 
Clara L. Medina 
Douglas D. Seitz 
Carolyn J. Koch 

Ginelle L. Haines 
Timothy Trees 
Timothy Trees 

12/16/99 1225 Mark A. Buckwalter 

12/16/99 0740 
12/14/99 1025 
12/16/99 0840 
12/16/99 0840 

Daniel S. Smith 
Susan A. Engle 
Susan E. Hibner 
Susan E. Hibner 

M E M B E R 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
717-555-2300 Fax: 717-555-2581 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



QUALITY CONTROL REPORT 

Where quality is a science. 

Page: 9 of 16 

LLI Sample No. 3290434 

WL41092 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 

Group No. 695456 
DaimlerChrysler Corporation 

SAMPLE 
MDL 

SAMPLE 
UNITS BLANK 

DUP MS LCS LCS LCS LIMITS 
RPD MS MSD RPD LCS DUP RPD LOW HIGH 

6291 TCL by 8260 (water) 

5385 Chloromethane 
3. ug/l 

5387 Bromomethane 
3. ug/l 

5386 Vinyl Chloride 
2. ug/l 

5388 Chloroethane 
3. ug/l 

5391 Methylene Chloride 
2. ug/l 

6302 Acetone 
6. ug/l 

6303 Carbon Disulfide 
3. ug/l 

5390 1,1-Dichloroethene 
1. ug/l 

. 5393 1,1-Dichloroethane 
2. ug/l 

5396 Chloroform 
1. ug/l 

5402 1,2-Dichloroethane 
2. ug/l 

6305 2-Butanone 
3. ug/l 

5398 1,1,1-Trichloroethane 
1. ug/l 

5399 Carbon Tetrachloride 
1. ug/l 

5406 Bromodichloromethane 
1. ug/l 

5421 1,1,2,2-Tetrachloroethane 
2. ug/l 

5404 1.2-Dichloropropane 
1. ug/l 

6306 trans-1,3-Dichloropropene 
1. ug/l 

5403 Trichloroethene 
1. ug/l 

5411 Dibromochloromethane 
2. ug/l 

5408 1,1,2-Trichloroethane 
2. ug/l 

5401 Benzene 
1. ug/l 

6307 cis-1,3-Dichloropropene 
1. ug/l 

Batch: L993481AB 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

108 

87 

105 

99 

108 

80 

72 

115 

111 

104 

97 

95 

102 

101 

95 

99 

108 

93 

111 

85 

106 

113 

94 

103 

86 

102 

98 

107 

80 

67 

112 

107 

104 

98 

95 

102 

100 

93 

100 

107 

90 

110 

84 

105 

112 

92 

4 

1 

3 

1 

1 

0 

7 

3 

3 

1 

1 

0 

1 

1 

2 

0 

1 

3 

1 

1 

0 

1 

2 

103 

83 

98 

93 

103 

83 

107 

108 

106 

99 

94 

97 

97 

96 

94 

97 

104 

96 

102 

94 

103 

105 

99 

57 

17 

63 

24 

84 

64 

70 

85 

86 

86 

81 

65 

82 

81 

86 

65 

86 

83 

89 

80 

86 

88 

83 

143 

129 

140 

133 

127 

126 

118 

135 

128 

125 

130 

139 

131 

129 

120 

133 

122 

119 

128 

122 

121 

125 

120 

Lancaster Laboratories 
2425 New Holland Pike 
POBox 12425 

W ^ S ^ i S Lancaster, PA 17505-2425 

M E M B E R 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company 
717-656-2300 Fax: 717-556-2581 See reverse side for explanation of symbols and abbreviations. 2216 Rev 3/23/99 
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LLI Sample No. 3290434 

WL41092 Grab Water Sample 
Site Code: SCOOl RFA# YGQP9900271 
Dayton Thermal/Dayton, OH 

Group No. 695456 
DaimlerChrysler Corporation 

SAMPLE SAMPLE 
MDL UNITS 

5419 Bromoform 
1. ug/l 

6308 4-Methyl-2-pentanone 
5. ug/l 

6309 2-Hexanone 
7. ug/l 

5409 Tetrachloroethene 
1. ug/l 

5407 Toluene 
2. ug/l 

5413 Chlorobenzene 
1. ug/l 

5415 Ethylbenzene 
2. ug/l 

5418 Styrene 
1. ug/l 

6310 Xylene (Total) 
1. ug/l 

5392 trans-1,2-Dichloroethene 
2. ug/l 

5395 cis-1.2-Dichloroethene 
2. ug/l 

1751 Chromium 
0.0098 mg/l 

7035 Arsenic TO 
0.0050 mg/l 

7036 Selenium TO 
0.0044 mg/l 

7046 Barium TO 
O:00049 mg/l 

7049 Cadmium TO 
0.00081 mg/l 

7053 Copper TO 
0.0029 mg/l 

7055 Lead TO 
0.0079 mg/l 

7066 Silver TO 
0.0017 mg/l 

7072 Zinc TO 
0.0030 mg/l 

0259 Mercury 
0.00010 mg/l 

0937 TCL Pesticides in Waters 

1600 Alpha BHC 
0.0095 ug/l 

1601 Beta BHC 
0.0095 ug/l 

BLANK 

N.D. 

N.D. 

N.D. 

N.D. 
J 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
Batch: 993491848009 

N.D. 
Batch: 993491848009 

N.D. 
Batch: 993491848009 

N.D. 
Batch: 993491848009 

0.00095J mg/l 
Batch: 993491848009 

N.D. 
Batch: 993491848009 

N.D. 
Batch: 993491848009 

N.D. 
Batch: 993491848009 

N.D. 
Batch: 993491848009 

N.D. 
Batch: 993495713002 

N.D. 

Batch: 993480006A 

N.D. 

N.D. 

DUP 
RPD 

0 (1) 

0 (1) 

0 (1) 

0 (1) 

0 (1) 

0 (1) 

0 (1) 

2 

3 

0 (1) 

MS 

79 

93 

92 

122 

113 

108 

113 

108 

115 

104 

110 

102 

97 

93 

100 

100 

104 

100 

104 

95 

103 

M. 

77 

93 

92 

121 

112 

108 

112 

106 

113 

101 

110 

102 

97 

93 

100 

100 

104 

100 

104 

94 

103 

MS LCS LCS LCS LIMITS 
RPD LCS DUP RPD LOW HIGH 

3 

1 

0 

1 

1 

0 

1 

1 

1 

3 

0 

0 

0 

0 

0 

0 

0 

0 

0 

1 

0 

96 

94 

92 

113 

106 

103 

106 

107 

109 

99 

104 

101 

100 

98 

101 

102 

102 

100 

101 

99 

110 

65 

72 

64 

78 

89 

91 

91 

92 

92 

85 

89 

80 

80 

80 

80 

80 

80 

80 

80 

80 

80 

128 

131 

131 

144 

121 

120 

122 

120 

123 

130 

125 

120 

120 

120 

120 

120 

120 

120 

120 

120 

120 

105 110 

115 124 

16 

18 

108 

119 

49 

64 

151 

122 

(1) The result for one or both determinations was less than five times the LOQ. 

Lancaster Laboratories 
M E M B E R 2425 New Holland Pike 

PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratones is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company 
717-655-2300 Fax: 717-555-2581 See reverse side for explanation of symbols and abbreviations. 2215 Rev 3/23/99 
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LLI Sample No. 3290434 

WL41092 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 

SAMPLE SAMPLE 
MDL UNITS 

1603 Delta BHC 
0.047 ug/l 

1602 Ganma BHC - Lindane 
0.0095 ug/l 

1604 Heptachlor 
0.0095 ug/l 

1605 Aldrin 
0.0095 ug/l 

1606 Heptachlor Epoxide 
0.0095 ug/l 

1616 Endosulfan I 
0.20 ug/l 

1610 Dieldrin 
0.019 ug/l 

1607 DDE 
0.019 ug/l 

1611 Endrin 
0.095 ug/l 

1615 Endosulfan II 
0.095 ug/l 

1608 DDD 
0.019 ug/l 

1617 Endosulfan Sulfate 
0.019 ug/l 

1609 DDT 
0.0038 ug/l 

0938 Endrin Ketone 
0.019 ug/l 

1860 Methoxychlor 
0.019 ug/l 

1361 Alpha Chlordane 
0.0095 ug/l 

1362 Gaima Chlordane 
0.0095 ug/l 

1613 Toxaphene 
1.4 ug/l 

1618 Endrin Aldehyde 
0.019 ug/l 

1619 PCB-1016 
0.47 ug/l 

1620 PCB-1221 
0.47 ug/l 

1621 PCB-1232 
0.47 ug/l 

1622 PCB-1242 
0.47 ug/l 

1623 PCB-1248 
0.47 ug/l 

1624 PCB-1254 
0.47 ug/l 

BL 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

Group No. 695456 
DaimlerChrysler Corporation 

DUP 
RPD MS 

136 

112 

102 

102 

183 

111 

86 

112 

117 

104 

107 

115 

127 

113 

128 

109 

113 

106 

MS 
MSD RPD 

142 ] 

119 

101 

100 

162 

113 ] 

L5 

16 

LO 

8 

2 

LI 

92 14 

117 15 

123 16 

109 15 

114 16 

120 14 

133 15 

120 16 

133 14 

115 14 

117 13 

112 16 

LCS 

116 

113 

92 

92 

117 

101 

103 

97 

116 

109 

108 

121 

91 

110 

92 

113 

107 

104 

LCS LCS LCS LIMITS 
LCS DUP RPD LOW HIGH 

64 

57 

38 

42 

52 

37 

50 

46 

68 

42 

60 

67 

34 

74 

72 

70 

60 

52 

132 

143 

129 

112 

136 

146 

145 

140 

156 

143 

134 

132 

162 

115 

160 

117 

107 

142 

M E M B E R 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
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LLI Sample No. 3290434 

WL41092 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, QH 

Group No. 695456 
DaimlerChrysler Corporation 

SAMPLE 
MDL 

SAMPLE 
UNITS BLANK 

DUP MS LCS LCS LCS LIMITS 
RPD MS MSD RPD LCS DUP RPD LOW HIGH 

1626 PCB-1260 
0.47 ug/l N.D. 

1316 AppendixIX Herbicides - Waters Batch: 993490018A 

0288 2.4-D 
0.095 ug/l 

1314 Dinoseb 
0.048 ug/l 

0289 2,4,5-TP 
0.0095 ug/l 

1315 2,4,5-T 
0.0095 ug/l 

N.D. 

N.D. 

N.D. 

N.D. 

80 

88 

88 

89 

99 

75 

101 

95 

.21 

17 

10 

5 

92 

59 

91 

96 

4678 TCL SW846 Semi volatiles/Waters Batch: 99350WAB026 

3925 Phenol 
0.9 ug/l N.D. 

3936 bis(2-Chloroethyl)ether 
0.9 ug/l N.D. 

3924 2-Chlorophenol 
0.9 ug/l N.D. 

3937 1,3-Dichlorobenzene 
0.9 ug/l N.D. 

3938 1,4-Dichlorobenzene 
0.9 ug/l N.D. 

3939 1,2-Dichlorobenzene 
0.9 ug/l N.D. 

4680 2-Methylphenol 
0.9 ug/l N.D. 

4681 2.2'-oxybi s(1-Chloropropane) 
0.9 ug/l N.D. 

4682 4-Methylphenol 
3. ug/l N.D. 

3942 N-Nitroso-di-n-propylamine 
0.9 ug/l N.D. 

3941 Hexachloroethane 
0.9 ug/l N.D. 

3943 Nitrobenzene 
0.9 ug/l N.D. 

3944 Isophorone 
0.9 ug/l N.D. 

3926 2-Nitrophenol 
0.9 ug/l N.D. 

3927 2,4-Dimethylphenol 
0.9 ug/l N.D. 

3945 bis(2-Chloroethoxy)niethane 
0.9 ug/l N.D. 

3928 2,4-Dichlorophenol 
0.9 ug/l N.D. 

36 

14 

33 

59 

168 

108 

161 

156 

46 

100 

88 

51 

53 

61 

92 

93 

85 

98 

33 

95 

91 

89 

93 

96 

92 

47 

101 

96 

55 

57 

65 

96 

94 

87 

100 

36 

102 

94 

98 

99 

100 

99 

3 

2 

8 

7 

6 

6 

4 

1 

2 

1 

9 

7 

3 

9 

6 

4 

7 

29 

61 

61 

43 

39 

48 

50 

54 

47 

52 

25 

58 

66 

61 

62 

57 

57 

64 

122 

123 

104 

109 

111 

117 

149 

112 

141 

96 

126 

123 

133 

124 

125 

122 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company 
717-655-2300 Fax:717-555-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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LLI Sample No. 3290434 

WL41092 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 

Group No. 695456 
DaimlerChrysler Corporation 

SAMPLE 
MDL 

SAMPLE 
UNITS BLANK 

DUP MS LCS LCS LCS LIMITS 
RPD MS MSD RPD LCS DUP RPD LOW HIGH 

3946 1,2,4-Trichlorobenzene 
0.9 ug/l 

3947 Naphthalene 
0.9 ug/l 

3871 4-Chloroaniline 
0.9 ug/l 

3948 Hexachlorobutadiene 
2. ug/l 

3929 4-Chloro-3-methylphenol 
0.9 ug/l 

3905 2-Methylnaphthalene 
0.9 ug/l 

3949 Hexachlorocyclopentadiene 
5. ug/l 

3930 2,4,6-Trichlorophenol 
2. ug/l 

3922 2,4,5-Trichlorophenol 
2. ug/l 

3950 2-Chloronaphthalene 
0.9 ug/l 

3907 2-Nitroaniline 
2. ug/l 

3952 Di methylphthal ate 
2. ug/l 

3951 Acenaphthylene 
0.9 ug/l 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

4679 TCL SW846 Semi volatiles/Waters Batch: 99350WAB026 

3908 3-Nitroaniline 
2. ug/l 

3954 Acenaphthene 
0.9 ug/l 

3931 2,4-Dinitrophenol 
19.. ug/l 

3932 4-Nitrophenol 
9. ug/l 

3879 Dibenzofuran 
0.9 ug/l 

3955 2,4-Dinitrotoluene 
0.9 ug/l 

3953 2,6-Dinitrotoluene 
2. ug/l 

3958 Diethylphthalate 
2. ug/l 

3957 4-Chlorophenyl-phenylether 
0.9 ug/l 

3956 Fluorene 
0.9 ug/l 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

60 67 

78 84 

69 74 

21 25 

100 103 

77 81 

29 34 

87 98 

91 100 

78 85 

93 98 

36 35 

83 86 

10 

8 

6 

17 

3 

5 

16 

12 

9 

8 

5 

1 

4 

47 

57 

30 

19 

63 

42 

6 

57 

61 

60 

49 

1 

62 

107 

113 

123 

95 

128 

131 

89 

134 

131 

116 

131 

103 

113 

66 

84 

45 

38 

85 

98 

106 

73 

82 

87 

63 

86 

77 

45 

90 

101 

108 

73 

88 

93 

5 

3 

52 

15 

5 

3 

2 

0 

8 

6 

26 

60 

18 

20 

71 

62 

68 

18 

60 

62 

141 

117 

135 

79 

113 

129 

126 

120 

121 

127 

M E M B E R 

Lancaster Laboratories 
2425 New Holland Pike 

^ p j ^ ; , ^ PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Themio TerraTech Inc., a Thermo Electron Company. 
717-556-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2215 Rev 3/23/99 



Where quality is a science. 

Page: 14 of 16 

LLI Sample No. 3290434 

WL41092 Grab Water Sample 
Site Code: SCOOl RFfi i YGQP9900271 
Dayton Thermal/Dayton, OH 

Group No. 695456 
DaimlerChrysler Corporation 

SAMPLE 
MDL 

SAMPLE 
UNITS 

3909 4-Nitroaniline 
2. ug/l 

3933 4,6-Dinitro-2-methylphenol 
5. ug/l 

3960 N-Nitrosodiphenylamine 
0.9 ug/l 

3961 4-Bromophenyl-phenylether 
2. ug/l 

3962 Hexachlorobenzene 
2. ug/l 

3934 Pentachlorophenol 
3. ug/l 

3963 Phenanthrene 
0.9 ug/l 

3964 Anthracene 
0.9 ug/l 

4684 Carbazole 
3. ug/l 

3965 Di-n-butylphthalate 
2. ug/l 

3966 Fluoranthene 
0.9 ug/l 

3967 Pyrene 
0.9 ug/l 

3969 Butylben?yl phthalate 
2. ug/l 

3972 3,3•-Di chlorobenzi di ne 
2. ug/l 

3970 Benzo(a)anthracene 
0.9 ug/l 

3973 bis(2-Ethylhexyl)phthalate 
2. ug/l 

3971 Chrysene 
0.9 ug/l 

3974 Di-n-octylphthalate 
2. ug/l 

3975 Benzo(b)fluoranthene 
0.9 ug/l 

3976 Benzo(k)fluoranthene 
0.9 ug/l 

3977 Benzo(a)pyrene 
0.9 ug/l 

3978 Indeno(l,2.3-cd)pyrene 
0.9 ug/l 

3979 Dibenz(a.h)anthracene 
0.9 ug/l 

3980 Benzo(g,h,i)perylene 
0.9 ug/l 

1123 Cyanide (Reactivity) 
100. mg/kg 

BLANK 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
Batch: 99350104101 

N.D. 

DUP 
RPD MS 

MS LCS LCS LCS LIMITS 
MSD RPD LCS DUP RPD LOW HIGH 

0 (1) 2 

(1) The result for one or both determinations was less than five times the LOQ. 

22 

84 

77 

96 

88 

93 

67 

96 

97 

97 

88 

94 

98 

88 

65 

92 

109 

99 

102 

88 

94 

95 

99 

100 

103 

105 

86 

97 

102 

90 

93 

85 

99 

98 

100 

92 

98 

101 

89 

65 

97 

109 

103 

107 

91 

97 

97 

104 

104 

102 

2 

23 

7 

2 

0 

24 

3 

1 

3 

5 

4 

3 

1 

0 

4 

0 

4 

4 

3 

3 

2 

5 

4 

1 

69 

31 

61 

65 

59 

36 

69 

67 

78 

58 

66 

63 

43 

15 

67 

64 

67 

68 

64 

68 

68 

65 

66 

66 

88 

121 

150 

125 

123 

129 

135 

121 

121 

115 

125 

124 

125 

126 

140 

120 

129 

121 

138 

120 

124 

124 

129 

128 

128 

121 

Lancaster Laboratories 
M E M B E R 2425 New Holland Pike 

PO Box 12425 
Lancaster, PA 17505-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
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LLI Sample No. 3290434 

WL41092 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 

Group No. 695456 
DaimlerChrysler Corporation 

SAMPLE 
MDL 

0200 pH 
0.010 

SAMPLE 
UNITS 

0430 Flash Point for Liquids 

1121 Reactivity 
Degrees F 

see below 
1122 Sulfide (Reactivity) 

39. mg/kg 

BLANK 

Batch: 993500237020000A 

Batch: 993480227043000A 

Batch: 993500416112100A 

Batch: 993500416112100A 
N.D. 

DUP 
RPD MS MSD 

MS 
RPD LCS 

100 

102 

LCS 
DUP 

100 

98 

LCS 
RPD 

0 

4 

LCS LIMITS 
LOW HIGH 

98 102 

97 103 

73 68 80 120 

M E M B E R 
Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thenno TerraTech Inc., a Thermo Electron Company. 
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LLI Sample No. 3290434 

WL41092 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 

0937 TCL Pesticides in Waters 

1316 AppendixIX Herbicides - Waters 

4678 TCL SW846 Semi volatiles/Waters 

4679 TCL SW846 Semi volatiles/Waters 

6291 TCL by 8260 (water) 

Group No. 695456 
DaimlerChrysler 

SURROGATE SUMMARY 

TOIAL ID SURROGATE 

TCX 
DCB 

DCAA 

2-Flphenol 
Phenol-d6 
2,4,6-TBP 

Nitrobz-d5 
2-Fbiphnyl 
Tphenyldl4 

DBFM 
d4-l,2-DCA 
d8-toluene 
4-BFB 

Corporation 

RECOVERY X 

90 
100 

413 

64 
43 
88 

90 
83 
82 

95 
100 
102 
98 

SURROGATE LIMITS 
LOW 

36 
19 

37 

15 
9 
32 

55 
57 
42 

86 
80 
88 
86 

HIGH 

121 
153 

151 

- 113 
77 
157 

130 
117 
139 

' 118 
120 
110 
115 

M E M B E R 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax: 717-656-2581 See reverse side for explanation of symbols and abbreviations. 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
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Where quality is a science. 

LLI Sample No. WW 3290435 
Collected: 12/14/99 by LAB 

Submitted: 12/14/99 Reported: 12/23/99 
Discard: 02/22/00 

Storage Blank Water Sample 
Site Code: SCOOl RFfi i YGQP9900271 
Dayton Thermal/Dayton, OH 
1213S % \ m : DCC84-02SB 

CAT 
NO. 

Account No: 10160 

Dai mlerChrysl er Corporati on 
PO Box 537933 
Livonia MI 48153-7933 

P.O. 
Rel. 

N99C403749-A 
YGQP9900271 

ANALYSIS NAME 

AS RECEIVED 
METHOD 

RESULTS DETECTION LIMIT UNITS 

6291 TCL by 8260 (water) See Page 2 

1 COPY TO Leggette, Brashears & Graham ATTTJ: Mr. Ken Vogel 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 
03:18:36 D 0001 3 139744 695456 
480 0.00 00000000 ASROOO 

Respectfully Submitted 
Duane A. Luckenbill, B.S. 
Group Leader, GC/MS Volatiles 

Lancaster Laboratones is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2215. Rev. 3/23/99 
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Where quality is a science. 

LLI Scuaple No, 
Collected: 12/14/99 

WW 3290435 
by LAB Account No: 10160 

Submitted: 12/14/99 Reported: 12/23/99 
Discard: 02/22/00 

Storage Blank Water Sample 
Site Code: SCOOl RFf i i YGQP9900271 
Dayton Thermal/Dayton, OH 
1213S SD(S!f: DCC&4-02SB 

CAT 
NO. ANALYSIS NAME 

TCL by 8260 (water) 

5385 
5387 
5386 
5388 
5391 
6302 
6303 
5390 
5393 
5396 
5402 
6305 
5398 
5399 
5406 
5421 
5404 
6306 
5403 
5411 
5408 
5401 
6307 
5419 
6308 
6309 
5409 
5407 
5413 
5415 
5418 
6310 
5392 
5395 

Chloromethane 
Bromomethane 
Vinyl Chloride 
Chloroethane 
Methylene Chloride 
Acetone 
Carbon Disulfide 
1,1-Dichloroethene . 
1,1-Dichloroethane 
Chloroform 
1,2-Dichloroethane 
2-Butanone 
1,1,1-Tri chloroethane 
Carbon Tetrachloride 
Bromodichloromethane 
1,1,2.2-Tetrachloroethane 
1.2-Dichloropropane 
trans-1.3-Dichloropropene 
Trichloroethene 
Dibromochloromethane 
1,1,2-Trichloroethane 
Benzene 
ci s-1,3-Di chloropropene 
Bromoform 
4-Methyl-2-pentanone 
2-Hexanone 
Tetrachloroethene 
Toluene 
Chlorobenzene 
Ethylbenzene 
Styrene 
Xylene (Total) 
trans -1,2-Di chl oroethene 
cis-1,2-Dichloroethene 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 

AS RECEIVED 

JLT 

48153-7933 

METHOD 
5 DLIECTION LIMIT UNITS 

N.D. 3 
N. D. 3 
N.D. 2 
N.I D. 3 
N.D. 2 
N.D. 6 
N.l ). 3 
N.D. 1 
N.l 
N.l 

). 2 
). 1 

N.D. 2 
N.D. 3 
N.l ). 1 
N.D. 1 
N.D. 1 
N.D. 2 
N.D. 1 
N.D. 1 
N.l ). 1 
N.D. 2 
N.D. 2 
N.D. 1 
N.D. 1 
N.D. 1 
N.D. 5 
N.C 
N.C 
N.C 
N.C 
N.C 
N.C 
N.C 
N.C 
N.C 

). 7 
). 1 
). 2 
). 1 
). 2 

1 
». 1 

2. 
2. 

ug/l 
ug/l 
ug/l 
ug/1 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 

P.O. N99C403749-A 
Rel. YGQP9900271 

" 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

Respectfully Submitted 
Duane A. Luckenbill, B.S. 
Group Leader, GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-656-2300 Fax: 717-655-2681 See reverse side for explanation of symbols and abbreviations. 2215 Rev 3/23/99 
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Page: 3 of 6 

Where quality is a science. 

L L I S a m p l e N o . 
Collected: 12/14/99 

Submitted: 12/14/99 

WW 3290435 
by LAB 

Storage Blank Water Sample 
Site Code: SCOOl RFfi i YGQP9900271 
Dayton Thermal/Dayton, OH 
1213S SDG#: DCC84-02SB 

CAT 
NO ANALYSIS NAME 

Account No: 10160 
DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

6291 TCL by 8260 (water) 

METHOD 

SW-846 8260B 

ANALYSIS 
TOIAL ID DATE AND TIME ANALYST 

1 12/15/99 1214 Joel R. Nace 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
717-556-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev 3/23/99 



Where quality is a science. 

Page: 4 of 

LLI Sample No. 3290435 

Storage Blank Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 

Group No. 695456 
DaimlerChrysler Corporation 

SAMPLE 
MDL 

SAMPLE 
UNITS BLANK 

DUP MS LCS LCS LCS LIMITS 
RPD MS MSD RPD LCS DUP RPD LOW HIGH 

6291 TCL by 8260 (water) 

5385 Chloromethane 
3. ug/l 

5387 Bromomethane 
3. ug/l 

5386 Vinyl Chloride 
2. ug/l 

5388 Chloroethane 
3. ug/l 

5391 Methylene Chloride 
2. ug/l 

6302 Acetone 
6. ug/l 

6303 Carbon Disulfide 
3. ug/l 

5390 1,1-Dichloroethene 
1. ug/l 

5393 1,1-Dichloroethane 
2. ug/l 

5396 Chloroform 
1. ug/l 

5402 1,2-Dichloroethane 
2. ug/l 

6305 2-Butanone 
3. ug/l 

5398 1,1,1-Trichloroethane 
1. ug/l 

5399 Carbon Tetrachloride 
1. ug/l 

5406 Bromodichloromethane 
1. ug/l 

5421 1,1,2,2-Tetrachloroethane 
2. ug/l 

5404 1,2-Dichloropropane 
1. ug/l 

6306 trans-1,3-Dichloropropene 
1. ug/l 

5403 Trichloroethene 
1. ug/l 

5411 Dibromochloromethane 
2. ug/l 

5408 1,1,2-Trichloroethane 
2. ug/l 

5401 Benzene 
1. ug/l 

6307 cis-1,3-Dichloropropene 
1. ug/l 

Batch: L993481AB 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.O. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

108 

87 

105 

99 

108 

80 

72 

115 

111 

104 

97 

95 

102 

101 

95 

99 

108 

93 

111 

85 

106 

113 

94 

103 

86 

102 

98 

107 

80 

67 

112 

107 

104 

98 

95 

102 

100 

93 

100 

107 

90 

110 

84 

105 

112 

92 

0 

1 

2 

103 

83 

98 

93 

103 

83 

107 

108 

106 

99 

94 

97 

97 

96 

94 

97 

104 

96 

102 

94 

103 

105 

99 

57 

17 

63 

24 

84 

64 

70 

85 

86 

86 

81 

65 

82 

81 

86 

65 

86 

83 

89 

80 

86 

88 

83 

143 

129 

140 

133 

127 

126 

118 

135 

128 

125 

130 

139 

131 

129 

120 

133 

122 

119 

128 

122 

121 

125 

120 

Lancaster Laboratories 
M E M B E R 2425 New Holland Pike 

PO Box 12425 
^ ^ ^ ^ ^ H i H Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company 

^ ^ ^ S f e g m ^ 717-656-2300 Fax:717-655-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



QUALITY CONTROL REPORT 

Where quality is a science. 

Page: 5 o f 

LLI Sample No. 3290435 

Storage Blank Water Sample 
S i te Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 

SAMPLE 
MDL 

SAMPLE 
UNITS 

5419 Bromoform 
1. ug/l 

6308 4-Methyl -2-pentanone 
5. ug/l 

6309 2-Hexanone 
7. ug/l 

5409 Tetrachloroethene 
1. ug/l 

5407 Toluene 
2. ug/l 

5413 Chlorobenzene 
1. ug/l 

5415 Ethylbenzene 
2. ug/l 

5418 Styrene 
1. ug/l 

6310 Xylene (Total) 
1. ug/l 

5392 trans-1,2-Dichloroethene 
2. ug/l 

5395 cis-1,2-Dichloroethene 
2. ug/l 

BLANK 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

Group No. 695456 
DaimlerChrysler Corporation 

DUP 
RPD MS 

79 

93 

92 

122 

113 

108 

113 

108 

115 

104 

110 

MS 
MSD RPD 

77 

93 

92 

121 

112 

108 

112 

106 

113 

101 

110 

3 

1 

0 

1 

1 

0 

1 

1 

1 

3 

0 

LCS 

96 

94 

92 

113 

106 

103 

106 

107 

109 

99 

104 

LCS LCS LCS LIMITS 
LCS DUP RPD LOW HIGH 

65 

72 

64 

78 

89 

91 

91 

92 

92 

85 

89 

128 

131 

131 

144 

121 

120 

122 

120 

123 

130 

125 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 Lancaster Laboratories is a subsidiary of Thenno TerraTech Inc., a Thermo Electron Company. 
717-555-2300 Fax: 717-656-2581 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



Lancaster Laboratories 
Where quality is a science. 

QUALITY CiONTROL REPORT 

Page: 6 of 

LLI Sample No. 3290435 

Storage Blank Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 

Group No. 695456 
DaimlerChrysler Corporation 

SURROGATE SUMMARY 

TOIAL ID SURROGATE RECOVERY X 
SURROGATE LIMITS 
LOW HIGH 

6291 TCL by 8260 (water) DBFM 
d4-l,2-DCA 
d8-toluene 
4-BFB 

95 
102 
102 
97 

86 
80 
88 
86 

118 
120 
110 
115 

M E M B E R 
=531 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-556-2.300 Fax; 717-555-2681 See reverse side for explanation of symbols and abbreviations. 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company 
2216 Rev 3/23/99 



Page: 1 of 6 

Where quality is a science. 

LLI Sample No. WW 3290436 
Collected: 12/13/99 at 17:30 by CH 

Submitted: 12/14/99 Reported: 12/23/99 
Discard: 02/22/00 

Trip Blank Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 
WLT12 SDG#: DCC84-03TB* 

CAT 
NO. ANALYSIS NAME 

6291 TCL by 8260 (water) 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. 
Rel. 

N99C403749-A 
YGQP9900271 

AS RECEIVED 
METHOD 

RESULTS DETECTION LIMIT UNITS 

See Page 2 

1 COPY TO Leggette, Brashears & Graham ATTTJ: Mr. Ken Vogel 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 
03:19:05 D 0001 3 139744 695456 
480 0.00 00000000 ASROOO 

M E M B E R 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 

^jua^d^c^Ml 
Respectfully Submitted 
Duane A. Luckenbill. B.S. 
Group Leader, GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Tfiermo Electron Company 
717-656-2300 Fax: 717-656-2681 See reve.'se side for explanation of symbols and abbreviations. 2216 Rev 3/23/99 



Page: 2 of 6 

Where quality is a science. 

LLI Sample No. WW 3290436 
Collected: K/13/99 at 17:30 by CH 

Submitted: 12/14/99 Reported: 12/23/99 
Discard: 02/22/00 

Trip Blank Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 
WLT12 SDG#: DCC84-03TB* 

CAT 
NO. ANALYSIS NAME 

TCL by 8260 (water) 

5385 
5387 
5386 
5388 
5391 
6302 
6303 
5390 
5393 
5396 
5402 
6305 
5398 
5399 
5406 
5421 
5404 
6306 
5403 
5411 
5408 
5401 
6307 
5419 
6308 
6309 
5409 
5407 
5413 
5415 
5418 
6310 
5392 
5395 

Chloromethane 
Bromomethane 
Vinyl Chloride 
Chloroethane 
Methylene Chloride 
Acetone 
Carbon Disulfide 
1,1-Dichloroethene 
1,1-Dichloroethane 
Chloroform 
1,2-Dichloroethane 
2-Butanone 
1,1,1-Trichloroethane 
Carbon Tetrachloride 
Bromodichloromethane 
1,1,2,2-Tetrachloroethane 
1,2-Dichloropropane 
trans-1,3 -Di chloropropene 
Trichloroethene 
Dibromochloromethane 
1,1,2-Trichloroethane 
Benzene 
ci s-1,3 -Di chloropropene 
Bromoform 
4-Methyl-2-pentanone 
2-Hexanone 
Tetrachloroethene 
Toluene 
Chlorobenzene 
Ethyl benzene 
Styrene 
Xylene (Total) 
trans-1,2-Di chloroethene 
cis-l,2-Dichloroethene 
The sample for the GC/MS volatile 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

AS RECEIVED 

JLT 
METHOD 

5 DLIECTION LIMIT UNITS 

N.D. 3 
N. 3. 3 
N.D. 2 
N.D. 3 
N. 5. 2 
N.D. 6 
N.D. 3 
N.D. 1 
N.D. 2 
N.D. 1 
N.D. 2 
N.D. 3 
N.D. 1 
N.l ). 1 
N.D. 1 
N.D. 2 
N.D. 1 
N.D. 1 
N.D. 1 
N.D. 2 
N.D. 2 
N.D. 1 
N.D. 1 
N.D. 1 
N.D. 5 
N.D. 7 
N.D. 1 
N.D. 2 
N.D. 1 
N.D. 2 
N.D. 1 
N.C 
N.C 
N.C 

). 1 
). 2 
). 2 

ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 
ug/l 

P.O. N99C403749-A 
Rel. YGQP9900271 

analysis was received with headspace. 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 cm^^d.^^c^'Ml, 

Respectfully Submitted 
Duane A. Luckenbill. B.S. 
Group Leader, GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-656-2300 Fax: 717-555-2581 See reverse side for explanation of symbols and abbreviations. 2216 Rev 3/23/99 
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Page: 3 of 6 

Where quality is a science. 

LLI Sample No. WW 3290436 
Collected: 12/13/99 at 17:30 by CH 

Submitted: 12/14/99 

Trip Blank Water Sample 
Site Code: SCOOl R F M YGQP9900271 
Dayton Thermal/Dayton, OH 
WLT12 SDG#: DCC84-03TB* 

Account No: 10160 
DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

CAT 
NO ANALYSIS NAME METHOD 

ANALYSIS 
TOIAL ID DATE AND TIME ANALYST 

6291 TCL by 8260 (water) SW-846 8260B 12/15/99 0635 Marc S. Neal 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-655-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Themio Electron Company 
2215 Rev. 3/23/99 



Where quality is a science. 

Page: 4 of 

LLI Scimple N o . 3 2 9 0 4 3 6 

Trip Blank Water Sample 
Site Code: SCOOl RFfi i YGQP9900271 
Dayton Thermal/Dayton, OH 

Group No. 695456 
DaimlerChrysler Corporation 

SAMPLE 
MDL 

SAMPLE 
UNITS BLANK 

DUP MS LCS LCS LCS LIMITS 
RPD MS MSD RPD LCS DUP RPD LOW HIGH 

6291 TCL by 8260 (water) 

5385 Chloromethane 
3. ug/l 

5387 Bromomethane 
3. ug/l 

5386 Vinyl Chloride 
2. ug/l 

5388 Chloroethane 
3. ug/l 

5391 Methylene Chloride 
2. ug/l 

6302 Acetone 
6. ug/l 

6303 Carbon Disulfide 
3. ug/l 

5390 1,1-Dichloroethene 
1. ug/l 

5393 1,1-Dichloroethane 
2. ug/l 

5396 Chloroform 
1. ug/l 

5402 1,2-Dichloroethane 
2. ug/l 

6305 2-Butanone 
3. ug/l 

5398 1,1,1-Trichloroethane 
1. ug/l 

5399 Carbon Tetrachloride 
1. ug/l 

5406 Bromodichloromethane 
1. ug/l 

5421 1,1,2,2-Tetrachloroethane 
2. ug/l 

5404 1,2-Dichloropropane 
1. ug/l 

6306 trans-1.3-Dichloropropene 
1. ug/l 

5403 Trichloroethene 
1. ug/l 

5411 Dibromochloromethane 
2. ug/l 

5408 1,1,2-Trichloroethane 
2. ug/l 

5401 Benzene 
1. ug/l 

6307 cis-1,3-Dichloropropene 
1. ug/l 

Batch: L993481AB 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

108 

87 

105 

99 

108 

80 

72 

115 

111 

104 

97 

95 

102 

101 

95 

99 

108 

93 

111 

85 

106 

113 

94 

103 

86 

102 

98 

107 

80 

67 

112 

107 

104 

98 

95 

102 

100 

93 

100 

107 

90 

110 

84 

105 

112 

92 

4 

1 

3 

1 

1 

0 

7 

3 

3 

1 

1 

0 

1 

1 

2 

0 

1 

3 

1 

1 

0 

1 

2 

103 

83 

98 

93 

103 

83 

107 

108 

106 

99 

94 

97 

97 

96 

94 

97 

104 

96 

102 

94 

103 

105 

99 

57 

17 

63 

24 

84 

64 

70 

85 

86 

86 

81 

65 

82 

81 

86 

65 

86 

83 

89 

80 

86 

88 

83 

143 

129 

140 

133 

127 

126 

118 

135 

128 

125 

130 

139 

131 

129 

120 

133 

122 

119 

128 

122 

121 

125 

120 

Lancaster Laboratories 
M E M B E R 2425 New Ho/land Pike 

PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratones is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
717-656-2300 Fax; 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2215 Rev. 3/23/99 



Where quality is a science. 

Page: 5 o f 

LLI Sample No. 3290436 

T r i p Blank Water Sample 
S i t e Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 

5419 

6308 

6309 

5409 

5407 

5413 

5415 

5418 

6310 

5392 

5395 

SAMPLE SAMPLE 
MDL UNITS 

Bromoform 
1. ug/l 
4-Methyl-2-pentanone 
5. ug/l 
2-Hexanone 

7. ug/l 
Tetrachloroethene 
1. ug/l 
Toluene 
2. ug/l 
Chlorobenzene 
1. ug/l 
Ethylbenzene 

2. ug/l 
Styrene 
1. ug/l 
Xylene (Total) 
1. ug/l 
trans -1,2-Di chloroethene 

2. ug/l 
cis-1,2-Dichloroethene 

2. ug/l 

BLANK 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

Group No. 695456 
DaimlerChrysler Corporation 

DUP 
RPD MS 

79 

93 

92 

122 

113 

108 

113 

108 

115 

104 

110 

MSD 

77 

93 

92 

121 

112 

108 

112 

106 

113 

101 

110 

MS 
RPD 

3 

1 

0 

1 

1 

0 

1 

1 

1 

3 

0 

LCS 

96 

94 

92 

113 

106 

103 

106 

107 

109 

99 

104 

LCS LCS LCS LIMITS 
LCS DUP RPD LOW HIGH 

65 

72 

64 

78 

89 

91 

91 

92 

92 

85 

89 

128 

131 

131 

144 

121 

120 

122 

120 

123 

130 

125 

Lancaster Laboratories 
M E M B E R 2425 New Holland Pike 

PO Box 12425 
Lancaster, PA 17505-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Themio Electron Company 
717-556-2300 Fax: 717-655-2581 See reverse side for explanation of symbols and abbreviations. 2216 Rev 3/23/99 
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Where quality is a science. 

LLI Sample No. 3290436 

Trip Blank Water Sample 
Site Code: SCOOl RFfi i YGQP9900271 
Dayton Thermal/Dayton, OH 

Group No. 695456 
DaimlerChrysler Corporation 

SURROGATE SUMMARY 

TOIAL ID SURROGATE RECOVERY X 
SURROGATE LIMITS 
LOW HIGH 

6291 TCL by 8260 (water) DBFM 
d4-l,2-DCA 
d8-toluene 
4-BFB 

96 
100 
104 
97 

86 
80 
88 
86 

118 
120 
110 
115 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-555-2681 See reverse side for explanation of symbols and abbreviations. 

Lancaster Laboratones is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
2216 Rev 3/23/99 



Lancaster Laboratories 
Where quality is a science. 

Page: 1 of 16 

LLI Sample No. WW 3280980 
Collected: 11/29/99 at 16:00 by MP 

Submitted: 11/30/99 Reported: 12/10/99 
Discard: 02/09/00 

WL33511 Grab Water Sample 
Site Code: SCOOl RF/# YGQP9900271 
Dayton Thermal/Dayton, OH 
33511 SDG#: DCC67-01 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. N99C403749-A 
Rel. YGQP9900271 

CAT 
NO. 

6291 
1751 
7035 
7036 
7046 
7049 
7053 
7055 
7066 
7072 
0259 
0937 
1316 
4678 
4679 
1123 
0200 
0430 

0496 

1121 

ANALYSIS NAME 

TCL by 8260 (water) 
Chromium 
Arsenic TR 
Selenium TR 
Barium TR 
Cadmium TR 
Copper TR 
Lead TR 
Silver TR 
Zinc TR 
Mercury 
TCL Pesticides in Waters 
AppendixIX Herbicides - Waters 
TCL SW846 Semi volatiles/Waters 
TCL SW846 Semi volatiles/Waters 
Cyanide (Reactivity) 
pH 
Flash Point for Liquids 
No flash observed below 150F. 
Test flame extinguished at 95F. 
Flash point was determined using 
Corrosivity 

AS RECEIVED 

RESULTS 

0.0158 J 
N.D. 
N.D. 
0.0589 
O.OOlllJ 
0.139 
0.025 
N.D. 
0.075 
N.D. 

N.D. 
7.31 

No Flash Observed 

METHOD 
DLILCTION LIMIT UNITS 

0.0098 
0.0050 
0.0044 
0.00049 
0.00081 
0.0029 
0.0079 
0.0017 
0.0030 
0.00010 

100. 
0.010 

See Page 
mg/1 
mg/1 
mg/1 
mg/1 
mg/1 
mg/1 
mg/1 
mg/1 
mg/1 
mg/1 
See Page 
See Page 
See Page 
See Page 
mg/kg 

Degrees F 

Pensky Martens closed cup apparatus. 
See Below See Below 

2 

3 
4 
5 
6 

1122 

Corrosivity: 
The pH of the sample was 7.31 indicating that the waste is not corrosive. 
A waste is corrosive if it exhibits a pH equal to or less than 2 
or equal to or greater than 12.5. 
Reactivity See Below See Below 
Reactivity: 
The sample was extracted by the interim method described in SW 846, 
Chapter 7.3. This solution was analyzed for cyanide and sulfide. 
This waste is not considered reactive and hazardous because it does 
not generate a quantity of hydrogen cyanide exceeding 250 mg/kg or 
hydrogen sulfide exceeding 500 mg/kg. These interim threshold limits were 
established by the Solid Waste Branch of EPA, July, 1992. These results 
do not reflect total cyanide or total sulfide. 
Sulfide (Reactivity) N.D. 39. mg/kg 

1 COPY TO Leggette, Brashears & Graham ATTN: Mr. Ken Vogel 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 
22:43:50 D 0001 3 REP 139744 693354 
885 0.00 00202400 ASROOO 

M E M E R 

Respectfully Submitted 
Duane A. Luckenbill, B.S. 
Group Leader, GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Tliermo Terra Tech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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l/l/here quality is a science. 

LLI Sample No. WW 3280980 
Collected: 11/29/99 at 16:00 by MP 

Submitted: 11/30/99 Reported: 12/10/99 
Discard: 02/09/00 

WL33511 Grab Water Sample 
Site Code: SCOOl RFf4 YGQP9900271 
Dayton Thermal/Dayton, OH 
33511 SD(^: DCC67-01 

Account No: 10160 

CAT 
NO. ANALYSIS NAME 

TCL by 8260 (water) 

5385 
5387 
5386 
5388 
5391 
6302 
6303 
5390 
5393 
5396 
5402 
6305 
5398 
5399 
5406 
5421 
5404 
6306 
5403 
5411 
5408 
5401 
6307 
5419 
6308 
6309 
5409 
5407 
5413 
5415 
5418 
6310 
5392 
5395 

Chloromethane 
Bromomethane 
Vinyl Chloride 
Chloroethane 
Methylene Chloride 
Acetone 
Carbon Disulfide 
1,1-Dichloroethene 
1,1-Dichloroethane 
Chloroform 
1,2-Dichloroethane 
2-Butanone 
1,1,1-Trichloroethane 
Carbon Tetrachloride 
Bromodi chloromethane 
1,1,2,2-Tetrachloroethane 
1,2-Dichloropropane 
trans-1,3 -Di chloropropene 
Trichloroethene 
Di bromochloromethane 
1,1,2-Trichloroethane 
Benzene 
cis-l,3-Dichloropropene 
Bromoform 
4-Methyl-2-pentanone 
2-Hexanone 
Tetrachloroethene 
Toluene 
Chlorobenzene 
Ethyl benzene 
Styrene 
Xylene (Total) 
trans-1,2•Di chloroethene 
cis-l,2-Dichloroethene 
Sufficient sample volume was not available to perform a MSD for this 
analysis. However, a MS was performed. In addition, a LCS/LCSD was 
performed to demonstrate precision and accuracy at a batch level. 

DaimlerChrysler 
PO Box 537933 
Li 

Corporation 

vonia MI 48153-7933 

AS RECEIVED 

RESULTS 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

22. 
N.D. 
3. 

330. 
N.D. 
N.D. 

10. 
630. 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

14. 
N.D. 
5. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

19. 
3. 
2. 
N.D. 
N.D. 
3. 
N.D. 
N.D. 

J 

J 
J 

J 

METHOD 
DETECTION LIMIT UNITS 

3. 
3. 
2. 
3. 
2. 
6. 
3. 
1. 
10. 
1. 
2. 
3. 
5. 
1. 
1. 
2. 
1. 
1. 
1. 
2. 
2. 
1. 
1. 
1. 
5. 
7. 
1. 
2. 
1. 
2. 
1. 
1. 
2. 
2. 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

P.O. N99C403749-A 
Rel. YGQP9900271 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

Respectfully Submitted 
Duane A. Luckenbill, B.S. 
Group Leader. GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Fike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-655-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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Where quality is a science. 

LLI Sample No. WW 3280980 
Collected: 11/29/99 at 16:00 by MP 

Submitted: 11/30/99 Reported: 12/10/99 
Discard: 02/09/00 

WL33511 Grab Water Sample 
Site Code: SCOOl RF/^ YGQP9900271 
Dayton Thermal/Dayton, OH 
33511 SDG#: DCC67-01 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

CAT 
NO. ANALYSIS NAME 

TCL Pesticides in Waters 

1600 
1601 
1603 
1602 
1604 
1605 
1606 
1616 
1610 
1607 
1611 
1615 
1608 
1617 
1609 
0938 
1860 
1361 
1362 
1613 
1618 
1619 
1620 
1621 
1622 
1623 
1624 
1626 

Alpha BHC 
Beta BHC 
Delta BHC 
Garana BHC - Lindane 
Heptachlor 
Aldrin 
Heptachlor Epoxide 
Endosulfan I 
Dieldrin 
DDE 
Endrin 
Endosulfan II 
ODD 
Endosulfan Sulfate 
DDT 
Endrin Ketone 
Methoxychlor 
Alpha Chlordane 
Gamma Chlordane 
Toxaphene 
Endrin Aldehyde 
PCB-1016 
PCB-1221 
PCB-1232 
PCB-1242 
PCB-1248 
PCB-1254 
PCB-1260 
The heptachlor epoxide 

AS RECEIVED 

RESULTS 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

13.9 
N.D. 

METHOD 
DETECTION 

0.038 
0.038 
0.30 
0.038 
0.038 
0.038 
0.038 
0.038 
0.076 
0.38 
0.38 
0.38 
0.076 
0.076 
0.076 
0.076 
0.38 
0.19 
0.038 
5.7 
0.076 
1.9 
1.9 
1.9 
1.9 
1.9 
1.9 
1.9 

LIMIT UNITS 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

recovery was outside the QC limits for the LCS and/ 
or LCSD. Since the recovery was high and no heptachl 
detected in the sample the results were reported. 

or epoxide \ lias 

Due to interfering peaks on the chromatogram, 
the lowest quantitation limits obtainable. 

the values reported represent 

The surrogate data is outside the QC limits due to unresolvable matrix 
problems evident in the sample chromatogram. 

P.O. 
Rel. 

N99C403749-A 
YGQP9900271 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

/ 

Lancaster Laboratories 
2425 Nevj Hol land Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-656-2581 

Respectful ly «;u£)mitted 
//)enif/r E. Hess, B.S. 
(/Group Leader Pesticides/PCBs 

Lancaster Laboratories is a subsidisiry of Thermo TerraTech Inc., a Thermo Electron Company. 
See reverse side for e.-.plan.^tion of symbols and abbreviations. 2216 Rev. 3/23/99 
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Where quality is a science. 

LLI Sample No. WW 3280980 
Collected: 11/29/99 at 16:00 by MP 

Submitted: 11/30/99 Reported: 12/10/99 
Discard: 02/09/00 

WL33511 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 
33511 SDG#: DCC67-01 

CAT 
NO. 

Account No: 10160 

ANALYSIS NAME 

AppendixIX Herbicides - Waters 

0288 
1314 
0289 
1315 

2,4-D 
Dinoseb 
2,4,5-TP 
2,4,5-T 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

AS RECEIVED 
METHOD 

ESULTS DtlECTION LIMIT UNITS 

185. 4.8 ug/1 
N.D. 2.4 ug/1 
N.D. 0.48 ug/1 

3.1 0.48 ug/1 

P.O. N99C403749-A 
Rel. YGQP9900271 

Questi 
Kathy 

M E M B E R 

ons? Contact your Client Services Representative 
Klinefelter at (717) 656-2300 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 

Pesticides/PCBs 
Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

2216 Rev. 3/23/99 
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Where quality is a science. 

LLI Sample No. WW 3280980 
Collected: 11/29/99 at 16:00 by MP 

Submitted: 11/30/99 Reported: 12/10/99 
Discard: 02/09/00 

WL33511 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 
33511 SDG#: DCC67-01 

Account No: 10160 

CAT 
NO. ANALYSIS NAME 

TCL SW846 Semi volatiles/Waters 

3925 
3936 
3924 
3937 
3938 
3939 
4680 
4681 
4682 

3942 
3941 
3943 
3944 
3926 
3927 
3945 
3928 
3946 
3947 
3871 
3948 
3929 
3905 
3949 
3930 
3922 
3950 
3907 
3952 
3951 

Phenol 
bis(2-Chloroethyl)ether 
2-Chlorophenol 
1,3-Di chlorobenzene 
1,4-Di chlorobenzene 
1,2-Di chlorobenzene 
2-Methyl phenol 
2,2'-oxybis(l-Chloropropane) 
4-Methylphenol 
3-Methylphenol and 4-methylphenol cannot be 
chromatographic conditions used for sample 
for 4-methylphenol represents the combined 
N-Ni troso-di-n-propyl ami ne 
Hexachloroethane 
Nitrobenzene 
Isophorone 
2-Nitrophenol 
2,4-Dimethyl phenol 
bis(2-Chloroethoxy)niethane 
2,4-Dichlorophenol 
1,2,4-Trichlorobenzene 
Naphthalene 
4-Chloroaniline 
Hexachlorobutadi ene 
4-Chloro-3-methylphenol 
2-Methylnaphthalene 
Hexachlorocyclopentadi ene 
2,4,6-Tri chlorophenol 
2,4,5-Trichlorophenol 
2-Chloronaphthalene 
2-Nitroaniline 
Dimethylphthalate 
Acenaphthylene 

DaimlerChrysler 
PO Box 537933 

Corporation 

Livonia MI 48153-7933 

AS RECEIVED 

ESULT 

3. 

METHOD 
5 DETECTION 

J 0.9 
N.D. 0.9 
N.D. 0.9 
N.D. 0.9 
N. 3. 0.9 
N.D. 0.9 
5. 
N. 

J 0.9 
3. 0.9 

N.D. 3. 
resolved under the 
analysis. The result 
total 

LIMIT UNITS 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

reported 
of both compounds. 

N.D. 0.9 
N. D. 0.9 
N.D. 0.9 
N.D. 0.9 
N.D. 0.9 
N.D. 0.9 
N.D. 0.9 
N.[ ). 0.9 
N.D. 0.9 
N.D. 0.9 
N.D. 0.9 
N.D. 2. 
N.D. 0.9 
N.D. 0.9 
N.D. 5. 
N.D. 2. 
N.D. 2. 
N.D. 0.9 
N.D. 2. 
N.D. 2. 
N.D. 0.9 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

P.O. N99C403749-A 
Rel. YGQP9900271 

Questi 
Kathy 

ons? Contact your Client Services Representative 
Klinefelter at (717) 656-2300 

M E M B E R 

o^^^ /̂̂ y^-^^ 
Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax: 717-655-2681 

Respectfully Submitted 
Charles J. Neslund, B.S. 
Group Leader, GC/MS SVGA 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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Where quality is a science. 

LLI Sample No. WW 3280980 
Collected: 11/29/99 at 16:00 by MP 

Submitted: 11/30/99 Reported: 12/10/99 
Discard: 02/09/00 

WL33511 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 
33511 SDG#: DCC67-01 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

CAT 
NO. 

3908 
3954 
3931 
3932 
3879 
3955 
3953 
3958 
3957 
3956 
3909 
3933 
3960 

3961 
3962 
3934 
3963 
3964 
4684 
3965 
3966 
3967 
3969 
3972 
3970 
3973 
3971 
3974 
3975 
3976 
3977 
3978 
3979 
3980 

ANALYSIS NAME 

i46 Semivolatiles/Waters 

3-Nitroaniline 
Acenaphthene 
2,4-Dinitrophenol 
4-Nitrophenol 
Dibenzofuran 
2,4-Dinitrotoluene 
2,6-Dinitrotoluene 
Diethyl phthalate 
4-Chlorophenyl -phenylether 
Fluorene 
4-Nitroaniline 
4,6-Dinitro-2-methylphenol 
N-Ni trosodi phenyl ami ne 
N-nitrosodiphenylamine decomposes 

AS RECEIVED 

RESULTS 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D-. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

in the GC inlet 

METHOD 
DETECTION LIMIT UNITS 

2. 
0.9 
19. 
9. 
0.9 
0.9 
2. 
2. 
0.9 
0.9 
2. 
5. 
0.9 

forming diphenyl 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

amine. 
The result reported for N-nitrosodiphenylamine represents the combined 
total of both compounds. 
4-Broniophenyl -phenylether 
Hexachlorobenzene 
Pentachlorophenol 
Phenanthrene 
Anthracene 
Carbazole 
Di-n-butylphthalate 
Fluoranthene. 
Pyrene 
Butyl benzyl phthal ate 
3,3'-Dichlorobenzidine 
Benzo(a)anthracene 
bis(2-Ethylhexyl)phthalate 
Chrysene 
Di-n-octylphthal ate 
Benzo(b)f1uoranthene 
Benzo(k)f1uoranthene 
Benzo( a) pyrene 
Indeno(l,2,3-cd)pyrene 
Dibenz(a,h)anthracene 
Benzo(g,h,i)perylene 

N.D. 
N.D. 
N.D. 
2. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
5. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

2. 
2. 
3. 

J 0.9 
0.9 
3. 
2. 
0.9 
0.9 
2. 
2. 
0.9 

J 2. 
0.9 
2. 
0.9 
0.9 
0.9 
0.9 
0.9 
0.9 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

P.O. 
Rel. 

N99C403749-A 
YGQP9900271 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M 

uM' 
- d-

RespectfuHy Submitted 
Charles J. Neslund, B.S. 
Group Leader, GC/MS SVOA 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-556-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev, 3/23/99 



les Page: 7 of 16 

Where quality is a science. 

LLI Sample No. WW 3280980 
Collected: n/29/99 at 16:00 by MP 

Submitted: 11/30/99 Reported: 12/10/99 
Discard: 02/09/00 

WL33511 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 
33511 SDG#: DCC67-01 

CAT 
NO. ANALYSIS NAME 

TCL SW846 Semivolatiles/Waters 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. N99C403749-A 
Rel. YGQP9900271 

AS RECEIVED 
METHOD 

RESULTS DETECTION LIMIT UNITS 

The surrogate recovery of 2-fluorobiphenyl was below QC limits. The sample 
was reextracted within the method required holding time and all surrogate 
recoveries were within QC limits. However in the reanalysis, LCS 
recoveries were below QC limits. Therefore, the data reported here is from 
the initial extraction of this sample. Comparable target analytes were 
observed. Both sets of data are being reported in the data package. 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M B E R 

RespectfuTJky Submitted 
Charles J. Neslund, B.S. 
Group Leader, GC/MS SVOA 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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Where quality is a science. 

Page: 8 of 16 

LLI Sample No. WW 3280980 
Collected: 11/29/99 at 16:00 by MP 

Submitted: 11/30/99 

WL33511 Grab Water Sample 
Site Code: SCOOl RF/# YGQP9900271 
Dayton Thermal/Dayton, OH 
33511 SDG#: DCC67-01 

Account No: 10160 
DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

CAT 
NO 

6291 

1751 
1848 
7035 
7036 
7046 
7049 
7053 
7055 
7066 
7072 

0259 
5713 

0816 
0817 
0937 
1316 

0813 
4678 
4679 

1123 

0200 
0430 
1121 
1122 

ANALYSIS NAME 

TCL by 8260 (water) 

Chromium 
WW SW846 ICP Digest (tot rec) 
Arsenic TR 
Selenium TR 
Barium TR 
Cadmium TR 
Copper TR 
Lead TR 
Silver TR 
Zinc TR 

Mercury 
WW SW846 Hg Digest 

Water Sample Herbicide Extract 
Water Sample Pest. Extraction 
TCL Pesticides in Waters 
AppendixIX Herbicides - Waters 

BNA Water Extraction 
TCL SW846 Semi volatiles/Waters 
TCL SW846 Semi volatiles/Waters 

Cyanide (Reactivity) 

pH 
Flash Point for Liquids 
Reactivity 
Sulfide (Reactivity) 

METHOD 

SW-846 8260B 

SW-846 6010B 
SW-&46 3005A 
SW-846 6010B 
SW-846 6010B 
SW-846 6010B 
SW-846 6010B 
SW-846 6010B 
SW-&46 6010B 
SW-846 6010B 
SW-846 6010B 

SW-846 7470A 
SW-846 7470A 

SW-M6 8151A 
SW-846 3510C 
SW-846 8081A/8082 
SW-846 8151A 

SW-846 3510C 
SW-846 8270C 
SW-846 8270C 

SW-&46 9012 

EPA 150.1 
A S ™ D 93-90 
SW-846 Chapter 7.3 
SW-846 9034 

ANALYSIS 
TRIAL ID DATE AND TIME ANALYST 

12/01/99 2005 Charles E. Rapp, Jr. 

12/02/99 0845 
12/01/99 2140 
12/02/99 0845 
12/02/99 0845 
12/02/99 0845 
12/02/99 0845 
12/02/99 0845 
12/02/99 0845 
12/02/99 0845 
12/02/99 0845 

12/02/99 1302 
12/01/99 2139 

12/02/99 0025 
11/30/99 2355 
12/03/99 0352 
12/03/99 1144 

12/01/99 0800 
12/01/99 1739 
12/01/99 1739 

Jennifer Garrett 
Charlotte L. Houck 
Jennifer Garrett 
Jennifer Garrett 
Jennifer Garrett 
Jennifer Garrett 
Jennifer Garrett 
Jennifer Garrett 
Jennifer Garrett 
Jennifer Garrett 

Rosalind D. Ernest 
Nelli S. Markaryan 

Darin P. Wagner 
Sorina A. Haskins 
Douglas D. Seitz 
Carolyn J. Koch 

Ginelle L. Haines 
Phillip R. Esbenshade 
Phillip R. Esbenshade 

12/02/99 1423 Venia M. McFadden 

12/02/99 0255 
12/02/99 1040 
12/02/99 0820 
12/02/99 0820 

Patricia L. Dehoff 
Catherine L. Cammauf 
Susan E. Hibner 
Susan E. Hibner 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company 
717-656-2300 Fax: 717-556-2631 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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LLI Sample No. 3280980 

WL33511 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 

Group No. 693354 
DaimlerChrysler Corporation 

SAMPLE 
MDL 

SAMPLE 
UNITS BLANK 

DUP 
RPD MS MSD 

MS LCS LCS LCS LIMITS 
RPD LCS DUP RPD LOW HIGH 

6291 TCL by 8260 (water) 

5385 Chloromethane 
3. ug/1 

5387 Bromomethane 
3. ug/1 

5386 Vinyl Chloride 
2. ug/1 

5388 Chloroethane 
3. ug/1 

5391 Methylene Chloride 
2. ug/1 

6302 Acetone 
6. ug/1 

6303 Carbon Disulfide 
3. ug/1 

5390 1,1-Dichloroethene 
1. ug/1 

5393 1,1-Dichloroethane 
10. ug/1 

5396 Chloroform 
1. ug/1 

5402 1,2-Dichloroethane 
2. ug/1 

6305 2-Butanone 
3. ug/1 

5398 1,1,1-Trichloroethane 
5. ug/1 

5399 Carbon Tetrachloride 
1. ug/1 

5406 Bromodichloromethane 
1. ug/1 

5421 1,1,2,2-Tetrachloroethane 
2. ug/1 

5404 1,2-Dichloropropane 
1. ug/1 

6306 trans-1,3-Dichloropropene 
1. ug/1 

5403 Trichloroethene 
1. ug/1 

5411 Dibromochloromethane 
2. ug/1 

5408 1,1,2-Trichloroethane 
2. ug/1 

5401 Benzene 
1. ug/1 

6307 cis-1,3-Dichloropropene 
1. ug/1 

Batch: P993342AB 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

69 

66 

77 

79 

106 

93 

113 

116 

109 

107 

107 

93 

103 

93 

98 

104 

111 

104 

114 

92 

116 

116 

101 

65 

68 

72 

79 

107 

102 

109 

109 

111 

105 

110 

100 

102 

96 

100 

104 

108 

101 

101 

97 

106 

108 

101 

75 

73 

78 

84 

109 

101 

113 

109 

109 

105 

111 

100 

99 

96 

100 

104 

106 

100 

98 

94 

104 

108 

99 

15 

8 

9 

6 

2 

1 

3 

1 

2 

0 

1 

1 

3 

0 

0 

0 

2 

1 

3 

3 

1 

0 

2 

57 

17 

63 

24 

84 

64 

70 

85 

86 

86 

81 

65 

82 

81 

86 

65 

86 

83 

89 

80 

86 

88 

83 

143 

129 

140 

133 

127 

126 

118 

135 

128 

125 

130 

139 

131 

129 

120 

133 

122 

119 

128 

122 

121 

125 

120 

Lancaster Laboratories 
M E M B E R ^"^5 ̂ ^ " ' Holland Pike 
s P ^ J ^ S f f ^ PO Box 12425 
^ S a ^ S S s a l S Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

717-656-2300 Fax; 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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LLI Sample No. 3280980 

WL33511 Grab Water Sample 
Site Code: SCOOl RF/^ YGQP9900271 
Dayton Thermal/Dayton. OH 

Group No. 693354 
DaimlerChrysler Corporation 

SAMPLE SAMPLE 
MDL UNITS 

5419 Bromoform 
1. ug/1 

6308 4-Methyl-2-pentanone 
5. ug/1 

6309 2-Hexanone 
7. ug/1 

5409 Tetrachloroethene 
1. ug/1 

5407 Toluene 
2. ug/1 

5413 Chlorobenzene 
1. ug/1 

5415 Ethyl benzene 
2. ug/1 

5418 Styrene 
1. ug/1 

6310 Xylene (Total) 
1. ug/1 

5392 trans-1,2-Dichloroethene 
2. ug/1 

5395 cis-l,2-Dichloroethene 
2. ug/1 

1751 Chromium 
0.0098 mg/1 

7035 Arsenic TR 
0.0050 mg/1 

7036 Selenium TR 
0.0044 mg/1 

7046 Barium TR 
0.00049 mg/1 

7049 Cadmium TR 
0.00081 mg/1 

7053 Copper TR 
0.0029 mg/1 

7055 Lead TR 
0.0079 mg/1 

7066 Silver TR 
0.0017 mg/1 

7072 Zinc TR 
0.0030 mg/1 

0259 Mercury 
0.00010 mg/1 

0937 TCL Pesticides in Waters 

1600 Alpha BHC 
0.038 ug/1 

1601 Beta BHC 
0.038 ug/1 

BLANK 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
Batch: 993351848004 

N.D. 
Batch: 993351848004 

N.D. 
Batch: 993351848004 

N.D. 
Batch: 993351848004 

0.00075J mg/1 
Batch: 993351848004 

N.D. 
Batch: 993351848004 

0.0037 J mg/1 
Batch: 993351848004 

N.D. 
Batch: 993351848004 

0.0038 J mg/1 
Batch: 993351848004 

N.D. 
Batch: 993355713002 

N.D. 

Batch: 993340014A 

N.D. 

N.D. 

DUP 
RPD 

0 (1) 

0 (1) 

0 (1) 

1 

0 (1) 

0 (1) 

0 (1) 

0 (1) 

1 

0 (1) 

MS 

83 

103 

107 

127 

122 

115 

127 

120 

129 

111 

109 

108 

104 

102 

104 

102 

105 

102 

104 

100 

119 

M 

108 

104 

102 

104 

102 

105 

102 

104 

100 

111 

MS LCS LCS LCS LIMITS 
RPD LCS DUP RPD LOW HIGH 

0 

0 

0 

0 

0 

0 

0 

0 

0 

7 

91 

107 

109 

110 

105 

104 

110 

104 

109 

105 

105 

105 

103 

101 

104 

102 

104 

101 

104 

100 

107 

86 

107 

107 

112 

105 

105 

109 

106 

108 

109 

108 

6 

0 

2 

2 

0 

1 

1 

2 

1 

4 

2 

65 

72 

64 

78 

89 

91 

91 

92 

93 

85 

89 

80 

80 

80 

80 

80 

80 

80 

80 

80 

80 

128 

131 

131 

144 

121 

120 

122 

120 

122 

130 

125 

120 

120 

120 

120 

120 

120 

120 

120 

120 

120 

109 

111 

108 

111 

1 

0 

49 

64 

151 

1?? 

(1) The result for one or both determinations was less than five times the LOQ. 

Lancaster Laboratories 
M E IV B E R ^ ' ' ^^ '^^™ Hol land Pike 

E^ssg PO Sox 12425 
a H ̂  Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
J jOaa 717-556-2300 Fax: 717-656-2581 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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LLI Sample No. 3280980 

WL33511 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 

Group No. 693354 
DaimlerChrysler Corporation 

SAMPLE SAMPLE 
MDL UNITS 

1603 Delta BHC 
0.30 ug/1 

1602 Gamma BHC - Lindane 
0.038 ug/1 

1604 Heptachlor 
0.038 ug/1 

1605 Aldrin 
0.038 ug/1 

1606 Heptachlor Epoxide 
0.038 ug/1 

1616 Endosulfan I 
0.038 ug/1 

1610 Dieldrin 
0.076 ug/1 

1607 DDE 
0.38 ug/1 

1611 Endrin 
0.38 ug/1 

1615 Endosulfan II 
0.38 ug/1 

1608 DDD 
0.076 ug/1 

1617 Endosulfan Sulfate 
0.076 ug/1 

1609 DDT 
0.076 ug/1 

0938 Endrin Ketone 
0.076 ug/1 

1860 Methoxychlor 
0.38 ug/1 

1361 Alpha Chlordane 
0.19 ug/1 

1362 Gamma Chlordane 
0.038 ug/1 

1613 Toxaphene 
5.7 ug/1 

1618 Endrin Aldehyde 
0.076 ug/1 

1619 PCB-1016 
1.9 ug/1 

1620 PCB-1221 
1.9 ug/1 

1621 PCB-1232 
1.9 ug/1 

1622 PCB-1242 
1.9 ug/1 

1623 PCB-1248 
1.9 ug/1 

1624 PCB-1254 
1.9 ,ug/l 

BL 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

DUP MS LCS LCS LCS LIMITS 
RPD MS MSD RPD LCS DUP RPD LOW HIGH 

116 

111 

93 

92 

116 

103 

99 

109 

124 

112 

105 

115 

111 

106 

112 

11? 

106 

100 

118 

111 

96 

92 

145 

107 

100 

111 

124 

113 

107 

114 

124 

109 

120 

114 

105 

108 

1 

0 

3 

0 

22 

4 

2 

2 

0 

1 

2 

0 

10 

2 

8 

2 

1 

8 

64 

57 

38 

42 

52 

37 

50 

46 

68 

42 

60 

67 

34 

74 

72 

70 

60 

52 

132 

143 

129 

112 

136 

146 

145 

140 

156 

143 

134 

132 

162 

115 

160 

117 

107 

142 

Lancaster Laboratories 
M E M B E R 2425 New Holland Pike 

PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
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LLI Sample No. 3280980 

WL33511 Grab Water Sample 
Site Code: SCOOl RFf4 YGQP9900271 
Dayton Thermal/Dayton. OH 

Group No. 693354 
DaimlerChrysler Corporation 

SAMPLE SAMPLE 
MDL UNITS 

1626 PCB-1260 
1.9 ug/1 

1316 AppendixIX Herbicides - Waters 

0288 2,4-D 
4.8 ug/1 

1314 Dinoseb 
2.4 ug/1 

0289 2,4,5-TP 
0.48 ug/1 

1315 2,4,5-T 
0.48 ug/1 

4678 TCL SW846 Semi volatiles/Waters 

3925 Phenol 
0.9 ug/1 

3936 bis(2-Chloroethyl)ether 
0.9 ug/1 

3924 2-Chlorophenol 
0.9 ug/1 

3937 1,3-Dichlorobenzene 
0.9 ug/1 

3938 1,4-Dichlorobenzene 
0.9 ug/1 

3939 1,2-Dichlorobenzene 
0.9 ug/1 

4680 2-Methyl phenol 
0.9 ug/1 

4681 2,2'-oxybis(l-Chloropropane) 
0.9 ug/1 

4682 4-Methylphenol 
3. ug/1 

3942 N-Nitroso-di-n-propylamine 
0.9 ug/1 

3941 Hexachloroethane 
0.9 ug/1 

3943 Nitrobenzene 
0.9 ug/1 

3944 Isophorone 
0.9 ug/1 

3926 2-Nitrophenol 
0.9 ug/1 

3927 2,4-Dimethylphenol 
0.9 ug/1 

3945 bis(2-Chloroethoxy)methane 
0.9 ug/1 

3928 2,4-Dichlorophenol 
0.9 ug/1 

BLANK 

N.D. 

Batch: 993350010A 

N.D. 

0.072 J ug/1 

N.D. 

N.D. 

Batch: 99335WAA026 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

DUP 
RPD MS MSD 

MS 
RPD 

LCS LCS LCS LIMITS 
LCS DUP RPD LOW HIGH 

115 

50 

117 

110 

115 

51 

113 

109 

0 

1 

3 

0 

36 

14 

33 

59 

168 

108 

161 

156 

42 

99 

91 

77 

80 

83 

86 

98 

80 

99 

74 

98 

92 

88 

90 

91 

89 

42 

99 

89 

76 

79 

81 

85 

95 

79 

96 

73 

99 

94 

91 

95 

94 

88 

0 

0 

2 

1 

2 

3 

2 

3 

0 

3 

2 

1 

2 

3 

5 

3 

1 

43 

98 

89 

69 

70 

77 

87 

98 

80 

100 

60 

98 

93 

89 

95 

92 

88 

29 

61 

61 

43 

39 

48 

50 

54 

47 ̂  

52 

25 

58 

66 

61 

62 

57 

' 57 

64 

122 

123 

104 

109 

111 

117 

149 

112 

141 

96 

126 

123 

133 

124 

125 

122 

Lancaster Laboratories 
M E M B E R 2^2^ ̂ ^^'' Holland Pike 

PO Box 12425 
J ̂  Lancaster, PA 17505-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Election Company. 

j y j . ^ 717-556-2300 Fax:717-656-2631 See reverse side for explanation of symbols and abbreviations. 2215 Rev. 3/23/99 
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LLI Sample No. 3280980 

WL33511 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 

SAMPLE 
MDL 

SAMPLE 
UNITS BLANK 

3946 1,2,4-Trichlorobenzene 
0.9 ug/1 

3947 Naphthalene 
0.9 ug/1 

3871 4-Chloroaniline 
0.9 ug/1 

3948 Hexachlorobutadi ene 
2. ug/1 

3929 4-Chloro-3-methylphenol 
0.9 ug/1 

3905 2-Methylnaphthalene 
0.9 ug/1 

3949 Hexachl orocyclopentadiene. 
5. ug/1 

3930 2,4,6-Trichlorophenol 
2. ug/1 

3922 2,4,5-Trichlorophenol 
2. ug/1 

3950 2-Chloronaphthalene 
0.9 ug/1 

3907 2-Nitroaniline 
2. ug/1 

3952 Dimethylphthalate 
2. ug/1 

3951 Acenaphthylene 
0.9 ug/1 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

4679 TCL SW846 Semi volatiles/Waters Batch: 99335WAA026 

3908 3-Nitroaniline 
2. ug/1 

3954 Acenaphthene 
0.9 ug/1 

3931 2,4-Dinitrophenol 
19. ug/1 

3932 4-Nitrophenol 
9. ug/1 

3879 Dibenzofuran 
0.9 ug/1 

3955 2,4-Dinitrotoluene 
0.9 ug/1 

3953 2,6-Dinitrotoluene 
2. ug/1 

3958 Diethylphthalate 
2. ug/1 

3957 4-Chlorophenyl-phenyl ether 
0.9 ug/1 

3956 Fluorene 
0.9 ug/1 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

Group No. 693354 
DaimlerChrysler Corporation 

DUP 
RPD MS 

76 

84 

42 

57 

90 

80 

59 

81 

80 

82 

99 

57 

90 

MS 
MSD RPD 

80 

84 

43 

59 

91 

83 

59 

79 

76 

80 

93 

54 

86 

6 

1 

1 

3 

1 

4 

1 

3 

6 

2 

7 

5 

4 

LCS 

72 

85 

35 

47 

93 

82 

50 

83 

81 

80 

93 

19 

90 

LCS LCS LCS LIMITS 
LCS DUP RPD LOW HIGH 

46 

81 

40 

39 

87 

96 

101 

88 

91 

96 

39 

78 

39 

37 

83 

91 

99 

84 

88 

91 

16 

4 

2 

7 

4 

6 

1 

5 

4 

5 

36 

82 

87 

54 

87 

93 

103 

61 

93 

96 

47 

57 

30 

19 

63 

42 

6 

57 

61 

60 

49 

1 

62 

107 

113 

123 

95 

128 

131 

89 

134 

131 

116 

131 

103 

113 

26 

60 

18 

20 

71 

62 

68 

18 

60 

62 

141 

117 

135 

79 

113 

129 

126 

120 

121 

127 

Lancaster Laboratories 
M E M B E R 2425 New Holland Pike 

W ^ % ^ S I & Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
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LLI Sample No. 3280980 

WL33511 Grab Water Sample 
Site Code: SCOOl RF/^ YGQP9900271 
Dayton Thermal/Dayton. OH 

SAMPLE SAMPLE 
MDL UNITS 

3909 4-Nitroaniline 
2. ug/1 

3933 4,6-Dinitro-2-methylphenol 
5. ug/1 

3960 N-Nitrosodiphenyl amine 
0.9 ug/1 

3961 4-Bromophenyl-phenyl ether 
2. ug/1 

3962 Hexachlorobenzene 
2. ug/1 

3934 Pentachlorophenol 
3. ug/1 

3963 Phenanthrene 
0.9 ug/1 

3964 Anthracene 
0.9 ug/1 

4684 Carbazole 
3. ug/1 

3965 Di-n-butylphthal ate 
2. ug/1 

3966 Fluoranthene 
0.9 ug/1 

3967 Pyrene 
0.9 ug/1 

3969 Butyl benzylphthalate 
2. ug/1 

3972 3,3'-Di chlorobenzi di ne 
2. ug/1 

3970 Benzo(a)anthracene 
0.9 ug/1 

3973 bis(2-Ethylhexyl)phthalate 
2. ug/1 

3971 Chrysene 
0.9 ug/1 

3974 Di-n-octylphthalate 
2. ug/1 

3975 Benzo(b)fluoranthene 
0.9 ug/1 

3976 Benzo(k)fluoranthene 
0.9 ug/1 

3977 Benzo(a)pyrene 
0.9 ug/1 

3978 Indeno(l,2,3-cd)pyrene 
0.9 ug/1 

3979 Dibenz(a,h)anthracene 
0.9 ug/1 

3980 Benzo(g,h,i)perylene 
0.9 ug/1 

1123 Cyanide (Reactivity) 
100. mg/kg 

BLANK 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 
Batch: 99336104201 

N.D. 

Group No. 693354 
DaimlerChrysler Corporation 

DUP 
RPD MS 

96 

69 

99 

87 

79 

30 

91 

83 

91 

94 

82 

98 

94 

49 

88 

85 

93 

104 

85 

92 

90 

89 

92 

90 

0 

MS 
MSD RPD 

90 

66 

97 

87 

77 

31 

89 

82 

87 

92 

79 

97 

94 

49 

89 

87 

91 

102 

82 

89 

87 

88 

88 

89 

0 

7 

5 

2 

0 

3 

4 

2 

1 

5 

3 

3 

2 

0 

0 

1 

2 

1 

3 

4 

3 

3 

1 

4 

1 

5 

LCS 

91 

83 

96 

87 

78 

• 76 

91 

83 

87 

86 

83 

99 

80 

42 

90 

81 

91 

99 

84 

90 

92 

90 

91 

91 

113 

LCS LCS LCS LIMITS 
LCS DUP RPD LOW HIGH 

69 

31 

61 

65 

59 

36 

69 

67 

78 

58 

66 

63 

43 

15 

67 

64 

67 

68 

64 

68 

68 

65 

66 

66 

88 

121 

150 

125 

123 

129 

135 

121 

121 

115 

125 

124 

125 

126 

140 

120 

129 

121 

138 

120 

124 

124 

129 

128 

128 

121 

Lancaster Laboratories 
M E M B E R 2*2^ ' ^ - ^ Holland Pike 

PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company 
717-656-2300 Fax:717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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Where quality is a science. 

LLI Sample No. 3280980 

WL33511 Grab Water Sample 
Site Code: SCOOl RFfi i YGQP9900271 
Dayton Thermal/Dayton, OH 

Group No. 693354 
DaimlerChrysler Corporation 

SAMPLE 
MDL 

0200 pH 
0.010 

SAMPLE 
UNITS 

0430 Flash Point for Liquids 

1121 Reactivity 
Degrees F 

see below 
1122 Sulfide (Reactivity) 

39. mg/kg 

BLANK 

Batch: 993360053020000A 

Batch: 993360286043000A 

Batch: 993360416112100A 

Batch: 993360416112100A 
N.D. 

DUP 
RPD MS MSD 

53 57 

MS 
RPD 

7 

LCS 

99 

102 

81 

LCS 
DUP 

100 

102 

LCS 
RPD 

1 

0 

LCS 
LOW 

98 

97 

80 

LIMITS 
HIGH 

102 

103 

120 

M E M B 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-655-2681 See reverse side for explanation of symbols and abbreviations. 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
2216 Rev. 3/23/99 



Where quality is a science. 

Page: 16 of 16 

LLI Sample No. 3280980 

WL33511 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton. OH 

Group No. 693354 
DaimlerChrysler Corporation 

TRIAL ID 

0937 TCL Pesticides in Waters 

1316 AppendixIX Herbicides - Waters 

4678 TCL SW846 Semi volatiles/Waters 

4679 TCL SW846 Semi volati1es/Waters 

6291 TCL by 8260 (water) 

SURROGATE SUMMARY 

SURROGATE 

TCX 
DCB 

DCAA 

2-Flphenol 
Phenol-d6 
2,4,6-TBP 

Nitrobz-d5 
2-Fbiphnyl 
Tphenyldl4 

DBFM 
d4-l,2-DCA 
d8-toluene 
4-BFB 

RECOVERY X 

174 
102 

(5) 

76 
48 
50 

110 
44 
91 

90 
89 
95 
94 

SURROGATE LIMITS 
LOW HIGH 

36 
19 

37 

15 
9 
32 

55 
57 
42 

86 
80 
88 
86 

121 
153 

151 

113 
77 
157 

130 
117 
139 

118 
120 
110 
115 

(5) Accurate surrogate recoveries could not be determined due to interferences or dilution necessary for this sample. 

Lancaster Laboratories 
M E M B E R 2^^^ New Holland Pike 

a ^ PO Box 12425 
' ̂  Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

717-656-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2215 Rev. 3/23/99 
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Page: 1 of 6 

Where quality is a science. 

LLI Sample No. WW 3280981 
Collected: 11/29/99 

Submitted: 11/30/99 Reported: 12/06/99 
Discard: 02/05/00 

WLT112999 Trip Blank Water Sample 
Site Code: SCOOl RF/# YGQP9900271 
Dayton Thermal/Dayton, OH 
1129D SDG#: DCC67-02TB 

CAT 
NO. 

6291 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. N99C403749-A 
Rel. YGQP9900271 

ANALYSIS NAME 

TCL by 8260 (water) 

AS RECEIVED 
METHOD 

RESULTS DETECTION LIMIT UNITS 

See Page 2 

1 COPY TO Leggette, Brashears & Graham ATTN: Mr. Ken Vogel 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 
22:23:21 D 0001 3 139744 693354 
320 0.00 00029900 ASROOO ^ S m t d ^ i 

Respectfully Submitted 
Duane A. Luckenbill, B.S. 
Group Leader, GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-656-2581 See reverse side for explanation of symbols and abbreviations. 2215 Rev. 3/23/99 
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Where quality is a science. 

LLI S a m p l e N o . 
Collected: 11/29/99 

WW 3280981 
Account No: 10160 

Submitted: 11/30/99 Reported: 12/06/99 
Discard: 02/05/00 

WLT112999 Trip Blank Water Sample 
Site Code: SCOOl RFfi i YGQP9900271 
Dayton Thermal/Dayton, OH 
1129D SDG#: DCC67-02TB 

CAT 
NO. ANALYSIS NAME 

TCL by 8260 (water) 

5385 
5387 
5386 
5388 
5391 
6302 
6303 
5390 
5393 
5396 
5402 
6305 
5398 
5399 
5406 
5421 
5404 
6306 
5403 
5411 
5408 
5401 
6307 
5419 
6308 
6309 
5409 
5407 
5413 
5415 
5418 
6310 
5392 
5395 

Chloromethane 
Bromomethane 
Vinyl Chloride 
Chloroethane 
Methylene Chloride 
Acetone 
Carbon Disulfide 
1,1-Dichloroethene 
1,1-Dichloroethane 
Chloroform 
1,2-Dichloroethane 
2-Butanone 
1,1,1-Tri chloroethane 
Carbon Tetrachloride 
Bromodichloromethane 
1,1,2,2-Tetrachloroethane 
1,2-Dichloropropane 
trans-1,3•Di chloropropene 
Trichloroethene 
Dibromochloromethane 
1,1,2-Trichloroethane 
Benzene 
cis-1,3 -Dichloropropene 
Bromoform 
4-Methyl-2-pentanone 
2-Hexanone 
Tetrachloroethene 
Toluene 
Chlorobenzene 
Ethyl benzene 
Styrene 
Xylene (Total) 
trans-1,2-Di chloroethene 
cis-1,2-Dichloroethene 
Sufficient sample volume was not available to perform a MSD for thi: 
analysis. However, a MS was performed. In addition, a LCS/LCSD was 
performed to demonstrate precision and accuracy at a batch level. 

DaimlerChrysler 
PO Box 537933 

Corporation 

Livonia MI 48153-7933 

AS RECEIVED 

JLT 
METHOD 

3 DETECTION 

N.D. 3. 
N. 3. 3. 
N.D. 2. 
N. 3. 3. 
N.D. 2. 
N.D. 6. 
N.l 3. 3. 
N.D. 1. 
N.D. 2. 
N.[ 3. 1. 
N.D. 2. 
N.D. 3. 
N.l 
N.[ 

3. 1. 
3. 1. 

N.D. 1. 
N.D. 2. 
N.[ 3. 1. 
N.D. 1. 
N.[ 3. 1. 
N.D. 2. 
N.D. 2. 
N.D. 1. 
N.D. 1. 
N.D. 1. 
N.D. 5. 
N.D. 7. 
N.D. 1. 
N.D. 2. 
N.D. 1. 
N.D. 2. 
N.D. 1. 
N.D. 1. 
N.D. 2. 
N.[ ). 2. 

LIMIT UNITS 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/l\ 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

P.O. N99C403749-A 
Rel. YGQP9900271 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

Respectfully Submitted 
Duane A. Luckenbill, B.S. 
Group Leader, GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-556-2300 Fax: 717-655-2681 See reverse side for explanation of symbols and abbreviations. 2215 Rev. 3/23/99 
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Where quality is a science. 

L L I S a m p l e N o . WW 3 2 8 0 9 8 1 
Collected: 11/29/99 

Submitted: 11/30/99 

WLT112999 Tr ip Blank Water Sample 
S i te Code: SCOOl RVfii YGQP9900271 
Dayton Thermal/Dayton, OH 
1129D SDG#: DCC67-02TB 

CAT 
NO ANALYSIS NAME 

6291 TCL by 8260 (water) 

Account No: 10160 
DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

METHOD 

SW-846 8260B 

ANALYSIS 
TRIAL ID DATE AND TIME ANALYST 

12/01/99 1720 Charles E. Rapp, Jr. 

M E M B E R 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Themno TerraTech Inc., a Thermo Electron Company. 
717-656-2300 Fax: 717-656-2581 See reverse side for explanation of symbols and abbreviations. 2215 Rev. 3/23/99 



QUALITY CONTROL REPORT 

Where quality is a science. 

Page: 4 of 

LLI Sample No. 3280981 

WLT112999 Trip Blank Water Sample 
Site Code: SCOOl RF/^ YGQP9900271 
Dayton Thermal/Dayton, OH 

Group No. 693354 
DaimlerChrysler Corporation 

SAMPLE 
MDL 

SAMPLE 
UNITS BLANK 

DUP MS LCS LCS LCS LIMITS 
RPD MS MSD RPD LCS DUP RPD LOW HIGH 

6291 TCL by 8260 (water) 

5385 Chloromethane 
3. ug/1 

5387 Bromomethane 
3. ug/1 

5386 Vinyl Chloride 
2. ug/1 

5388 Chloroethane 
3. ug/1 

5391 Methylene Chloride 
2. ug/1 

6302 Acetone 
6. ug/1 

6303 Carbon Disulfide 
3. ug/1 

5390 1,1-Dichloroethene 
1. ug/1 

5393 1,1-Dichloroethane 
2. ug/1 

5396 Chloroform 
1. ug/1 

5402 1,2-Dichloroethane 
2. ug/1 

6305 2-Butanone 
3. ug/1 

5398 1,1,1-Trichloroethane 
1. ug/1 

5399 Carbon Tetrachloride 
1. ug/1 

5406 Bromodi chloromethane 
1. ug/1 

5421 1,1,2,2-Tetrachloroethane 
2. ug/1 

5404 1,2-Dichloropropane 
1. ug/1 

6306 trans-1,3-Dichloropropene 
1. ug/1 

5403 Trichloroethene 
1. ug/1 

5411 Dibromochloromethane 
2. ug/1 

5408 1,1,2-Trichloroethane 
2. ug/1 

5401 Benzene 
1. ug/1 

6307 cis-1,3-Dichloropropene 
1. ug/1 

Batch: P993342AB 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

69 

66 

77 

79 

106 

93 

113 

116 

109 

107 

107 

93 

103 

93 

98 

104 

111 

104 

114 

92 

116 

116 

101 

65 

68 

72 

79 

107 

102 

109 

109 

111 

105 

110 

100 

102 

96 

100 

104 

108 

101 

101 

97 

106 

108 

101 

75 

73 

78 

84 

109 

101 

113 

109 

109 

105 

111 

100 

99 

96 

100 

104 

106 

100 

98 

94 

104 

108 

99 

15 

8 

9 

6 

2 

1 

3 

1 

2 

0 

1 

1 

3 

0 

0 

0 

2 

1 

3 

3 

1 

0 

2 

57 

17 

63 

24 

84 

64 

70 

85 

86 

86 

81 

65 

82 

81 

86 

65 

86 

83 

89 

80 

86 

88 

83 

143 

129 

140 

133 

127 

126 

118 

135 

128 

125 

130 

139 

131 

129 

120 

133 

122 

119 

128 

122 

121 

125 

120 

Lancaster Laboratories 
M E M B E R ^''^S New Holland Pike 

PQ Box 12425 
V ^ C < M S \ si km Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

717-556-2300 Fax: 717-556-2681 See reverse side for explanation of symbols and abbreviations. 2215 Rev. 3/23/99 
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Where quality is a science. 

LLI Sample No. 3280981 

WLT112999 Trip Blank Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton. OH 

SAMPLE SAMPLE 
MDL UNITS 

5419 Bromoform 
1. ug/1 

6308 4-Methyl-2-pentanone 
5. ug/1 

6309 2-Hexanone 
7. ug/1 

5409 Tetrachloroethene 
1. ug/1 

5407 Toluene 
2. ug/1 

5413 Chlorobenzene 
1. ug/1 

5415 Ethyl benzene 
2. ug/1 

5418 Styrene 
1. ug/1 

6310 Xylene (Total) 
1. ug/1 

5392 trans-1,2-Dichloroethene 
2. ug/1 

5395 cis-l,2-Dichloroethene 
2. ug/1 

BL 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

Group No. 693354 
DaimlerChrysler Corporation 

DUP 
RPD MS 

83 

103 

107 

127 

122 

115 

127 

120 

129 

111 

109 

MSD 
MS 
RPD LCS 

91 

107 

109 

110 

105 

104 

110 

104 

109 

105 

105 

LCS 
DUP 

86 

107 

107 

112 

105 

105 

109 

106 

108 

109 

108 

LCS 
RPD 

6 

0 

2 

2 

0 

1 

1 

2 

1 

4 

2 

LCS LIMITS 
LOW HIGH 

65 

72 

64 

78 

89 

91 

91 

92 

93 

85 

89 

128 

131 

131 

144 

121 

120 

122 

120 

122 

130 

125 

Lancaster Laboratories 
M E M B E R ^"^^ ^^^^ Holland Pike 
E g r a ^ p c r a ^ ^ PO Box 12425 
^ ^ ^ ^ a ^ ^ S I & Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
^ ^ ^ ^ ^ & S 717-656-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



Where quality is a science. 
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LLI Sample No. 3280981 

WLT112999 Trip Blank Water Sample 
Site Code: SCOOl RF/# YGQP9900271 
Dayton Thermal/Dayton, OH 

Group No. 693354 
DaimlerChrysler Corporation 

SURROGATE SUMMARY 

TRIAL ID SURROGATE RECOVERY X 
SURROGATE LIMITS 
LOW HIGH 

6291 TCL by 8260 (water) DBFM 
d4-l,2-DCA 
d8-toluene 
4-BFB 

90 
91 
98 
89 

86 
80 
88 
86 

118 
120 
110 
115 

M E M B E R 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
2215 Rev. 3/23/99 



Page: 1 of 6 

Where quality is a science. 

LLI Sample No. WW 3280982 
Collected: 11/30/99 at 09:30 by LAB 

Submitted: 11/30/99 Reported: 12/06/99 
Discard: 02/05/00 

Storage Blank Grab Water Sample 
Site Code: SCOOl RVfii YGQP9900271 
Dayton Thermal/Dayton, OH 
30DST SDG#: DCC67-03SB* 

CAT 
NO. ANALYSIS NAME 

6291 TCL by 8260 (water) 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. N99C403749-A 
Rel. YGQP9900271 

AS RECEIVED 
METHOD 

RESULTS DETECTION LIMIT UNITS 

See Page 2 

1 COPY TO Leggette, Brashears & Graham ATTN: Mr. Ken Vogel 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 
22:24:06 D 0001 3 139744 693354 
320 0.00 00000000 ASROOO 

Respectfully Submitted 
Duane A. Luckenbill, B.S. 
Group Leader, GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Theimo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax: 717-556-2631 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



Lancaster Laboratories 
Where quality is a science. 

Page: 2 of 6 

LLI Sample No. WW 3280982 
Collected: n/30/99 at 09:30 by LAB 

Submitted: 11/30/99 Reported: 12/06/99 
Discard: 02/05/00 

Storage Blank Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 
30DST SDG#: DCC67-03SB* 

CAT 
NO. ANALYSIS NAME 

TCL by 8260 (water) 

5385 Chloromethane 
5387 Bromomethane 
5386 Vinyl Chloride 
5388 Chloroethane 
5391 Methylene Chloride 
6302 Acetone 
6303 Carbon Disulfide 
5390 1,1-Dichloroethene 
5393 1,1-Dichloroethane 
5396 Chloroform 
5402 1,2-Dichloroethane 
6305 2-Butanone 
5398 1,1,1-Trichloroethane 
5399 Carbon Tetrachloride 
5406 Bromodichloromethane 
5421 1,1,2,2-Tetrachloroethane 
5404 1,2-Dichloropropane 
6306 trans-1,3-Dichloropropene 
5403 Trichloroethene 
5411 Dibromochloromethane 
5408 1,1,2-Trichloroethane 
5401 Benzene 
6307 cis-1,3-Dichloropropene 
5419 Bromoform 
6308 4-Methyl-2-pentanone 
6309 2-Hexanone 
5409 Tetrachloroethene 
5407 Toluene 
5413 Chlorobenzene 
5415 Ethyl benzene 
5418 Styrene 
6310 Xylene (Total) 
5392 trans-1,2-Dichl oroethene 
5395 cis-1,2-Dichloroethene 

Sufficient sample volume was not avail 
analysis. However, a MS was performed, 
performed to demonstrate precision and 

Account No: 10160 

DaimlerChrysler ( 
PO Box 537933 

Corporation 

Livonia MI 48153-7933 

AS RECEIVED 
METHOD 

RESULTS DETECTION LIMIT UNITS 

N.D. 3. 
N.D. 3 
N. 3. 2 
N.D. 3 
N.D. 2 
N. 3. 6 
N.D. 3 
N.D. 1 
N.D. 2 
N.D. 1 
N.D. 2 
N.[ 
N.[ 

3. 3 
3. 1 

N.D. 1 
N.D. 1 
N.[ 3. 2 
N.D. 1 
N.[ 3. 1 
N.D. 1 
N.D. 2 
N.[ 3. 2 
N.D. 1 
N.D. 1 
N.D. 1 
N.D. 5 
N.D. 7 
N.D. 1 
N.D. 2 
N.D. 1 
N.D. 2 
N.D. 1 
N.D. 1 
N.D. 2 
N.D. 2 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

able to perform a MSD for this 
In addition, a LCS/LCSD was 
accuracy at a batch 1 evel. 

P.O. N99C403749-A 
Rel. YGQP9900271 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M B E R 

^Miil^&iG^^tML 
Respectfully Submitted 
Duane A. Luckenbill, B.S. 
Group Leader, GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 
717-656-2300 Fax: 717-656-2631 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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Where quality is a science. 

LLI Sample No. WW 3280982 
Collected: 11/30/99 at 09:30 by LAB 

Submitted: 11/30/99 

Storage Blank Grab Water Sample 
Site Code: SCOOl RF/^ YGQP9900271 
Dayton Thermal/Dayton. OH 
30DST SDG#: DCC67-03SB* 

Account No: 10160 
DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

CAT 
NO ANALYSIS NAME 

6291 TCL by 8260 (water) 

METHOD 

SW-846 8260B 

ANALYSIS 
TRIAL ID DATE AND TIME ANALYST 

12/01/99 1748 Charles E. Rapp, Jr. 

M E M B E R 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-555-2681 See reverse side for explanation of symbols and abbreviations. 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
2215 Rev. 3/23/99 
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Where quality is a science. 

LLI Sample No. 3280982 

Storage Blank Grab Water Sample 
Site Code: SCOOl RF/# YGQP9900271 
Dayton Thermal/Dayton, OH 

Group No. 693354 
DaimlerChrysler Corporation 

SAMPLE 
MDL 

SAMPLE 
UNITS BLANK 

DUP MS LCS LCS LCS LIMITS 
RPD MS MSD RPD LCS DUP RPD LOW HIGH 

6291 TCL by 8260 (water) 

5385 Chloromethane 
3. ug/1 

5387 Bromomethane 
3. ug/1 

5386 Vinyl Chloride 
2. ug/1 

5388 Chloroethane 
3. ug/1 

5391 Methylene Chloride 
2. ug/1 

6302 Acetone 
6. ug/1 

6303 Carbon Disulfide 
3. ug/1 

5390 1,1-Dichloroethene 
1. ug/1 

5393 1,1-Dichloroethane 
2. ug/1 

5396 Chloroform 
1. ug/1 

5402 1,2-Dichloroethane 
2. ug/1 

6305 2-Butanone 
3. ug/1 

5398 1,1,1-Trichloroethane 
1. ug/1 

5399 Carbon Tetrachloride 
1. ug/1 

5406 Bromodichloromethane 
1. ug/1 

5421 1,1,2,2-Tetrachloroethane 
2. ug/1 

5404 1,2-Dichloropropane 
1. ug/1 

6306 trans-1,3-Dichloropropene 
1. ug/1 

5403 Trichloroethene 
1. ug/1 

5411 Dibromochloromethane 
2. ug/1 

5408 1,1,2-Trichloroethane 
2. ug/1 

5401 Benzene 
1. ug/1 

6307 cis-1,3-Dichloropropene 
1. ug/1 

Batch: P993342AB 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

69 

66 

77 

79 

106 

93 

113 

116 

109 

107 

107 

93 

103 

93 

98 

104 

111 

104 

114 

92 

116 

116 

101 

65 

68 

72 

79 

107 

102 

109 

109 

111 

105 

110 

100 

102 

96 

100 

104 

108 

101 

101 

97 

106 

108 

101 

75 

73 

78 

84 

109 

101 

113 

109 

109 

105 

111 

100 

99 

96 

100 

104 

106 

100 

98 

94 

104 

108 

99 

15 

8 

9 

6 

2 

1 

3 

1 

2 

0 

1 

1 

3 

0 

0 

0 

2 

1 

3 

3 

1 

0 

2 

57 

17 

63 

24 

84 

64 

70 

85 

86 

86 

81 

65 

82 

81 

86 

65 

86 

83 

89 

80 

86 

88 

83 

143 

129 

140 

133 

127 

126 

118 

135 

128 

125 

130 

139 

131 

129 

120 

133 

122 

119 

128 

122 

121 

125 

120 

Lancaster Laboratories 
M E M B E R 2425 New Holland Pike 

PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company, 
717-556-2300 Fax:717-655-2581 See reverse side for explanation of symbols and abbreviations. 2215 Rev. 3/23/99 



QUALITY CONTROL REPORT 

Where quality is a science. 

Page: 5 of 

LLI Sample No. 3280982 

Storage Blank Grab Water Sample 
S i te Code: SCOOl RF/# YGQP9900271 
Dayton Thermal/Dayton. OH 

SAMPLE 
MDL 

SAMPLE 
UNITS 

5419 Bromoform 
1. ug/1 

6308 4-Methyl-2-pentanone 
5. ug/1 

6309 2-Hexanone 
7. ug/1 

5409 Tetrachloroethene 
1. ug/1 

5407 Toluene 
2. ug/1 

5413 Chlorobenzene 
1. ug/1 

5415 Ethyl benzene 
2. ug/1 

5418 Styrene 
1. ug/1 

6310 Xylene (Total) 
1. ug/1 

5392 trans-1.2-Dichloroethene 
2. ug/1 

5395 cis-1,2-Dichloroethene 
2. ug/1 

BLANK 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

Group No. 693354 
DaimlerChrysler Corporation 

DUP 
RPD MS 

83 

103 

107 

127 

122 

115 

127 

120 

129 

111 

109 

MSD 
MS 
RPD LCS 

91 

107 

109 

110 

105 

104 

110 

104 

109 

105 

105 

LCS 
DUP 

86 

107 

107 

112 

105 

105 

109 

106 

108 

109 

108 

LCS 
RPD 

6 

0 

2 

2 

0 

1 

1 

2 

1 

4 

2 

LCS LIMITS 
LOW HIGH 

65 

72 

64 

78 

89 

91 

91 

92 

93 

85 

89 

128 

131 

131 

144 

121 

120 

122 

120 

122 

130 

125 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 

W ^ S ISSi Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thenno TerraTech Inc., a Thermo Electron Company. 
717-655-2300 Fax:717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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Where quality is a science 

LLI Sample No. 3280982 

Storage Blank Grab Water Sample 
Site Code: SCOOl R?(4 YGQP9900271 
Dayton Thermal/Dayton, OH 

Group No. 693354 
DaimlerChrysler Corporation 

SURROGATE SUMMARY 

TRIAL ID SURROGATE RECOVERY X 
SURROGATE LIMITS 
LOW HIGH 

6291 TCL by 8260 (water) DBFM 
d4-l,2-DCA 
d8-toluene 
4-BFB 

91 
92 
97 
92 

86 
80 
88 
86 

118 
120 
110 
115 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17505-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Theimo Electron Company. 
717-656-2300 Fax:717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. J/23/99 



Page: 1 of 17 

Where quality is a science. 

LLI Sample No. WW 3303200 
Collected: 01/06/00 at 15:15 by DS 

Submitted: 01/07/00 Reported: 01/18/00 
Discard: 03/19/00 

WL41171 Grab Water Sample 
Site Code: SCOOl REM YGQP9900271 
Dayton Thermal/Dayton, OH 
41171 SDG#: DCD02-01 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. 
Rel. 

N99C403749-A 
YGQP9900271 

CAT 
NO. 

6291 
1751 
7035 
7036 
7046 
7049 
7053 
7055 
7066 
7072 
0259 
0937 
1316 
4678 
4679 
1123 
0200 
0430 

0496 

1121 

ANALYSIS NAME 

TCL by 8260 (water) 
Chromium 
Arsenic TR 
Selenium TR 
Barium TR 
Cadmium TR 
Copper TR 
Lead TR 
Silver TR 
Zinc TR 
Mercury 
TCL Pesticides in Waters 
AppendixIX Herbicides - Waters 
TCL SW846 Semi volatiles/Waters 
TCL SW846 Semi volatiles/Waters 
Cyanide (Reactivity) 
pH 
Flash Point for Liquids 
No flash observed below 185F. 
Test flame extinguished at 165F. 
Flash point was determined using 
Corrosivity 

AS RECEIVED 

RESULTS 

0.787 
0.0097 J 
N.D. 
0.461 
0.0105 
0.793 
1.26 
0.0187 
13.1 
0.00150 

N.D. 
7.65 

No Flash Observed 

Pensky Martens closed 
See Below 

METHOD 
DETECTION LIMIT UNITS 

0.0098 
0.0050 
0.0044 
0.00049 
0.00081 
0.0029 
0.0079 
0.0017 
0.0030 
0.00010 

100. 
0.010 

See Page 
mg/1 
mg/1 
mg/1 
mg/1 
mg/1 
mg/1 
mg/1 
mg/1 
mg/1 
mg/1 
See Page 
See Page 
See Page 
See Page 
mg/kg 

Degrees F 

cup apparatus. 
See Below 

2 

3 
5 
6 
7 

1122 

Corrosivity: 
The pH of the sample was 7.65 indicating that the waste was not corrosive 
A waste is corrosive if it exhibits a pH equal to or less than 2 
or equal to or greater than 12.5. 
Reactivity See Below See Below 
Reactivity: 
The sample was extracted by the interim method described in SW 846. 
Chapter 7.3. This solution was analyzed for cyanide and sulfide. 
This waste is not considered reactive and hazardous because it does 
not generate a quantity of hydrogen cyanide exceeding 250 mg/kg or 
hydrogen sulfide exceeding 500 mg/kg. These interim threshold limits were 
established by the Solid Waste Branch of EPA, July, 1992. These results 
do not reflect total cyanide or total sulfide. 
Sulfide (Reactivity) N.D. 39. mg/kg 

1 COPY TO Leggette, Brashears & Graham ATTN: Mr. Ken Vogel 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 
22:20:48 D 0001 3 139744 698278 
320 0.00 00202400 ASROOO 

M E M B E 

Respectfully Submitted 
Duane A. Luckenbill, B.S. 
Group Leader, GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-555-2300 Fax: 717-656-2631 See reverse side for explanation of symbols and abbreviations. 2215 Rev. 3/23/99 



Lancaster Laboratories 
Where quality is a science. 

Page: 2 of 17 

LLI Sample No. WW 3303200 
Collected: 01/06/00 at 15:15 by DS 

Submitted: 01/07/00 Reported: 01/18/00 
Discard: 03/19/00 

WL41171 Grab Water Sample 
Site Code: SCOOl RVPi YGQP9900271 
Dayton Thermal/Dayton, OH 
41171 SDG#: DCD02-01 

Account No: 10160 

CAT 
NO. ANALYSIS NAME 

TCL by 8260 (water) 

5385 
5387 
5386 
5388 
5391 
6302 
6303 
5390 
5393 
5396 
5402 
6305 
5398 
5399 
5406 
5421 
5404 
6306 
5403 
5411 
5408 
5401 
6307 
5419 
6308 
6309 
5409 
5407 
5413 
5415 
5418 
6310 
5392 
5395 

Chloromethane 
Bromomethane 
Vinyl Chloride 
Chloroethane 
Methylene Chloride 
Acetone 
Carbon Disulfide 
1,1-Dichloroethene 
1,1-Dichloroethane 
Chloroform 
1,2-Dichloroethane 
2-Butanone 
1,1,1-Trichloroethane 
Carbon Tetrachloride 
Bromodichloromethane 
1,1,2,2-Tetrachloroethane 
1,2-Dichloropropane 
trans-l,3-Dichloropropene 
Trichloroethene 
Di bromochloromethane 
1,1,2-Trichloroethane 
Benzene 
ci s-1,3-Di chloropropene 
Bromoform 
4-Methyl-2-pentanone 
2-Hexanone 
Tetrachloroethene 
Toluene 
Chlorobenzene 
Ethyl benzene 
Styrene 
Xylene (Total) 
trans -1,2 -Di chloroethene 
ci s-1,2-DIchloroethene 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

AS RECEIVED 

SULT 

N. 

METHOD 
5 DLILCTION LIMIT UNITS 

3. 3 
N.D. 3 
N.D. 2 
N. 3. 3 
N.D. 2 

22. 6 
N.D. 3 
N.D. 1 
N.[ 3. 2 
N.D. 1 
N.D. 2 
6. 
N.[ 

J 3 
3. 1 

N.D. 1 
N.D. 1 
N.D. 2 
N.[ 3. 1 
N.D. 1 
N.[ 3. 1 
N.D. 2 
N.[ 
N.[ 

3. 2 
3. 1 

N.D. 1 
N.[ 3. 1 
N.D. 5 
N.D. 7 
N.D. 1 
N.D. 2 
N.D. 1 
N.D. 2 
N.D. 1 
N.D. 1 
N.[ 
4. 

). 2 
J 2 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

P.O. N99C403749-A 
Rel. YGQP9900271 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

Respectfully Submitted 
Duane A. Luckenbill, B.S. 
Group Leader, GC/MS Volatiles 

Lancaster Laboratories is a subsidiary of Thenno TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



Where quality is a science. 

Page: 3 of 17 

LLI Sample No. WW 3303200 
Collected: 01/06/00 at 15:15 by DS 

Submitted: 01/07/00 Reported: 01/18/00 
Discard: 03/19/00 

WL41171 Grab Water Sample 
Site Code: SCOOl RF/# YGQP9900271 
Dayton Thermal/Dayton, OH 
41171 SDG#: DCD02-01 

Account No: 10160 

CAT 
NO. ANALYSIS NAME 

TCL Pesticides in Waters 

1600 Alpha BHC 
1601 Beta BHC 
1603 Delta BHC 
1602 Ganma BHC • Lindane 
1604 Heptachlor 
1605 Aldrin 
1606 Heptachlor Epoxide 
1616 Endosulfan I 
1610 Dieldrin 
1607 DDE 
1611 Endrin 
1615 Endosulfan II 
1608 DDD 
1617 Endosulfan Sulfate 
1609 DDT 
0938 Endrin Ketone 
1860 Methoxychlor 
1361 Alpha Chlordane 
1362 Ganma Chlordane 
1613 Toxaphene 
1618 Endrin Aldehyde 
1619 PCB-1016 
1620 PCB-1221 
1621 PCB-1232 
1622 PCB-1242 
1623 PCB-1248 
1624 PCB-1254 
1626 PCB-1260 

DaimlerChrysler-
PO Box 537933 
Livonia MI 48153 

AS RECEIVED 

RESULT 

N. 

METHOD 

Corporation 

-7933 

S DblECTION LIMIT UNITS 

3. 2.0 
N.D. 10. 
N.D. 5.8 
N.D. 10. 
N.D. 2.0 
N.D. 2.0 
N.D. 2.0 
N.D. 2.0 
N.[ 3. 4.0 
N.D. 4.0 
N.D. 4.0 
N.D. 4.0 
N.D. 4.0 
N.D. 4.0 

83. 4.0 
N.D. 4.0 
N.D. 20. 
N.D. 2.0 
N.[ 3. 2.0 
N.D. 300. 
N.D. 4.0 
N.D. 100. 
N.D. 100. 
N.D. 100. 
N.D. 100. 
N.D. 100. 

370. J 100. 
N.D. 100. 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

P.O. N99C403749-A 
Rel. YGQP9900271 

.-^, 
Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M B E R 

Respectfully Submitted 
Jenifer E. Hess, B.S. 
Gtt6up Leader Pesticides/PCBs 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-655-2581 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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U/here quality is a science. 

Page: 4 of 17 

LLI Sample No. WW 3303200 
Collected: 01/06/00 at 15:15 by DS 

Submitted: 01/07/00 Reported: 01/18/00 
Discard: 03/19/00 

WL41171 Grab Water Sample 
Site Code: SCOOl RFPi YGQP9900271 
Dayton Thermal/Dayton, OH 
41171 SDQif: DCD02-01 

CAT 
NO. ANALYSIS NAME 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. N99C403749-A 
Rel. YGQP9900271 

AS RECEIVED 
METHOD 

RESULTS DETECTION LIMIT UNITS 

TCL Pesticides in Waters 

The alpha chlordane and endrin ketone recoveries for the LCS are within the 
QC limits; however the recoveries are flagged before the results are 
rounded and therefore the QC Sunuiary Form is labeling these recoveries as 
outside QC limits. 

Sufficient sample volume was not available to perform a MS/MSO for this 
analysis. Therefore, a LCS/LCSD was performed to detnonstrate precision and 
accuracy at a batch level. 

Due to interfering peaks on the chromatogram, the values reported represent 
the lowest quantitation limits obtainable. 
Despite numerous cleanup methods, we were unable to reach our usual 
quantitation limits. 

Due to the dilution reauired for analysis, accurate surrogate recoveries 
could not be determined for the sample. 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

Lancaster Laboratories 
B E R 2425 New Holland Pike 

PO Box 12425 
Lancaster, PA 17-505-2425 

^Respectfully Submitted 
/ ^ e n i f e r i t . Hess, B.S. 

^Group Leader Pesticides/PCBs 

Lancaster Laboratories is a subsidiary of Thermo TerraTech inc., a Thermo Electron Company. 
717-556-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 



Page: 5 of 17 

Where quality is a science. 

LLI Sample No. WW 3303200 
Collected: O1/06/00 at 15:15 by DS 

Submitted: 01/07/00 Reported: 01/18/00 
Discard: 03/19/00 

WL41171 Grab Water Sample 
Site Code: SCOOl REM YGQP9900271 
Dayton Thermal/Dayton, OH 
41171 SDG#: DCD02-01 

CAT 
NO. 

Account No: 10160 

ANALYSIS NAME 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. 
Rel. 

N99C403749-A 
YGQP9900271 

AS RECEIVED 
METHOD 

RESULTS DETECTION LIMIT UNITS 

AppendixIX Herbicides - Waters 

0288 2,4-D 2.9 J 1.0 ug/1 
1314 Dinoseb 0.98 J 0.50 ug/1 
0289 2,4,5-TP 0.26 J 0.10 ug/1 
1315 2,4,5-T 2.45 0.10 ug/1 

Sufficient sample volume was not available to perform a MS/MSD for this 
analysis. Therefore, a LCS/LCSD was performed to demonstrate precision and 
accuracy at a batch level. 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-655-2681 

/ / / 
spectf ul l3 

Jefiifer/E/Hess, B.S. 
Group lieader Pesticides/PCBs 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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H/here quality is a science. 

Page: 6 of 17 

LLI Sample No. WW 3303200 
Collected: O1/06/00 at 15:15 by DS 

Submitted: 01/07/00 Reported: 01/18/00 
Discard: 03/19/00 

WL41171 Grab Water Sample 
Site Code: SCOOl RFfii YGQP9900271 
Dayton Thermal/Dayton, OH 
41171 SDG#: DCD02-01 

CAT 
NO. ANALYSIS NAME 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. 
Rel. 

N99C403749-A 
YGQP9900271 

AS RECEIVED 
METHOD 

RESULTS DETECTION LIMIT UNITS 

TCL SW846 Semi volatiles/Waters 

3925 
3936 
3924 
3937 
3938 
3939 
4680 
4681 
4682 

3942 
3941 
3943 
3944 
3926 
3927 
3945 
3928 
3946 
3947 
3871 
3948 
3929 
3905 
3949 
3930 
3922 
3950 
3907 
3952 
3951 

Phenol 
bis(2-Chloroethyl)ether 
2-Chlorophenol 
1,3-Dichlorobenzene 
4-Dichlorobenzene 
2-Dichlorobenzene 
Methyl phenol 
2'-oxybls(l-Chloropropane) 
Methyl phenol 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

240. 
240. 
240. 
240. 
240. 
240. 
240. 
240. 
710. 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

Methyl phenol and 4-methylphenol cannot be resolved under the 
chromatographic conditions used for sample analysis. The result reported 
for 4-methyl phenol represents the combined total of both compounds. 
N-Nitroso-di-n-propylamine 
Hexachloroethane 
Nitrobenzene 
Isophorone 
2-Nitrophenol 
2,4-Dimethylphenol 
bi s(2-Chloroethoxy)methane 
2,4-Dichlorophenol 
1,2,4-Tri chlorobenzene 
Naphthalene 
4-Chloroanillne 
Hexachlorobutadi ene 
4-Chloro-3-methyl phenol 
2-Methylnaphthalene 
Hexachlorocyclopentadi ene 
2,4,6-Trichlorophenol 
2,4,5-Tri chlorophenol 
2-Chloronaphthal ene 
2-Nltroanillne 
Dimethylphthal ate 
Acenaphthylene 

N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 
N.D. 

240. 
240. 
240. 
240. 
240. 
240. 
240. 
240. 
240. 
240. 
240. 
470. 
240. 
240. 
,200. 
470. 
470. 
240. 
470. 
470. 
240. 

ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 
ug/ 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

M E M B E R 

Respectfully Submitted 
Charles J. Neslund, B.S. 
Group Leader, GC/MS SVOA 

Lancaster Laboratories is a subsidiary of Themio TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax: 717-556-2681 See reverse side for explanation of symbols and abbreviations. 2215 Rev. 3/23/99 
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Where quality is a science. 

L L I S a m p l e N o . WW 3 3 0 3 2 0 0 
Collected: (11/06/00 at 15:15 by DS 

Submitted: 01/07/00 Reported: 01/18/00 
Discard: 03/19/00 

WL41171 Grab Water Sample 
Site Code: SCOOl RF/# YGQP9900271 
Dayton Thermal/Dayton, OH 
41171 SDG#: XD02-01 

Account No: 10160 

CAT 
NO. ANALYSIS NAME 

TCL SW846 Semi volatiles/Waters 

3908 
3954 
3931 
3932 
3879 
3955 
3953 
3958 
3957 
3956 
3909 
3933 
3960 

3961 
3962 
3934 
3963 
3964 
4684 
3965 
3966 
3967 
3969 
3972 
3970 
3973 
3971 
3974 
3975 
3976 
3977 
3978 
3979 
3980 

3-Nltroaniline 
Acenaphthene 
2,4-Dinitrophenol 
4-Nitrophenol 
Dibenzofuran 
2,4-Dinitrotoluene 
2,6-Dinitrotoluene 
Diethylphthal ate 
4-Chlorophenyl-phenylether 
Fluorene 
4-Nitroanil1ne 
4,6-Di ni tro-2-methylphenol 
N-Nitrosodiphenyl amine 
N-nitrosodiphenylamine decomposes in the 
The result reported for N-nitrosodiphenyl 
total of both compounds. 
4-Bromophenyl-phenylether 
Hexachlorobenzene 
Pentachlorophenol 
Phenanthrene 
Anthracene 
Carbazole 
Di-n-butylphthalate 
Fluoranthene 
Pyrene 
Butyl benzylphthalate 
3,3•-Di chlorobenzi di ne 
Benzo(a)anthracene 
bi s(2 -Ethylhexyl)phthalate 
Chrysene 
Di-n-octylphthalate 
Benzo(b)fluoranthene 
Benzo(k)f1uoranthene 
Benzo( a) pyrene 
Indeno(l,2,3-cd)pyrene 
Dibenz(a,h)anthracene 
Benzo(g,h,1)peryl ene 

DaimlerChrysler 
PO Box 537933 

Corporation 

Livonia MI 48153-7933 

AS RECEIVED 
METHOD 

RESULTS DETECTION LIMIT UNITS 

N.D. 470. 
N.D. 240. 
N.D. 4,700. 
N.D. 2,400. 
N.D. 240. 
N.D. 240. 
N.D. 470. 
N.D. 470. 
N.D. 240. 
N.D. 240. 
N.D. 470. 
N.D. 1,200. 
N.D. 240. 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

GC inlet forming diphenyl amine. 
amine represents the combined 

N.D. 470. 
N.D. 470. 
N.D. 710. 
N.D. 240. 
N.D. 240. 
N.D. 710. 
N.D. 470. 
N.D. 240. 
N.D. 240. 

2,900. 470. 
N.D. 470. 
N.D. 240. 

830. J 470. 
N.D. 240. 
N.D. 470. 
N.D. 240. 
N.D. 240. 
N.D. 240. 
N.D. 240. 
N.D. 240. 
N.D. • 240. 

ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 
ug/1 

P.O. N99C403749-A 
Rel. YGQP9900271 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

Respectfully Submitted 
Charles J. Neslund, B.S. 
Group Leader, GC/MS SVOA 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company 

Lancaster Laboratories 
2425 Nevj Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-555-2300 Fax: 717-655-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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Where quality is a science. 

LLI Sample No. WW 3303200 
Collected: 01/06/00 at 15:15 by DS 

Submitted: 01/07/00 Reported: 01/18/00 
Discard: 03/19/00 

WL41171 Grab Water Sample 
Site Code: SCOOl RF/^ YGQP9900271 
Dayton Thermal/Dayton. OH 
41171 SDG#: DCD02-01 

CAT 
NO. ANALYSIS NAME 

Account No: 10160 

DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

P.O. 
Rel. 

N99C403749-A 
YGQP9900271 

AS RECEIVED 
METHOD 

RESULTS DETECTION LIMIT UNITS 

TCL SW846 Semi volatiles/Waters 

Sufficient sample volume was not available to perform a MS/MSD for this 
analysis. Therefore, a LCS/LCSD was performed to demonstrate precision and 
accuracy at a batch level. 

The percent recoveries for 4-Cloroaniline were outside QC limits in the 
LCS/LCSD associated with this sample. The analysis was repeated, and poor 
percent recoveries for 4-Chloroanillne were again observed. The sample 
data are not comparable. The data reported here are from the Initial 
extraction of the sample. Both sets of data are being submitted in the 
data package. Please refer to the case narrative for further details. 

The usual quantitation limits could not be attained due to the matrix of 
the sample or Interferences observed in the GC/MS semivolatile analysis. 

The quantitation limits for the (3C/MS semivolatile compounds were raised 
due to the high concentration of non-target compounds. 

Questions? Contact your Client Services Representative 
Kathy Klinefelter at (717) 656-2300 

<> 
Respectfully Submitted 
Charles J. Neslund, B.S. 
Group Leader, GC/MS SVOA 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-656-2300 Fax: 717-556-2681 See reverse side for explanation of symbols and abbreviations 2216 Rev. 3/23/99 
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LLI Sample No. WW 3303200 
Collected: ()l/06/00 at 15:15 by DS 

Submitted: 01/07/00 

WL41171 Grab Water Sample 
Site Code: SCOOl RFfi# YGQP9900271 
Dayton Thermal/Dayton, OH 
41171 SDG#: DCD02-01 

CAT 
NO ANALYSIS NAME 

6291 TCL by 8260 (water) 

1751 Chromium 
1848 WW SW846 ICP Digest (tot rec) 
7035 Arsenic TR 
7036 Selenium TR 
7046 Barium TR 
7049 Cadmium TR 
7053 Copper TR 
7055 Lead TR 
7066 Silver TR 
7072 Zinc TR 

0259 Mercury 
5713 WW SW846 Hg Digest 

0816 Water Sample Herbicide Extract 
0817 Water Sample Pest. Extraction 
0937 TCL Pesticides in Waters 
1316 AppendixIX Herbicides - Waters 

0813 BNA Water Extraction 
4678 TCL SW846 Semi volatiles/Waters 
4679 TCL SW846 Semi volatiles/Waters 

1123 Cyanide (Reactivity) 

0200 pH 
0430 Flash Point for Liquids 
1121 Reactivity 
1122 Sulfide (Reactivity) 

METHOD 

SW-846 8260B 

SW-&46 
SW-846 
SW-846 
SW-846 
SW-846 
SW-&46 
SW-846 
SW-846 
SW-&46 
SW-846 

6010B 
3005A 
6010B 
6010B 
6010B 
6010B 
6010B 
6010B 
6010B 
6010B 

Account No: 10160 
DaimlerChrysler Corporation 
PO Box 537933 
Livonia MI 48153-7933 

ANALYSIS 
TRIAL ID DATE AND TIME ANALYST 

01/08/00 0430 Marc S. Neal 

SW-846 7470A 
SW-&46 7470A 

SW-846 8151A 
SW-&46 3510C 
SW-846 8081A/8082 
SW-&46 8151A 

SW-846 3510C 
SW-846 8270C 
SW-846 8270C 

SW-846 9012 

EPA 150.1 
ASTM D 93-90 
SW-846 Chapter 7.3 
SW-&46 9034 

01/11/00 1047 
01/09/00 1025 
01/11/00 1047 
01/10/00 1227 
01/11/00 1047 
01/11/00 1047 
01/11/00 0327 
01/11/00 1047 
01/11/00 1047 
01/11/00 1335 

01/10/00 1756 
01/07/00 2223 

01/10/00 0715 
01/09/00 1030 
01/10/00 1840 
01/11/00 2051 

01/09/00 1030 
01/10/00 0508 
01/10/00 0508 

Damary S. Valentin 
Julie A. SIaughenhoupt 
Damary S. Valentin 
Eric Walter Cuba 
Damary S. Valentin 
Damary S. Valentin 
Brenda A. Weaver 
Damary S. Valentin 
Damary S. Valentin 
Christine R. Fritz 

Nelli S. Markaryan 
Nelli S. Markaryan 

Joseph S. Feister 
Ginelle L. Haines 
Douglas D. Seitz 
Rick Shober 

Ginelle L. 
Mark Clark 
Mark Clark 

Haines 

01/11/00 1301 Bill L. Hamaker 

01/11/00 1202 
01/10/00 0905 
01/10/00 0830 
01/10/00 0830 

Bianca N. Will 
Catherine L. Caiiriauf 
Susan E. Hibner 
Susan E. Hibner 

Lancaster Laboratories 
2425 New Holland Pike 
PO Box 12425 
Lancaster, PA 17605-2425 
717-655-2300 Fax: 717-655-26S1 See reverse side for explanation of symbols and abbreviations. 

Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
2216 Rev. 3/23/99 



QUALITY CONTROL REPORT 

Where quality is a science. 

Page: 10 of 17 

LLI Sample No. 3303200 

WL41171 Grab Water Sample 
Site Code: SCOOl RF/# YGQP9900271 
Dayton Thermal/Dayton. OH 

Group No. 698278 
DaimlerChrysler Corporation 

SAMPLE 
MDL 

SAMPLE 
UNITS BLANK 

DUP 
RPD MS MSD 

MS LCS LCS LCS LIMITS 
RPD LCS DUP RPD LOW HIGH 

6291 TCL by 8260 (water) 

5385 Chloromethane 
3. ug/1 

5387 Bromomethane 
3. ug/1 

5386 Vinyl Chloride 
2. ug/1 

5388 Chloroethane 
3. ug/1 

5391 Methylene Chloride 
2. ug/1 

6302 Acetone 
6. ug/1 

6303 Carbon Disulfide 
3. ug/1 

5390 1,1-Dichloroethene 
1. ug/1 

5393 1,1-Dichloroethane 
2. ug/1 

5396 Chloroform 
1. ug/1 

5402 1,2-Dichloroethane 
2. ug/1 

6305 2-Butanone 
3. ug/1 

5398 1,1,1-Trichloroethane 
1. ug/1 

5399 Carbon Tetrachloride 
1. ug/1 

5406 Bromodichloromethane 
1. ug/1 

5421 1,1,2,2-Tetrachloroethane 
2. ug/1 

5404 1,2-Dichloropropane 
1. ug/1 

6306 trans-1,3-Dichloropropene 
1. ug/1 

5403 Trichloroethene 
1. ug/1 

5411 Dibromochloromethane 
2. ug/1 

5408 1,1,2-Trichloroethane 
2. ug/1 

5401 Benzene 
1. ug/1 

6307 cis-1,3-Dichloropropene 
1. ug/1 

Batch: L000081AA 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

N.D. 

104 

78 

99 

97 

98 

74 

103 

100 

123 

103 

92 

96 

97 

94 

91 

101 

119 

91 

109 

83 

104 

124 

99 

112 

79 

105 

104 

100 

74 

109 

104 

122 

105 

92 

97 

99 

98 

89 

102 

119 

91 

108 

82 

102 

125 

100 

7 

1 

6 

7 

2 

0 

5 

4 

1 

2 

0 

1 

1 

3 

2 

2 

0 

0 

101 

64 

90 

88 

95 

82 

107 

94 

115 

101 

91 

105 

90 

92 

97 

107 

117 

96 

105 

98 

106 

120 

103 

57, 

17 

63 

24 

84 

64 

70 

85 

86 

86 

81 

65 

82 

81 

86 

65 

86 

83 

89 

80 

86 

88 

83 

143 

129 

140 

133 

127 

126 

118 

135 

128 

125 

130 

139 

131 

129 

120 

133 

122 

119 

128 

122 

121 

125 

120 

Lancaster Laboratories 
M E M B E R 2*25 '^^^ Holland Pike 

PO Box 12425 
Lancaster, PA 17605-2425 Lancaster Laboratories is a subsidiary of Thermo TerraTech Inc., a Thermo Electron Company. 
717-656-2300 Fax: 717-656-2681 See reverse side for explanation of symbols and abbreviations. 2216 Rev. 3/23/99 
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